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PART 1 
OPERATION 

Information necessary to operate the Type R116 either at a test 
bench or in a programmable system is provided in Part I, Operation, 
of this manual. The information is divided into four sections: 

1. Specification 

2. Operating Instructions 

3. Programming 
7. Rackmounting 



NOTE 

See the Performance Check/Calibration section in Part II 
of this manual for a performance check procedure for use 
during incoming inspection. 



Abbreviations and symbols used in this manual are based on or taken directly from IEEE 
Standard 260 "Standard Symbols for Units", MIL-STD-12B and other standards of the 
electronics industry. Change information, if any, is located at the rear of this manual. 
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SPECIFICATION 
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Change information, if any, affecting this section will be found at the 
rear of the manual. 



GENERAL 

The Type R116 Programmable Pulse Generator is a mult - 
purpose instrument which generates pulses with a variet/ 
of controllable characteristics. It has a maximum repetition 
rate of 10 MHz, a maximum amplitude of J 10 volts and i 
minimum risetime and falltime of 10 ns. All functions of th ; 
Type R116 are programmable, making the instrument af - 
propriate for applications requiring a variety of pulse charac - 
teristics that can be changed in rapid sequence. The Type 
R116 can also be operated entirely from the front panr I 
(using the calibrated front-panel controls) or with a combi- 
nation of remote programming and front-panel operation. 

Those pulse characteristics which are controllable an : 
repetition rate, width, amplitude, risetime, falltime, DC offsr t 
and polarity. The instrument has five modes of operafion 
which include an undelayed pulse, a delayed pulse (with 
a calibrated delay, paired pulses, an externally triggered 
burst of pulses and an externally gated burst of pulses. In 
addition to the output pulse, there is an undelayed and 3 
delayed trigger output. 

The following electrical and environmental characteristii s 
are valid on instruments operated at an ambient temperature 
between -|-20°C and -|-30°C after an initial warm-up period 
of 20 minutes, assuming the instrument is properly calibrated. 
Section 6, Performance Check/Calibration Procedure, givr s 
a procedure for checking and adjusting the Type R116 with 
respect to the following specifications. 



TABLE 1-1 



ELECTRICAL CHARACTERISTICS 



Pulse Output 



Characteristic 

Pulse Period (TRIGGER 
SOURCE switch set 
to INTERNAL) 

Period Accuracy 



Pulse Delay or Burst 
Time 



Delay Accuracy 



Pulse Width 



Performance 

1 00 ns to at least 1 1 ms in 5 ranges; 
continuously variable within earh 
range. 

Within 3% of PERIOD control set- 
tings in all ranges except 100 ns 
range; within 5% in 100 ns range. 
50 ns to at least 550 /is in 4 ranges; 
continuously variable within each 
range. 

Within 3% plus 10 ns of DELAY OR 
BURST TIME control settings. Refer 
to Minimum Pulse Separation chor- 
acteristic. 

50 ns to at least 550 /is in 4 ranges; 
continuously variable within eai h 
range. 



Characteristic 


Performance 


Width Accuracy 


Within 3% of WIDTH control set- 
tings in all ranges except 10 ns 
range, with risetime and falltime 
set at minimum and AMPLITUDE 
MULTIPLIER set at 10; within 5% 
in 1 0 ns range. 


Pulse Risetime (10% 
to 90%) 


10 ns to 110 /IS in 4 ranges; contin- 
uously variable within each range. 


Risetime Accuracy 


Within 5% of risetime value set by 
risetime controls and AMPLITUDE 
MULTIPLIER with RISETIME FALL- 
TIME RANGE switch set to 100 ns 
or 1 /IS; within 10% with switch set 
to 1 ns or 10 ns, Control indications 
of risetimes less fhan 10 ns are un- 
calibrated. 


Pulse Falltime (90%, 
to 10%) 


10 ns to 110 /IS in 4 ranges; contin- 
uously variable within each range. 


Falltime Accuracy 


Within 5% of falltime value set by 
falltime controls and AMPLITUDE 
MULTIPLIER with RISETIME FALL- 
TIME RANGE switch set to 100 ns 
or 1 ii.s; within 10% with switch set 
to 1 ns or 10 ns, Control indications 
of falltimes less fhan 10 ns are un- 
calibrated. 


Pulse Amplitude 


0.4 volts to 10 volts (into 50 0 load) 
either polarity; continuously vari- 
able within each range. 


Amplitude Accuracy 


AMPLITUDE . 

RANGE 


1 volt Within 3% of 

Amplitude con- 
trols settings 
±50 mV 


.5 volts Within 3% of 

Amplitude con- 
trols settings 
±25 mV 


.2 volts Within 3% of 

Amplitude con- 
trols settings 
±15mV 


Pulse DC Offset 


0 V to at least ±5V in 3 ranges; 
continuously variable within each 
range. Full DC offset in either 
direction and full pulse amplitude 
of either polarity are permitted 
simultaneously. 
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Characteristic 


Performance 


DC Offset Accuracy 


Within 5% of AMPLITUDE RANGE 
Switch and DC OFFSET control set- 
tings, ±200 mV. 


Pulse Aberrations 


No more than -f 3%, —3% or 3% 
peak-to-peak of a ±10 V pulse. 


Minimum Pulse 
Separation 


100 ns between 50% amplitude lev- 
el on fall of one pulse and 50% 
level on rise of next pulse, with 
risetime and falltime set to mini- 
mum. 


Maximum Duty Factor 


At least 75% (limited by Minimum 
Pulse Separation characteristic). 



Additional Output Signals 



Pretrigger Output 


At least 


-f 2 V into 


1 kQ 


Delayed Trigger 
Output 


At least 


-f2V into 


1 kn 



Input Signal Requirements 



External Trigger Input 
Frequency 


Pulse: At least 0.5 V per 1 /is late 
of rise. 

Sinewave: From 1 kHz to 10 MHz. 


External Trigger Input 
Amplitude 


Pulse: Between -f2V and -f20V 
maximum, decreasing to -f4V at 
10 MHz. 

Sinewave: Between 2V and 20 V 
peak from 1 kHz to 5 MHz, decreas- 
ing to a maximum between 3 V and 
4 V peak at 10 MHz. 


Gate Pulse Input 


Between -f2V and -flOV. 



Programming 

Remote control of pulse output signal characteristics is avoil- 
oble when appropriate front-panel switches ore set to RE- 
MOTE or REMOTE PROGRAM. Digital and Analog conirol 
information is applied through rear panel connector JIO, 



Characteristic 


Performance 




Analog 

Function 

(Multiplier) 


Digital 

Function 

(Switch) 


General 


A front panel multi- 
plier function is pro- 
grammed remotely 
by connecting a re- 
sistor between an 
Analog Program 
line and a power 
supply line on the 
rear panel remote 
program connector. 


A front panel switch 
function is progrom- 
med remotely by 
connecting o Digital 
Program line to a 
true DC logic level 
at the rear panel re- 
mote program con- 
nector. Digital logic 
levels are as tol- 
lows: True (1) OV 
to 0.8 V. False (0) 
-f9.5V to -f12V. 


Remote Program 
Accuracy 


Within 2% of specified front panel control 
accuracy plus error in program resistor 



Characteristic Performance 



Mode 




False on all four 
mode program lines 
provides Single 
mode. True on one 
(only) of the four 
mode program lines 
provides the corre- 
sponding pulse out- 
put mode: Delayed 
Single, Double, Burst 
or Gated Output. 


Polarity 




False on — polarity 
program line pro- 
vides -fpolarity of 
pulse output. True 
on — polarity pro- 
gram line provides 
— polarity of pulse 
output. 


Trigger Source 




Fa Ise on trigger 
source program line 
provides internal 
trigger source. True 
on trigger source 
program line. Type 
R116 requires ex- 
ternal on manual 
trigger source. 


Amplitude 


Connect resistance, 
equal to 1 .109 kQ 
times multiplier val- 
ue — 2, b etween 
amplitude analog 
program line and 
signal ground line. 


False on both am- 
plitude digital pro- 
gram lines provides 
0.2 V amplitude 
range. True on one 
(only) of the two 
program lines pro- 
vides the corre- 
sponding ampli- 
tude range: 0.5 V or 
1 V. 


Risetime 


Connect resistance, 
equal to 343 Q times 
risetime multiplier 
— 1 between rise- 
time analog pro- 
gram line and 
-f 25 V line. 


False on all three 
risetime-falltime dig- 
ital program lines 
provides 1 ns rise- 
time-falltime range. 
True on one (only) 
of the three risetime- 
falltime program 
lines provides the 
corresponding rise- 
time-falltime range: 
10 ns, 100 ns or 1 /is. 


Falltime 


Connect resistance, 
equal to 343 Q times 
falltime multiplier 
— 1, between fall- 
time analog pro- 
gram line and 
-27 V line. 
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Characteristic 


Performance 


Characteristic 


Performance 


Width 


Connect resistance, False on all three 
equal to 177.4 It width digital pro- 
times width multi- gram lines provides 
plier 5, between 10 ns width ranges, 
width analog pro- True on one (onl/) 
gram line and of the three widih 
—77N line. program lines pro- 

vides corresponding 
width range: 100 ns, 
1 ns or 10 ns. 




eration, the power line neutral (white 
or “identified conductor") must be 
connected to the instrument neutral 
(unfused). The power plug safety 
ground (green conductor) must return 
to ground through a different path 
than the power line neutral. 




Line Voltage Ranges 






115 V 


94.5 VAC to 137.5 VAC 


Delay or Burst 


Connect resistance, False on all three 


230 V 


189 VAC to 275 VAC 


Time 


equal to 177.4<> delay digital pro- 
times delay multi- gram lines provide s 
plier — 5, between 10 ns delay rango. 
delay analog pro- True on one (onh ) 


Line Frequency 


48 to 66 Hz 




Maximum Power 
Consumption 


100 watts, 0.87 A at 115 V, 60 Hz 

. 










gram line and of the three dela/ 
—27 V line. program lines pre - 




TABLE 1-2 




vides the corre- 
sponding dela/ 


ENVIRONMENTAL CHARACTERISTICS 




range: 100 ns, 1 /.s 


Characteristic 


Information 


Period 


Connect resistance. False on all four 
equal to 1 .69 kft period digital prc ■ 
times period multi- gram lines provide: 
plier — 1, between 100 ns period range, 
period analog pro- True on one (only! 
gram line and —6 V of the four period 


Ambient Temperature 
Operating 


Specified: from -p20°C to -f30°C 
Useful: from 0°C to -p50°C 




Non-Operating 


From -40 °C to -f65°C 




Altitude 

Operating 


To 10,000 feet 




Non-Operating 


To 50,000 feet 




program lines pro 


Transportation 


Qualified under National Safe Trans- 




vides the cor re 




it Committee Test Procedure lA, Cat- 




s ponding period 




egory 11 (24 inch drop). 




range: 1 /i.s, 10 //.s 
1 00 IIS or 1 ms. 






DC Offset 


Connect resistance, 




TABLE 1-3 




equal to 887 0 times 
DC offset multiplier 


MECHANICAL CHARACTERISTICS 




—5, between DC 
offset analog pro- 
gram line and sig- 
nal ground line. 


Characteristic 


Description 




Dimensions 

Height 


~5'/4 inches 






Width 


^19 inches 




Power Requirements 


Depth 


~17'/2 inches from back of front 
panel 


Characteristic Performance 




~19 inches overall 






Weight 


~25Y4 pounds 


Power Source 


This instrument has been designed 


Finish 






to be operated on an unbalanced-to- 
ground power source. For safe op- 


Cabinet 


Anodized aluminum 




Front Panel 


Aluminum 
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SECTION 2 

OPERATING INSTRUCTIONS 






Change information, if any, affecting this section will be found at the 
rear of the manual. 



This section of the instruction manual provides iniormo- 
tion necessary for operofing the Type R116 and using it in 
various applications. Included ore handling and setup pro- 
cedures, o description of the Type R116 controls and connec- 
tors, a first time operation procedure, definitions of pulse 
' chorocteristics, o discussion of output pulse selection, and a 
discussion of the use of the Type R116 with other instruments. 

INITIAL CONSIDERATIONS 
Rackmounting 

Instructions for rackmounting the Type R116 are given in 
Section 7. Fig. 2-1 shows the instrument installed in a cabinet- 
type rack. After the slideout tracks have been instolled in 
the rack, the Type RII6 can be removed or re-inserted at 
any lime as described in the Rackmounting section. 

Bench Mounting 

Four mounting feet ore provided for operating the Type 
R116 on a test bench or toble. To bench mount the Type RH6, 




Fig. 2>1. Th« Typ* R116 i» lecured Into fhe rack with 4 screws and 
woshers. otsembUd as indicated in tK« insert photo. Remove these 
screws to extend the Type R116 in its stide-oul frock. (Refer to the 
foldout Rackmounting Instructions ot the rear of this manuol for in> 
stoiling the slide-out trucks. ) 



remove the bottom dust cover from the instrument and in- 
stall the feet on the dust cover as shown in Fig. 2-2. Replace 
the cover on the bottom of the instrument. The feet must be 
removed before inserting the Type R116 into a rack if there 
is another instrument or panel immediately below the Type 
R116. 



Cooling 

The fon at the rear of the instrument provides forced-air 
cooling. A free flow of air in the temperature range from 
-t-20'^ C to +30" C (+68* F to +86* F| should be provided 
for proper cooling of the Type R116. A thermal cutout in the 
instrument provides thermal protection by disconnecting the 
power to the instrument if the internal temperature exceeds 
a safe operating level. Power is automatically restored 
when the lomperalurc returns to a safe level. 

Normally the fan is operated os on intake fan to provide 
filtering of the air; however, it can be operated as an ex- 
haust fan if necessary by reversing the entire fan assembly. 
The direction of air flow should bo selected to provide the 
best cooling, depending on the temperature of the surround- 
ing air and on the direction of air flow through adjacent in- 
struments. In general, all instruments in one rack should have 




Ifuart Ball 



Hg. 7 - 7 . MeunHng each of tho four fool for operating the Typo 
R116 on a lost bench or toblo. 



Bli 
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the same direction of air flow to prevent recirculation 
of over-heated air. Some method of rack ventilation must 
be provided for removal or cooling of the heated air. 

Selecting Line Voltage 

This instrument is designed to operate on a line voltage 
of either 115 volts or 230 volts AC RMS, depending on the 
position of the 115V-230V selector switch on the rear panel 
A small screwdriver may be used to operate the switch. For 
115-volt operation (94.5 volts to 137.5 volts), set the switch 
to the (115 V) position (see Fig. 2-3). For 230-volt operation 
(189 volts to 275 volts), set the switch to the (230 V) position 

CONTROLS AND CONNECTORS 

All controls and connectors required for the normal oper- 
ation of the Type R116 are located on the front and rear 
panels of the instrument (see Fig. 2-3). To use the instrument 
effectively, the operator should become familiar with the 
function and use of each of these controls and connectors. 
These functions are described briefly in the following table 
and in more detail later in this section. 

Controls Function 

mode Selects mode of operation of instrument 

Switch to produce different types of outputs at 

PULSE OUTPUT connector. 

SINGLE — Identical, equally-spaced output 
pulses with no delay. 

DLY'D SINGLE — Identical, equally-spaced 
output pulses having delay adjustable 
with respect to start of undelayed output 
pulse. 

DOUBLE — Identical, equally-spaced pairs 
of output pulses; second pulse of each 
pair having adjustable delay time with 
respect to start of first pulse of the pair. 

BURST — Identical, equally-spaced bursts of 
output pulses. Each burst is started by 
external trigger applied to + TRIGGER 
INPUT connector or by pressing TRIG but- 
ton. Duration of each burst is controlled 
by DELAY OR BURST TIME controls. 

GATED OUTPUT — Identical, equally- 
spaced bursts of output pulses. Start and 
duration of each burst is controlled by ex- 
ternal gate applied to -f GATE IN con- 
ector. 

REMOTE PROGRAM — Digital remote con- 
trol inputs applied through rear-panel RE- 
MOTE PROGRAM connector provide selec- 
tion of operation mode. 

TRIGGER Selects how output pulses will be trigger- 

SOURCE ed in single, delayed single or double 

Switch pulse modes. 

INTERNAL — Output pulses triggered by in- 
ternal, free-running period generator. 



REMOTE PROGRAM — External digital re- 
mote control input applied through RE- 
MOTE PROGRAM connector provide se- 
lection of trigger source. 

EXTERNAL OR MANUAL — Output pulses 
or bursts of output pulses (Burst mode) 
triggered by external triggers applied to 
+ TRIGGER INPUT connector or by man- 
ual triggers applied by pressing TRIG 
button. 

Manual TRIG Pressed — Triggers one output pulse cycle 

(single, delayed single, double or burst) 
when external trigger amplifier is enabled. 
Release — Rearms. 

PERIOD RANGE Select time duration between start of one 
Switch and output pulse cycle and start of next cycle 

MULTIPLIER in single, delayed single and double pulse 

Control modes; select period of individual output 

pulses within each burst or gated burst; or 
permit remote selection of output pulse 
period. Period is continuously variable 
and calibrated from 100 ns through 11 ms 
in 5 (decade) ranges. MULTIPLIER control 
provides X,1 through Xll multiplication 
of range selected by PERIOD RANGE, 
switch. When PERIOD RANGE switch is 
set to REMOTE, period range and multi- 
plier are determined by digital and analog 
remote control inputs. 

DELAY OR BURST Select delay-time duration between corre- 
TIME RANGE spending points on single ( undelayed ) 
Switch and output pulse and delayed single output 

MULTIPLIER pulse or permit remote selection of delay 
Control time Also determine duration of burst in 

BURST mode and approximate time inter- 
val between pretrigger and delayed trig- 
ger signals. Delay interval is continuously 
variable and calibrated from 50 ns through 
550 /xs in 4 (decade) ranges. MULTIPLIER 
control provides X5 through X55 multipli- 
cation of range selected by DELAY OR 
BURST TIME RANGE switch. When DELAY 
OR BURST TIME RANGE switch is set to 
REMOTE, delay or burst time range and 
multiplier are determined by digital and 
analog remote control inputs. 

WIDTH RANGE Select width of individual pulses genera- 
Switch and fed in single, delayed single or double 

MULTIPLIER pulse modes; select width of individual 

Control pulses within each burst or gated burst; or 

permit remote selection of output pulse 
width. Width is measured at 50% ampli- 
tude level with risetime and falltime at 
minimum. Width is continuously variable 
from 50 ns through 550 /is in 4 (decade) 
ranges. MULTIPLIER control provides X5 
through X55 multiplication of range se- 
lected by WIDTH RANGE switch. When 
WIDTH RANGE switch is set to REMOTE, 
width range and multiplier are determined 
by digital and analog remote control in- 
puts. 
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Controls Function 

AMPLITUDE Select amplitude of output pulses or 
RANGE Switch bursts, or permit remote selection of pulse 
and MULTIPLIER or burst amplitude. Amplitude is coniinu- 
Control ously variable and calibrated (into ci 50 

n load) from ±400 mV through ±10 volts 
in 3 ranges. MULTIPLIER control provides 
X2 through XIO multiplication of ampli- 
tude range selected by AMPLITUDE 
RANGE switch. When AMPLITUDE RANGE 
switch is set to REMOTE, amplitude ronge 
and multiplier are determined by digital 
and analog remote control inputs. 

POLARITY Selects either positive-going (-f-) or nciga- 

Switch tive-going ( — ) output pulses or bursts, or 

permits remote selection of polarity. When 
set to REMOTE PROGRAM, polarity of out- 
put pulses is determined by digital remote 
control input. 



PROGRAM Selects either front-panel or remote con- 

Switch trol of offset, risetime and falltime of out- 

put pulses. 

INT — front panel controls determine the 
pulse characteristics. 

REMOTE — characteristics are determined 
by digital and analog remote control in- 
puts. 

DC OFFSET Allows continuous adjustment of DC volt- 
Control age level of output pulse or burst base- 

lines within range set by AMPLITUDE 
RANGE switch: — 1 to ±1 volt in .2V am- 
plitude range; —2.5 to ±2.5 volts in 5V 
amplitude range; and —5 to ±5 volts in 
1 V amplitude range. When PROGRAM 
switch is set to REMOTE, DC offset (within 
range set by AMPLITUDE switch) is deter- 
mined by analog remote control input 

RISETIME Selects risetime-falltime range of individual 

FALLTIME pulses from 10% to 90% amplitude level 

Range and from 90% to 10% level respectively. 

Switch in single, delayed single and double pulse 

modes. Selects risetime-falltime range of 
individual output pulses in each burst or 
gated burst output. Switch setting must be 
multiplied by AMPLITUDE MULTIPLIER and 
RISETIME MULT or FALLTIME MULT <on- 
trol setting to determine the actual output 
pulse risetime or falltime. Risetime and 
falltime are continuously variable from 
10 ns through 110/j.s in 4 (decade) ramjes. 
Ratio of pulse risetime to falltime can be 
varied from 1:11 to 11:1.' When PRO- 
GRAM switch is set to REMOTE, risetime- 
falltime range is determined by digital 
remote control inputs. 

'Risetime-falltime ratio can be extended at a sacrifice of linefirity 
by using remote operation of risetime and/or falltime muitipliers. 



RISETIME MULT Adjusts risetime multiplication factor from 
Control XI to Xll over range set by RISETIME 

FALLTIME RANGE switch and AMPLITUDE 
MULTIPLIER control. When PROGRAM 

switch is set to REMOTE, risetime multiplier 
is determined by analog remote control 
input. 

FALLTIME MULT Adjusts falltime multiplication factor from 
Control XI to Xll over range set by RISETIME 

FALLTIME RANGE switch and AMPLITUDE 
MULTIPLIER control. When PROGRAM 

switch is set to REMOTE, falltime multiplier 
is determined by analog remote control 
input. 

POWER Switch Applies power to transformer for opera- 
tion of instrument with switch set to up- 
ward position; disconnects power in down- 
ward position. 

Power Indicator Indicates when power is applied to pow- 

Light er transformer primary. 

115V-230V Selects either 115-volt or 230-volt opera- 

Selector Switch tion of instrument, as indicated by rear- 

(on rear panel) panel marking. Also selects correct fuse 
arrangement for selected operating volt- 
age. 

Connectors 

±TRIGGER Permits application of external DC-coupled 
INPUT signal having an amplitude between ±2 

Connector and ±20 volts for triggering output pulses 

in single, delayed single, double and burst 
modes when the external trigger amplifier 
is enabled. 

±PRETRIGGER Provides approximate ±2-volt trigger pulse 
OUT Connector into 1 kn load, preceding single (unde- 
layed) pulse or first pulse of double pulse 
and each individual pulse of a burst or 
gated burst output for triggering external 
equipment. Pretrigger precedes output 
pulse by a lead time ranging from ap- 
proximately 30 ns to 45 fis depending on 
pulse risetime. 

± DELAYED Provides approximate ±2-volt trigger 
TRIGGER OUT pulse into 1 kfi load preceding delayed 

Connector single pulse or second pulse of double 

pulse and at approximately the end of 
each burst in burst mode, for triggering 
external equipment. Delayed trigger is de- 
layed with respect to pretrigger by ap- 
proximately the delay time set by DELAY 
OR BURST TIME controls. Delayed trigger 
precedes delayed single pulse by lead 
time from approximately 30 ns to 45 /j,s 
depending on pulse risetime. 

±GATE IN Permits application of external DC-coupled 
Connector gate signal having an amplitude between 

±2 and ± 10-volts for determining start 
and duration of gated burst output. 
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Controls Function 

With risetime set to minimum, output burst 
starts within 100 ns after gate exceeds +? 
-volt level (above chassis ground) and 
continues until gate drops below -|-2-volt 
level. Input Impedance is approximately 
1 kfi. 

PULSE OUTPUT Provides DC-coupled output pulse signal 
Connector with characteristics determined by front 

panel controls or remote programming 
Output pulse must be applied to a 50 ft 
load for pulse characteristics to be within 
specifications. 

Fuses Limit current through power transformer 

primary for protection of instrument 
Fuse(s) selected for correct operating range 
by 115V-230V selector switch: two fuses 
for 115-volt operation and one fuse for 
230-volt operation. 

REMOTE Permits application of remote digital and 

PROGRAM analog information for remote program 

Connector JIO ming of instrument. Provides chassis 

(on rear panel) ground connection for remote digital log 
ic (switch) and all necessary power supply 
voltages for remote analog functions (mul 
tipliers). See Remote Programming section 
of this manual for required connections. 

Power Plug J401 Permits application of line power to in- 
(on rear panel) strument power transformer. 



FIRST-TIME OPERATION 

The Type R116 is ready to be installed and operated 
when received. The following procedure illustrates the use 
of the front-panel controls in the various pulse modes to 
familiarize the operator with the instrument. This procedure 
may also be used at any time to set up the instrument to 
generate a particular output pulse or to check for an appar- 
ent malfunction. Since remote operation of the instrumenl 
merely duplicates front-panel operation, it will not be dem- 
onstrated here. Section 3 of this manual discusses the spe- 
cial considerations of programming. 

Setup Procedure 

1. With the Type R116 installed in a rack or placed 
on a test bench, apply power to it and to a test oscil- 
loscope. The test oscilloscope should have at least 15 MHz 
bandpass and preferably an IkHz calibrator signal. 

2. Allow the instruments to warm up for a few minutes. 

3. Connect a 50-Q coaxial cable (terminated with a 5 
watt 50-0 termination) from the Type R116 PULSE OUTPUT 
connector to the Channel 1 vertical input of the test oscillo- 
scope. 

4. Set the instrument controls as follows; 

Type R116 

SINGLE 



TRIGGER SOURCE 


INTERNAL 


PERIOD RANGE 


10 /IS 
1 


MULTIPLIER 


DELAY OR BURST TIME 
RANGE 


1 /IS 


MULTIPLIER 


10 


WIDTH RANGE 


1 /IS 


MULTIPLIER 


5 


AMPLITUDE RANGE 


1 V 


MULTIPLIER 


10 


POLARITY 


-h 


PROGRAM 


INT 


DC OFFSET 


0 


RISETIME FALLTIME 
RANGE 


100 ns 


RISETIME MULT 


1 


FALLTIME MULT 


1 


Test Oscilloscope 


Sweep Rate 


10 /is/cm 


Triggering 


-(-, Internal 


Vertical Deflection Factor 


2 volts/cm 


(Channel 1) 




Input Coupling 


DC 


Amplitude Calibrator 


Off 



First-time Operation Procedure 

1. Adjust the test oscilloscope triggering, CRT and posi- 
tioning controls to obtain a stable display of the pulse out- 
put signals, as shown in Fig. 2-4A. 

2. Turn the Type R116 PERIOD MULTIPLIER control through- 
out its range and note the time interval change between 
leading edges of adjacent pulses in the waveform (see Fig. 
2-4B). 

3. Set the PERIOD MULTIPLIER control to the 5 position. 

4. Turn the WIDTH MULTIPLIER control throughout its 
range and observe the change in pulse width (see Fig. 2-4C). 
Note that as the pulse width approaches the time interval 
between pulses, the waveform changes as the pulse genera- 
tor begins to count down. 

5. Return the WIDTH MULTIPLIER control to the 5 position. 

6. Turn the AMPLITUDE MULTIPLIER control throughout its 
range and observe the change in display amplitude. 

7. Set the AMPLITUDE MULTIPLIER control to 10. 

8. Connect a coaxial cable from the -(-PRETRIGGER OUT 
connector to the External Trigger Input of the test oscillo- 
scope. 

9. Set the oscilloscope for external triggering. 

10. With the oscilloscope Vertical Position control, posi- 
tion the baseline of the waveform to the horizontal center- 
line of the CRT graticule. 

11. Set the Type R116 POLARITY switch to — . Since the 
oscilloscope is triggered with the Type R116 pretrigger sig- 



MODE 



2-5 




Operating instructions — Type R116 (SN 1084-up) 




nal, no re-adjustment of triggering controls is required (see 
Fig. 2-4D). 

12. Return the POLARITY switch to -F . 

13. Turn the Type R116 DC OFFSET control throughout its 
range and observe the DC positioning capability of the DC 
OFFSET control. 

14. Set the DC OFFSET control to 0. 

15. Center the waveform on the CRT screen with the oscil- 
loscope Vertical Position Control. 

16. Set the RISETIME FALLTIME RANGE switch to 10 ns. 

17. Set the oscilloscope sweep rate to 2 /is/cm. 

18. Turn the RISETIME MULT control clockwise and ob- 
serve the change in the pulse rise (see Fig. 2-5A). Note that 
the width of the pulse appears to decrease as the risetime 
is increased. This effect will be discussed later under Selec- 
tion of Output Pulse Characteristics. 

19. Set the RISETIME MULT control to the 10 position. 

20. Turn the FALLTIME MULT control clockwise and ob- 
serve the change in the falling edge of the pulse. Note that 
the width of the pulse increases as the falltime is increased. 




Fig. 2-4. Test oscilloscope displays obtained during first-time op- 
eration; (A) 10 ps period, 5 /is width; IBI effect of PERIOD Fig. 2-5. Effects of RISETIME MULT control: lA) Risetime is in- 

MULTIPLIER Control; 1C) effect of WIDTH MULTIPLIER control; creased as control is turned clockwise; (B) pulse disappears if rise- 

(D) negative-going pulse, POLARITY switch set to — . time is made loo long. 
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21. Set the FALLTIME MULT control to the 10 position. 
The pulse width at the 50% amplitude with both controls at 
10 should be approximately the same as the original width 
with both controls at 1. 

22. Return the RISETIME MULT and FALLTIME MULT con- 
trols to the 1 position. 

23. Set the RISETIME FALLTIME RANGE switch to 100 ns. 

24. Turn the RISETIME MULT control slowly clockwise. 
Notice that the pulse disappears as the risetime becomes as 
long as the pulse width (see Fig. 2-5B). This demonstrates 
one of the control operations that can produce an apparent 
condition of no output signal. 

25. Return the RISETIME MULT control to the 1 position. 

26. Set the oscilloscope sweep rate to 10 /ts/cm. 

27. Set the MODE switch to DLY'D SINGLE. 

28. Turn the DELAY OR BURST TIME MULTIPLIER control 
slowly through its range of operation. Note that the wave- 
form moves across the CRT screen as the delay time changes 
between the Type R116 pretrigger pulse which is triggering 
the test oscilloscope and the Type R116 output pulse. Also 
note that the waveform changes when the delay time be- 
comes as great as the time interval between pulses, and the 
pulse generator begins to count down. 

29. Set the DELAY OR BURST TIME MULTIPLIER control to 
the 10 position, 

30. Set the MODE switch to DOUBLE and observe that the 
displayed waveform now consists of pairs of pulses. 

31. Turn the MODE switch between the SINGLE, DLY'D 
SINGLE and DOUBLE positions. Note that the left pulse of 
each pair is at the position of the undelayed (Single) pulse, 
and the right pulse of each pair is at the delayed (Dly’d 
Single) pulse position (see Fig. 2-6). 

32. With the MODE switch at DOUBLE, turn the DELAY OR 
BURST TIME MULTIPLIER control slowly through its range 
and observe the change in pulse separation. Note that the 
second pulse disappears as the delay time is decreased to 
minimum, and that the delay generator begins to count 
down when the delay time is increased to equal the time in- 
terval between pulses. 

33. Set the oscilloscope sweep rate to 0.2 ms/cm. 

34. Reset the following Type R1 16 controls: 



MODE 


SINGLE 


PERIOD RANGE 


100 /is 


MULTIPLIER 


1 


DELAY OR BURST TIME 


RANGE 


1 0 /IS 


MULTIPLIER 


35 


WIDTH RANGE 


10 /IS 


MULTIPLIER 


5 


RISETIME FALLTIME 


RANGE 


1 /IS 



35. Note the appearance of the internally triggered wave- 
form (see Fig. 2-7A). 
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Fig. 2-6. Time comparison of output signals in three modes of op- 
eration; (A) Single lundelayed). IB) Delayed Single; and (C) 
Double. 



36. Set the Type R116 TRIGGER SOURCE switch to EXTER- 
NAL OR MANUAL. 

37. Press the TRIG button. Note that each time the button 
is pressed, a single pulse, identical to the pulses generated 
in step 35, is produced. 

38. Connect the oscilloscope calibrator waveform (pril 
kHz) to the + TRIGGER INPUT connector of the Type R116. 

39. Set the calibrator amplitude to 5 volts and note that 
the period of the output waveform is now controlled by the 
triggering signal from the calibrator (see Fig. 2-7B). 

40. Set the MODE switch to the DLY'D SINGLE and DOU- 
BLE positions. Note that the operation of the pulse genera- 
tor is essentially the same, whether it is triggered from the 
free-running period generator or from an external triggering 
source. 
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Sweep rale: 0.2 ms/cm 
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Sweep rale: 0.2 im/cm 



Fig. 2-7. Appearance of SO /is-wide pulse. (A) Triggered inleriially 
by period generalor al 100 /is period and IBI Iriggered exiemally 
by 1 kHx calibralor signal. 



41. Disconnect the coaxial coble from the Type R116 + 
PRETRIGGER OUT connector. 

42. Connect the oscilloscope calibrator signal through a 

T connector and two coaxial cables to the Type R116 

+TRIGGER INPUT connector and the test oscilloscope Ex- 
ternal Trigger Input. 

43. Reset the following Type R1 16 controls: 

MODE BURST 

TRIGGER SOURCE INTERNAL 

PERIOD RANGE 100 /is 

44. Note the bursts of output pulses triggered at the fre- 
quency of the amplitude calibrator (see Fig. 2-8A). 

45. Turn the DELAY OR BURST TIME MULTIPLIER control 
and note the change in the burst width. 

46. Set the DELAY OR BURST TIME MULTIPLIER control to 
35. 

47. Increase the oscilloscope sweep rate to 20 /is/cm and 
observe the pulse waveform making up the bursts. Charac- 
teristics of the waveform during the burst time are controlled 
by the Period, Width, etc. controls in the usual manner. 

48. Set the MODE switch to GATED OUTPUT. 




Sweep rate; 0.2 m$/cm 
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Sweep rate: 0.2 ms/cm 



Fig. 2->8. Output pulse bursts; (A) Externally triggered burst, Burst 
mode; IB) Externally gated burst, Gated Output mode. 

49. Disconnect the calibrator signal from the Type R116 
-F TRIGGER INPUT connector and connect it to the +GATE 
IN connector. 

50. Reset the oscilloscope sweep rate to 0.2 ms/cm. 

51. Note the bursts of output pulses during the gate inter- 
vals provided by the calibrator waveform. The pulses with- 
in these bursts are controlled by the Period, Width, etc. con- 
trols as in burst mode. 

52. Set the MODE switch to SINGLE. This completes the 
demonstration of front-panel controls. The input and output 
signal cables may be disconnected. 

DEFINITIONS OF PULSE CHARACTERISTICS 

In the following discussion the various characteristics of a 
Type R116 output pulse are defined and illustrated (see Fig. 
2-9) as they are used in this manual. 

Period — The time interval between the start of one cycle 
and the start of the next cycle. In the case of a burst, both 
the burst and the individual pulses within the burst have 
periods. 

Delay Time — The time interval between corresponding 
points on the leading (or trailing) edges of the undelayed 
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Fig. 2>9. Pulse waveforms illustrating the 5 modes of operation and the various pulse characteristics. 



2-9 









Operating Instructions — Type R116 (SN 1084-up) 



pulse and the delayed pulse. Also the approximate inti^rval 
of time between the pretrigger and the delayed trigger. 

Lead Time — The time interval between the output of 
a pretrigger (delayed trigger) and the start of an undelriyed 
(delayed) output pulse. Lead time is dependent on pulse 
risetime. 

Burst — A group of undelayed pulses followed by a 
pause when no pulses are generated. 

Burst Duration — The time duration from the start of 
the first individual pulse of a burst to the fall of the last in- 
dividual pulse of the burst. 

Burst Period — The time interval between the start of 
one burst and the start of the next. In burst mode the burst 
period is the same as the period of the externally applied 
trigger. In gated mode the burst period is the same as the 
period of the externally applied positive-going gate. 

Width — The time duration from the 50% amplitude level 
of the leading edge of a pulse to the 50% level of the trail- 
ing edge. 

Amplitude — The voltage difference between the pulse 
baseline and the pulse top. 

Baseline — The quiescent DC voltage level (including DC 
offset) at the PULSE OUTPUT connector when no pulse has 
been generated. 

DC Offset — DC voltage level of pulse baseline with 
respect to the zero voltage level (ground). 

Pulse Top — The constant voltage level to which the pulse 
rises from the baseline. 

Polarity — The direction of the initial pulse excursion 
from the baseline, either positive-going (-p) or negative-go- 
ing (-). 

Risetime — The amount of time required for the pulse am- 
plitude to move from the 10% to the 90% level of the trail- 
ing edge of a pulse. 

Falltime — The amount of time required for the pulse am- 
plitude to move from the 90% to the 10% level of the trail- 
ing edge of a pulse. 

Aberration — Deviations by the actual pulse from an 
ideal square-cornered pulse shape, i.e., overshoot, under- 
shoot or rounding, ringing and tilt or droop. 

Overshoot — The part of a pulse rise extending above 
the normal aniplitude, or the part of a pulse fall extemfing 
below the baseline. 

Undershoot or Rounding — The part of a pulse rise 
rounding off before it reaches normal amplitude or the part 
of the pulse fall rounding before it reaches the baseline. 

Tilt or Droop — A long-term aberration in which the 
pulse top changes amplitude between the end of the pulse 
rise and the start of the pulse fall. 

SELECTION OF OUTPUT PULSE 
CHARACTERISTICS 

General 

The versatility provided by the Type R116 controls allow 
pulses with a wide variety of characteristics to be obtained. 



As has been noted in the first-time operating procedure, 
however, some undesirable pulse characteristics are also 
obtainable. There are many combinations of front-panel 
control settings which yield no pulse at all. The following 
discussion has been provided to help obtain only the de- 
sired pulse characteristics. 

These general rules should be kept in mind whenever set- 
ting up a pulse: 

1. The pulse risetime must be less than the pulse width. 

2. The pulse falltime must be at least 100 ns less than the 
interval between pulses (period minus width, assuming equal 
risetime and falltime). 

3. The pulse width at the baseline must be less than the 
period (75% maximum duty cycle). 

4. In the delayed pulse or paired pulses modes, the pulse 
period must be greater than the delay time. 

5. In the paired pulses mode the delay time must be 
greater than the pulse width. 

When setting the controls while monitoring the output 
pulse with a test oscilloscope, it is often helpful to set the 
risetime and falltime controls to minimum until the other 
pulse characteristics have been established. This eliminates 
the problem of having no output pulse as a result of a slow 
risetime and/or falltime. 

Mode 

The MODE switch determines what type of output pulse 
will appear at the OUTPUT PULSE connector. Five different 
operating modes are available with the Type R116, each 
one providing a different type of output pulse signal. The 
single output pulse is the basis of each of the Type R116 
modes of operation. Its amplitude, width, period, risetime, 
falltime, delay, DC offset, and polarity can all be adjusted 
by front-panel controls and/or remote control inputs. The 
five different modes of operation are obtained by generat- 
ing the single pulse in various arrangements. 

Single. Identical, equally-spaced pulses with no delay 
appear at the OUTPUT PULSE connector. 

Delayed Single Pulse. Identical, equally-spaced pulses 
with an adjustable delay appear at the OUTPUT PULSE 
CONNECTOR. The delay is determined by the Delay or Burst 
Time controls and is referenced to the start of the undelay- 
ed pulse. 

Double Pulse. Identical, equally-spaced pairs of out- 
put pulses appear at the OUTPUT PULSE connector. The se- 
cond pulse of each pair is delayed with respect to the first 
by an adjustable delay time determined by the Delay or 
Burst Time controls. The double pulse mode is actually a 
combination of the single and the delayed single pulse 
modes. 

Burst of Pulses. Equal-duration, equally-spaced bursts 
of output pulses appear at the OUTPUT PULSE connector. 
Each burst cycle consists of a group of undelayed (single) 
pulses followed by a pause. Each burst is triggered by an 
external trigger pulse applied to the -f- TRIGGER INPUT 
connector or a manual trigger and the duration of each 
burst is determined by the Delay or Burst Time controls. The 
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characteristics of the individual pulses within the burst and 
thus the number of output pulses which can be generated 
for a given burst duration are determined by the Type R116 
front-panel controls and/or the other remote control inputs. 

Gated Burst of Pulses. Bursts of output pulses time- 
coincident with an input gate appear at the OUTPUT PULSE 
connector. Each gated burst cycle consists of a group of 
undelayed (single) pulses followed by a pause. The trig- 
gering of the gated burst, the burst duration and the burst 
period are determined by the width and period of a posi- 
tive-going gate signal applied to the + GATE IN connector. 
The characteristics of the individual pulses within the gated 
burst and thus the number of output pulses which can be 
generated for a given gated burst duration are determined 
by the Type R116 front-panel controls and/or remote con- 
trol inputs. 

When the MODE switch is set to the REMOTE PROGRAM 
position, the operating mode is determined by remote con- 
trol inputs received through the rear-panel REMOTE PRO- 
GRAM connector. 

Trigger Source 

The TRIGGER SOURCE switch determines whether the 
repetition rate of the output pulse is to be controlled internal- 
ly by the free-running period generator or externally by an 
external trigger applied to the -|- TRIGGER INPUT connector. 
Also a single cycle may be obtained when the TRIGGER 
SOURCE switch is set to EXTERNAL OR MANUAL by pres- 
sing the TRIG button. 

In the single pulse, delayed single pulse, or double pulse 
modes of operation, the TRIGGER SOURCE switch may be 
set to either INTERNAL or EXTERNAL OR MANUAL depend- 
ing on which method of triggering is desired. In the burst 
or gated burst modes of operation, the choice of triggering 
is determined by the MODE switch and the TRIGGER 
SOURCE switch has no control. 

When the trigger source switch is set to REMOTE PRO- 
GRAM, the type of triggering is determined by a digital re- 
mote control input received through the reor-ponel REMOTE 
PROGRAM connector. 



Polarity 

The POLARITY switch determines whether the output pulse 
will be positive-going or negative-going. Except for polar- 
ity, the pulse characteristics are the same in either switch 
position and switching polarity does not change the base- 
line level. 

When the POLARITY switch is set to REMOTE PROGRAM, 
the pulse polarity is determined by a digital remote control 
input received through the rear-panel REMOTE PROGRAM 
connector. 



Amplitude 

Pulse amplitude is determined by the settings of the AM- 
PLITUDE RANGE and MULTIPLIER controls. The amplitude 
into 50 n is continuously variable and calibrated from 400 
mV to 10 volts in three ranges. The calibration does not ap- 



ply if the impedance of the output load is other than 50 Or. 
The AMPLITUDE MULTIPLIER control provides X2 to XIO 
multiplication of the AMPLITUDE RANGE switch setting and 
also affects the pulse risetime and falltime. 

Example: If the AMPLITUDE RANGE switch is set to .5 V 
and the AMPLITUDE MULTIPLIER control is set to 4, the pulse 
amplitude is 2 volts. 

When the AMPLITUDE RANGE switch is set to the REMOTE 
position, the amplitude range and multiplication factor are 
determined by digital and analog remote control inputs ap- 
plied through the REMOTE PROGRAM connector. 

Risetime and Falltime 

The risetime and falltime of the output pulses are deter- 
mined by the settings of the RISETIME FALLTIME RANGE 
switch, the RISETIME MULT or FALLTIME MULT controls and 
the AMPLITUDE MULTIPLIER control. For a given settings of 
the risetime-falltime controls, the rise rate and fall rate of 
the pulse remain constant. The AMPLITUDE MULTIPLIER con- 
trol setting must be considered when determining risetime 
and falltime, therefore, because for a given setting of the 
risetime-falltime controls, the actual risetime and falltime 
varies (10% to 90% amplitude level and 90% to 10% level 
respectively) with changes in the AMPLITUDE MULTIPLIER 
setting. 

Risetime and falltime are continuously variable and cali- 
brated (at maximum AMPLITUDE MULTIPLIER setting) from 
10 ns to 10 /xs in four ranges. Within each of these ranges, 
the risetime and falltime are independently variable from 
XI to XI 1 the setting of the RISETIME FALLTIME RANGE 
switch, using the RISETIME MULT and the FALLTIME MULT 
controls, respectively. The possible risetime-falltime ratios 
are from 1:11 to 11:1. Calibration of the switch and dial 
readings is within 5% (10% on the 10 ns and 1 ns ranges). 
The linearity of the rise rate and fall rate is typically within 
2% of an ideal ramp, except when the RISETIME AND FALL- 
TIME RANGE switch is set to 10 ns or 1 ns. 

Example: If the RISETIME FALLTIME RANGE switch is set 
to 100 nS, the RISETIME MULT control set to 2, the FALLTIME 
MULT control set to 4 and the AMPLITUDE MULTIPLIER con- 
trol set to 5, the pulse risetime will be 1 jxS (or 100 ns X 2 X 
5) and the falltime will be 2 /is (or 100 ns X 4 X 5). It is im- 
portant to remember that the risetime must be less than the 
duration of the width gate and the falltime must be less 
than the pulse period minus the duration of the width gate, 
as was illustrated in Fig. 2-10. 

When the PROGRAM switch is set to the REMOTE position, 
the risetime-falltime range is determined by digital remote 
control inputs and the risetime and falltime multiplication 
factors are determined by analog remote control inputs re- 
ceived through the REMOTE PROGRAM connector. 

Width 

The output pulse width is determined primarily by the set- 
tings of the WIDTH RANGE and MULTIPLIER controls, but is 
affected in some cases by the risetime, the falltime and the 

'The Type R116 generates current pulses (with peaks ranging from 
8mA to 200mA 100mA offset current). The accuracy of the 

pulse amplitude in voltage, therefore, is dependent on the load 
resistance. 
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Fig. 2-10. Effects of risetime, falltime and amplitude on pulse width; 
(A) 3 /is pulse with AMPLITUDE MULTIPLIER at 10 and risetime and 
falltime at minimum; (B) pulse width is decreased by increase in rise- 
time; (C) width is increased by increase in falltime; (D) width is 
approximately equal to initial pulse width with equal risetime and 
falltime; (E) width is increased by decrease in amplitude if risetime 
is greater than falltime; (F) width is decreased by decrease in am- 
plitude if risetime is shorter than falltime. 



pulse amplitude. Calibration of the width controls applies 
only when the risetime and falltime are set for minimum; but 
if the risetime and falltime are equal, the width reading is 
still approximately correct. 

The width is continuously variable and calibrated from 
50 ns to 550 fis in 4 ranges. The WIDTH MULTIPLIER control 
provides X5 to X55 multipilcation of the WIDTH RANGE 
switch setting, with calibrated dial readings within 3% (5% 
on the 10 ns range). The width jitter is typically 0.05% or 
less of the pulse width plus 2 ns regardless of the mode of 
operation, except when the delay or burst time control set- 
tings exceed the period control settings. 

Example: With the RISETIME FALLTIME RANGE switch set 
to 1 ns and the RISETIME MULT and FALLTIME MULT con- 
trols set to 1, if the WIDTH RANGE switch is at 100 ns and 
the WIDTH MULTIPLIER is at 30, the pulse width at the 50% 
level is 3 jUS. 

If the risetime and falltime are not equal, the actual pulse 
width may be quite different from the width indicated by 
the width controls. The variation in pulse width; when the 
risetime and falltime are unequal, is caused by interaction 
between the risetime and falltime controls and the width 
gate, as shown in Fig. 2-10. As described in the Circuit De- 
scription, the output pulse is generated when a fast-rising, 
fast falling width gate (the width being determined by the 
width controls) enters the pulse shaper. The initial rise of the 
width gate causes a linear ramp to rise from the base-line 
to an amplitude determined by the amplitude controls. The 
fall of the width gate causes a linear ramp to fall from the 
given amplitude back to the baseline. The actual output 
pulse width, therefore, is dependent on the settings of the 
risetime and falltime controls. Fig. 2-1 OB shows that when 
the risetime exceeds the falltime, the pulse width decreases 
and Fig. 2-1 OC shows that when the risetime is less than the 
falltime, the pulse width increases. 

The easiest way of setting a precise pulse width when the 
risetime and failtime are not minimum and the AMPLITUDE 
MULTIPLIER control is not set to 10, is by displaying the out- 
put pulse on a test oscilloscope and adjusting the controls 
for the desired characteristics. However, to set up the width 
controls (or remote program values) without the use of an 
oscilloscope, purely numerical calculations can be used 
to establish the approximate settings (+10%— 20%), as 
follows: 

1. If the risetime is longer than the falltime, the pulse 
width (with the AMPLITUDE MULTIPLIER at 10) is decreased 
by an amount approximately equal to V 2 the difference be- 
tween the risetime and the falltime. 

2. If the risetime is shorter than the falltime, the pulse 
width (with the AMPLITUDE MULTIPLIER at 10) is increased 
by an amount approximately equal to ’A the difference be- 
tween the risetime and the falltime. 

3. If the AMPLITUDE MULTIPLIER control is to be set to a 
position less than 10 and the risetime and falltime are not 
equal, the pulse width at the 50% level is changed by an 
additional amount, approximately equal to 'A the differ- 
ence between the risetime and the falltime, times Vs the dif- 
ference between 10 and the desired AMPLITUDE MULTIPLIER 
setting. This change is in addition to the decrease or in- 
crease just mentioned. 
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The following fwo equations illustrate these three principles: 

Risetime longer than falltime: 

Width decrease = V 2 (T^ — T() X Vs (10 — AMPLITUDE 

MULTIPLIER) 

Risetime shorter than falltime: 

Width increase — V 2 (Tf — T^) X Vs (10 — AMPLITUDE 

MULTIPLIER) 

When the WIDTH RANGE switch is set to REMOTE, the 
width range and multiplication factor are determined by 
digital and analog remote control inputs received through 
the rear-panel REMOTE PROGRAM connector. 



Delay or Burst Time 

The DELAY OR BURST TIME RANGE and MULTIPLIER con- 
trols affect the delay time and the burst time of the output 
pulses and bursts when the Type R116 is operating in the de- 
layed single, double or burst modes. 

In the delayed single or double modes, the Delay or Burst 
Time controls determine the delay time between the start of 
the delayed single pulse (or the second pulse of a double 
pulse) and the start of the undelayed (single) pulse. In the 
burst mode the duration of fhe burst is determined by these 
controls. The delay or burst time controls also determine the 
approximate delay time between the pretrigger and the de- 
layed trigger. 

The delay or burst time is continuously variable and cali- 
brated from 50 ns to 550 /.is in 4 ranges. The DELAY OR 
BURST TIME MULTIPLIER control provides X5 to X55 multi- 
plication of fhe DELAY OR BURST TIME RANGE swifch set- 
ting, with calibrated dial readings within 3% -f-lOns. The 
delay jitter is typically 0.05% or less of fhe pulse delay plus 
2 ns. When in the delayed single pulse mode, the delay 
time must be 100 ns less than the pulse period. When in the 
double mode this condition holds true and in addition the 
delay must be greater than the baseline pulse width plus 
100 ns, In burst mode the burst duration must be longer than 
the period of the individual pulses within the burst and the 
burst period minus the burst time must exceed the baseline 
width of the individual pulses within the burst. 

Example 1: With the MODE switch set to DOUBLE, if the 
DELAY OR BURST TIME RANGE switch is set to 100 ns and 
the DELAY OR BURST TIME MULTIPLIER control is set to 10, 
the time interval between corresponding points on the two 
pulses of each pair is 1 /is. 

Example 2: With the MODE switch set to BURST, if the 
DELAY OR BURST TIME RANGE switch is set to 100 ns and 
the DELAY OR BURST TIME MULTIPLIER control is set to 10, 
the time duration of the burst will be approximately 1 /is 
and the number of output pulses within the burst will be de- 
termined by the settings of the period and width controls. 

In Gated Output mode, the duration of the output burst 
is not determined by the Delay or Burst Time controls, but 
rather by the width of an external positive-going gate signal 
applied through the -|-GATE IN connector. The width of the 
gate signal is measured at the -|-2-volt level. 

When the DELAY OR BURST TIME RANGE switch is set to 
REMOTE, the delay or burst time range and multiplication 



factor are determined by digital and analog remote control 
inputs applied through the REMOTE PROGRAM connector. 

Period 

The period between output pulses is determined either by 
an internal free-running period generator or by an external 
or manual triggering signal. 

When operated internally in the single, delayed single or 
double mode with the TRIGGER SOURCE switch set to IN- 
TERNAL, the pulse period is selected by means of the PERIOD 
RANGE and MULTIPLIER controls. The period is continuously 
variable and calibrated from 100 ns to 11 ms in five ranges. 
The PERIOD MULTIPLIER control provides XI to Xll multi- 
plication of the PERIOD RANGE switch setting, with cali- 
brated dial readings within 3% (5% on the 100 ns range). 
The period jitter is typically 0.05% or less of the pulse 
period plus 2 ns except when the Delay or Burst Time con- 
trol settings exceed the PERIOD control settings, regardless 
of the mode of operation. In the burst or gated output 
modes, the period of the pulses within each burst is also set 
by the PERIOD RANGE and MULTIPLIER controls. 

Example: If the PERIOD RANGE switch is set to 1 /is and 
the MULTIPLIER control is set to 5.5, the pulse period is 5.5 
/IS (providing the width controls are set to be less than the 
pulse period). 

Since the pulse period is the reciprocal of its frequency, 
any pulse frequency from 91 Hz to 10 MHz can be obtained 
by calculating the period of the desired signal frequency 
and setting the period controls accordingly. 

With the TRIGGER SOURCE switch set to EXTERNAL OR 
MANUAL (in the single, delayed single or double modes), 
the period is set by the period of an external triggering sig- 
nal applied through the -j-TRIGGER INPUT connector. Sin- 
gle pulses (or pairs) may also be obtained by means of the 
manual TRIG button. 

When the PERIOD RANGE switch is set to REMOTE, the 
period range and multiplication factor are determined by dig- 
ital and analog remote control inputs applied through the 
REMOTE PROGRAM connector. 

DC Offset 

The DC OFFSET control allows DC positioning of the 
pulse baseline, providing up to ±5 volts of DC offset (AM- 
PLITUDE RANGE switch set to 1 V). The dial reading of the 
DC OFFSET must be multiplied by the AMPLITUDE RANGE 
switch to obtain the value of DC offset which has been add- 
ed to to the output pulse signal. The range of the DC OFFSET 
control is, therefore, from —1 to -pi V with the AMPLITUDE 
RANGE switch set to .2 V; from —2.5 to +2.5V with the 
switch set to .5 V; and from — 5 to -p5V with it set to 1 V. 

The DC OFFSET control allows an output pulse to be po- 
sitioned with respect to ground voltage on a DC-coupled 
oscilloscope or other display device, or allows the DC level 
of the pulse signal to be made positive or negative with re- 
spect to ground for application to a test device. 

When the PROGRAM switch is set to REMOTE, the DC off- 
set multiplication factor is determined by an analog remote 
control input received through the REMOTE PROGRAM 
connector. 
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Triggering the Type R116 

The Type R116 can be triggered either by the internal, 
free-running period generator; an external trigger applied 
to the +TRIGGER INPUT connector; or a manual trigger. 
The mode of operation determines which methods of trig- 
gering are possible and the TRIGGER SOURCE switch al- 
lows the choice of the method to be used. In addition, the 
instrument can be triggered by a positive-going gate ap- 
plied to the +GATE IN connector. 

In the single, delayed single, and the double pulse modes, 
when the TRIGGER SOURCE switch is set to INTERNAL, the 
output pulses are triggered by the free-running period gen- 
erator within the Type R116. The repetition rates available 
with internal triggering are from approximately 91 Hz to 10 
MHz (11 ms to 100 ns period). In these modes, when the 
TRIGGER SOURCE switch is set to the EXTERNAL OR MAN- 
UAL position, triggering is provided either by an external 
signal applied through the front-panel +TRIGGER INPUT 
connector or by a manual trigger pulse obtained by press- 
ing the TRIG button. With external triggering, repetrtion 
rates from DC to 10 MHz can be obtained. 

In the burst mode, the bursts are triggered by external sig- 
nals applied through the + TRIGGER INPUT connector (or 
manual triggers), but the internal free-running period gener- 
ator still triggers the individual pulses within each burst. If 
the burst duration is longer than the time intervals between 
externally applied trigger pulses, each burst will occur fol- 
lowing the first trigger after the end of the preceding burst. 

In the gated output mode, each burst is started and (md- 
ed by the gating signal applied to the -(-GATE IN connec- 
tor. Each pulse within a gated burst is still triggered by the 
internal period generator as in the burst mode. 

External Trigger Input 

To trigger the Type R116 through the -(-TRIGGER INPUT 
connector a signal with an amplitude between +2 and -|-20 
volts is required. If the input signal has a DC component 
which prevents it from moving into the -(-2-volt range-, it 
should be capacitively coupled. The time constant of the 
coupling should be very short if the full repetition rate- of 
the instrument is to be used. See Section 1 for characteiris- 
tics of signals which are suitable for input at the -(-TRIG(3ER 
INPUT connector. 

The most desirable way to connect a trigger signal to the 
-(-TRIGGER INPUT connector is through a 50 O coaxial ca- 
ble with BNC-connectors and suitable attenuators to bring 
the signal amplitude within the 4-2 to -(-20-volt range. For 
some applications, a probe can be connected to a desired 
trigger source. A IX probe should be used for triggeiing 
signals from -(-2 volts to 4-20 volts and a lOX probe for 
signals from 4-20 to 4-200 volts in amplitude. For best re- 
sults, a lOX probe should be compensated after instolla- 
tion. (This may be done by connecting the probe tip to a 
20-volt square-wave source and adjusting the probe com- 
pensation while monitoring the signal with another probe 
connected just inside the 4- TRIGGER INPUT connector.) 

+ Gate Input 

To generate a gated burst when the Type R116 is in the 
gated mode of operation, a gated pulse, with an amplitude 



between 4-2 and 4-10 volts must be applied to the 4-GATE 
INPUT connector. Each burst begins when the gate signal 
exceeds the 4-2-volt level and ends when the gate returns 
below the 4-2-volt level. 

The most desirable way to connect a gate signal to the 
4-GATE INPUT connector Is through a coaxial cable with 
BNC connectors and appropriate attenuators to ensure that 
the gate is within the 4-2 to 4-10 volt range. If the gate sig- 
nal has a DC component which shifts the pulse out of the 
4-2 to 4-10 volt range, the signal will have to be applied 
through a coupling capacitor. The time constant of the cou- 
pling must be long enough to keep the signal above 4-2 
volts for the duration of the gate. The input impedance of 
the 4- GATE IN connector is 1 kn or more. 



Manual Triggering 

In the single, delayed single, and double pulse modes, 
when the TRIGGER SOURCE switch is set to the EXTERNAL 
OR MANUAL position and no external signal is applied to 
the 4- TRIGGER INPUT, a single output pulse (or pair of 
pulses) may be obtained by pressing the manual TRIG but- 
ton. In the burst mode, a single burst of output pulses is ob- 
tained when the TRIG button is pressed, with no external 
signal applied. The TRIGGER SOURCE switch is not opera- 
tional in the burst or gated burst modes and may be in any 
position. 

Remote Operation 

When the TRIGGER SOURCE switch is set to REMOTE PRO- 
GRAM, selection of the trigger source is provided by a digi- 
tal, remote control input applied through the rear-panel RE- 
MOTE PROGRAM connector. Remote trigger selection in the 
various modes is the same as for front-panel operation. For 
example, the external triggering signal is still applied 
through the 4- TRIGGER INPUT connector. 



TRIGGERING EXTERNAL EQUIPMENT WITH 
THE TYPE R116 

General 

The positive-going triggers appearing at the 4-PRETRIG- 
GER OUT and the -(-DELAYED TRIGGER OUT connectors of 
the Type R116 allow a test oscilloscope or other external 
device to be time-referenced to the output pulse. In the case 
of an oscilloscope, these trigger pulses allow the oscillo- 
scope sweep to be started before the Type R116 output 
pulse arrives, as well as allowing time-positioning of the 
output pulse on the oscilloscope CRT with the Type R116 de- 
lay controls. These trigger pulses also provide the conven- 
ience of a constant amplitude triggering signal that elimi- 
nates the need for adjusting triggering controls. 

When the Type R116 pretrigger is connected to a test os- 
cilloscope external trigger input, the oscilloscope sweep is 
time-referenced to the beginning of the undelayed (single) 
output pulse. If the MODE switch is set to DLY'D SINGLE, 
the delayed output pulse displayed on the test oscilloscope 
CRT can be time positioned using the Delay or Burst Time 
controls. 
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Fig. 2-1 i. Normal test setup using the Type RI16 pretrigger signal to trigger the test oscilloscope. 



Pretrigger Output 

The pretrigger output pulse which appears at the -fPRE- 
TRIGGER OUT connector is a positive-going pulse which 
precedes by 30 ns or more the undelayed (single) output 
pulse, the first pulse of a double pulse and each individual 
pulse in a burst or gated burst. The pretrigger precedes the 
delayed pulse in the delayed single pulse mode by approx- 
imately the delay time and also precedes the delayed 
trigger appearing at the -f-DELAYED TRIGGER OUT connec- 
tor by approximately the delay time. The amplitude of the 
pretrigger is 2 volts or more into 1 kO and the risetime is 
typically 10 ns. The pretrigger serves as a good time refer- 
ence for all the output pulses of the Type R116 and also the 
internal signals of the instrument. 



Delayed Trigger Output 

The delayed trigger output pulse which appears at the + 
DELAYED TRIGGER OUT connector is a positive-going pulse 
which precedes by 30 ns or more the delayed (delayed sin- 
gle) output pulse and the second pulse of a double pulse. 
In the burst mode, the delayed trigger appears at approxi- 
mately the end of each burst. It also appears at approxi- 
mately the delay time after the pretrigger. The amplitude 
of the delayed trigger is 2 volts or more Into 1 kl2 and the 
risetime is typically 10 ns. The delayed trigger signal pro- 
vides a convenient time reference for viewing delayed output 
pulses from the Type R116 and for time-positioning undelay- 
ed output pulses on the test oscilloscope CRT graticule. 

The Type R116 as a Test Device 

A common use of the Type R116 is in testing external 
equipment or electronic components. A sample setup of this 
type is shown in Fig. 2-11. In the usual application, the Type 
R116 pretrigger is used to trigger a test oscilloscope sweep 
and the Type R116 output pulse is applied to a device un- 



der test. An output signal from the device under test is then 
connected to the vertical input of the test oscilloscope 
allowing it to be monitored on the CRT. 



OUTPUT PULSE CONNECTIONS 

The output stage of the Type R116 has been designed to 
work into a 50-L2 load and is calibrated in amplitude and 
DC offset only when working into a 50 n load. Loads high- 
er than 50 will produce higher voltage amplitudes and 
greater DC offset, but may also cause reflections and ring- 
ing in the output connecting cables. Loads less than 50 Cl 
will produce lower amplitudes and less offset but will not 
overload the output circuit of the Type R116. 

Basic Precautions 

Certain precautions should always be observed when 
connecting the Type R116 output signal to a device under 
test or when connecting the output of a device under test to 
a display oscilloscope. 

1. Use high-quality coaxial cables and connectors for all 
signal connections. 

2. Make sure that all connections are tight and that all 
connectors are tightly assembled. 

3. Keep signal cables as short as possible to preserve the 
signal quality. 

4. Use attenuators as needed to limit the signal ampli- 
tude applied to sensitive circuits. 

5. Use terminations and impedance-matching devices to 
suit the application. 

6. Use only attenuators, terminations, etc., that have power 
ratings suitable for the 5 watts maximum output from the 
Type R116. (Power output is determined by the offset current 
and the duty cycle of the output pulse current.) 
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Risetime Considerations 

If the output pulse signal from the Type R116 is to be 
used for determining the risetime of a device under test, the 
risetime of the Type R116 output pulse may have to be 
taken into consideration. 

In general, if the risetime of the device under test is 
at least 10 times as long as the combined risetimes of the 
Type R116 and the monitoring oscilloscope and cables, the 
error introduced into the measurement will not be more than 
about 1 % and therefore can be considered negligible. 

However, if the risetime of the device under test is less 
than 10 times as long as the combined risetime of the test- 
ing system, the observed risetime will not be a true measure- 
ment of the risetime of the tested device. In this case, the 
risetime of the tested device will have to be determined 
from the risetime of the various components making up the 
system. 

Normally, the overall risetime of the system is equal to 
the square root of the sum of the squares of the individual 
risetimes. Thus the risetime of the tested device can be de- 
termined if the risetime of all the other components are 
known. Since the minimum risetime of the Type R116 is 10 ns, 
the practical lower limit of risetime measurements is 10 ns 



Cabling Considerations 

The cables that conduct the output pulse of the device un- 
der test should be low-loss 50 Q coaxial cables to en-.ure 
that all information contained in the pulse will be deliv(-red 
to the test point without distortion. The physical and elec- 
trical characteristics of the cable determine characteris- 
tic impedance, velocity of propagation and nature of signal 
loss. Since the signal losses caused by energy dissipation 
in the dielectric are proportional to the signal frequency, 
any very high frequency information in a fast-rise pulse will 
be lost in a very few feet of cable. Therefore it is important 
to use cables that are as short as possible. 

When making signal-comparison measurements or time 
difference determinations, the two response signals from the 
test device should travel through coaxial cables that have 
identical loss characteristics and identical time delay. 

If there is a DC voltage across the output load, a <ou- 
pling capacitor should be used to prevent DC offset com- 
pression of the Type R116 output pulse. The choice of lime 
constant of the coupling will be dependent on the duty 
cycle of the pulse output. The time constant must be long 
enough to ensure minimum decay of the pulse top but short 
enough to allow adequate recovery time before the star: of 
the next pulse. If a coupling capacitor is not used, when 
there is a DC voltage across the load, the output pulse ijm- 
plitude will be compressed if the DC voltage is less than zb 
10 volts and will possibly be shorted out if the voltage 
present exceeds zb 10 volts. 




Fig. 2-12. Simple impedance-matching network providing minimum 
attenuation. 



which have relatively low impedances. If the Type R116 is 
operating into a high impedance system such as the 1 Mfi 
input of an oscilloscope, this type of impedance matching 
is not necessary as long as the 50 f2 termination is connect- 
ed very close to the high impedances. 

A simple resistive impedance-matching network that pro- 
vides minimum attenuation is illustrated in Fig. 2-12. To 
match impedances with the illustrated network, the following 
conditions must exist: 



(Ri -1- Z 2 ) R. 

(R, -f Z») -f R, 



must equal 



and 



R. 



Z1R2 



must equal Z-, 



Zx + R2 

Therefore: 

R 1 R 2 = ZiZ.j; and RiZi = Ra (Z 2 — Zi) 
or Rx ='~JZ., (Z, - Zx); 



and R 2 = Z, 



Z2 

Z, - Zx 



As an example, to match a 50-fT system to a 125-fl 
system, Zx equals 50 and Z, equals 125 fl. 

Therefore: 

Rx = \/l25 (125 - 50) = 96.8 ohms 



and R.j = 50 



125 
125 - 50 



64.6 ohms 



Impedance Matching 

To provide a smooth transition between devices of differ- 
ent characteristic impedances, each device must encounter a 
total impedance that is equal to its own characteristic im- 
pedance at the input or output point. The following disi:us- 
sion provides a method for matching impedance networks 



When constructing such a device, the environment surround- 
ing the components should also be designed to provide a 
transition between the impedances. Keep in mind that the 

"In the case of the Type R116, Zi is the source impedance which 
Varies with respect to the position on the AMPLITUDE RANGE switch. 
It varies as follows: 1 position — at least 500 .5 position — 50 

within 5%; .2 position — 50 0 within 5%. 
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characteristic impedance of a coaxial device is determined 
by the ratio between the outside diameter of the inner 
conductor and the inside diameter of the outer conductor 

[Zo = 138 log,,, D,/D,). 

Though the network in Fig. 2-12 provides minimum atten- 
uation for a purely resistive impedance-matching device, 
the attenuation as seen from one end does not equal that 
seen from the other end. A signal applied from the lower 
impedance source (E,) encounters a voltage attenuation (A,) 
which is greater than 1 and less than 2, as follows: 



Ai = 



E, 

E2 




-h 1 



A signal applied from the higher impedance source [Z,) 
encounters a voltage attenuation (AJ which is greater than 
1 and less than 2 Zo/Z,: 



A. ^ 



E.. 

E, 



R. 

R:; 



-h 



R^ 

Z, 



-h 1 



In the example of matching 50 ft to 125 ft, 



Ai 



96.8 



+ 1 =1.77 



and A, 



96.8 

64.6 



96.8 

To" 



+ 1 



4.44 



The illustrated network can be modified to provide differ- 
ent attenuation ratios by adding another resistor (less than R,) 
between Z, and the junction of Ri and Rg. 



CONTROL SETUP CHART 

Fig. 2-13 shows the front- and rear-panel controls and 
connectors of the Type R116. This chart may be reproduced 
and used as a test-setup record for special measurements, 
applications or procedures, or may be used as a training 
aid for familiarization with the Type R116. 



0 



2-17 




Operating Instructions — Type R116 (SN 1084-up) 




Fig. 2-13. Control setup chart for the Type R116. 
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SECTION 3 

REMOTE PROGRAMMING 



Change information, if any, affecting this section will be found at the 
rear of the manual. 



Introduction 

The general principles of programming the Type RI16 ore- 
discussed in this section. Since the actual methods of pro 
gromming will vary with the application of the instrument 
and the programming devices available, this section is pre- 
sented only os a general guideline to programming. 

The Type R116 is designed to be used either as part of a 
program system or as an independent instrument. All front- 
panel operations can be remotely programmed by informa- 
tion received through the 36-terminal remote program con- 
nector on the rear panel. Schematic No. 10 shows the 
connections to the REMOTE PROGRAM connector (JIO). Since 
all front-panel switches are independent of other switches, 
any combination of front-panel operation and remote op- 
eration can be used. Any characteristic that does not need 
to be changed during the program can be set with the front- 
panel control and left at that preset value. Unnecessary 
program connections can be avoided by programming only 
the functions that need to be changed. Very few applications 
will require that all functions be remotely programmed. The 
Type R116 can be programmed by a variety of external 
programming devices. When it is automatically sequenced, 
the Type R116 is able to operate up to a rate of approxi- 
mately 25 programs per second. 

Front-panel switches, which determine both ranges and 
modes of operation, are controlled by reed-relay switches. 
Reed-relay switches are actuated by energizing a relay coil. 
To remotely program a switch function, a contact on the 
rear-panel JIO REMOTE PROGRAM connector is connected 
to ground, which energizes a relay coil. Front-panel dials, 
which are potentiometers that determine multiplier values, 
are programmed by connecting a resistor between a contact 
and a power supply on the JIO REMOTE PROGRAM con- 
nector. Whenever one of the front-panel switches is set to 
REMOTE or REMOTE PROGRAM, both the range and the 
multiplier associated with that switch must be remotely 
programmed. 

If completely digital remote operation is desired, the 
analog information required for programming the multiplier 
controls must be supplied by a digital-to-analog converter. 

A simple type of converter that may be used for this purpose 
is described later in this section. 



Programming Switch Functions 

Whenever a front-panel switch is set to REMOTE or RE- 



MOTE PROGRAM, its function is automatically set to a basic 
mode or range. This mode or range is automatically pro- 
grammed with no contact closures to ground. If a different 
mode or range on the switch is desired, a program line (for 
making a ground closure) is required between the Type R116 
and an external programming device. To be able to pro- 
gram all the front-panel switch positions, a total of 21 pro- 
gram lines are needed. In addition, a current-return path 
is required from the programmer to the Type R116 chassis 
ground (connected through terminal #36 of the REMOTE 
PROGRAM connector). In some cases, diode switching may 
be designed into the programmer to reduce the number of 
contacts required. The program lines may be connected 
with insulated #22 stranded copped wire and the return 
lead to ground may be insulated with #18 stranded copper 
wire. 

To aid in programming, the following logic has been de- 
vised. Connecting a program line to ground (or a DC volt- 
age level within 0.8 volt of chassis ground) constitutes a 
logical 1, and an open circuit on the program line (or a 
DC voltage level from -f-9.5 to -f-12 volts above chassis 
ground) constitutes a logical 0. For each group of program 
lines associated with a single switch, only one logical 1 is 
permissable. Each group may have O's on all program lines 
(when the basic remote mode or range is desired) or a 1 
on one line and 0 s on all other lines, but a group may not 
have a 1 on more than one line. Since each of the digital 
(switch) program lines connects into the Type R116 through 
a buffer amplifier, less than 1 mA of current is required for 
a logical 1. 



Programming Analog Functions 

Whenever a front-panel switch function is remotely pro- 
grammed, its associated front-panel multiplier control must 
also be programmed. 

Each front-panel multiplier (analog) control that is to be 
programmed requires one program resistance connected 
between an analog program line and a DC voltage supplied 
by the Type R116 through the REMOTE PROGRAM con- 
nector. The program resistors may be Ya-watt resistors 
with the tolerance selected on the basis of the desired multi- 
plier accuracy. A total of 7 analog functions can be remotely 
programmed by means of analog resistances, requiring a 
total of 7 program lines and 4 power supply leads. Each 
of the program lines and power supply leads may be con- 
nected with insulated #22 stranded copper wire. 
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NOTE 

The analog program voltages must be referenced 
to the Type R116. The program resistors, there- 
fore, must be connected to the power supply volt- 
ages provided by the Type R1 16. External voltage 
supplies cannot be used for this purpose. 

PROGRAM SEQUENCE 

The following pages describe the programming of each 



of the pulse characteristics. Due to the interdependence of 
several pulse characteristics (amplitude, risetime, falltime and 
width) it is suggested that the switch and analog functions 
be programmed in the order shown. If a particular pulse 
characteristic is not to be programmed, the page describing 
the corresponding function can be disregarded. Each page 
includes formulas and a table for determining the proper 
logic for switch functions and formulas and graphs for de- 
termining the correct analog resistors for multiplier functions. 
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PULSE MODE, TRIGGER SOURCE AND POLARITY 
Pulse Mode 

When the MODE switch is set to REMOTE PROGRAM, the pulse mode must be externally programmed. The desired 
mode is obtained by connecting one (or none for Single mode) of the four terminals, #20, #21, #22 or #23, on the J10 
REMOTE PROGRAM connector to chassis ground, terminal #36. Table 3-1 shows the proper terminal connections corres- 
ponding to the five pulse modes on the front panel. 



TABLE 3-1 



Desired 

Range 


Digital Logic Information Through 
REMOTE PROGRAM Connector (J10) 


Terminal #20 
(Dly'd Single) 


Terminal #21 
(Double) 


Terminal #22 
(Burst) 


Terminal #23 
(Gated Output) 


SINGLE 


0 


0 


0 


0 


DLY'D 

SINGLE 


1 


0 


0 


0 


DOUBLE 


0 


1 


0 


0 


BURST 


0 


0 


1 


0 


GATED 

OUTPUT 


0 


0 


0 


1 



Trigger Source 

When the TRIGGER SOURCE switch is set to REMOTE PROGRAM, the pulse trigger source must be externally 
programmed. The desired trigger source is obtained by connecting or not connecting terminal #19 to chassis ground, terminal 
#36. Table 3-2 shows the proper terminal connections corresponding to the two trigger sources on the front panel. 



TABLE 3-2 



Desired 

Triggering 


Digital Logic Information Through 
REMOTE PROGRAM Connector (J10) 


Terminal #19 (External or Manual) 


INTERNAL 


0 


EXTERNAL 
OR MANUAL 


1 



PulstJ Polarity 

When the POLARITY switch is set to REMOTE, the pulse polarity must be externally programmed. The desired 
polarity is obtained by connecting or not connecting terminal #18 to chassis ground, terminal #36. Table 3-3 shows the 
proper terminal connections corresponding to plus or minus polarity. 



TABLE 3-3 



Desired 

Polarity 


Digital Logic Information Through 
REMOTE PROGRAM Connector 


Terminal #18 (—Polarity) 


+ 


0 


- 


1 
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PULSE AMPLITUDE 

When the AMPLITUDE RANGE switch is set to REMOTE, both the range (switch function) and the multiplier (analog 
function) must be remotely programmed. The relationship between the pulse amplitude and the amplitude range and 
amplitude multiplier is shown by equation 3-1 . Note that one amplitude can be obtained with several different values of the 
amplitude range or multiplier. 



A' = A X a 



Eq. 3-1 



Where: 

A' = Desired Amplitude 
A = Amplitude Range 
a = Amplitude Multiplier 

TABLE 3-4 



Range 

The desired range is obtained by connecting one (or 
none for the .2 V range) of the two terminals, #24 or #25, 
on the J10 REMOTE PROGRAM connector to chassis 
ground, terminal #36. Table 3-4 shows the proper terminal 
connections corresponding to the three amplitude ranges on 
the front panel. 



Desired 

Amplitude 

Range 


Digital Logic Information Through 
REMOTE PROGRAM Connector (J10) 


Terminal #24 
(.5 V) 


Terminal #25 
(1 V) 


.2 V 


0 


0 


.5 V 


1 


0 


1 V 


0 


1 



Multiplier 

The amplitude multiplier is programmed by connecting a 1/8-watt 1% resistor between terminals #27 and #1. The 
resistor can be chosen either by use of the graph, Fig. 3-1, or equation 3-2. In both cases the value of the amplitude multiplier 
must be known. This number can be found either by adjusting the R1 16 controls to obtain the desired waveform and reading 
the multiplier off the front panel or by use of equation 3-1. Once the multiplier has been determined, the proper resistance 
R 3 can be obtained from Fig. 3-1 or equation 3-2. 



Ra = (a — 2) (1.11 kJ2 per unit) 



Eq. 3-2 



NOTE 

If terminals #27 and #7 are left open, zero amplitude is 
programmed. This occurs only on the amplitude and DC 
offset analog lines. 
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PULSE RISETIME AND FALLTIME 



When the PROGRAM switch is set to REMOTE, both the risetime-falltime range (switch function) and the risetime and 
falltime multipliers (analog functions) must be remotely programmed. The relationship between the pulse risetime (or 
falltime) and the risetime-falltime range, the risetime multiplier (or falltime multiplier) and the amplitude multiplier are 
shown by equations 3-3 and 3-4. 



T'r = T,f XtrXa 



Eq. 3-3 



Where: 

T'r = Desired Risetime 
T'f = Desired Falltime 
Trf = Risetime-Falltime Range 



T'f = T,f Xtf Xa 

tr = Risetirne Multiplier 
tf = Falltime Multiplier 
a = Amplitude Multiplier 



Eq. 3-4 



TABLE 3-5 



Range 



The desired range is obtained by connecting one (or 
none for the 1 ns range) of the three terminals, #28, #29 
and #30, on the J10 REMOTE PROGRAM connector to 
chassis ground (terminal #36). Table 3-5 shows the proper 
terminal connections corresponding to the four risetime- 
falltime ranges on the front panel. 



Multiplier 

The risetime and falltime multipliers are programmed by connecting 1/8-watt 1% resistors between terminals #31 and 
#2 and between terminals #32 and #3 respectively. The resistors can be chosen either by use of a graph, Fig. 3-2, or 
equations 3-5 and 3-6. In both cases the value of the risetime and falltime multipliers must be known. These numbers can be 
found either by adjusting the R 1 1 6 controls to obtain the desired waveform and reading the multipliers off the front panel or 
by use of equations 3-3 and 3-4. Once the multipliers have been determined the proper resistance Rtr and Rtf can be obtained 
from Fig. 3-2 or the following equations: 

Rtr = (tr — 1) (0.343 kJ2 per unit) Eq. 3-5 

Rtf = (tf — 1) (0.343 kJ2 per unit) Eq. 3-6 

Note that the risetime and falltime of a pulse do not have to be equal. A maximum ratio between risetime and falltime 

of 1 1 to 1 can be obtained by using analog resistance values found on Fig. 3-2 or from Eq. 3-5 and 3-6. Greater ratios can be 

obtained; however, for ratios greater than 11 to 1, Fig. 3 2 or Eq. 3-5 and Eq. 3-6 provide resistance values which will 
produce only approximately the risetime and falltime desired. 



Care should be taken in selecting risetimes and fall- 
times. It is possible to select risetimes so long that the pulse 
never reaches the programmed amplitude. This problem 
occurs when the risetime is about equal to the pulse width, 
or greater. It is possible to select a falltime so long that it 
never reaches the baseline. This problem occurs whenever 
the falltime is equal to the interval between pulses (period 
minus width), or greater. 




Multiplier 



Fig. 3-2. Risetime Multiplier or Falltime Multiplier vs. Program 
Resistor values. 



Desired 

Risetime- 

Falltime 

Range 


Digital Logic Information Through 
REMOTE PROGRAM Connector (J10) 


Terminal #28 
(10 ns) 


Terminal #29 
(100 ns) 


Terminal #30 
(iMs) 


1 ns 


0 


0 


0 


10 ns 


1 


0 


0 


100 ns 


0 


1 


0 


1 MS 


0 


0 


1 
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PULSE WIDTH 



When the WIDTH RANGE switch is set to REMOTE, both the range (switch function) and multiplier (analog function) 
must be remotely programmed. The desired pulse width is dependent on the risetime and falltime multipliers and on the 
amplitude multiplier. The width to be programmed, different than the desired width, can be determined from equation 3-7. 



Where: 



W '2 = W' - 1.25 T'f (1/2 -t 2/a) -t 1 .25 TV ( 1/2 -i- 2.33/a) 



W '2 = Width to be programmed 
W' = Desired Width 
T'f = Falltime Desired 
T'r = Risetime Desired 
a = Amplitude Multiplier 



Eq. 3-7 



The width to be programmed is related to the width range and the width multiplier by the following equation: 

W '2 -WXw Eq. 3-8 



Where: 

W = Width Range 
w = Width Multiplier 



Range 

The desired range is obtained by connecting one (or 
none for the 50 ns range) of the three terminals, #14, #15 
or #16, on the J10 REMOTE PROGRAM connectoi to 
chassis ground, terminal #36. Table 3-6 shows the proper 
terminal connections corresponding to the four width 
ranges on the front panel. 

Multiplier 

The width multiplier is programmed by connecting 
a 1/8-watt 1% resistor between terminals #17 and #3. 

The resistor can be chosen either by use of a graph 
Fig. 3-3 or equation 3-9. In both cases the value of 
the width multiplier must be known. This number 
can be found either by adjusting the R1 16 controls to 
obtain the desired waveform and reading the 
multiplier off the front panel or by use of equation 
3-8. Once the multiplier has been determined the 
proper resistance R,^ can be obtained from Fig. 3-3 
or the following equation: 

Rw = (w — 5) (0.177 k£7 per unit) Eq. 3-9 



The width must be chosen so that it is less than the 
period or delay (in the case of delayed pulses and 
double pulses). When the width is longer than the 
period, successive pulses tend to run into each other. 



TABLE 3-6 



Desired 

Width 

Range 


Digital Logic Information Through 
REMOTE PROGRAM Connector (J10) 


Terminal #14 
(100 ns) 


Terminal #15 
dps) 


Terminal #16 
(10 ps) 


10 ns 


— 

0 


0 


0 


100 ns 


1 


0 


0 


1 ps 


0 


1 


0 


10 ps 


0 


0 


1 




Multiplier 

Fig. 3-3. Width Multiplier vs. Program Resistor value. 
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PULSE DELAY OR BURST TIME 

When the DELAY OR BURST TIME RANGE switch is set to REMOTE, both the range (switch function) and the 
multiplier (analog function) must be remotely programmed. The relationship between the pulse delay and the delay range and 
delay multiplier is shown by equation 3-10. 



D' =DXd Eg. 3-10 

Where: 

D' = Desired Delay 
D = Delay Range 
d = Delay Multiplier 



Range 



The desired range is obtained by connecting one (or 
none for the 50 ns range, of the three terminals, #10, #11 
or #12, on the J10 REMOTE PROGRAM connector to 
chassis ground, terminal #36. Table 3-7 shows the proper 
terminal connections corresponding to the four delay 
ranges on the front panel. 



Multiplier 

The delay multiplier is programmed by connecting a 1/8-watt 1% resistor between terminals #13 and #3. The resistor 
can be chosen either by use of a graph. Fig. 3-4 or equation 3-11. In both cases the value of the delay multiplier must be 
known. This number can be found either by adjusting the R116 controls to obtain the desired waveform and reading the 
multiplier off the front panel or by use of equation 3-10. (Dnce the multiplier has been determined the proper resistance Rj 
can be obtained from Fig. 3-4 or the following equation: 

Rd = (d - 5) (0.177 kfi per unit) Eq.3-11 



The above discussion holds if the desired delay 
is to be between corresponding points on the unde- 
layed and the delayed output pulse. If, however, the 
delay desired is from the -tPretrigger to the 50% level 
of the delayed pulse rise, the following equation 
should be used to determine the correct delay to be 
programmed. 



D '2 = D' - 1.25 tr (1/2 -r 2.33/a) Eq. 3-12 

Where: 

D '2 = Delay to be programmed 
tr = Risetime Multiplier 
a = Amplitude Multiplier 



This new value of delay determined from the 
desired delay, risetime multiplier and amplitude mul- 
tiplier should be used in equation 3-10 to determine 
values for the delay range and multiplier. 




Multiplier 



Fig. 3-4. Delay or Burst Time Multiplier vs. Program Resistor value. 



TABLE 3-7 



Desired 

Delay 

Range 


Digital Logic Information Through 
REMOTE PROGRAM Connector (J10) 


Terminal #10 
(100 ns) 


Terminal #11 
(1 Ms) 


Terminal #12 
(10 ms) 


10 ns 


0 


0 


0 


100 ns 


1 

1 


0 


0 


1 ^ts 


0 


1 


0 


10 MS 


0 


0 


1 
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PULSE PERIOD 

When the PERIOD RANGE switch is set to REMOTE, both the range (switch function) and the multiplier (analog 
function) must be remotely programmed. The relationship between the pulse period and the period range and period 
multiplier is shown by equation 3-13. 



Where: 

P' = Desired Period 
P = Period Range 
p = Period Multiplier 



P' = P X p 



Eq. 3-13 



TABLE 3-8 



Range 

The desired range is obtained by connecting one (or 
none for the 100 ns range) of the four terminals, #5, #6, 
#7 or #8, on the REMOTE PROGRAM J10 plug to chassis 
ground, terminal #36. Table 3-8 shows the proper terminal 
connections corresponding to the five period ranges on the 
front panel. 



Multiplier 

The period multiplier is programmed by connecting a 1/8-watt 1% resistor between terminals #9 and #34. The resistor 
can be chosen either by use of a graph Fig. 3-5 or equation 3-14. In both cases the value of the period multiplier must be 
known. This number can be either found by adjusting the R116 controls to obtain the desired waveform and reading the 
multiplier off the front panel or by use of equation 3-13. Once the multiplier has been determined the proper resistance Rp 
can be obtained from Fig. 3-5 or the following equation 



Desired 

Period 

Range 


Digital Logic Information Through 
REMOTE PROGRAM Connector (J10) 


Terminal 

#5 

(1 /Js) 


Terminal 

#6 

(10 /js) 


Terminal 

#7 

(100 A(s) 


Terminal 

#8 

(1 ms) 


100 ns 


0 


0 


0 


0 


1 flS 


1 


0 


0 


0 


10/Js 


0 


1 


0 


0 


100/js 


0 


0 


1 


0 


1 ms 


0 


0 


0 


1 



Rp = (p -- 1) (1.69 kS2 per unit) 




G 




a. 



Fig. 3-5. Period Multiplier vs. Program Resistor value. 



Eq. 3-14 
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PULSE OFFSET 

When the PROGRAM switch is set to REMOTE, the DC Offset multiplier (analog function) must be remotely pro- 
grammed. The desired pulse offset is dependent on the amplitude range switch and the offset multiplier. This relationship is 
shown by equation 3-15. 



0' = oX A 



Eq. 3-15 



Where: 

0' = Desired Offset 
o = Offset Multiplier 
A = Amplitude Range 

Multiplier 

The offset multiplier is programmed by connecting a 1/8-watt 1% resistor between terminals #33 and #1. The resistor 
can be chosen either by use of a graph, Fig. 3-6, or equation 3-16. In both cases the value of the offset multiplier must be 
known. This number can be found either by adjusting the R 1 16 controls to obtain the desired baseline offset and reading the 
multiplier off the front panel or by use of equation 3-15. Once the multiplier has been determined the proper resistance Rq 
can be obtained from Fig. 3-6 or the following equation: 

Ro = (5 — o) (0.887 per unit) Eq. 3-16 



NOTE 

If terminals #33 and #1 are left open, zero offset is pro- 
grammed. This occurs only on the DC offset and amplitude 
analog lines. 




Fig. 3-6. DC Offset Multiplier vs. Program Resistance values. 
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SAMPLE PROGRAM 

To demonstrate the use of the remote programming tech- 
niques presented in the preceding discussion, a pulse output 
signal with the following characteristics will be set up using 
only remote controls. 



Mode 


Double 


Trigger Source 


Internal 


Polarity 


+ 


Amplitude 


4 volts 


Risetime 


2 /IS 


Falltime 


4 /IS 


Delay or Burst Time 


35 /IS 


Width 


1 5 /IS 


Period 


100 /IS 


DC Offset 


— 4 volts 


Mode. To program 


a double pulse, terminal #21 must 



be connected to chassis ground, terminal # 36 , producing 
a logical 1. Terminals # 20 , #22 and #23 should be left 
unconnected, producing logical O's on all three. 

Trigger Source. To program an internal trigger source 
terminal #19 should be left open, producing a logical 0 
on that terminal. 

Polarity. Terminal #18 is left open to obtain -|- polarity. 

Amplitude. To obtain an amplitude of 4 volts the one 
volt range can be used. Eq. 3-1 gives the following value 
for the multiplier: 

^ A' 4 volts ^ 

A 1 volt 

The amplitude analog resistor can be determined from 
Eq. 3-2: 

R, = (a-2) (1.11 K) = (4-2) (1.11 K) = 2.22 kn 

A pulse with an amplitude range of 1 volt is obtained by 
connecting terminal #25 to chassis ground and a multiplier 
of 4 is obtained by connecting a 2.22 kQ resistor between 
terminals #27 and #1. 

Note that a 4 volt pulse amplitude can also be obtained 
by using the 0.5 volt range with a multiplier of 8. 

Risetime. When a risetime of 2 /is is desired, Eq. 3-3 pro- 
vides the correct value for the risetime-falltime range times 
the risetime multiplier. 

Trf X tr = T//a = 2000 ns/4 = 500 ns 
with T|.f set at 100 ns, tr is 5. The risetime analog resistor 
determined from Eq. 3-5 is: 

Rt, = (tr-1) (0.343 K) = (5-1) (0.343 K) = 1.372 ks> 

Connecting terminals #29 and #36 provides a risetime- 
falltime range of 100 ns and connecting a 1 .372 kfi resistor 
between terminals #31 and #2 provides a risetime multi- 
plier of 5. 



Falltime. A falltime of 4 /is requires a falltime multiplier 
of 10, as determined from Eq. 3-4. 

tf = T,7(T„ X a) = 4000 ns/100 ns (4) = 10 

(The risetime-falltime range has already been programmed.) 
The falltime analog resistor determined from Eq. 3-6 is: 

R„ = (tf-1) (0.343 kQ) = (10-1) (0.343 kQ) = 3.087 kQ 

To program the falltime multiplier, a 3.087 kt2 falltime analog 
resistor must be connected between terminals #32 and #3. 

It should be noted that if the 0.5 volt amplitude range and 
amplitude multiplier of 8 were used to obtain a 4 volt pulse 
amplitude, the risetime-falltime range and risetime multi- 
plier (or falltime multiplier) product (T,r X tr) would be 
doubled. This circumstance is due to the dependence of 
risetime and falltime on the amplitude multiplier. 

Width. In determining the width we must take into con- 
sideration the desired risetime, falltime and the amplitude 
multiplier. A width to be programmed must first be found 
using Eq. 3-7: 

W,' = W'-1.25T/('A + 2/a) +1.25T/(’A + 2.33/a) 

= 15 /IS -1.25 (4 /is) (V2-f2/4) +1.25 (2 /is) 

('A +2.33/4) 

= 12.96 /IS 

Since the Type R116 pulse width accuracy does not al- 
low specifying widths to this tolerance, 12.96 /is should be 
rounded off to 13 /is. The 1 /is width range should be used 
to obtain this pulse width to be programmed. The multiplier 
can be determined from Eq. 3-8. 

w = W7/W 1 = 13/is/l /IS -- 13 

Eq. 3-9 can be used to find the correct width analog resistor. 

R„ = (w-5) (0.177 k) rir-. (13-5) (0.177 k) = 1.41 kQ 

Connect terminals #15 and #36 to set the width range 
to 1 /IS and connect a 1.41 kQ resistor between terminals #17 
and #3 to obtain a multiplier of 13. 

Delay or Burst Time. To obtain a delay of 35 /is the 
delay range must be set to 1 /is. The correct delay multiplier 
from Eq. 3-10 is: 

d = D'/D = 35/is/l /IS = 35 
Substituting the delay multiplier into Eq. 3-11, the correct 
value of the delay analog resistor is: 

Rd = (d-5) (0.177Q) = (35-5) (0.1 1 7 Q) = 5.31 kQ 

A delay range of 1 /is is obtained by connecting terminals 
#11 and #36. A delay multiplier of 35 is obtained by con- 
necting a 5.31 kQ resistor between terminals #13 and #3. 

Period. The period range should be set to 100/is with a 
multiplier of 1 to obtain a pulse period of 100 /is. No cal- 
culations are necessary since a multiplier of 1 is obtained 
by shorting together terminals #9 and #34. A period 
range of 100 /is is obtained by connecting terminal #7 to 
ground. 
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DC Offset. Offset is dependent on the amplitude range. 
Eq. 3-15 is used to determine the DC offset multiplier, given 
an amplitude range of 1 V. 

o = O'/A = -4 V/1 V = -4 
The correct analog resistor may be obtained from Eq. 3-16. 
R, = (5-o) (0.887 k) = (5+4) (0.887 k) = 7.98 kn 

An offset of — 4 volts can be obtained by connecting a 
7.98 kT2 resistor between terminals #33 and #1. 



SIMPLE DIGITAL TO ANALOG CONVERTER 

Relay-operated networks of series resistors may be used to 
convert the programming of the Type R116 to completely 
digital operation. By using a shorting switch across each 
resistor, any combination of values in the series can be 
chosen. One such series is required for each analog function 
to be programmed. The number of resistors to be used is 
determined by the desired resolution. For example, with 8 
resistors, as many as 256 increments can be obtained between 
the minimum and maximum multiplication factors of the 
control. 

Various resistance-ratio codes can be used in the digital- 
to- analog converter.’ For any given number of bits (resis- 
tors), maximum resolution is obtained with straight binary 



code. There are also several binary coded decimal (BCD) 
conversion codes that can be used. 

Multiplication factors in XO.l steps can be obtained by 
selecting resistor values such that the total series resistance 
is maximum for the particular function when the code total 
is 100. Fig. 3-7 shows a simple digital-to-analog converter 
connected for remote selection of multiplication factors with 
1% resolution (multiplication factor steps of XO.l), and Table 
3-9 gives the binary equivalents of the various multiplication 
factors for the converter to show which of the relays should 
be activated to obtain any desired multiplication factor. The 
amplitude analog network in this converter is designed with 
the maximum resistance value for the function at the 80 code 
position so that each of the 8 major divisions (from X2 to 
XIO) can be divided into 10 minor divisions (see Table 3-9). 
Most applications will not require the degree of resolution 
provided by the illustrated converter nor the degree of ac- 
curacy that is implied by the use of exact resistance values. 
Since the accuracy of each programmed function is specified 
to be within 2% of the front-panel calibration plus any pro- 
gram resistance error, it is not practical to use program 
resistors with closer than 1 tolerance unless the instrument 
is calibrated in remote program mode. If the instrument is 
calibrated in the remote program mode, the front-panel ac- 
curacy will be within 2% of the remote accuracy. 

'See Digiral Computer Fundamentals by Thomas C. Bartee for some 
examples of codes. 
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Correlation of multiplication factors and binary equivalents for simple digital to analog converter shown in Fig. 
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Fig. 3-7. Simple 1-2-4-8 BCD (Binary Coded Decimal) digital to analog converter with X0.1 multiplier increments and 1% accuracy as described 
in text. Power for relay coils should be provided from external power supply through small series resistors (%270 12 ). 
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In addition to the required degree of resolution (number 
of steps) and accuracy (resistor tolerance), consideration 
should also be given to the normal state of the converter 
when no activating power is applied to the program relays. 
In the illustrated converter, the period, delay or burst time, 
width, risetime and falltime multipliers are all at minimum 
multiplication factors with no relay power applied. This is 
accomplished by using all normally-closed relays for zero 
resistance. Notice, however, that the amplitude and DC 
offset networks have normally-open relay switches in series 
to open the circuits when no power is applied. This takes ad- 
vantage of the Type R116 circuitry that is designed to pro- 
vide zero pulse output when the amplitude analog line is 
open and zero volts offset (;_bl volt) when the DC offset 
analog line is open. 

When changing programs, the relay power is momentarily 
shut off. The amplitude and DC offset analog lines are there- 
fore open during this time, preventing any transients from 
appearing at the Type R116 output. (A 10-volt transient may 
possibly appear if the amplitude range were set at 1 V). 

If other values of resistance are desired when no relay 
power is applied, normally-open relays may be used across 
the appropriate resistances. For example, to obtain a pulse 



amplitude of 10 volts with no relay power, omit the series 
relay switch in the amplitude network and place a normally- 
open switch across the resistor in the 80 position of the net- 
work. This provides 0.87 kQ (XIO) when no relay power is 
applied. 

NOTE 

If both normally-open and normally-closed relay- 
operated switches are used, the relay-actuating 
logic circuits (not shown in the illustrated con- 
verter) will have to be designed accordingly. 

MOD 703L 

A specially modified Type R116 is available which allows 
complete digital programming of the Type R116 using the 
Type 240/Type 250 Program Units. This modification includes 
digital-to-analog converters for all analog functions and 
provides up to 100 programmable increments per function 
on all analog functions except the amplitude and DC offset. 
Information about the Type R116 MOD 703L can be ob- 
tained from Tektronix catalog or any local Tektronix Field 
Office. 
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PART n 

MAINTENANCE 

Information necessary to maintain, troubleshoot and cali- 
brate the Type R116 is provided in Part II, Maintenance, of 
this manual. The information is divided into six sections: 

4. Circuit Description 

5. Maintenance 

6. Performance Check/Calibration 

7. Rackmounting 

8. Electrical Parts List 

9. Diagrams 

10. Mechanical Parts List 



NOTE 

A picture of each circuit card showing the loca- 
tion of the electrical parts on the card by circuit 
number is shown at the end of Section 5, Mainte- 



(A]r 



nance. 




NOTES 




SECTION 4 

CIRCUIT DESCRIPTION 



Type R116 (SN 1084-up) 



Change information, if any, affecting this section will be found at the 
rear of the manual. 



General 

This circuit description has been written in two parts: the 
Block Diagram Description and the Circuit Description. The 
Block Diagram Description discusses briefly the generation 
of the undelayed output pulse and the effect of each major 
circuit on its characteristics. Also described are the five 
modes of operation and the input and output pulses related 
to them. The Circuit Description gives a more precise dis- 
cussion of the operation of each major circuit. 

An overall block diagram of the Type R116 circuitry can 
be found at the beginning of Section 9. Detailed block dia- 
grams of the major circuits are included within the text of 
the circuit description. These block diagrams along with the 
Section 9 schematics will greatly aid in the reading and 
understanding of the circuit description. 



BLOCK DIAGRAM DESCRIPTION 
The Undelayed Output Pulse 

The undelayed output pulse is the basis of any output 
pulse obtained at the PULSE OUTPUT connector. The period, 
width, amplitude, risetime, falltime, polarity and the DC off- 
set of the undelayed output pulse are determined by the 
front-panel controls (or remotely). The output pulses related 
to the five different modes of operation are produced by 
causing the Type R116, by means of the MODE switch, to 
generate the undelayed pulse in various time arrangements. 

The undelayed pulse (see Fig. 4-1) begins at the period 
generator which free runs at a calibrated repetition rate set 
by the PERIOD RANGE and MULTIPLIER controls. The period 
generator produces a positive-going trigger at the end of 
each cycle which appears at the -h PRETRIGGER OUT con- 



nector and a negative-going trigger which goes to the width 
generator. 

The width generator when triggered by the negative-going 
period trigger produces a fast rising and falling gate 
of calibrated width which is transmitted to the pulse shape 
generator circuit. The width of this gate is set by the WIDTH 
RANGE and MULTIPLIER controls. 

The pulse shape generator, when triggered by the rise of 
the width gate, starts the rise of the output pulse. The rate 
of rise is regulated by the RISETIME FALLTIME RANGE switch 
and the RISETIME MULT control. The pulse rises to an am- 
plitude of between 200 mV and 5 V, as determined by the 
AMPLITUDE MULTIPLIER control, where it is clamped until 
the pulse begins to fall. The fall of the width gate triggers 
the fail of the output pulse, the rate of which is controlled 
by the RISETIME FALLTIME RANGE switch and the FALLTIME 
MULT control. 

The shaped pulse is transmitted to the output stage. In the 
output stage it is amplified by the output amplifier and is 
offset either in a positive or a negative direction by current 
supplied by the offset current generator. The DC OFFSET 
control determines the amount of offset current to be added. 
If the POLARITY switch is in the — position, the pulse is in- 
verted by the inverter circuit of the output stage before it 
enters the output amplifier. The final shaped, amplified, 
and offset output pulse passes through attenuators, control- 
led by the AMPLITUDE RANGE switch, and appears at the 
PULSE OUTPUT connector. The AMPLITUDE RANGE switch 
attenuates both the pulse amplitude and DC offset. 

Modes of Operation 

The MODE switch determines the type of output pulse 
which appears at the PULSE OUTPUT connector. The five 




Fig. 4>1. Simplified block diagram of the generation of an undelayed pulse. 
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Fig. 4-3. Block diagram of the period generator, external trigger amplifier, and mode and trigger switching circuitry. 
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modes of operation ore: SINGLE, DLY'D SINGLE, DOUBLE, 
BURST, GATED OUTPUT and REMOTE PROGRAM (see Fiq 
4-2). 

Single Pulse. In the single pulse mode the basic unde- 
layed pulse is generated as has been previously described. 

Delayed Single Pulse. When the mode switch is in the 
DLY’D SINGLE position, the negative-going period triggers 
go to the delay generator rather than the width generator. 
A calibrated delay time after it is triggered by a period 
trigger, the delay generator produces a negative-going de- 
layed trigger pulse which is transmitted to the width genera- 
tor. The delay time is determined by the DELAY OR BURST 
TIME RANGE and MULTIPLIER controls. The delay generator 
also produces a positive-going delayed trigger, which ap- 
pears at the -f delayed trigger out connector. The de- 
layed output pulse is delayed with respect to the undelayed 
output pulse by the delay time set by the delay or burst 
time controls. 

Double Pulse. When the mode switch is set to DOUBLE, 
both period triggers and delayed triggers are transmitted 
to the width generator. The result is two output pulses 
occurring within the period set by the period controls, 
separated by the delay time set by the delay or burst time 
controls. 

Burst of Pulses. When the MODE switch is set to BURST, 
the period generator is inhibited. When an external trigger, 
from the -f TRIGGER INPUT connector or from the manual 
trigger button, is applied to the delay generator, a period 
generator enabling gate (burst gate) is produced by the de- 
lay generator. The duration of this gate is determined by the 
delay or burst time controls. Whenever the period generator 
is gated on by the burst gate, period triggers are applied to 
the width generator. The result is groups of undelayed 
pulses, called bursts, each burst being followed by a pause, 
or period of time during which the period generator is dis- 
abled. The duration of each burst is set, approximately, by 
the delay or burst time controls and the period of each 
burst cycle is determined by the repetition rate of the exter- 
nally applied triggers. The characteristics of each pulse 
within a burst are determined by the front-panel control set- 
tings. When the burst gate falls, a positive-going delay trig- 
ger appears at the -f DELAYED TRIGGER OUT connector. 

Gated Burst of Pulses. When the MODE switch is set to 
GATED, the output is again bursts of pulses. The duration 
and period of each gated burst in this case is determined 
by an external positive-going gate applied to the -fGATE 
IN connector. This external gate enables the period gener- 
ator in the gated output mode as the burst gate does in the 
burst mode. Also as in the burst mode, the characteristics 
of the individual pulses within each gated burst are set by 
the Type R1 16 front panel controls. 

Remote Program. When the MODE switch is set to RE- 
MOTE PROGRAM, selection of the pulse made is made by 
means of digital remote control inputs applied through the 
rear-panel JIO REMOTE PROGRAM connector. (See the Re- 
mote Programming section of this circuit description.) 

CIRCUIT DESCRIPTION 

This circuit description discusses each major circuit within 
the instrument, it is assumed that the reader has a knowl- 
edge of basic electronics; therefore, any section of the cir- 



cuitry that can be considered basic electronics is discussed 
only briefly. It is suggested that the pull-out schematics in 
the rear of the manual as well as the block diagrams within 
this section be referred to while reading the descriptions. 

The following description pertains primarily to instruments 
having serial numbers 1084 and up and to all circuit cards 
compatible with these chassis. (See the caution under circuit 
card replacement in the Maintenance Section for informa- 
tion concerning the significance of series letters and model 
numbers of the plug-in circuit cards.) Any circuit configura- 
tion differences for the various instrument serial number 
ranges will be noted in the description of the circuit in terms 
of the chassis serial number or the circuit card series letter. 

All the circuitry in this instrument is referenced to a float- 
ing common which is referred to as signal ground. Sig- 
nal ground is displaced from chassis ground by dn a- 
mount varying from 0 to -flBV, depending on the pulse 
polarity and DC offset. Chassis ground is used only as a 
reference for the switching relays and for input and output 
circuits that connect to external euipment. Further discussion 
of the relationship between signal and chassis ground is 
found in the output stage and power supply sections of this 
circuit description. 

Throughout this discussion references to current are in 
terms of electron flow; that is, current flowing from a nega- 
tive potential to a positive potential. 

Pulse Timing and Mode Switching 

Period Generator. The period generator consists of multi- 
vibrator Q55 and Q65 (see Fig. 4-3), current source Q38, en- 
abling circuit Q24, clamping circuit Q43, timing capacitors, 
and trigger amplifier stage Q74, Q84, Q93, and Q94. Tran- 
sistors Q55 and Q65 (see the Period Generator schematic) 
form an astable, unsymmetrical multivibrator. It is unsym- 
metrical in the sense that Q65 is turned on and Q55 is 
turned off the majority of the time. The cycle of the multi- 
vibrator, and thus the period of the output pulse, is depen- 
dent on the capacitance of the timing capacitor switched in- 
to the circuit by the PERIOD RANGE switch and the amount 
of current conducted by Q38. 

When Q24 is turned on, the period generator is enabled. 
Initially, Q55 and D44 are off and Q65 (referenced to the 
-f25-volt supply through R50 and T70) is on. The emitter 
of Q65, which is connected to one end of the timing capaci- 
tor, is held at a constant voltage of about 18.5 V. With Q55 
off, Q38 charges the other side of the timing capacitor with 
constant current set by PERIOD TIMING adjustment R34, 
PERIOD MULT CAL adjustment R502 (see Switch Details and 
Remote Program Connector schematic) and the PERIOD 
MULTIPLIER control, R504. The capacitor charges until the 
voltage at the junction of R38 and R52 is low enough to turn 
on 055. When Q55 begins conducting, the voltage at its 
collector drops rapidly, forward biasing D44 and clamping 
the collector voltage of 055 at approximately -fl9V as set 
by 043. The rapid transition of the 055 collector voltage, as 
055 turns on, causes a period trigger pulse to be induced 
through T70 at the base of 074. 

The voltage drop at the collector of 055 also is felt at 
the emitter of 065 as it tries to follow its base down. The 
constant voltage at the emitter of 065, however, does not 
allow the emitter to go down more than 0.5 V and 065 be- 
comes reversed biased and turns off. The voltage at the 
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junction of R38 and R52 is now held constant by Q55 which 
acts as a constant voltage source. With Q65 now turned off, 
its emitter voltage is free to move down, which it does as 
the current conducted by Q24 charges the timing capacitor 
in the opposite direction. The charging in this case is rapid, 
causing the voltage at the emitter of Q65 to drop rapidly 
until Q65 is again turned on. With Q65 conducting, the volt- 
age at its emitter starts to go up. This change in voltage is 
coupled through the timing capacitor, raising the voltage at 
the emitter of Q55 until it turns off. The voltage at the emit- 
ter of Q65 now is free to go to its stable conducting voltage 
of about -h 1 7 V and the circuit begins another cycle. 

The negative-going period trigger induced at the base of 
Q74 is amplified and shaped by Q74 and Q84 and trans- 
mitted to the width and/or delay generators (depending on 
the position of the MODE switch) and the base of pretrigger 
amplifier Q94. Q94 and Q93 invert, sh ape, and further am- 
plify the period trigger and it appears as a positive-going 
trigger at the -h PRETRIGGER OUT connector. The repetition 
rate of the period generator ranges from 91 Hz to 10 MHz. 

External Trigger Amplifier. The external trigger ampli- 
fier allows the output pulse period or burst period to be con- 
trolled externally. A pulse with an amplitude between -h2V 
to +20 V, when applied to the +TRIGGER INPUT connec- 
tor, is shaped and amplified by the external trigger ampli- 
fier circuit. The resulting trigger is transmitted to the width 
and/or delay generators according to the position of the 
MODE switch. This circuit can also receive a pulse from the 
MANUAL TRIG button. 

The external trigger amplifier circuit consists of input 
pulse amplifier Q4 and Q14 (see the Function Program #1 
schematic), tunnel diode D25, output amplifier Q24 and out- 
put complementary emitter follower circuit Q23 and Q33. 
When the TRIGGER SOURCE switch is set to MANUAL OR 
EXTERNAL, the period generator is disabled and the emitter 
of Q24 is connected to signal ground (see SW75 in Fig. 4-3) 
thereby enabling the external trigger amplifier. Quiescently, 
both Q4 and Q14 are off, D8 is reversed biased and D14 
is conducting, setting the voltage at its anode at about 
+7.6 V. A trigger pulse having an amplitude between +2 V 
and +20V applied to the + TRIGGER INPUT connector 
turns on Q4, which begins conducting current through D8, 
setting the voltage at the collector of Q4 to about +6.4V. 
Current through Q4 also is conducted by R8 which forward 
biases 014, turning it on and turning off D14. When Q14 
begins conducting, the current through D25 increases, caus- 
ing it to switch to its high state and present a pulse to the 
base of Q24. The tunnel diode may also be triggered by 
the manual trigger button, SWIO (see Switch Details and Re- 
mote Program Connector schematic), which when pushed, 
connects the +25V supply to the anode of D25 through R15 
and R16. This trigger is also presented to the base of Q24. 
Inductor L20 momentarily blocks the external or manual 
trigger from shunting D25, thus allowing the total pulse volt- 
age to trigger the tunnel diode. 

The pulse from D25 is amplified and inverted by Q24 and 
applied to the complementary emitter followers Q23 and 
Q33. Q23 and Q33 act in a push-pull manner and produce 
a negative-going pulse at their emitters, which is differen- 
tiated into a negative-going trigger by C33 and transmitted 
to the width and/or the delay generator. 

Delay Generator. The delay generator consists of input 
amplifier 014 (see Fig. 4-4), multivibrator Q15, Q24 and 



Q25, current source Q38, timing capacitors, burst gate am- 
plifier Q53, clamping circuit Q64 and output stage Q73, 
Q83 and Q94. Transistors 015, 024 and 025 form a 
monostable multivibrator with 024 and 025 conducting 
and Q15 turned off in the quiescent condition. The delay 
time, from the initial triggering of the delay generator to the 
output of the delayed trigger, is dependent upon the capac- 
itance of the timing capacitor switched into the circuit by 
the DELAY OR BURST TIME RANGE switch and the amount 
of current conducted by Q38. 

When Q25 is conducting, D50 (see the Delay Generator 
schematic) is forward biased and the voltage at the collec- 
tor of 025 is set by 064. Q25 conducts current from both 
024 and 038. The timing capacitor switched into the circuit 
is charged to the voltage at the junction of R24 and R25. 
TRIG SENS adjustment R22 sets the quiescent base voltage 
of 024 and 025 so that the mulitivibrator will be mono- 
stoble and switch whenever a negative-going trigger is ap- 
plied to Q14. A negative going trigger applied to the delay 
generator turns on Q14 and applies a 2V negative-going 
trigger to the bases of Q24 and 025, turning them off. 
When Q25 turns off, the voltage at its collector rises, reverse 
biases D50 and allows Q15 to begin conducting. Current 
through Q15 holds the voltage at its collector down, which 
keeps Q24 and 025 off by holding down the voltage at 
their bases. Current source Q38 now charges the timing ca- 
pacitor with constant current determined by DELAY TIMING 
adjustment R41 , DELAY OR BURST TIME MULT CAL adjust- 
ment R512 (see Switch Details and Remote Program Connector 
schematic) and the DELAY OR BURST TIME MULTIPLIER con- 
trol, R514. When the DELAY OR BURST TIME RANGE switch 
is in the 10 ns position, the delay timing is also influenced 
by C32 and 50 ns DELAY adjustment R513. 

As the timing capacitor charges, the voltage at the emitter 
of Q25 goes down until Q25 again turns on. With Q25 on, 
Q15 turns off, releasing the bases of Q24 and Q25 and 
turning on 024. When 025 turns on, D50 again becomes 
forward biased and the voltage at the collector of Q25 is 
clamped to about +2.4V by Q64. The delay generator is 
now in its quiescent state and is ready for another period 
or external trigger. 

As 025 turns on after the charging of the timing capaci- 
tor, 064 begins conducting more heavily. The resulting neg- 
ative transition at the collector of 064 is applied to the 
base of Q73 where it is transmitted to Q94 causing it 
to conduct more heavily. The negative-going pulse appear- 
ing at the collector of Q94 is differentiated by C95 and the 
resulting negative-going delayed trigger is applied to the 
width generator. The positive-going pulse at the collector of 
073 is transmitted by emitter follower 083 and differenti- 
ated by C85. The resulting positive-going trigger appears 
at the + DELAYED TRIGGER OUT connector. 

When Q25 is turned off at the beginning of the delay 
cycle, the base of Q53 rises approximately 4 volts. In the 
burst mode this positive gate, called the burst gate, is trans- 
mitted by emitter follower Q53 through SW55 to the base of 
Q24 (in the period generator circuit) enabling the period 
generator. When Q25 again turns on, the burst gate falls, 
disabling the period generator. The period generator, in 
the burst mode, is thus enabled for the duration of the de- 
lay time set by the delay generator. 

Input Gate Amplifier. The purpose of the input gate am- 
plifier is to change the reference of an input gate from 
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Fig. 4-5. Simplified schematic of remote programming of: (A) Period Range and (B) Period Multiplier. 
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chassis ground to signal ground and to produce a gate of 
large enough amplitude to enable the period generator. 
When the MODE switch is set to GATED OUTPUT, the emit- 
ter of 04 is connected to chassis ground through 076 (see 
Fig. 4-3), thus enabling the input gate amplifier. When a 
positive-going gate pulse having an amplitude between + 
2V and -|-20 volts is applied to the +GATE IN connector, 
04 and 014 (see the Period Generator schematic) are turn- 
ed on and go into saturation. As 04 and 014 turn on, a 
10-volt positive-going gate pulse is generated, forward 
biasing D16 and enabling the period generator. The period 
generator then remains enabled until the input gate falls, 
turning off Q4 and 014. 

Mode and Trigger Switching. The preceding discussion 
has described the formation of various timing triggers and 
gates. The period trigger is produced either by the free- 
running period generator or the external trigger amplifier; the 
delay trigger and burst gate are produced by the de- 
lay generator; and the gated mode gate is produced by the 
input gate amplifier. The MODE and TRIGGER SOURCE 
switches and their associated switching circuitry (found on 
the two function program circuit cards) determine how these 
various circuits are enabled to produce these triggers and 
gates and also determines when and where these assorted 
signals are applied. 

When the MODE switch is in the SINGLE position and the 
TRIGGER SOURCE switch is set to INTERNAL, SW55 (see De- 
lay Generator circuit diagram), SW75 (see Fig. 4-3), and SW 
78 are open, enabling the period generator. Also in this 
case, SW38 and SW48 are open and SW44 is closed, allow- 
ing the negative-going period triggers to be transmitted di- 
rectly to the width generator and the positive-going period 
triggers to be transmitted to the + PRETRIGGER OUT connec- 
tor. (Positive-going period triggers always appear at the + 
PRETRIGGER OUT connector when the period generator is 
operating.) When the MODE switch is reset to DLY'D SINGLE, 
SW44 is opened and SW48 is closed, allowing period trig- 
gers to be applied to the delay generator but not to the 
width generator. Also SW38 is closed, allowing the nega- 
tive-going delay triggers to be applied to the width genera- 
tor. Whenever a delayed trigger is generated, a positive- 
going delay trigger appears at the 4- DELAYED TRIGGER 
OUT connector. When the mode of operation is switched to 
DOUBLE, period triggers are applied to both the delay and 
width generators (SW44 and SW48 are closed) and the 
width generator receives triggers from both the period and 
delay generators (SW38 is closed). When the TRIGGER 
SOURCE switch is set to MANUAL OR EXTERNAL for the 
three previous modes of operation, SW75 is closed which 
disables the period generator and enables the external trig- 
ger amplifier. Negative-going period triggers, in this case, 
originate from the external trigger amplifier output. These 
triggers are applied to the delay and width generators ac- 
cording to the mode of operation, as if they had originated 
from the period generator. These triggers are also applied 
to the base of Q94 through SW48 in the single and double 
pulse modes to produce positive-going triggers at the + 
PRETRIGGER OUT connector. 

In the burst mode the TRIGGER SOURCE switch may be in 
either the INTERNAL or the MANUAL OR EXTERNAL posi- 
tion. The period generator is automatically inhibited by the 
MODE switch, which closes SW75. Triggers from the external 
trigger amplifier are applied to the delay generator, pro- 
ducing a burst gate, which is used to enable the period gen- 



erator. The burst gate is applied to the base of 024 through 
SW55, which is closed. The enabled period generator then 
applies triggers to the width generator for the duration of 
the burst gate. 

The gated output mode is identical to the burst mode ex- 
cept that the period generator is disabled by closing SW78 
(the external trigger amplifier is not enabled) and the period 
generator enabling gate comes from the input gate ampli- 
fier through D16 rather than from the delay generator. 

Remote Programming Circuitry 

General. Most pulse characteristics are controlled by 
both a front-panel switch and a multiplier control. As has 
been illustrated in the pulse timing and the mode switching 
description, the switches control relays which in turn control 
how timing pulses are distributed or control the size of a 
timing capacitor in a circuit. The multipliers are potentio- 
meters which control the amount of current supplied by a 
current source. To remotely program a switch function, buf- 
fer amplifiers are used to activate relays which are ordi- 
narily activated by front-panel switches. Multiplier functions 
are remotely programmed by externally substituting appro- 
priate analog resistance values for the front-panel multipliers. 

Buffer Amplifiers. The remote programming of switch 
functions is done through buffer-transistor amplifiers. Buffer 
amplifiers provide both isolation of the internal circuitry 
from the outside world and standardized programming 
(ground closure) which requires a minimum of external cur- 
rent. In addition, the connect-to-ground programming allows 
remote operation of switch functions without requiring ex- 
ternal power inputs. The buffer amplifiers, along with the 
mode and trigger switching relays and the external trigger 
amplifier, which have already been discussed, are found on 
the two function program circuit cards. The diagrams for 
these circuits are shown on the Function Program #1 and the 
Function Program #2 circuit diagrams and in the block dia- 
grams of the various circuits throughout this section of the 
manual. 

To enable a switch function for remote operation, the as- 
sociated front-panel switch must be set to its remote posi- 
tion, which connects the emitters of its associated buffer am- 
plifiers to the +9.5 volt supply (see Fig. 4-5A). Since the 
bases of these transistors are connected through resistors to 
the emitters, they are quiescently held off due to their zero 
biased base-emitter junctions. To program a particular 
switch position, the buffer transistor associated with that po- 
sition must be turned on, which acitvates a relay. A buffer 
transistor is turned on by externally connecting its base to 
chassis ground through the JIO REMOTE PROGRAM connec- 
tor, thus forward biasing the base-emitter junction. Using 
the example given in Fig. 4-5A, if the base of 0133 were 
grounded through terminal 6 of JIO, Q133 would be turned 
on and the current conducted by it would energize L62 and 
actuate relay SW62 on the Period Generator circuit card. Ac- 
tuating this relay connects the 10 /is period timing capacitor 
into the period generator circuit, thus selecting this range of 
operation for the period generator. It should be noted that 
each switch function has one position which is automatically 
programmed when the front-panel switch is set to its remote 
position (the 100 ns range for the PERIOD RANGE switch). 
Since this position is automatically programmed, no buffer 
amplifier is required to remotely program it. 
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Analog Program Lines. When a switch function is being 
programmed remotely through its buffer amplifiers, its as- 
sociated multiplier must also be remotely programmed. For 
front-panel operation, multiplier functions are controlled by 
potentiometers which control the amount of current supplied 
by a current source. By externally substituting a resistor for 
its associated potentiometer, a multiplier function may be 
remotely programmed. This method of programming is call- 
ed analog programming. The value of the resistor substi- 
tuted is determined by the multiplication factor desired. For 
remote operation, two analog lines (one connected to a 
power supply and the other connected to the current source 
transistor), between which a resistor can be connected, are 
substituted for each front-panel multiplier control. These 
analog lines appear at the JIO REMOTE PROGRAM connec- 
tor. Fig. 4-5B shows that when the PERIOD RANGE switch is 
set to remote, the analog program lines which appear at 
terminals #9 and #34 on the JIO REMOTE PROGRAM con- 
nector are substituted for the PERIOD MULTIPLIER control. By 
connecting analog program resistors between these two 
terminals, the period multiplier function may be remotely 
programmed. 

Pulse Shaping 

Width Generator. The width generator is identical in op- 
eration to the delay generator except that it has no trigger 
amplifier stage. The only output of the width generator is a 
width gate. The width generator consists of input amplifier 
014 (see Fig. 4-6), multivibrator Q15, Q24 and Q25, current 
source Q38, clamp circuit Q63 and width gate amplifier 
Q53. 

Quiescently Q24 and Q25 are on and Q15 is off (see the 
Width Generator schematic). The quiescent voltage levels at 
the bases of Q24 and Q25 are set by TRIG SENS adjustment 
R22. When a negative-going trigger, tronsmitted through 
Q14, is applied to the bases of Q24 and Q25, they turn off 
and Q15 turns on. With Q25 turned off the voltage at its 
collector rises, reverse biasing D50 and producing a fast 
rising transition, the start of the width gate, at the base of 
Q53. With Q24 and Q25 off, the timing capacitor, switched 
into the circuit by the WIDTH RANGE switch, charges until 
the voltage at the junction of R24 and R25 has gone low 
enough to turn on Q25. As Q25 turns on, its collector volt- 
age falls, forward biasing D50 and producing a negative- 
going transition, the end of the width gate, at the base of 
Q53. The width gate is transmitted through emitter follower 
Q53 and applied to the pulse shaper circuit where it deter- 
mines the width of the output pulse. The duration of the 
width gate is determined by the charge time of the timing 
capacitor which is dependent on the current conducted by 
current source Q38. The current conducted by Q38 is con- 
trolled by WIDTH TIMING adjustment R41, WIDTH MULT 
CAL adjustment R522 and the WIDTH MULTIPLIER control, 
R524. When the WIDTH RANGE switch is set to 10 ns, C32 
and 50 ns WIDTH adjustment R523 also affect the pulse 
width. 

Pulse Shape Generator. It is in the pulse shape gener- 
ator circuit where the shape of the output pulse is formed. 
The width and period of the pulse are determined by the 
preceding circuitry, but its risetime, falltime and amplitude 
are formed by the pulse shape generator. This circuit can be 
divided into two sections: the risetime-falltime generator 
and the amplitude clamps. The risetime-falltime generator 



consists of current steering transistors Q14, Q24, Q34 and 
Q44 (see Fig. 4-7), current sources Q58 and Q68, and the tim- 
ing capacitors switched into the circuit by the RISETIME-FALL- 
TIME RANGE switch. The amplitude clamps consist of volt- 
age reference Q88, unity gain and feedback amplifier Q114 
and Q124, open circuit amplitude clamp Q94 and Q104, 
emitter followers Q123, Q13, Q23, amplitude clamp DIO and 
baseline clamp Q24. The pulse shape generator circuit shapes 
a pulse by charging a timing capacitor with constant cur- 
rent, raising the pulse voltage from the baseline clamp volt- 
age to the amplitude clamp voltage, and then discharging 
the capacitor with constant current, returning the pulse volt- 
age to the baseline level. This process forms the voltage 
rise, amplitude, and fall of the pulse. 

Quiescently, Q14 and Q44 are conducting, and Q24 and 
Q34 are off (see the Pulse Shape Generator schematic). A 
fast rising width gate from the width generator raises the 
voltage at the base of Q14 to about -fl2 volts which turns 
off Q14 and turns on Q34. At the same time the voltage at 
the base of Q24 is raised to about -f5 volts, turning on 
Q24 and switching current from Q44 into Q24. Tr CENTER- 
ING adjustment R32 and Tf CENTERING adjustment R42, by 
setting the base voltage of Q34 and Q44, respectively, de- 
termine the voltage levels on the bases of Q14 and Q24 
necessary to cause the transistors to switch. The amount of 
current conducted by Q34 is determined by Tr TIMING ad- 
justment R64, RISETIME MULT CAL adjustment R564 and the 
RISETIME MULT control, R562. The current through Q34 
charges the timing capacitor (switched into the circuit by the 
RISETIME FALLTIME RANGE switch) at a constant rate. The 
charging of the timing capacitor forms the leading edge of 
the pulse shape generator output pulse (at the emitter of 
Q23 on the Output Amplifier schematic). The pulse rises un- 
til DIO (see the Output Amplifier circuit diagram) is forward 
biased and the pulse amplitude is clamped by the ampli- 
tude clamp circuitry. The pulse will remain at this clamped 
amplitude until the width gate falls. 

As the width gate falls, the voltage goes negative at the 
base of Q24 turning it off and turning on Q44. At the same 
time the voltage at the base of Q14 goes negative turning 
on Q14 and causing Q34 to turn off. As Q44 begins con- 
ducting, the timing capacitor starts discharging at a constant 
current rate as determined by Tf TIMING adjustment R54, 
EALLTIME MULT CAL adjustment R554 and the FALLTIME 
MULT control, R552. The pulse at the emitter of Q23 falls 
until it forward biases D22 and is clamped at a predeter- 
mined baseline voltage. The pulse shaper is now in its qui- 
escent state and is ready for another width gate. 

The amplitude of the pulse generator output pulse at 
which DIO becomes forward biased is determined by 
RANGE CAL adjustment R85, AMPLITUDE MULT CAL adjust- 
ment R532 and the AMPLITUDE MULTIPLIER control, R534. 
These controls determine the collector voltage of Q88 which 
is coupled through Q114 and D120, and sets the voltage at 
the cathode of DIO. Q114 and Q124 form a feedback am- 
plifier with a gain of 1. Any increase in current through DIO 
increases current through Q114 and causes Q124 to conduct 
more heavily. The extra current conducted through Q124 
flows through DIO and allows the voltage at the cathode of 
DIO to remain constant. After DIO has been forward biosed, 
the pulse amplitude will remain at 0.6 volts above the volt- 
age set at the collector of Q124. As the voltage continues 
to rise at the base of Q13, Q13 turns off and disconnects 
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Fig. 4-6. Block diagram of the width generator circuit. 
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Fig. 4-7. Block diagram of the pulse shaping circuits. 
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the risetime-falltime generator circuitry from the output 
pulse. With Q13 off, a constant current is conducted through 
DIO which helps create a flat output pulse top. When the 
voltage at the base of Q13 rises more than 1.8 volts above 
the pulse amplitude voltage, D1 22 becomes forward biased, 
protecting Q13 from base-emitter break-down. Q123 pro- 
vides current when D122 is forward biased. 

It should be noted that two factors affect the risetime and 
falltime of an output pulse. One factor is the rate of rise of 
the leading edge of a pulse and the rate of fall of the fall- 
ing edge of a pulse. The rate of rise is controlled by the 
RISETIME FALLTIME RANGE switch and the RISETIME MULT 
control. The rate of fall is controlled by the RISETIME FALL- 
TIME RANGE switch and the FALLTIME MULT control. The 
other factor affecting the risetime and falltime of an output 
pulse is the AMPLITUDE MULTIPLIER control. Since the rate 
of rise and rate of fall of a pulse are constant, for given 
settings of the RISETIME FALLTIME RANGE switch and the 
RISETIME MULT and FALLTIME MULT controls, the actual 
risetime and falltime of the pulse is dependent on the am- 
plitude which the pulse rises to and falls from. For example, 
the risetime of a pulse is equal to a rate of rise of the lead- 
ing edge multiplied by the time it takes the leading edge of 
a pulse to rise from the 10% amplitude point to the 90% 
amplitude point of the pulse. 

As the pulse begins to fall, D122 becomes reversed 
biased, Q13 again begins to conduct and DIO becomes re- 
versed biased. As the voltage falls low enough to forward 
bias D22, the pulse will be clamped to a baseline voltage 
set by BASELINE CLAMP adjustment R25. As the pulse con- 
tinues to fall, Q23 becomes reversed biased, which discon- 
nects the risetime-falltime generator from the pulse genera- 
tor output pulse. When the voltage at the base of Q23 falls 
more than 1.6 volts below the pulse baseline, D72 turns on 
and protects Q23. 

When a pulse has been formed by the Pulse Shaping cir- 
cuits, it is transmitted to the output stage through relays SW 




Fig. 4-8. Relationship between various amplitude and baseline 
clamps and varying time delay between the start of the output pulse 
and the pretrigger. 



28A and SW28B. The amplitude of this pulse is variable 
from approximately +200 mV to +5 V. 

It should be noted that due to the turning on and off of 
Q13, and D122, and Q23 and D72, the pulse appearing at 
the junction of R38 and R4E is approximately 3.4 volts high- 
er in overall amplitude than the pulse applied to the output 
stage (see Fig. 4-8). As shown in Fig. 4-8, this 3.4 volts is dis- 
tributed both above and below the pulse applied to the 
output stage. The effect of this amplitude difference is that 
when D22 reverse biases and the pulse begins to rise at the 
beginning of the output stage, it has already risen 1.6 
volts above the quiescent voltage at the junction of R38 and 
R48 and is already on a linear portion of the rising ramp. 
This method of starting pulses ensures few aberrations and 
a more linear pulse rise (see linearity specifications Section 
1). When the pulse applied to the output stage reaches its 
maximum amplitude and forward biases DIO, the rising 
ramp continues rising 1.8 volts higher at the junction of R38 
and R48. This continuation of the pulse rise causes a sharp- 
er cutoff of the rising ramp when DIO forward biases, and 
therefore minimizes the front corner aberrations of the out- 
put pulse. The same reasoning applies to the falling edge 
of the pulse. 

Also from the above discussion, there is a varying time 
delay between the start of the pulse at the R38-R48 junction 
and the start of the pulse applied to the output stage (which 
is also the pulse appearing at the PULSE OUTPUT connec- 
tor). The delay is varying because it is dependent on the 
rise rate of the pulse. The pulse rise will always have to 
travel 1.6 volts from the quiescent voltage at the R38-R48 
junction before a pulse is seen at the output connector. The 
time required for the rise of the pulse to travel the 1.6 volts 
depends on the rate of rise of the pulse. 

Output Stage 

General. When the shaped pulse has been generated by 
the pulse shape generator circuit, it is applied to the output 
stage. The output stage consists of the inverter, the output 
amplifier, the offset current generator and the attenuators. 

The output stage operates in a current mode, generating 
a current pulse and DC offset current to be applied to a 50 
O load. The output amplifier current amplifies the shaped 
pulse to as high as 200 mA. The offset current generator 
supplies from — 75 mA to +330 mA of offset current to the 
output, which offsets the output pulse from — 5 volts to + 5 
volts in both polarities. 

All the internal circuitry of the Type R116 is referenced to 
signal ground and the output pulse is referenced to chassis 
ground (see Fig. 4-9). The variable power supply is the cir- 
cuit which controls the referencing of an internal pulse to 
the outside world. Understanding the inter-relationship of 
the output stage to the variable supply is basic to under- 
standing how the Type R116 generates an output pulse. The 
variable supply controls the voltage separation between 
signal ground (common) and chassis ground and varies this 
voltage from 0 to +18 volts. Both the variable supply and 
the offset current generator are controlled by the DC OFFSET 
control and the POLARITY switch. 

The existence of a variable voltage separation between 
the internal circuitry common (signal ground) and the chassis 
ground performs two functions. It allows pulse polarity 





Circuit Description — Type R116 (SN 1084-up) 




Fig. 4-9. Block diagram of the relationship of the variable supply to the output stage and the flootlng power supply. 



switching with no change in the DC level of the output pulse 
baseline (discussed later in the section on the output ampli- 
fier) and it maintains a consistent DC output pulse shape in 
both polarities and for all levels of DC offset. 

A consistent output pulse shape is obtained by maintain- 
ing a constant Vcb on output transistors Q84, Q94 and 
Q104 for all values of DC offset (see Fig. 4-9). The base 
voltage of each output transistor is held at signal ground, 
while the collector voltage is determined by the voltage lev- 
el of the output pulse. For a positive-going pulse with 0 DC 
offset, the variable supply voltage is 15 volts, causing a 15 
volt separation between signal ground and chassis ground. 
The Vcb of the output transistors with no pulse generated 
(quiescently) is, therefore, 15 volts. When an output pulse is 
generated, the collector voltage of the output transistors in- 
creases and their Vcb decreases. For a 10 volts pulse, Vcb 
is 5 volts. If the DC offset of the output pulse is increased to 
-F5 volts, the variable supply voltage is also increased 
by -F5 volts, causing a 20 volt separation between signal 
ground and chassis ground. The Vcb of the output transis- 
tors is thus held at 15 volts quiescently. In the case of nega- 
tive DC offset, Vcb is still held at 15 volts quiescently, how- 
ever, it is done by reducing the variable supply voltage 
rather than increasing it. Since the Vcb of the output tran- 
sistors is held at 15 volts quiescently, for all values of DC 
offset, the Vcb vs. pulse amplitude is constant for all values 
of DC offset. This constant Vcb to pulse amplitude relation- 
ship ensures a consistent pulse shape over the range of the 
DC OFFSET control. The same process of providing con- 
stant Vcb vs. pulse amplitude occurs for negative-going 



pulses as well, except that the quiescent Vcb is 5 volts and 
may increase to as high as 15 volts when a pulse is 
generated. 

Inverter. The inverter circuit receives the positive-going 
shaped pulse from the pulse shape generator circuit and in- 
verts it, while maintaining the original pulse amplitude. This 
circuit consists of inverting amplifier Q44 (see the Output 
Amplifier schematic), amplitude and DC level setting circuit 
033 and 034, and output emitter follower Q43. 

When the POLARITY switch is set to -, the positive-going 
shaped pulse -from the pulse shape generator is applied 
through SW28 to the base of Q44. Q44 inverts the pulse and 
applies it through output emitter follower Q43 to the output 
amplifier. The gain of the inverter circuit is adjusted to —1 
by varying the degenerative gain of Q34 through —AMPLI- 
TUDE adjustment R42. Q33 raises the level of the inverted 
pulse by 10 volts so that the pulse applied to the output 
amplifier varies within the same DC voltage envelope re- 
gardless of the polarity of the pulse. DC LEVEL adjust- 
ment R34 controls the output level of the inverted pulse. 

Output Amplifier. The output amplifier consists of input 
transistor Q53, three parallel connected emitter followers 
Q54, Q64 and Q74, and three parallel connected common 
base amplifiers Q84, Q94 and Q104. 

The positive- or negative-going shaped pulse from SW27 
is applied to emitter follower Q53. -F PULSE OVERSHOOT 
adjustment C50 regulates the front corner of the pulse and 
is adjusted for the squarest possible corner. C82 regulates 
the tilt of the pulse top. Transistors Q54, Q64, and Q74 ap- 
ply the pulse to the emitters of Q84, Q94, and Q104. Each 
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Fig. 4-10. Block diagram of the output amplifier and the offset current generator showing the DC currents and the pulse currents due to dif- 
ferent conditions of the POLARITY switch and the DC OFFSET control. 
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Fig. 4-1 1 . Block diagram of the offset current generator. 



emitter-follower, common-base amplifier combination cur- 
rent amplifies the pulse by an amount equal to the load 
impedance -l- 75Q, or by 2/3. The total current gain of the 
output amplifier into a 50 n load is therefore 2. As men- 
tioned in the preceding section, the Vcb vs. pulse ampli- 
tude of the common base amplifiers is the same over all DC 
levels of operation of the instrument. 

When the POLARITY switch is in the -h position, the output 
amplifier is conducting about 30 mA of quiescent current 
from the offset current generator. When a positive-going 
pulse is applied to emitter followers, the circuit conducts as 



much as 230 mA in order to get a 200 mA (10 V) output 
pulse. If a negative-going pulse were applied to the circuit 
while it was quiescently conducting only 15 mA, the output 
transistors would turn off. To get a negative going pulse, 
200 mA of additional offset current is switched into the out- 
put amplifier when the POLARITY switch is switched to the 
— position. As a result, the total quiescent current conduc- 
ted by the output amplifier is about 230 mA and a negative- 
going pulse applied to the emitter followers may reduce the 
current conducted by the output stage by os much os 200 
mA (10 V negative-going pulse). The baseline of the nega- 
tive-going pulse is held at the some DC level os that of the 
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positive-going pulse by reducing the separation between 
signal ground and chassis ground. The separation is re- 
duced by lOV when the POLARITY switch is switched to the 
— position (see the preceding discussion of the output stage 
under General). 

Offset Current Generator. The offset current generator 
(see the Attenuator and Offset Current Gen circuit diagram) 
produces DC current varying from — 75 mA to -(-330 mA, 
part of which provides quiescent operating levels for the 
output amplifier and part of which provides variability of 
the DC offset level of the output pulse. This circuit consists of 
variable voltage reference circuit Q38 (see Fig. 4-11), unity 
gain feedback amplifier 064 and 074, open circuit offset 
clamp 044 and 054, variable current generator 0444, and 
constant current generator 0464 and 0474. 

The offset current generator consists of a constant current 
generator which supplies constant DC current and a vari- 
able current generator which regulates the flow of this con- 
stant current into, and in some cases, out of, the output am- 
plifier and output load (see Fig. 4-10). The constant current 
generator supplies two different amounts of constant current: 
150mA with the POLARITY switch set to -(- and an addition- 
al 200 mA with the switch set to — . + OFFSET ZERO adjust- 
ment R466 sets the constant current through 0464 with the 
POLARITY switch set to + and — OFFSET ZERO adjustment 
R476 in conjunction with R466 sets the current of the constant 
current generator when the POLARITY switch is in the — po- 
sition. 0474 provides feedback control of the current con- 
ducted by 0464 by regulating the base voltage of 0464 in 
opposition to changes in its emitter current. 

The amount of current conducted by 0444, the variable 
current generator, is determined by the voltage level at its 
base. The base voltage of 0444 is set by the collector volt- 
age of 038 which is coupled through 064 and D70. The DC 
OFFSET control, R542, and DC OFFSET CAL adjustment R544 
control the collector voltage of 038 by varying its collector 
series resistance. OFFSET RANGE adjustment R32 determines 
the range of the DC OFFSET control. 

Transistors 064 and 074 form a feedback amplifier with 
a gain of 1, which helps keep the voltage constant at the 
base of 0444. When the POLARITY switch is in the — posi- 
tion, D430 is switched into the circuit, causing additional 
current to flow through R432. 074 compensates for this in- 
creasing current to hold the current through R74 and thus the 
base voltage of 0444 essentially constant. 

The purpose of the open circuit offset clamp, 044 and 
054, is to hold the DC offset voltage to 0 volts in remote 
operation when the offset analog line is open. When the 
offset analog program line is open, the voltage at the emit- 
ter of 044 tends to go rapidly in the positive direction. This 
rapid transition causes transistor 044 to turn on, causing 
054 to saturate and clamp the voltage at the base of 0444 
at a value as set by PROGRAM CLAMP adjustment R54. R54 
is adjusted so that the offset voltage of the output pulse is 
approximately 0 volts when the offset analog line is open. 

The inductors at the output of the offset current generator 
circuit isolate the output amplifier from the collector capac- 
itance of the current generator transistors, permitting the out- 
put stage to switch rapidly. 

DC Offset, Positive-Going Pulse. See Fig. 4-10 while 
reading the following. For a positive-going pulse with 



0 DC offset, the constant current generator conducts 150 mA, 
120 mA of which is conducted by the variable current gen- 
eator and the remaining 30 mA is conducted by the output 
amplifier as quiescent current. No offset current is conducted 
by the 50 n output load; therefore, there is 0 DC offset. For 
-F offset, the variable current source conducts as much as 
220 mA, thus drawing as much as 100mA from the output 
load. 100 mA through the output load produces -F5V DC 
offset. For a — offset positive-going pulse, as little as 20 mA 
of current may be conducted by the variable current gener- 
ator and up to 100 mA may be drawn by the output load. 
A — 100mA current through the output load produces a 
— 5 V DC offset. In all preceding cases the output amplifier 
conducts approximately 30 mA of quiescent current. 

DC Offset, Negative-Going Pulse. The output ampli- 
fier requires about 230 mA of quiescent current to transmit a 
negative-going pulse, as explained in the description of the 
output amplifier circuit. The additional 200 mA of quiescent 
current is supplied by the constant current generator which 
conducts about 350 mA when the POLARITY switch is set to 
— . For 0 DC offset, about 120 mA is conducted by the vari- 
able current source and 230 mA is conducted by the output 
amplifier. No offset current is conducted by the output load, 
producing 0 DC offset . For a -F offset, negative-going pulse, 
as much as 220 mA may be conducted by the variable cur- 
rent generator and up to 100 mA may be drawn from the 
output load producing up to -F5V DC offset. For — DC 
offset as little as 20 mA may be conducted by the variable 
current generator and as much as 100 mA may be drawn by 
the output load. —100 mA of DC offset current produces a 
— 5 V DC offset. In all levels of DC offset the quiescent cur- 
rent of the output amplifier is 230 mA. 

Attenuators. When the final pulse (with offset) has been 
generated it may pass through an attenuator before ap- 
pearing at the PULSE OUTPUT connector. The AMPLITUDE 
RANGE switch transmits the pulse straight through to the 
PULSE OUTPUT connector when the switch is in the 1 posi- 
tion. When the switch is in either the .5 V or .2 V positions, 
the pulse goes through either a 2 or a 5 attenuator, re- 
spectively, before it appears at the PULSE OUTPUT connec- 
tor. It should be noted that these attenuators attenuate the 
pulse offset as well as the pulse amplitude. 

Power Supply 

General. The Type R116 can be operated either from a 
115 V or a 230 V line voltage source. The power supply (see 
Fig. 4-12) consists of a single transformer which has three 
secondaries and produces 5 regulated voltages: +25 V, 
+ 12.5 V, +7V, —27 V and — 6 V. As discussed in the de- 
scription of the output stage, the power supply is floating in 
the sense that all the voltages produced are referenced to 
signal ground which moves up and down with respect to 
chassis ground. Also included in the power supply is the 
variable supply and the relay power supply. The variable 
supply is referenced to chassis ground and provides vari- 
able separation between signal ground (the internal circuit- 
ry common reference) and chassis ground. The relay supply 
is also referenced to chassis ground and provides power 
for operation of the relays within the instrument. 

Input Circuit. When the POWER switch is set to ON, line 
current flows from the input, J401 (see the Power Supply 
schematic), through fuses F403 and F404, line filter FL401, 



4-16 




Circuit Description — Type R116 (SN 1084-up) 



thermal cutout TK402, POWER switch SW401, fuses F401 
and F402, the 115 V — 230 V selector switch, and into the 
primary windings of power transformer T401. The 115 V — 
230 V selector switch allows operation of the instrument 
from either 115 V or 230 V line voltage sources. For 115 V 
operation the switch connects the two primaries in parallel 
and for 230 V operation connects them in series. For 230 V 
operation F420 is disconnected and only F401 is used. The 
fan and power indicator light B403 are connected between 
terminals 1 and 3 of the transformer primary. 

-1-25 Volt Supply. The -|-25V supply consists of diode 
bridge D405A, B, C and D, filter capacitor C405, comparator 
circuit Q6 and Q16, emitter follower Q23 and series regulator 
Q407. Nine-volt zener diode D2 sets the base voltage of 
comparator transistor Q6 while the quiescent voltage at 
the base of Q16 is set by -f 25 VOLTS adjustment R14. Any 
variation in the -f 25 V supply is compared by Q6 and Q16. 
The resulting rise or fall in voltage across Q6 is transmitted 
by Q23 to the base of series regulator Q407. Any change 
in voltage of the ~F25V supply will be opposed by a 
change in current through the series regulator. 

-|-7 Volt Supply. Zener diode D30 sets the voltage at 
the base of Q33 at about 7.5 volts and holds its emitter 
at about 6.9 volts. The current through R36 is relatively con- 
stant. Any change in supply voltage will change the base 
emitter voltage of Q33 and more or less current will be con- 
ducted to the -f 7 volt supply as needed. 

— 27 Volt Supply. The —27 volt supply consists of 
diode bridge D420A, B, C and D, filter capacitor C420, com- 
parator Q66 and Q76, emitter follower Q83, and series 
regulator Q427. The circuit regulates the —27 volt supply 
in essentially the same manner as the 4-25 volt supply cir- 
cuit operates. 

— 6 Volt Supply. The —6 volt supply consists of com- 
parator Q46 and Q56, emitter follower Q53 and series regu- 
lator Q417. The base of Q46 is held at signal ground by 
resistive divider R42 and R44 and the voltage at the base of 
Q56 is also held at signal ground by divider R56 and R57. 
Any variation in the — 6 volt supply is compared by Q46 
and Q56 and transmitted by Q53 to the base of series regu- 
lator Q417. Any change in the voltage of the —6 volt sup- 
ply will be opposed by a change in current through the 
series regulator. 

Relay Power Supply. The relay power supply produces 
a regulated 4-9.5 volt supply voltage which is referenced to 
chassis ground. The supply consists of diode bridge recti- 
fier D410A, B, C and D, filter capacitor C410, zener refer- 
ence diode D413, and emitter followers Q413 and Q423. 
The negative lead of the supply is connected to chassis 
ground. The reference voltage for Q423 is set by zener di- 
ode D413 and transistor Q413. Any change in the supply 
load will change the bias of Q423 and cause more or less 
collector current to flow as needed. The supply voltage is 
thus held at approximately 4-9.5 volts. The sole use of the 



relay power supply is to energize coils for actuating the re- 
lay contacts in the circuitry. 

Chassis ground is used as a reference voltage so that 
contact closures can be actuated conveniently in remote op- 
eration by connecting a remote program line to chassis 
ground. 

Variable Supply. As has been stated previously, the vari- 
able supply provides a means of varying the voltage sepa- 
ration between signal ground and chassis ground. This sep- 
aration will vary from approximately 0 volt to 4-18 volts 
with respect to chassis ground: -f 8 to 4-18 volts in 4- po- 
larity and 0 to 4-10 volts in — polarity. When the DC OFF- 
SET control is set for 0 offset, the output voltage of the vari- 
able supply is about 4-13.5 volts in -(- polarity and 4-5 volts 
in — polarity. 

The variable supply consists of comparator circuit Q96 
and 0106, emitter follower Q103, and series regulators 
0113 and 0437. Control current from the offset current gen- 
erator, which is determined by the DC OFFSET control, is 
conducted through pin J of J9 and R92 to the base of Q96. 
Through the operation of Q96 and 0106 as a comparator, 
variations in current at the base of Q96 are transformed in- 
to voltage variations at the base of 0103, which when cou- 
pled through to its emitter, sets the voltage at the bases of 
series regulators 0113 and Q437. As this voltage moves up 
or down with respect to chassis ground, as determined by 
the DC OFFSET control. Oil 3 and Q437 will turn on and off, 
one or the other always being on. They are never both on 
except at approximately the 0 DC offset level when cross- 
over occurs. D103 and D108 help keep both Oil 3 and 
Q437 conducting slightly at this cross-over point. 

As the voltage at the bases of the series regulators rises 
above the cross-over level (chassis ground), Q437 turns off 
and Q113 turns on. Any rise in voltage at the base of Q113, 
while it is on, causes an increase in conduction of the tran- 
sistor and a decrease in voltage separation between signal 
ground and chassis ground i.e., between the collector and 
the emitter of Q113. As the voltage moves in a negative di- 
rection at the bases of the series regulators and passes 
through the cross-over level, Q113 turns off and Q437 turns 
on. Any additional downward movement of voltage at the 
base of Q437 while it is on causes an increase in conduc- 
tion of the transistor and a decrease in voltage separation 
between chassis ground and the —27 volts supply. The —27 
volt regulator circuitry provides a constant voltage separa- 
tion of 27 volts between the —27 volts supply and signal 
ground. Any decrease in voltage separation between chas- 
sis ground and the —27 volts supply, therefore, causes an 
increase in voltage separation between signal ground and 
chassis ground. Considering chassis ground as reference, 
the action of the series regulators move signal ground and 
the — 27 volt supply up and down with respect to chassis 
ground while 27 volts separation between signal ground 
and the — 27 volt supply is maintained by the — 27 volt 
supply. 
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Line 
Input 
(94.5- 
137.5 V, 
18% to 
275 V, 
AC, RMS) 




Fig. 4-12. Block Diagram of power supply. 
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SECTION 5 
MAINTENANCE 



Type R116 (SN 1084-up) 



Change information, if any, affecting this section will be found at the 
rear of the manual. 



Introduction 

This section of the manual provides information for use 
in preventive maintenance, troubleshooting and corrective 
maintenance of the Type R116. 

PREVENTIVE MAINTENANCE 

General 

Preventive maintenance consists of cleaning, visual inspec- 
tion, lubrication, etc. Preventive maintenance performed on 
a regular basis will improve the reliability of this instrument. 
The severity of the environment to which the Type R1J6 is 
subjected determines the frequency of maintenance. 

Dust Cover Removal 

The top and bottom dust covers of the Type R116 can be 
easily removed for access to the internal circuitry. The 
covers are fastened to the frame with small slothead fas- 
teners that can be released by turning each fastener 'A turn 
counterclockwise with a small coin. For normal operation, 
the covers should be left on the instrument to keep out dust 
and to correctly distribute the flow of air. 

Cleaning 

The Type R116 should be cleaned as often as operating 
conditions require. Accumulation of dirt in the instrument 
can cause overheating and component breakdown. Dirt on 
components acts as an insulating blanket and prevents effi- 
cient heat dissipation. It can also provide an electrical con- 
duction path. 

Air Filter. The air filter should be visually checked every 
few weeks and cleaned or replaced if dirty. More frequent 
inspections are required under severe operating conditions. 
If the filter is to be replaced, order new air filters from your 
local Tektronix Field Office or representative. The following 
procedure is suggested for cleaning the filter: 

1. Remove the filter by pulling it out of the retaining 
frame on the rear panel. Be careful not to drop any of the 
accumulated dirt into the instrument. 

2. Flush the loose dirt from the filter with a stream of hot 
water. 

3. Place the filter in a solution of mild detergent and hot 
water and let it soak for several minutes. 

4. Squeeze the filter to wash out any dirt which remains. 

5. Rinse the filter in clear water and allow it to dry. 



6. Re-install the filter in the retaining frame. 

Exterior. Loose dust accumulated on the outside of the 
Type R116 can be removed with a soft cloth or small paint 
brush. The paint brush is particularly useful for dislodging 
dirt on and around the front-panel controls. Dirt which re- 
mains can be removed with a soft cloth dampened in a 
mild detergent and water solution. Abrasive cleaners should 
not be used. 

Interior. Dust in the interior of the instrument should be 
removed occasionally to prevent electrical conductivity un- 
der high-humidity conditions. The best way to clean the in- 
terior is to blow out the accumulated dust with dry, low- 
velocity air. Remove any dirt which remains with a soft 
paint brush or a cloth dampened with a mild detergent and 
water solution. A cotton-tipped applicator is useful for 
cleaning in narrow spaces or for cleaning ceramic terminal 
strips and circuit boards. 

CAUTION 

Avoid the use of chemical cleaning agents which 

might damage the plastics used in this instrument. 

Avoid chemicals which contain benzene, toluene, 

zylene, acetone or similar solvents. 

Lubrication 

General. The reliability of potentiometers, rotary switches, 
and other moving parts can be maintained if they are 
kept properly lubricated. Use a cleaning-type lubricant 
(such as Tektronix Part No. 006-0218-00) on shaft bushings 
and switch contacts. Lubricate switch detents with a heavier 
grease (such as Tektronix Part No. 006-0219-00). Potentio- 
meters that are not sealed should be lubricated with a lu- 
bricant which will not affect electrical characteristics (such 
as Tektronix Part No. 006-0220-00). Do not use excessive lu- 
brication. A lubrication kit containing the necessary lubri- 
cants and instructions is available from Tektronix, Inc. Order 
Tektronix Part No. 003-0342-00. 

Fan Oiling. During periodic servicing, the fan motor 
should be lubricated with a few drops of light machine oil 
(Anderol L826 available from Lehigh Company or Rotron 
Distributors is recommended.) An industrial hypodermic sy- 
ringe and needle Is used to Insert the oil through the rubber 
seal, as shown in Fig. 5-1. With the needle held at a 45° 
angle, pierce the rubber seal, then insert the needle about 
'4 inch and depress the syringe plunger far enough to inject 
3 or 4 drops of oil into the bearing. If a syringe and needle 
cannot be obtained locally, they may be ordered from Tek- 
tronix (Tektronix Part Number 003-0282-00 for the syringe; 
003-0285-00 for the needle). 
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Fig. 5-1. Oiling the fan motor with a hypodermic. 

Visual Inspection 

The Type R116 should be inspected occasionally for such 
defects as broken connections, loose pin connections, bro- 
ken or damaged ceramic strips, improperly seated transis- 
tors, damaged circuit boards and heat-damaged parts. 

The corrective procedures for most visible defects is ob- 
vious; however, particular care must be taken if heat-dam- 
aged components are found. Overheating usually indicates 
other trouble in the instrument; therefore, it is important that 
the cause of overheating be corrected to prevent recurrence 
of the damage. 

Transistor Checks 

Periodic checks of the transistors in the Type R116 are not 
recommended. The best check of a transistor's performance 
is its actual operation in the instrument. More details on 
checking transistor operation are given under Trouble- 
shooting. 

Recalibration 

To ensure accurate measurements, check the calibration of 
this instrument after each 1000 hours of operation or, if used 
infrequently, every 6 months. In addition, replacement of 
components may necessitate recalibration of the affected 
circuits. Complete calibration instructions are given in the 
Performance Check/Calibration section. This procedure may 
also be helpful in localizing certain troubles in the instru- 
ment. In some cases, minor troubles may be revealed and/or 
corrected by recalibration. 



TROUBLESHOOTING 

Introduction 

The following information is provided for use with the 
other sections of this manual to facilitate troubleshooting 
of the Type R116. An understanding of the operation of the 
Type R116 circuitry is also helpful for locating troubles. See 
the Circuit Description section for complete information. 



Troubleshooting Aids 

Diagrams. A complete set of circuit diagrams is given on 
fold-out pages in Section 9. The circuit number and electri- 
cal value of each component in this instrument is shown on 
the appropriate diagram. The sequence of diagrams is the 
same as that of the circuit cards in the instrument; the 
circuitry of each circuit card is on a separate diagram. 
Chassis-mounted components are shown on the related card 
diagrams. 

Circuit Card Illustrations. Pictures of all the circuit cards 
are located at the end of this section. On these pictures, 
each electrical component on the card is identified by its 
circuit number. These pictures, when used along with the cir- 
cuit diagrams, will aid in physically locating circuit card 
mounted components. 

Parts List. Section 8 of this manual contains the electrical 
parts list for the entire instrument. This list is divided into 
the separate circuit boards and one list of chassis-mounted 
components. These separate lists are arranged according to 
circuit number. It should be noted that one circuit number 
may be found on more than one circuit card. For example, 
the circuit number R1 is found on almost all the circuit cards. 
Due to this duplication of circuit numbers, it is important 
when referring to a circuit number to always designate the 
circuit card it is located on. 

Serial Numbers. Due to various modifications made on 
the Type R116 since its first production, it is necessary to 
note the serial number of the instrument which this manual 
is being used to maintain or calibrate. Each circuit card 
within this instrument may have more than one circuit con- 
figuration, each of which is compatible with only certain 
chassis. The compatibility of a particular circuit configura- 
tion with a chassis serial number range is denoted by a se- 
ries letter. For example: the Series B Period Generator 
circuit card is compatible with those chassis with serial num- 
bers from 1084 through 1359, and the Series Q Period Gen- 
erator circuit card is compatible with those chassis with 
serial numbers from 1360 and up. Each Series may have 
various Model numbers, indicating that minor changes have 
been made in the circuitry. All cards with the same series 
letter, regardless of the model number, are electrically inter- 
changeable in the Type R116. Table 5-1 gives chassis serial 
numbers and the circuit card series letter which are compa- 
tible with them. 

Wiring Color Code. All insulated wire in the Type R116 
is color coded for convenience in circuit tracing. Signal 
carrying leads are identified with one or two colored stripes. 
Voltage supply leads are identified with three stripes to indi- 
cate the approximate voltage using the EIA resistor color 
code, as given in Table 5-2. A white background color 
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TABLE 5-1 

CIRCUIT CARD SERIES LETTERS AND 
THEIR ASSOCIATED CHASSIS SERIAL NUMBERS 





Chassis Serial Number 




Series Letter 


Circuit Card 


1084-1207 


1208-1359 


1 360-up 


Function Program :^2 


K 


K 


K 


Period Generator 


B 


B 


Q 


Delay Generator 


C 


O 


O 


Function Program :^1 




L 


L 


Width Generator 


E ! 


P 


R 


Pulse Shape Generator 


F 


F 


F 


Output Amplifier 


M 


M 


M 


Attenuator & Offset 
Current Generator 


N 


N 


N 


Power Supply 


1 


1 


1 



TABLE 5-2 

POWER-SUPPLY LEADS 



Supply 


Back- 

ground 

Color 


1st Stripe 
( widest) 


2nd 

Stripe 


3rd Stripe 
( narrowest) 


Bus-Wire 

Terminals 

(J1-J9) 


Signal 

ground 


White 


Black 


none 


none 


1 and A 


-27-volt 


Tan 


Red 


Black 


Black 


2 and B 


— 6-volt 


Tan 


Black 


Blue 


Black 


3 and C 


+7-volt 


White 


Black 


Violet 


none 


26 and DD* 


-(- 25-volt 


White 


Red 


Black 


Black 


4 and D 


Chassis 

ground 


White 


none 


none 


none 


28 and FF 



*Nof connected to J6. 



indicates a positive voltage and a tan background indicates 
a negative voltage. All voltages except the relay-power 
supply are referenced to signal ground. The relay-power 
supply is referenced to chassis ground. Ail voltage supplies 
are connected to the plug-in cards through bus wires located 
on the bottom of the instrument. 

Resistor Color Code. In addition to the brown composi- 
tion resistors, some metal-film resistors (identifiable by their 
gray body color) and some wire-wound resistors (usually 
light blue or gray-green) are used in the Type R116. The re- 
sistance value of a wire-wound resistor is printed on the 
body of the component. The resistance value of a compo- 
sition resistor or metal-film resistor is color-coded on the 
component with EIA color-code (some metal-film resistors 
may have the value printed on the body). The color-code 
Is read starting with the stripe nearest the end of the resistor. 
Composition resistors have four stripes which consist of two 
significant figures, a multiplier and a tolerance value (see 
Fig. 5-2). Metal-film resistors have five stripes consisting of 
three significant figures, a multiplier and a tolerance value. 

Capacitor Marking. The capacitance value of a common 
disc capacitor or small electrolytic is marked in microfar- 



ads on the side of the component body. The white ceramic 
capacitors used in the Type R116 are color coded in pico- 
farads using a modified EIA code (see Fig. 5-2). 

Diode Color Code. The cathode end of each glass en- 
cased diode is indicated by a stripe, a series of stripes or a 
dot. For most silicon or germanium diodes with a series of 
stripes, the color-code identifies the Tektronix Part Number 
using the resistor color-code system (e.g., a diode color-coded 
blue or pink-brown-gray-green indicates Tektronix Part Num- 
ber 152-0185-00). The cathode and anode ends of metal-en- 
cased diodes can be identified by the diode symbol mark- 
ed on the body. 

Transistor Lead Configuration. Fig. 5-3 shows the lead 
configurations of the transistors used In this instrument. This 
view is as seen from the bottom of the transistor. 



Troubleshooting Equipment 

The following equipment is useful for troubleshooting the 
Type R116. 
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Composition Resistors 



Metal-Film Resistors: 



Ceramic Capacitors: 




Resistor and Capacitor Color Code 



Q0 and 0 — 1st, 2nd and 3rd significant figures; 
— multiplier; —tolerance; 

-"temperature coefficient. 



Color 


Signifi- 

cant 

Figures 


Multiplier 


Tolerance 


Resis- 

tors 


Capaci- 

tors 


Resis- 

tors 


Capaci- 

tors 


Silver 




10-^ 




±10% 




Gold 




10-^ 




±5% 


— 


Black 


0 


1 


1 


— 


±20% or 
2pF* 


Brown 


1 


10 


10 


±1% 


±1 % or 
0.1 pF* 


Red 


2 


10^ 


10^ 


±2% 


±2% 


Orange 


3 


10^ 


10“ 


±3% 


±3% 


Yellow 


4 


10" 


10" 


±4% 


+ 100% 
-0% 


Green 


5 


lO'" 


10“ 


±0.5% 


±5% or 
0.5 pF* 


Blue 


6 


10“ 


10“ 






Violet 


7 










Gray 


8 




10-“ 




+80% 
-20% 
or 0.25 pF+ 


White 


9 


— 


10-" 


— 


±10% or 

1 pF* 


(none) 


— 


- - * 




±20% 


±10% or 
1 pF* 



*For capacitance of 10 pF or less. 



NOTE: 0 ond/ or coior code for capacitors depends upon 

morurfocturer ond copacitor type. Moy not be present in some coses. 



Fig. 5-2. Color-code for resistors ond ceramic capacitors. 



1. Transistor Tester — Some means of testing the semicon- 
ductors used in the instrument is helpful. A transistor-curve 
tracer such as the Tektronix Type 575 or 576 will give the 
most complete information. 

2. DC Voltmeter and Ohmmeter — A voltmeter for checking 
voltages within the circuit and an ohmmeter for checking 
resistors and diodes are required. A VTVM with 10 megohm 
input impedance and 0 to 50 volts range, and an ohmmeter 
with 0 to 20 megohm range are suggested. A 20,000 ohm/ 
volt VOM can be used to check voltages, if allowances 
are made for the circuit loading of a VOM at high-imped- 
ance points. 

3. Test Oscilloscope — A test oscilloscope is required to 
view waveforms at different points in the circuit. An oscillo- 
scope with DC to 20 MHz frequency response and 100 milli- 
volts to 10 volts/division vertical deflection factor is suggest- 
ed. A lOX probe should be used to reduce circuit loading. 

Troubleshooting Techniques 

This troubleshooting procedure is arranged in an order 
which checks the simple trouble possibilities before proceed- 
ing with extensive troubleshooting. The first few checks en- 
sure proper connection, operation and calibration. If the 
trouble is not located by these checks, the remaining steps 



aid in locating the defective component. When the de- 
fective component is located, it should be replaced fol- 
lowing the replacement procedure given under Corrective 
Maintenance. 

1. Check Control Settings. Incorrect control settings can 
indicate a trouble that does not exist. If the instrument is 
being operated remotely, check that the remote program- 
ming information applied to the rear panel connector is 
correct. A convenient method of checking remote operation 
is by resetting the front-panel controls for front-panel opera- 
tion and checking if the malfunction still exists. If there is 
any question about the correct function or operation of any 
control, see the Operating Instructions section of this manual. 

2. Check Associated Equipment. Before proceeding 
with the troubleshooting of the Type R116, check that the 
equipment used with this instrument is operating correctly. 
Check that the signals are properly connected and that the 
interconnecting cables are not defective. Also, check the 
power source. 

3. Check Instrument Calibration. Check the calibration 
of this instrument or of the affected circuit if the trouble is 
known to exist in one particular circuit. The apparent trou- 
ble may be only a result of misadjustment and may be cor- 
rected by calibration. Complete calibration instructions are 
given in the Performance Check and Calibration section of 
this manual. 
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Connect Type R116 to correct .. . 

power source and set POWER POWER light does 

switch to ON. Allow several min- not come on ^ 
utes warmup. 



Check fuses, power switch , power 
source, power transformer, power 
light bulb, thermal cutout and 
line cord. 



POWER I light on 

Check power supply test points as 
described in step 1 and 2 of Sec- 
tion 6, Performance Check and 
Calibration Procedure. 



Attach oscilloscope 10X probe to 
test point A (see Fig. 5-6) and 
check for a negative-going period 
trigger. 



Attach oscilloscope 10X probe to 
test point B (see Fig. 5-6) and 
check for positive-going width 
gate. 



Attach oscilloscope 10X probe to 
base of Q53 on Output Amplifier 
circuit board and check for posi- 
tive-going shaped pulse. 



Connect Type R116 PULSE OUT 
PUT to oscilloscope through co- 
axial cable terminated with 50 ^2. 
Check for output pulse. 



Turn Type R116 DC OFFSET 
control throughout its range for 
both positions of POLARITY 
switch. 



I ncorrect 



I Measure power line voltage and I 
check that 115 V-230 V switch j 
on rear panel is set to correct volt- 
age. 



Set switch to correct volt-1 
age and recheck affected 
power supplies. 



No p 
poorly shaped 
pulse 



External y Triggering 

Connect a from -^2 V to -^20 V 
trigger signal to the Type R116 
connector and set TRIGGER 
SOURCE switch to EXTERNAL 
or MANUAL. Check for output 
pulse with same period as external 
trigger. 




No pulse or 
poorly shaped 
pulse 



Remove offset current from out- 
put by disconnecting wire at- 
tached to pin mounted on cera- 
I mic strip on top rear chassis. | 



Pulse shape varies 
with movement of 

DC OFFSET control. 



The preceding checks concerned only those circuits which affect 
the generation of an internally triggered, undelayed output 
(C) pulse. If the instrument malfunction is in another mode of oper- 
ation or in external triggering one or more of the following 
checks should be made. 



Attach oscilloscope 10X probe to 
test point C (see Fig. 5-6) and 
check for negative-going delay 
trigger. 



No output pulse 



y 




— 

Check external trig- 
ger amplifier. 



Connect from +2 V to +20 V 
positive-going gate signal to the 
GATE IN connector and set PE- 
RIOD RANGE switch to 100 ns. 
Attach oscilloscope 10X probe to 
test point A (see Fig. 4-6) and 
check for groups of negative-going 
triggers. 



Check delay generator 



Disconnect trigger signal from + output pulse 

TRIGGER INPUT connector and 

press TRIG button. Check for sin- 
gle output pulse. 



If this chart has not yielded the 
circuit problem, proceed with 
Troubleshooting Techniques 5 
through 9. 
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4. Pinpoint Malfunctioning Circuits. To pinpoint the 
source of a malfunction in instrument operation, the trouble 
symptom will often indicate the identity of the faulty circuit(s). 
For example, if a proper output pulse appears in the unde- 
layed pulse mode but not in the delayed pulse mode, the 
fault is probably in the delay generator. 

If the trouble symptom does not indicate which circuit(s) 
is causing the problems, as would be the case if no pulse 
appeared at the output connector in any mode, a more sys- 
tematic troubleshooting procedure is necessary. Fig. 5-4 
provides a general guide for pinpointing circuits and the 
troubles within them which are causing instrument mal- 
functions. 

The chart first covers the circuits which affect the genera- 
tion of an internally-triggered undelayed pulse: the power 
supply, the internal pulse and trigger generators and the 
output stage. A further extension of the chart provides a 
troubleshooting method for determining trouble spots when 
the problem lies in obtaining pulses in different modes of 
operation or in obtaining proper external triggering. 

The following preliminary procedure ensures that the in- 
strument malfunction is not caused by improper control set- 
tings, remote programming or remote program logic, and 
helps determine where to begin on the troubleshooting 
chart: 

A. Set the Type R116 controls for front-panel operation 
and to the settings given at the beginning of the First Time 
Operation Instructions of Section 2. (Set test oscilloscope 
sweep rate to 2 /is/cm.) 

B. Connect the Type RI16 output pulse through a coaxial 
cable terminated in 50-S2 to the vertical input of the oscillo- 
scope. 

C. Turn on the Type R116 and observe the oscilloscope 
display of the pulse: 

a. If no pulse appears, start at the beginning of the 
troubleshooting chart, point (A). 

b. If a pulse appears but is improperly shaped (com- 
pared to Fig. 5-5), start at point (B) of the troubleshooting 
chart. 




Fig. 5-5. Type R116 output pulse which should be obtained if in- 
strument Is operating properly. 



c. If the undelayed pulse is similar to the pulse seen in 
Fig. 5-5 but a problem arises in other modes of operation 
or in external triggering, start at point (C) on the trouble- 
shooting chart according to the trouble symptom. 

d. If the Type R116 is generating a pulse properly using 
the front-panel controls, but is malfunctioning when pro- 
grammed remotely, check the remote logic circuits found 
on the function program circuit cards and the coils and 
relays found on the other circuit cards. 

After the defective circuit has been located, proceed with 
steps 5 through 9 to locate and repair the faulty components. 

5. Visual Check. Visually check the portion of the instru- 
ment in which the trouble is located. Many troubles can be 
located by visual indications such as unsoldered connec- 
tions, broken wires, damaged circuit boards, damaged com- 
ponents, etc. 

6. Check Voltages and Waveforms. Often the defective 
component can be located by checking for the correct volt- 
ages and waveforms as given in blue on the circuit dia- 
grams in the back of this manual. 

NOTE 

Voltages and waveforms given on the diagrams 
are not absolute and may vary slightly between 
instruments. To obtain operating conditions similar 
to those used to take these readings, see the begin- 
ning of the diagram section. 

7. Check Circuit Description. If checking the voltages 
and waveforms do not indicate the source of the malfunction, 
more detailed information about how the circuit is sup- 
posed to operate may be necessary. The Circuit Description 
provides a circuit analysis of all the major circuits in the in- 
strument. The emphasis in this section is on the operation of 
active components and the signals and voltages which may 
be expected at various points within the circuits. 

8. Check Individual Components. The following proce- 
dures describe methods of checking individual components 
in the Type R116. Components which are soldered in place 
are best checked by disconnecting one end. This isolates 
the measurement from the effects of surrounding circuitry. 

A. TRANSISTORS. The best check of transistor opera- 
tion is actual performance under operating conditions. If 
a transistor is suspected of being defective, it can best be 
checked by substituting a new component or one which 
has been checked previously. However, be sure that cir- 
cuit conditions are not such that a replacement transistor 
might also be damaged. If substitute transistors are not 
available, use a semiconductor tester (such as a Tektronix 
Type 575 or Type 576). 

CAUTION 

The POWER switch must be turned off before re- 
moving or replacing transistors. 

If a semiconductor tester is not available, an ohmmeter 
will usually indicate when a transistor is totally bad. As a 
general rule, use the R X 1 k range where the current is usu- 
ally limited to less than 2 mA and the internal voltage is 
usually 1 y, volts. Check the current and voltage of the ohm- 
meter by inserting a multimeter between the ohmmeter leads 
and measuring the current and voltage of the various 
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ranges. After it has been determined which ohmmeter ranges 
will not harm the transistor, use those ronges to measure the 
transistor's resistance. Check the resistance in both directions 
through the junctions as listed in Table 5-3. 



TABLE 5-3 

TRANSISTOR RESISTANCE CHECKS 



Ohmmeter 

Connections' 


Resistance Readings That Can Be 
Expected Using the R X 1 k Range 


Emitter-Collector 


High readings both woys (about 60 kiJ 
to around 500 kU). 


Emitter-Base 


High reading one way (about 200 kll or 
more). Low reading the other way (about 
400 n lo 2.5 kU), 


Base-Collector 


High reading one way (about 500 kU or 
more). Low reading the other way (about 
400 W to 2.5 k(2). 



'lt*v«n« Ih* Ictl Itad (onntctlent lo mak* lh« ••cond rtading. R«- 
vtrtal ot th* oppllad voltoga polaiily coutai lh« juncllon lo thlfl 
botwton boing covtrso and forward biatod, at indlcalod by Iho dif- 
foronco In rotltlanco. 

B. DIODES. A diode can be checked for an open or 
shorted condition by measuring the resistance between 
terminals. With an ohmmeter scole having an internal 
source of between 800 millivolts and 3 volts, the re- 
sistance should bo very high in one direction and very 
low when the leads ore reversed. To measure reverse 
leakage, o semiconductor tester is necessary. When unsol- 
dering leads, bo sure to provide a hoot shunt so that the 
diode is not damaged. 



CAUTION 

Do not use an ohmmeter that has a high internal 
current. High currents may damage the diode. Do 
not measure tunnel diodes with an ohmmeter; use 
a semiconductor tester. 

C. RESISTORS. Resistors con be checked with an ohm- 
meter. Check the Electricol Parts List for the tolerance of 
the resistors in this instrument. Resistors normally do not 
need to be replaced unless the measured value varies 
widely from the specified value, 

D. INDUCTORS. Check for open inductors by checking 
continuity with an ohmmeter. Shorted or partially shorted 
inductors con usually be found by checking the waveform 
response when high-frequency signals are passed through 
the circuit. Partial shorting often reduces high-frequency 
response causing rounding. Check toriods and Ferrite 
beads for cracks. 

E. CAPACITORS. A leaky or shorled capacitor can 
best be detected by checking resistance with an ohmmeter 
on the highest scale. Do not exceed the voltage roling of 
the capocitor. The resistance reading should be high after 
the capacitor has charged. An open capacitor can best 
be detected with o copacitonce meter or by checking lo 
see if the capacitor passes AC signols. 

F. REED SWITCHES. Check the reed switches with o 
voltmeter while the instrument is operating, to be sure that 
the rood is closed when actuated and open when not ac- 
tuated. 

G. REED-DRIVE COILS. The recd-drivo coils con be 
checked for correct operation os follows (coil has four 
mounting leads lor rigidity; make measurements between 
the two leads on either end of the coil): I) With the insiru- 




Fig. 5-6. T«st points on tho bottom of tho Typo R1 16 for uso with tho troubleshooting <harl in Fig. 5-4. 







merit power off, check the DC resistance of the coil with 
an ohmmeter; typical resistance values are given in the 
electrical parts list. 2) With the instrument power on, 
check the DC voltage drop across the coil when the actu 
ating level is applied. 3) If both the resistance and volt- 
age are correct, the coil can be assumed to be correct; 4) 
If the resistance is incorrect (take into account surrounding 
circuitry), disconnect the coil and check the resistance 
again. 5) If the voltage across the coil is incorrect but the 
coil resistance is correct check the circuit originating the 
actuating level. 

9. Repair and Readjust the Circuit. If any defective 
parts are located, follow the replacement procedures given in 
this section. Be sure to check the performance of any circuit 
that has been repaired or that has had any electrical compo 
nents replaced. If a component has been replaced, recall 
bration is usually necessary. 

CORRECTIVE MAINTENANCE 

General 

Corrective maintenance consists of component replace 
ment and instrument repair. Special techniques required to 
replace components in this instrument are given here. 

Obtaining Replacement Parts 

Standard Parts. All electrical and mechanical part re 
placements for the Type R1I6 can be obtained through youi 
local Tektronix Field Office or representative. However, 
many of the standard electronic components can be obtain- 
ed locally in less time than is required to order them from 
Tektronix, Inc. Before purchasing or ordering replacement 
parts, check the parts list for value, tolerance, roting and 
description. 

NOTE 

When selecting replacement parts, it is important 
to remember that the physical size and shape of a 
component may affect its performance, particularly 
at the upper frequency limits of the instruments. 

All replacement parts should be direct replace- 
ments unless it is known that a different component 
will not adversely affect instrument performance. 

Special Parts. In addition to the standard electronic 
components, some special parts are used in the Type R116. 
These parts are manufactured or selected by Tektronix, Inc. 
to meet specific performance requirements, or are manufac- 
tured for Tektronix, Inc. in accordance with our specifica- 
tions. Each special part is indicated in the electrical parts 
list by an asterisk preceding the part number. Most of the 
mechanical parts used in this instrument have been manufac- 
tured by Tektronix, Inc. Order all special parts directly from 
your local Tektronix Field Office or representative. 

Ordering Parts. When ordering replacement parts from 
Tektronix, Inc., Include the following Information. 

1. Instrument Type. 

2. Instrument Serial Number. 

3. Circuit card series letter and model number (if part is 
mounted on a circuit card). 
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4. A description of the part (if electrical, include circuit 
number). 

5. Tektronix Part Number. 

Soldering Techniques 

WARNING 

Disconnect the instrument from the power source 

before soldering. 

Circuit Cards. Use ordinary 60/40 solder and a 15-watt 
pencil type soldering iron on the circuit cards. The tip of 
the iron should be clean and properly tinned for best heat 
transfer to the solder joint. A higher wattage soldering iron 
may separate the printed circuit alloy from the base material. 

The following technique should be used to replace a 
component on a circuit card: 

1. Remove the circuit card from the instrument. 

2. Grip the component lead with long-nose pliers. Touch 
the soldering iron to the lead at the solder connection. Do 
not lay the iron directly on the card, as it may damage the 
ca rd. 

3. When the solder begins to melt, pull the lead out gent- 
ly. This should leave a clean hole in the card. If not, the 
hole can be cleaned by reheating the solder and placing a 
sharp object such as a toothpick into the hole to clean it 
out. A vacuum-type desoldering tool can also be used for 
this purpose. 

4. Bend the leads of the new component to fit the holes 
in the card. Insert the leads into the holes in the card so the 
component is firmly seated against the card (or as position- 
ed originally). If it does not seat properly, heat the solder 
and gently press the component into place. 

5. Touch the iron to the connection and apply a small 
amount of solder to make a firm solder joint. To protect 
heat-sensitive components, hold the lead between the com- 
ponent body and the solder joint with a pair of long-nose 
pliers or other heat sink. 

6. Clip off the excess lead that protrudes through the 
card. 

7. Cleon the area around the solder connection with a 
flux-remover solvent. Be careful not to remove information 
printed on the card. 

8. Replace the circuit card in the instrument. If more than 
one card has been removed, be sure the series letter on the 
circuit card matches the letter printed on the chassis adja- 
cent to the card holder. When the card is in place, the 
components should face the left side of the instrument when 
viewed from the front-top. 

Ceramic Terminal Strips. Solder used on the ceramic 
terminals strips should contain about 3% silver. Use a 40- to 
75-watt soldering iron with a '/g inch wide wedge-shaped 
tip. Ordinary solder can be used occasionally without dam- 
age to the ceramic terminal strips. However, if ordinary 
solder is used repeatedly or if excessive heat is applied, the 
solder-to-ceramic bond may be broken. 
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A sample roll of solder containing about 3% silver is 
mounted on the chassis of this instrument next to L664. Ad- 
ditional solder of the same type should be available local- 
ly, or it can be purchased from Tektronix, Inc. in one-pound 
rolls; order by Tektronix Part No. 251-0514-00. 

Observe the following precautions when soldering tc> a 

ceramic terminal strip: 

1. Use a hot iron for a short time. Apply only enough 
heat to make the solder flow freely. 

2. Maintain a clean, properly tinned tip. 

3. Avoid putting pressure on the ceramic terminal strip. 

4. Do not attempt to fill the terminal-strip notch with sol- 
der; use only enough solder to cover the wires adequately. 

5. Clean the flux from the terminal strip with a flux re- 
mover solvent. 

Metal Terminals. When soldering to metal terminals 
(e.g., switch terminals, potentiometers, etc.), ordinary 60/40 
solder can be used. Use a soldering iron with a 40- to 75- 
watt rating and a ’/a inch wide wedge-shaped tip. 

Observe the following precautions when soldering to a 
metal terminal: 

1. Apply only enough heat to make the solder flow 
freely. 

2. Apply only enough solder to form a solid connection. 
Excess solder may impair the function of the part. 

3. If a wire extends beyond the solder joint, clip off the 
excess. 

4. Clean the flux from the solder joint with a flux-remover 
solvent. 



Component Replacement 

WARNING 

Disconnect the instrument from the power source 
before replacing components. 




Fig. 5-7. Ceramic terminal strip assembly. 



Ceramic Terminal Strip Replacement A complete ceramic 
terminal strip assembly is shown in Fig. 5-7. Replacement 
strips (including studs) and spacers are supplied under sep- 
arate part numbers. However, the old spacers may be re- 
used if they are not damaged. The applicable Tektronix 
Part Numbers for the ceramic strips and spacers used in this 
instrument are given in the Mechanical Parts List. 

To replace a ceramic terminal strip, use the following 
procedure. 

REMOVAL: 

1. Unsolder all components and connections on the strip. 
To aid in replacing the strip, it may be advisable to mark 
each lead or draw a sketch showing the location of the 
components and connections. 

2. Pry or pull the damaged strip from the chassis. 

3. If the spacers come out with the strip, remove them 
from the stud pins for use on the new strip (spacers should 
be replaced if they are damaged). 

REPLACEMENT: 

1. Place the spacers in the chassis holes. 

2. Carefully press the studs of the strip into the spacers 
until they are completely seated. If necessary, use a soft 
mallet and tap lightly, directly over the stud, to seat the 
strip completely. 

3. If the studs on the new ceramic strip are longer than 
those on the old one, cut off the excess length after the 
new strip is put in place. 

4. Replace all components and connections. Observe the 
soldering precautions given under soldering Techniques in 
this section. 

Circuit Card Replacement. If one of the plug-in circuit 
cards is damaged and cannot be repaired, it should be re- 
placed with a new card assembly. Replacement cards may 
be ordered either with or without circuit components wired 
in place. The Tektronix Part Numbers are given in the Me- 
chanical Parts List. To obtain a replacement card with the 
solder-on components in place, be sure to order the re- 
placement card assembly. (An assembly does not include 
socket-mounted transistors.) 

CAUTION 

When replacing circuit cards in the Type R116 al- 
ways observe the following: 

1. Insert all cards into their holders with the components 
on the left side, as viewed from the front and top of the in- 
strument. A CAUTION to this effect is printed on the chassis. 

2. Install each card only in the correct series slot. The se- 
ries letter (e.g., C) is printed on the top front corner of the 
card and on the instrument chassis adjacent to the card 
holder. Installation in any other position may damage the 
instrument. (The card may have any MODEL number, as 
long as the series letter is correct.) 

After any plug-in card has been replaced, that portion of 
the circuitry must be calibrated and any closely-related cir- 
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cults should be checked. If a series N circuit card is re- 
placed, be sure to reconnect the wire or coaxial cable to 
the connector on the card. 

Transistor Replacement. Transistors should not be re- 
placed unless they are actually defective. If removed from 
their sockets during routine maintenance, return them to their 
original sockets. Unnecessary replacement or exchange of 
transistors may affect the calibration of this instrument. 
When transistors are replaced, check the operation of that 
part of the instrument which may be affected. 

CAUTION 

POWER switch must be turned off before removing 
or replacing transisors. 

Replacement transistors should be of the original type or 
a direct replacement. Fig. 5-3 shows the lead configuration 
of the transistors used in this instrument. Some plastic case 
transistors have lead configurations which do not agree 
with those shown here. If a transistor is replaced by one 
which is made by a different manufacturer than the original, 
check the manufacturer's basing diagram for correct basing. 
All transistor sockets in this instrument are wired for the bas- 
ing used for metal-case transistors. Use silicone grease 
when replacing transistors which have heat radiators or are 
mounted on the chassis. Replace the silicone grease when 
replacing these transistors. 

WARNING 

Handle silicone grease with care. Avoid getting 
silicone grease in the eyes. Wash hands thorough- 
ly after use. 

Fuse Replacement. The power-line fuses are located on 
the rear panel in the Voltage Selector Assembly. Power-sup- 
ply fuses are located beside the power transformer. See the 
electrical parts list for the values of the fuses. 

Glass Reed-Switch Replacement. The gloss reed-switches 
used in this instrument are pressurized and can easily be 
broken. To avoid damage to the reed-switch, do not apply 
stress to the metal-glass bond. When it is necessary to bend 
a lead, use two pair of long-nose pliers, one next to the 
glass to hold the lead and one to bend the lead. Before re- 
placing a reed-switch, be sure the actuating circuitry is not 
at fault. See Troubleshooting procedure for methods of 
checking the circuit. It is important that the replacement reed- 
switch be correctly positioned within the drive-coil assembly 
with the same lead length as the original to provide similar 
magnetic characteristics. 



REMOVAL: 

1. Observe the physical position of the glass bulb and 
the leads of the old reed-switch. 
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2. Unsolder the leads of the old reed-switch from the sol- 
der posts. 

3. Pull the old reed-switch out of the drive-coil. 
REPLACEMENT: 

1. Bend and clip the leads of the new reed-switch to du- 
plicate those of the old one. Be careful not to stress the 
glass. 

2. Slip the new reed-switch into the drive-coil. 

3. Position the new reed-switch in exactly the same physi- 
cal position as the old one. 

4. Position the leads correctly and solder the new reed- 
switch to the solder posts. Avoid excessive heat on the reed- 
switch; use a heat sink on the leads. 

Rotary Switches. Individual wafers or mechanical parts 
of rotary switches are normally not replaceable. If a switch 
is defective, replace the entire assembly. Replacement 
switches can be ordered either wired or unwired; refer to 
the Electrical Parts List for the applicable part number. 

When replacing a switch, tag the leads and switch termi- 
nals with corresponding identification tags as the leads are 
disconnected. Then, use the old switch as a guide for install- 
ing the new one. An alternative method is to draw a sketch 
of the switch layout and record the wire color at each ter- 
minal. When soldering to the new switch be careful that the 
solder does not flow beyond the rivets of the switch termi- 
nals. Spring tension of the switch contact can be destroyed 
by excessive solder. 

Power Transformer Replacement. The power transformer 
in this instrument is warranted for the life of the instrument. 
If the power transformer becomes defective, contact your lo- 
cal Tektronix Field Office or representative for a warranty 
replacement (see the Warranty note in the front of this man- 
ual). Be sure to replace only with a direct replacement Tek- 
tronix transformer. 

NOTE 

When removing the transformer, tag the leads 

with the terminal numbers to aid in connecting 

the new transformer. 

Recalibration After Repair 

After any electrical component has been replaced, the 
calibration of the associated circuit should be checked, as 
well as the calibration of other closely related circuits. Since 
the Power supply affects all circuits, calibration of the entire 
instrument should be checked if work has been done in the 
Power supply or if the power transformer has been re- 
placed. The Performance Check and Calibration Procedure 
in Section 6 provides a means of checking instrument opera- 
tion and making necessary adjustment. 
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Fig. 5-8. Lo<ation of circuit compontnis on Function Progrom ^7 circuit cord, Seriet K, Modeit 1 ond 2. 



5-12 



ISl 







Maintenance — Type R116 (SM 1084-up) 




The Series B circuit card 
is identical in appearance 
to this circuit card 



Saries B: 

C97 it mounted 
on the back 
of the card 



Senes Q: 

C97, D83 and RS3 
are mounted on the 
back of the card 



Fig. S-9. location of circuit components on Period Generator circuit cord, Series B, Models 2 through 5, and Series O, Model 1. 
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Fig. 5-11. Location of drcuil components on Function Program ^1 circuit card. Series L, Modeis 1 and 2. 
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D15 and LIS ara 
ntountad on the 
back of the card. 



Fig. 5-12. Location of circuit componontt on Width Ganorator circuit card. So riot P, ModaU 1 through 3 
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Fig. 5-13. Location of circuit components on Width Gonerolor circuit cord. Series E, Model 3, and Series ft, Model 1. 
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Fig. 5-14. Lo<ation of circuit componenlt on Pulto Shop* Gonorator circuit card, Seriot F, Models 3 ond 4. 
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Hg. 5*15. Location of circuit cemponenH on Output Amplifior circuit card, Series M. Models 1 through 3. 
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Fig. S-16. Location of circuit compononts on Attonuotor circuit cord, Sories N. Models 1 and 2 
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Fig. 5*1 7. Locotion of circuit componontt on Powor Supply circuit corci, Sorios I, Model 3. 
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SECTION 6 

PERFORMANCE CHECK / CALIBRATION 

Change information, if any, affecting this section will be found at the 



rear of the manual. 



GENERAL 

This combined Performance Check and Calibration Pro- 
cedure provides methods of comparing the instrument to 
the performance requirements given in the Specification 
section and methods of adjusting instrument character- 
istics which do not meet specifications. The Type Rl]6 should 
be checked and recalibrated after each 1000 hours of op- 
eration or at least once every six months to ensure that it 
is operating properly. In addition, portions of the instrument 
will require recalibration if components are replaced or other 
electrical repairs are made. 

The step by step instructions in this procedure furnish an 
orderly approach to the isolation of possible malfunctions 
and thus serve as an aid in troubleshooting the instrument. 
Any maintenance that is known to be needed should be per- 
formed before starting the calibration procedure. If any 
troubles become apparent during calibration, these also 
should be corrected before proceeding. Repair and servicing 
information is given in the Maintenance section. 

A performance check/calibration record and index is 
included at the beginning of this procedure. It may be used as 
a check list to verify calibration and correct operation of 
the Type R116 or as a guide for quick calibration by an ex- 
perienced calibrator. It may also be used as an index to in- 
dicate where a particular adjustment procedure is located. 

EQUIPMENT REQUIRED 

The following (or equivalent) items of equipment are re- 
quired for a complete calibration of the Type R116. The 
equipment is illustrated in Fig. 6-1. If substitute equipment 
is used, its accuracy must exceed the tolerances to be meas- 
ured by at least 4 times in order to make an accurate meas- 
urement. If the tolerance to be measured is less than 1 %, 
the accuracy of the test equipment must exceed the tolerance 
by at least 10 times. 

1. Test Oscilloscope, Tektronix Type 547 with Type lAl 
Dual-Trace Plug-In Unit. Minimum alternate requirements: 
bandwidth from DC to 40 MHz; sweep rate from 5ms/cm 
to 10 ns/cm (0.1 /i.s/cm magnified by 10); internal and ex- 
ternal triggering; amplitude calibrator output available (ap- 
proximately 1 kHz); vertical deflection factors from 0.2 V/cm 
to 2 V/cm; alternate-trace switching. 



2. Differential Comparator Plug-In Unit, Tektronix Type 
W, compatible with Type 547 Oscilloscope. Minimum alter- 
nate requirements (with oscilloscope): 2 differential inputs; 
bandwidth from DC to 15 MHz; internal comparison voltage 
provided with accuracy within 0.75%; vertical deflection 
factors from 2 mV/cm to 2 V/cm; voltage accuracy of display 
within 3%. (Differential inputs not required for Performance 
Check Only procedure.) 

3. Sampling Oscilloscope, Tektronix Type 568 with Type 
3S6 (or 3S5) Sampling Unit and 2 Type SI Sampling Heads, 
and with Type 3T6 (or 3T5) Sampling Sweep Unit. Minimum 
alternate requirements: 2 vertical input channels; risetime 
of 350 ps or less; vertical deflection factors from lOmV/div 
to 200mV/div; voltage accuracy of display within 3%; front 
corner aberrations of ±0.75% or less; peak-to-peak aber- 
rations of 0.75% or less; sweep positioning capability (time 
delay). 

4. Variable auto transformer (e.g.. General Radio Variac 
Type W10MT3V7 for 115-volt operation, or Type W20HMT3A 
for 230-volt operation). Output voltage variable from 94.5 
volts to 137.5 volts AC RMS for 115-volt operation or from 
189 volts to 275 volts AC RMS for 230-volt operation; output 
power rating at least 0.1 kVA. If a monitor voltmeter is not 
included, a separate AC voltmeter is required. (Autotrans- 
former not required for Performance Check Only procedure.) 

5. Time-Mark Generator, Tektronix Type 184. Minimum 
alternate requirements: time-mark outputs from 0.1 /c.s to 
10 ms; sine-wave output of 2 ns, 10 ns, 20 ns and 50 ns; ac- 
curacy of output within 0.75%,. 

6. DC Voltmeter. Minimum requirements: voltage range 
from 6 volts to 27 volts; basic accuracy within 3%,; accuracy 
at 25 volts and 27 volts within 1%; sensitivity 20,00012/V. 
(This item not needed for Performance Check Only pro- 
cedure.) 

7. Two IX Test Probes, Tektronix P6011, with 8NC con- 
nectors. Tektronix Part No. 010-0192-00. 

8. 50 U in-line termination with 8NC connectors, 5 watt. 
Tektronix Part No. 011-0099-00. (Included with the Type 
R116.) 

9. 50 O in-line termination with 8NC connectors, 1 watt. 
Tektronix Part No. 011-0049-00. 
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Type 3T6 
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IX Probe 



' 

50-Ii Terminations 
Attenuators 
Connectors 



Type 568/T y pe 3SS 
Type 3T5 



Sampling Coaxial 

Heads Cablas 



Fig. 6-1. Type 11116 and IstI squlpintni. 



10. Coaxial T connector vrilh BNC conneclort. Tektronix 
Part No. 103 0030 00. 

11. 50(2 10X aftenuolor with GR connectors. Tektronix 
Part No. 017-0078-00. 

12. 50(2 lOX attenuator with GR connectors. Tektronix 
Part No. 017-0079-00. 

13. 50(2 10 X ottenuator with BNC connectors. Tektronix 
Part No. 011-0059 00. 

14. BNC male to GR connector adapter. Tektronix Part 
No. 017-0064-00. 

15. BNC female to GR connector adapter. Tektronix Part 
No. 017-0063-00. 

16. Three 42-inch coaxial cables. Characteristic impedance 
approximately 50 (2: BNC connectors. Tektronix Part No. 
012-0057-01. (One of these cables is included with the Type 
R116.) 

17. 5 ns coaxial cable. Characteristic impedance approx- 
imately 50(2; GR connectors. Tektronix Port No. 017-0502-00. 



18. 56-terminal circuit cord extender. Tektronix Part No. 
012-0078 00. 

19. Plastic screwdriver adjustment tool. Tektronix Part No. 
003-0000-00. 

20. If the Type R116 is being checked and/or adjusted for 
remote operation, some meons of remotely progromming the 
instrument during this procedure is necessary. If the pro- 
gramming device used during normal operation is not avail- 
able for use in calibration, it will be necessary to construct 
o programmer. Fig. 6-2 shows a schematic of o remote 
programmer which can be constructed in varying degrees 
of complexity. The resistor values shown in Table 6-1 have 
been obtained from the programming section of this manual. 
To construct this programmer the following parts are needed; 

a. 36 terminal plug,- Tektronix Port No. 131-0293-00. 

b. Vsth watt, 1% metal film resistors; see Table 6-1. 

c. No. 22 wire. 

d. Switches or patch cords ond connectors. 




Triggering ■ O 19 1 ^ — I Signal Ground 
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Fig. 6-2. Circuit diagram of remote programmer. 
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TABLE 6-1 



Resistor Values for Remote Programmer 



Circuit 

Number 


Value 


R1 


15.2 kO 


R2 


7.98 kn 


R3 


7.98 k5> 


R4 


8.87 kn 


R5 


3.09 ka 


R6 


3.09 kn 


R7 


4.43 kn 


R8 


8.87 kn 



FRONT-PANEL AND/OR REMOTE OPERATION 

The Type R116 can be operated using either front-panel 
controls, remote programming or a combination of the two. 
For maximum pulse accuracy, it is desirable to con- 
trol each function of the instrument, while making checks 
and/or adjustment, using the type of control (front panel or 
remote) to be used during normal operation. This ensures 
maximum pulse accuracy, since a function calibrated for 
use in one mode of operation may be as much as 2% less 
accurate when operated in the other mode of operation. 

This performance check/calibration procedure has been 
designed for calibration using front-panel controls. If a func- 
tion is being calibrated for remote operation, it should be 
remotely programmed for the same value given in the pro- 
cedure for the front-panel control. To obtain the most 
accurate calibration for remote operation, the Type 
R116 should be programmed during calibration by the same 
remote programming device that is used during normal opera- 
tion. Using this programmer allows the analog functions of 
the Type R116 to be programmed using the same program 
resistors which are used to program the functions in normal 
operation. It also provides a check of the operation of the 
programming unit. If this device is not available for use 
during calibration, a programming device may be con- 
structed as described in the Equipment Required list. 

PERFORMANCE CHECK/CALIBRATION 
RECORD AND INDEX 

Type R116, Serial No. 

Performance Check/Calibration Dote 

Checked/Calibrated By 

Power Supply 

O 1- Adjust -1-25-Volt Supply Page 6-6 

Adjust R14 on Power Supply circuit card. 

O 2. Check Power Supply Voltages Poge 6-7 

Check other power supply voltages (see Table 6-2). 

Q 3. Check Regulation Page 6-8 

See Table 6-2. 



Preliminary Adjustments 

I I 4. Adjust Risetime and Falltime Centering Page 6-8 

Adjust R32 and R42 on Pulse Shape Generator cir- 
cuit card. 

I I 5. Check Width and Delay Trigger Sensitivity Page 6-9 

I I 6. Adjust Width and Delay Trigger Sensitivity Page 6-11 
Adjust R22 on the Width Generator circuit card; 
adjust R22 on the Delay Generator circuit card. 

I I 7. Pre-Adjust Offset Adjustments Page 6-11 

Adjust R32 on Attenuator circuit card; adjust R466 
and R476 on chassis. 

[/J 8. Adjust Baseline Clamp Page 6-12 

Adjust R25 on Output Amplifier circuit card. 

I I 9. Adjust Offset Registration Page 6-12 

Adjust R544 on chassis. 

Offset and Amplitude 

Q 10. Adjust Offset Zero (4- Polarity) Page 6-13 

Adjust R466 on chassis. 

Q 11. Adjust d-Amplitude Page 6-13 

Adjust R85 on Pulse Shape Generator circuit card; 
adjust R532 on chassis. 

1^ 12. Adjust Amplitude and DC Offset Page 6-13 

(— Polarity) 

Adjust R42 and R34 on Output Amplifier circuit 
card; adjust R476 on chassis. 

CD 13. Adjust Program Clamp Page 6-15 

Adjust R54 on Attenuator circuit card. 

Q 14. Check Offset Accuracy Page 6-15 

□ 15. Check Amplitude Accuracy Page 6-16 

Slow Risetime and Falltime 

I I 16. Adjust Slow Risetime and Fallfime Page 6-17 

Adjust R64 and R54 on Pulse Shape Generator cir- 
cuit card; adjust R564 and R554 on chassis. 

CD 17. Check Slow Risetime and Falltime Page 6-18 
Accuracy 

Pulse Shape, Fast Risetime and Falltime 

I I 18. Adjust Pulse for Minimum Aberrations Page 6-19 

Adjust C50 and C82 on Output Amplifier circuit 
card. 

CD 19. Check Pulse Aberrations Page 6-20 

CD 20. Adjust Fast Risetime and Falltime Page 6-20 

Adjust C72 on Pulse Shape Generator circuit card. 

CD 21. Check Fast Risetime and Falltime Page 6-21. 

Accuracy 
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Width Generator 



O 22. Adjust Width Timing 


Page 6-22 


Adjust R41 and C32 on Width Generator circuit 
card; adjust R522 and R523 on chassis. 


LJ 23. Check Width Accuracy 


Page 6-23 


Delay Generator 




1 1 24. Adjust Delay Timing 


Page 6-24 


Adjust R41 and C32 on Delay Generator circuit 
card; adjust R512 and R513 on chassis. 


I7J 25. Check Delay Accuracy 


Page 6-25 


Period Generator 




1 1 26. Adjust Period Timing 


Page 6-26 


Adjust R34/ C52 and C55 on Period Generator cir- 
cuit card; adjust R502 on chassis. 


□ 27. Check Period Accuracy 


Page 6-27 


Modes of Operation, Triggers and Triggering 


□ 28. Check Pretrigger and Delayed Trigger 


Page 6-28 


Q 29. Check Single, Delayed Single and 


Page 6-28 


Double Pulse Modes 




O 30. Check External and Manual Triggering 


Page 6-29 


1 1 31. Check Burst Mode 


Page 6-29 


□ 32. Check Gated Output Mode 


Page 6-30 



PERFORMANCE CHECK/CALIBRATION 
PROCEDURE 

The following procedure is arranged to allow: (1) check- 
ing of the performance of Type R1I6 with respect to toler- 
ances given in Section 1; (2) complete or partial adjustment 
of the Type R116 internal controls without a complete per- 
formance check; or (3) a complete recalibration of the Type 
R116, which includes adjustment of all the Internal controls 
and a complete performance check. To perform any of the 
above operations, use one of the following methods: 

Performance Check Only. Start with the PRELIMINARY 
PROCEDURE-Performance Check Only and perform only 
those steps with titles starting with the word “check", through 
the main procedure or the Performance Check/Calibration 
Record and Index. 



Adjustment Only. Start with the PRELIMINARY PROCE- 
DURE-Calibration Only and perform only those steps with 
titles starting with the word adjust, throughout the main pro- 
cedure or the Performance Check/Calibration Record and 
Index. These titles have a large adjust symbol Q in the 
adjacent margin. 



Calibration. Start with the PRELIMINARY PROCEDURE- 
Calibrahon Only and perform all the steps throughout the 
mam procedure or the Performance Check/Calibration Record 
and Index. 

When doing a complete calibration or a complete adjust- 
ment of internal controls of the instrument, the best overall 
performance will be obtained if each adjustment is made 
to the exact setting, even if the observed performance is 
within tolerance. When doing only a partial adjustment, 
however, do not readjust any controls unless the observed 
performance is not within tolerance. In either case, do not 
preset any of the adjustments unless they are known to be 
significantly out of adjustment or unless repairs have been 
made in the circuit. In these instances, set the particular 
controls to midrange. 

A complete list of initial control settings for the Type R116 
and significant control settings for the test instruments is 
given at the beginning of the Performance Check/Calibration 
procedure. Partial lists of initial control settings are also 
provided at various places in the main body of the text. Any 
control setting not listed in a partial list should be set as 
designated in the complete list at the beginning of the pro- 
cedure. These control settings apply to all three of the pro- 
cedures. If adjustments and/or checks are made without 
following one of the three procedures, start with the list of 
control settings preceding the desired adjustment or check 
and follow the sequence up to the desired step, making 
changes in control settings as indicated. 



PRELIMINARY PROCEDURE 
Performance Check Only 

1. Set the 115V-230 V Selector switch on the Type R116 
rear panel in accordance with the line voltage source to be 
used. 

2. Connect the Type R116 to the line voltage source. 

3. Install the Type W Plug-In Unit in the Type 547 Oscillo- 
scope and connect the instrument to a suitable power source. 

4. Connect a 50 n coaxial cable, terminated with a 5 watt, 
son termination (Tektronix Part No. 011-0099-00), from the 
Type R1 16 PULSE OUTPUT connector to the Channel A ver- 
tical input of the test oscilloscope. 
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1 0 ns 



5. Connect a 50 Q coaxial cable between the Type R116 
+ PRETRIGGER OUT connector and the test oscilloscope 
External Trigger Input, 

6. Turn on the Type R116 and the test oscilloscope. Allow 
at least 20 minutes warm-up at an ambient temperature 
of +25° C, ±5° C ( + 77° E, +9° E) before making any 
checks. 

7. Set the instrument controls as indicated in the partial 
list of control settings preceding step 14 on page 6-15 and 
start the performance check procedure with step 14. 

Calibration Only 

1. Remove the dust covers from the Type R116. 

2. Set the 115V-230V Selector switch on the Type R116 
rear panel in accordance with the line voltage source to be 
used. 

3. Connect the autotransformer and other test instruments 
to a suitable power source. 

4. Connect the Type R116 to the autotransformer output. 

5. Turn on the autotransformer and adjust its output volt- 
age for the line voltage chosen in preliminary step 2. 

6. Install the Type W Plug-In Unit in the Type 547 Oscillo- 
scope. 

7. Connect a 50 Q coaxial cable terminated with a 5 watt, 
50 termination (Tektronix Part No. 011-0099-00), to the Type 
R116 PULSE OUTPUT connector. 

8. Turn on the Type R116 and the test instruments. 

9. Allow at least 20 minutes warm-up at an ambient tem- 
perature of +25°C, ±5°C (+77°E, +9°F) before making 
any checks or adjustments, 

10. Connect the two IX test probes to the vertical inputs 
of the test oscilloscope. 

11. Set the instrument controls as given in the complete 
list of control settings at the beginning of the procedure 
and start the adjustment or calibration procedure with step 
1 on this page. 

Control Settings 

Type R1 1 6 

MODE SINGLE 

TRIGGER SOURCE EXTERNAL OR MANUAL 

PERIOD RANGE 10 /<s 

MULTIPLIER 1 



DELAY OR BURST TIME 
RANGE 

MULTIPLIER 5 

WIDTH RANGE 
MULTIPLIER 

AMPLITUDE RANGE 
MULTIPLIER 

POLARITY 

PROGRAM 

DC OFFSET 0 

RISETIME FALLTIME 1 ns 

RANGE 

RISETIME MULT 1 

FALLTIME MULT 1 

Test Oscilloscope 

Horizontal Display A 

Time/Cm 5 ms 

Triggering Trig, +, AC, Line 

Vertical Display A-B 

Input Attenuation 1 

Millivolts/Cm 10 (Calibrated) 

Input Coupling AC (Both channels) 

Vc Range 0 

Comparison Voltage 0.000 

Amplitude Calibrator Off 

Power Supply 

NOTE 

The power supply voltages and the ripple toler- 
ances listed in the following 3 steps are guides to 
correct instrument operation; not instrument per- 
formance requirements. Actual measured values 
may vary from the listed voltages with no loss in 
pulse accuracy, providing the instrument meets the 
performance requirements in Section 1 as tested 
in this procedure. 

1. Adjust -I- 25-Volt Supply O 

a. Position the Type R116 on its side, so that both the top 
and bottom are accessible. 

b. Connect the negative lead of the DC voltmeter to the 
signal ground test point (see Fig. 6-3) and the positive lead 
to the +25-volt test point. 



1 /IS 
5 

1 V 
10 

+ 

INT 
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Signal Ground 



27 Volts 



6 Volts 



*25 Volts 



Ralay Powar 
(PinM) 



♦7 Volts 



Chaais Ground 










1 


Is 



Fig. 6-3, Power tupply loti polnli. 




CAUTION 

Whenever checking the supply vollages or when 
working wilh these voltages at the REMOTE PRO- 
GRAM connector, be careful not to short the sup- 
plies together or to signal ground. These lines ore 
not short protected and, if shorted, can damage 
the power supply circuit, 



c. CHECK FOR — DC vollmctor reading of 25 volts with 
respect to signal ground. 



NOTE 

The voltage level of the -|- 25-volt supply affects 
the calibration of the entire instrument. Any ad- 
justment of R14 will probably cause all other in- 
strument adjustments to require readjustment. 



d. ADJUST --R14, the -f25 VOLTS adjustment on the 
Power Supply circuit cord (see Fig. 6-4|, if the voltoge is not 
correct. 

e. (If doing only the Adjust steps, disconnect the meter 
leads and go to Step 4.) 



Fig. 6-4. Location of R14, and +25 VOLTS ad(u»tm«nt on Iho 
Power Supply circuit cord. 

2. Check Power Supply Voltages 

NOTE 

All vollages except the relay-power supply ore 
measured with respect to signal ground. The relay- 
power supply is measured with respect to chassis 
ground. 



a 
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a. Move the positive lead of the differential voltmeter to 
the -(-7-volt test point (see Fig. 6-3). 

b. CHECK FOR — Meter reading of 7 volts with respect 
to signal ground. 

c. Move the positive lead of the differential voltmeter 
to the signal ground test point (or reverse the polarity of 
the meter). 

d. Move the negative lead to the -27-volt test point (see 
Fig. 6-3). 

e. CHECK FOR — Meter reading of 27 volts with respect 
to signal ground. 

f. Move the negative lead to the -6-volt test point (see 
Fig. 6-3). 

g. CHECK FOR — Meter reading of 6 volfs wifh respect to 
signal ground. 

h. Move the negative lead to the chassis ground test point 
(see Fig. 6-3). 

i. While observing the DC voltmeter reading, turn the 
Type R116 DC OFFSET control throughout its range, then 
set the POLARITY switch to — and again turn the DC OFFSET 
control throughout its range. 

j. CHECK FOR — Meter reading ranging from approxi- 
mafely -f8 volfs fo -fl8 volfs in -fpolarify and from -pO 
volt to -plO volts in —polarity. 

k. Leave the negative lead of the meter connected to the 
chassis ground test point and move the positive lead of the 
meter to the Relay-Power test point (see Fig. 6-3). 

l. CHECK FOR — Meter reading of -p9.5 volfs with re- 
spect to chassis ground. 

m. Disconnect the voltmeter. 

n. Set the DC OFFSET control to the 0 position. 

3. Check Regulation 

a. Trigger the test oscilloscope on the internal line signal. 

b. Connect the Channel B 1 X test probe to the signal 
ground test point (see Fig. 6-3). 

CAUTION 

Do not connect the probe ground clip to signal 
ground. This will ground the power supply causing 
incorrect operation and possible damage of the 
instrument. 

c. Connect the ground clips of bofh fest probes to chassis 
ground. 

d. Connect the Channel A 1 X test probe to each of the 
test points given in Table 6-2 and shown in Fig. 6-3. 

e. With the probe connected to each test point, observe 
the test oscilloscope display while varying the autotrans- 



former output voltage from 137.5 volts to 94.5 volts (or from 
275 volts to 189 volts for 230-volt operation). 

f. CHECK FOR Test oscilloscope display of power-sup- 
ply ripple with line frequency ripple amplitude not exceeding 
the maximum value given in Table 6-2. 

g. Disconnect the probe tips and ground clips from fhe 
Type R116. 

h. Remove the two 1 X probes from the test oscilloscope 
vertical inputs. 

i. Disconnect the Type R116 from the autotransformer 
and connect it directly to the power line (or set the auto- 
transformer oufpuf voltage to the line voltage at which the 
Type R1 16 has been set to operate). 

TABLE 6-2 

POWER SUPPLY REGULATION CHECKS 



Voltage 
Test Point 
(Fig. 6-4) 


Ripple ( 60 Hz or 1 20 Hz Component) 


Voltage 
( peak-to-peak ) 


Display 

Amplitude 


+ 25 volts 


15 mV 


1 .5 cm 


+ 7 volts 


50 mV 


5 cm 


— 6 volts 


30 mV 


3 cm 


— 27 volts 


1 5 mV 


1 .5 cm 


Chassis Ground 


20 mV 


2 cm 



Preliminary Adjustments 

4. Adjust Risetime and Falltime Centering Q 

a. Set the Type R116 TRIGGER SOURCE switch to IN- 
TERNAL. 



b. Reset the following test oscilloscope controls to the set- 
tings given. 



Time/Cm 


1 /i,S 


Trigger Source 


Ext 


Vertical Display 


A-Vc 


Input Attenuation 


100 


Millivolts/Cm 


20 


Input Coupling (Ch A) 


DC 


c. Connect the Type R116 


output pulse through the ter- 



minated 50 12 coaxial cable to the Channel A vertical input 
of the test oscilloscope. 

d. Connect a 5012 coaxial cable between the Type R116 
d-PRETRIGGER OUT connector and the test oscilloscope 
External Trigger Input. 

e. Turn off the Type R116 and position the instrument 
right side up. 

f. Extend the Pulse Shape Generator circuit card on the 
circuit card extender as shown in Figure 6-5. Turn on the 
Type R116. 
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R32 

Tr CENTERING 



Junction of 
R36 and bau 
of Q34 



Junction of 
R14 and base 
of Q14 



R42 

Tf CENTERING 



f Pulse Shape 

, Generator 
Circuit Card 



Junction of 
R46 and base 
of 044 



Junction of 
R 24 ar>d base 



Circuit Card 
Exiandar 



Fifl. 6-5. Lecalien of Uil polnit and ad|uilm«ni« for tslling liteilmo csnisting and lallllm* (enlerlng. 



g. Trigger the lest oscilloscope disploy. 

h. Ad|ust the test oscilloscope Time/Cm Variable control 
so that one cycle of the Type RI16 output pulse extends over 
the 10 centimeters of the test oscilloscope graticule. 

i. Check thot the negative going transition of the wave- 
form occurs exoctly at the center vertical groticule line. If 
not, set the Type RII6 WIDTH RANGE switch to 100 ns ond 
adjust the WIDTH MULTIPLIER control to obtain the correct 
display. 

j. Connect the negotive lead of the DC voltmeter to the 
junction of R14 and the base of 014 on the extended Pulse 
Shape Generator circuit card (see Fig. 6-5) and connect the 
positive lead to the junction of R16 and the base of Q34. 

k. CHECK FOR Meter reading of approximately 0 volt. 

l. ADJUST — R32, the Tr CENTERtNG odjustment on the 
Pulse Shape Generator circuit card (see Fig. 6-5), if the 
voltage is not correct. 

m. Connect the negative lead of the DC voltmeter to the 
junction of R24 and the base of 024 (see Fig. 6-5) and con- 
nect the positive lead to the junction of R46 and the base 
of 024. 



n. CHECK FOR — Meter reading of approximately 0 volt. 

o. ADJUST — R42, the T( CENTERING adjustment on the 
Pulse Shape Generator circuit cord (see Fig. 6-5), if the volt- 
age is not correct. 

p. Disconnect the DC voltmeter leads. 

q. Turn off the Type R116, remove the circuit card ex- 
tender, reinsert the Pulse Shape Generotor circuit card into 
its connector and turn on the Type RI16. 



5. Adjust Width and Delay Trigger Sensitivity O 

NOTE 

If the instrument is being calibrated for operation 
using remote programming, front panel controls 
may be used to perform this step with no loss of 
pulse accuracy. If the whole instrument is being 
remotely programmed, only the Period, Delay or 
Burst Time, Width, and Mode controls need be 
changed from remote to front-panel operation. 
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a. Reset the Type R116 WIDTH RANGE switch to 10 ns. 
If the instrument is being programmed for remote operation, 
reset the following R116 controls from REMOTE to the set- 
tings listed below: 



MODE SINGLE 

PERIOD RANGE 10, is 

MULTIPLIER 1 

DELAY OR BURST 10 ns 

TIME RANGE 

MULTIPLIER 5 

WIDTH RANGE 10 ns 

MULTIPLIER 5 



b. Set the test oscilloscope sweep rate to 0.2 /xs/cm. 

c. Trigger the test oscilloscope display. 

d. Set the Type R116 MODE switch to DLY'D SINGLE. 

e. Observe the test oscilloscope display (see Fig. 6-6) while 
performing the following four operations. 

1. Turn the DELAY OR BURST TIME MULTIPLIER con- 
trol slowly clockwise to the fully clockwise position, 

2. Turn the WIDTH MULTIPLIER control slowly clock- 
wise to the fully clockwise position. 

3. Turn the DELAY OR BURST TIME MULTIPLIER control 
slowly counterclockwise back to the 5 position. 

4. Turn the WIDTH MULTIPLIER control slowly counter- 
clockwise back to the 5 position. 

f. Reset the following Type R116 controls: 

TIME RANGE 

PERIOD RANGE 

MULTIPLIER 

DELAY OR BURST 

TIME RANGE 

WIDTH RANGE 



1 ms 

Fully clockwise 
1 ,lS 

1 0 /xs 



g. Set the test oscilloscope sweep rate to 0.2 ms/cm. 

h. Repeat step e at these control settings. 

i. CHECK FOR — Stable pulse throughout these checks. 
If the pulse is not present, is unstable or disappeared during 
any of these checks, adjust the width and delay trigger sen- 
sitivity as described in step 6. If the pulse is stable, go to 
step 7. 





Sweep rate 0.2 /is/citi 
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Fig. 6-6. Typical test oscilloscope displays obtained during check 
of width and delay trigger sensitivity adjustments. 



6-10 




Performance Check/Calibration — Type R1T6 (SN 1084-up) 



6. Adjust Width and Delay Trigger Sensitivity O 7 - Pre-Adjust Offset Adjustments 



o 



a. Reset the following Type R116 front panel controls: 
MODE SINGLE 

PERIOD RANGE 10 /..S 

MULTIPLIER 1 



DELAY OR BURST 100 ns 

TIME RANGE 

MULTIPLIER 5 



WIDTH RANGE 10 ns 

MULTIPLIER Eully clockwise 



b. Set the test oscilloscope Time/Cm switch to 0.2 /is. 

c. Turn R22, the WIDTH TRIG SENS adjustment on the 
Width Generator circuit card (see Eig. 6-5), fully clockwise, 
then counterclockwise until one stable pulse appears on the 
test oscilloscope CRT. Note the position of R22. 

d. Set the WIDTH MULTIPLIER control to 5. 



NOTE 

If the Type R116 is being calibrated for remote 
operation, the following adjustments should be 
made using remote programming. 

a. Reset the following Type R116 controls: 



MODE 


SINGLE 


PERIOD RANGE 


1 ms 


MULTIPLIER 


1 


WIDTH RANGE 


10 /IS 


MULTIPLIER 


5 


AMPLITUDE MULTIPLIER 


2 


RISETIME FALLTIME RANGE 


1 /IS 


DC OFFSET 


+5 



b. Reset the following test oscilloscope controls to the set- 
tings given. 



e. Reset the Type R116 MODE switch to DOUBLE. Two 
pulses should appear on the test oscilloscope CRT. If not, 
adjust R22, the DELAY TRIG SENS adjustment on the Delay 
Generator circuit card (see Eig. 6-5) to obtain two pulses. 
(It should be noted that both the Width Generator and Delay 
Generator circuit cards have R22 adjustments.) 

f. Turn R22, on the Width Generator circuit card, fully 
counterclockwise. If either or both of the pulses disappear, 
turn R22 clockwise until two stable full amplitude pulses ap- 
pear. Note the position of R22 (this may be fully clockwise). 

g. ADJUST — R22, the WIDTH TRIG SENS adjustment, for 
a final setting halfway between the two positions noted. 

h. Reset the listed Type R116 front panel controls as fol- 
lows: 

MODE DLY'D SINGLE 

DELAY OR BURST 10 ns 

TIME RANGE 

MULTIPLIER Eully clockwise 

i. Turn R22, the DELAY TRIG SENS adjustment on the 
Delay Generator circuit card, fully clockwise, then counter- 
clockwise until one stable pulse appears on the test oscillo- 
scope CRT. 

j. ADJUST— R22, the DELAY TRIG SENS adjustment, for 
a setting as far clockwise as possible without causing the 
pulse to become unstable. 

k. Turn the Type R116 DELAY OR BURST TIME MULTIPLIER 
control slowly counterclockwise to the 5 position. The pulse 
should remain stable if the adjustment is correct. 

l. Recheck the width and delay trigger sensitivities as 
given in step 5. 



Time/Cm 20 /is/cm 

Input Atten 10 

Vc Range -f-l.l 

Comparison Voltage 5.000 



c. Position the pulse baseline to the center horizontal line 
of the CRT graticule. 

d. Set the Type R116 DC OFFSET control to — 5. 

0 . Set the test oscilloscope Vc Range switch to —1.1. 

f. CHECK FOR — Test oscilloscope display with the pulse 
baseline within -h2.5cm of the center horizontal graticule 
line. 

g. ADJUST — R32, the OFFSET RANGE adjustment on the 
Attenuator circuit card (see Fig. 6-7), if the offset range is 
not correct. 

h. If R32 required adjustment, set the Type R116 DC 
OFFSET control to -f-5, the test oscilloscope Vc Range switch 
to +1.1 and repeat parts c through g of this step. 

1. Reset the following test oscilloscope controls: 

AMPLITUDE RANGE .2V 

DC OFFSET 0 

j. Reset the following test oscilloscope controls: 

Vc Range 0 

Input Coupling Gnd 

(Channel A) 

k. Position the test oscilloscope trace to the center hori- 
zontal line of the CRT graticule. 

l. Set the test oscilloscope Channel A Input Coupling 

switch to DC. 



s 
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m. CHECK FOR — Test ojcllloscope display with the pulse 
baseline within d:) cm of the center horizontal graticule 
line |0 volts ±200 mV). 

n. ADJUST — R466, the -|- OFFSET ZERO odiustment on 
the Type RI16 chassis (see Fig. 6 - 7 ), if the offset level is not 
correct. 

o. Set the Type Rl)6 POLARITY switch to — . 

p. Set the test oscilloscope Channel A Input Coupling 
switch to Gnd. 

q. Position the test oscilloscope trace to the center hori- 
zontal line of the CRT graticule, 

r. Reset the test oscilloscope Channel A Input Coupling 
switch to DC. 

s. CHECK FOR — Test oscilloscope display with the base- 
line of the negative-going pulse within ±1 centimeter of 
the center horizontal graticule line (0 volts ±200 mV). 

I. ADJUST — R476, the — OFFSET ZERO adjustment on 
the Type R116 chossis (sec Fig. 6-7), if the offset level is not 
correct. 

8. Adjust Baseline Clamp O 

a. Set the Type R116 POLARITY switch to +. 



b. Position the pulse baseline to the center horizontal 
line of the test oscilloscope CRT graticule. 

c. Set the Type RI16 AMPLITUDE RANGE switch to 1 V. 

d. CHECK FOR — Test oscilloscope disploy of the pulse 
baseline within ±1 centimeter (±200 mV) of the center 
horizontal graticule line. 

e. ADJUST — R25, the BASELINE CLAMP adjustment on 
the Output Amplifier circuit card (see Fig. 6-7), if the bose- 
line level is not correct. 

f. If R25 required odjustment, set the AMPLITUDE RANGE 
switch to .2 V ond repeat parts a through f of this step until 
there is no change in the baseline level as the position of 
the AMPLITUDE RANGE switch is changed. 

Pulse Offset and Amplitude 

9. Adjust Offset Registration 

NOTE 

The use of both front panel and remote controls is 
required to perform the following step. The step 
must be done, however, only if the DC OFFSET 
control is being calibrated for both front-panel 
and remote operation. 
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a. Check that the below listed Type R116 controls are 
set (both front-panel and remote) as follows: 



AMPLITUDE RANGE 


1 V 


DC OFFSET 


0 


RISETIME FALLTIME 


1 /IS 


RANGE 




RISETIME MULT 


1 


FALLTIME MULT 


1 



b. Set the Type R116 PROGRAM switch to REMOTE. 

c. Position the baseline of the pulse display to the center 
horizontal line of the test oscilloscope CRT graticule. 

d. Set the Type R116 PROGRAM switch to INT. 

e. CHECK EOR — Test oscilloscope display with the pulse 
baseline at the horizontal center line Ll centimeter (±200 
mV). 

f. ADJUST — R544, the DC OEESET CAL adjustment on 
the Type R116 chassis (see Eig. 6-7), if the display is not 
correct. 

g. (If calibrating for remote operation) reset the Type 
R116 PROGRAM switch to REMOTE. 

Offset and Amplitude 

10. Adjust Offset Zero ( -f Polarity) O 

a. Reset the test oscilloscope Input Coupling switch to Gnd. 

b. Position the trace to the center horizontal line of the 
CRT graticule. 

c. Set the test oscilloscope Input Coupling switch to DC. 

d. CHECK FOR — Test oscilloscope display with the pos- 
itive-going pulse baseline at the center horizontal line ±1 cm 
(±200 mV) with the DC OEESET control set to 0. 

e. ADJUST — R466, the -)- OEESET ZERO adjustment on the 
Type R116 chassis (see Fig. 6-7), if the baseline level is not 
correct. 

11. Adjust -I- Amplitude O 

a. Set the Type R116 AMPLITUDE MULTIPLIER to 10. 

b. Set the test oscilloscope Comparison Voltage to 10.000. 

c. Position the pulse baseline on the center horizontal 
line of the CRT graticule. 

d. Set the test oscilloscope Vc Range switch to -)-l.l. 

e. CHECK FOR — Test oscilloscope display of the pulse 
top with the flattest portion at the center horizontal line of 
the CRT graticule ±1.75 cm (10 volts ±3%, ±50 mV). 

f. ADJUST — R85, the RANGE CAL adjustment on the Pulse 
Shape Generator circuit card (see Eig. 6-7), if the pulse ampli- 
tude is not correct. 



g. Set the Type R116 AMPLITUDE MULTIPLIER control to 2. 

h. Reset the following test oscilloscope controls as listed: 

mV/Cm 5 

Vc Range 0 

Comparison Voltage 2.000 

I. Position the pulse baseline to the center horizontal line 

of the test oscilloscope CRT graticule. (Use the Type R116 DC 
OEESET control, if necessary.) 

j. Set the test oscilloscope Vc Range switch to -)-l.l. 

k. CHECK EOR — Test oscilloscope display of the pulse 
top with the flattest portion at the center horizontal line of 
the CRT graticule ±2.2 cm (2 V ±3% ±50 mV). 

l. ADJUST— R532, the AMPLITUDE MULT CAL adjustment 
on the Type R116 chassis (see Eig. 6-7), if the display is not 
correct. 

m. If R532 requires adjustment, set the test oscilloscope 
Millivolts/Cm switch to 20 and repeat parts a through I. 

12. Adjust Amplitude and DC Offset ( — Polarity) O 

a. Reset the following Type R116 controls as listed: 

AMPLITUDE MULTIPLIER 10 

POLARITY - 

DC OFFSET 0 

b. Reset the following fest oscilloscope controls to the new 



settings given: 




Input Atten 


10 


mV/Cm 


20 


Vc Range 


0 


Comparison Voltage 


10.000 



c. Position the pulse baseline to the center horizontal line 
of the CRT graticule. 

d. Set the test oscilloscope Vc Range switch to —1.1. 

e. CHECK FOR — Test oscilloscope display of the negative 
going pulse top, the flattest portion on the center horizontal 
line of the CRT graticule ±1.75 cm ( — 10 volts ±3% 
±50 mV). 

f. ADJUST — R42, the — AMPLITUDE adjustment on the 
Output Amplifier circuit card (see Fig. 6-8), if the negative- 
going amplitude is not correct. While making the adjustment, 
switch the Vc Range switch between the — 1.1 and 0 posi- 
tions. When the — AMPLITUDE control is properly adjusted, 
the alternate appearances of the pulse top and baseline will 
be displayed at the same level on the graticule. 

g. Set the Vc Range switch to 0. 

h. Disconnect the terminated cable from the vertical input 
of the test oscilloscope. 

i. Install two 1 X probes on the test oscilloscope ver- 
tical input connectors. 
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R42 

AMPLITUDE 



Output Amplifim- 
Circuit Card 



Junction 
of R53-Q53 



Pulaa Shape 
Ganatator 
Circuit Card 



Signal 

Ground 

(Bus wire nearest 
rear of inttruntant) 



R80 

RANGE 

CAL 



R532 ? 

AMPLITUDE^ 
MULT CAL 






fig. 6-S, location of loti polnli and adluilmonli for chocliing amplllwdo ond —DC lovol on Pulio Shapo Oonoralor and Output Ampllfior 
circuit cardi and on Typo Rite chattli. 



j. Reset the following test oscilloscope controls: 

Vertical Display A-B 

Input Allen 100 

It. Reset the Type R116 POLARITY switch to 

l. Turn off the Type R116 and extend the Output Amplifier 
circuit cord on the circuit cord extender (see Fig. 6-8). 

m. Connect the Chonnel A test probe tip to the junction 
of R53 and the emitter of Q53 on the Output Amplifier cir- 
cuit card (see Fig. 6-8). 

n. Connect the Channel 8 test probe tip to signal ground 
(see Fig. 6-8). 

o. Turn on the Type R116. 

p. Position the pulse baseline 1 cm below the center hori- 
zontal line of the CRT graticule. 

q. Set the Type R1 16 POLARITY switch to — . 

r. CHECK FOR — Test oscilloscope display with the sig- 
nal envelope of the negative going pulse at the some level 
as that of the positive going pulse ±1 mm (see Fig. 6-9). 



s. ADJUST — R34, the — DC LEVEL adjustment on the 
Output Amplifier circuit card (see Fig. 6-8), if the signal 
level is not correct. 

t. Turn off the Type R1I6. 

u. Disconnect the two probes from the Type R116 and 
from the vertical input connectors of the test oscilloscope. 

v. Reconnect the Type R116 output pulse to the Channel 
A vertical input connector of the test oscilloscope. 

w. Turn on the Typo RII6. 

X. If R42 and/or R34 have been adjusted, recheck the 
adjustments made in ports a through s. 

y. Turn off the Type R1 16, remove the circuit cord extender, 
re-insert the Output Amplifier circuit cord into its connector 
ond turn on the Type R116. 

z. Reset the following test oscilloscope controls: 

Vc Range 0 

Input Atten 10 

Input Coupling Gnd 

aa. Position the trace to the center horizontal line of the 

CRT graticule. 
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Fig. 6-9. Test oscilloscope display for checking adjustment of 
negative-going pulse DC level. 



ab. Set the test oscilloscope Input Coupling switch to DC. 

ac. CHECK FOR — Test oscilloscope display of the baseline 
of the negative-going pulse at the center horizontal line on 
the CRT graticule ± 1 cm (±200 mV) with the Type R116 
DC OFFSET control set to 0. 

ad. ADJUST — R476, the — OFFSET ZERO adjustment on 
the Type R116 chassis (see Fig. 6 - 7 ] if the offset is not correct. 

ae. Set the Type R116 POLARITY switch to ±. 

13. Adjust Program Clamp O 

a. Set the Type R116 PROGRAM switch to REMOTE. (If 
calibrating for remote operation, turn off the Type R116, 
disconnect the remote program cable from the JIO REMOTE 
PROGRAM connector on the Type R116 rear panel and turn 
on the Type R1 16.) 



b. Reset the following test oscilloscope controls: 


input Atten 


100 


Millivolts/Cm 


10 


Input Coupling 


Gnd 


c. Position the trace to the 


center horizontal line of the 



CRT graticule. 

d. Set the test oscilloscope Input Coupling switch to DC. 

e. CHECK FOR — Test oscilloscope display with the pulse 
baseline at the center horizontal line of the CRT graticule 
±1 cm (±1 V). 



f. ADJUST— R54, the PROGRAM CLAMP adjustment on 
the Attenuator circuit card (see Fig. 6-7), if the display is 
not correct. 

g. Set the Type R116 POLARITY switch to — . 

h. CHECK FOR — Test oscilloscope display with the pulse 
baseline at the center horizontal line of the CRT graticule 
±1 cm (±1 V). 

i. ADJUST — R54 for a compromise setting between both 
positions of the Type R116 POLARITY switch if the display 
is not correct. 

j. Reconnect the remote program cable to Type R116 rear 
panel if it had previously been removed. (Turn off the Type 
R116 before making this connection.) 

k. If doing only Adjust steps, make the following equip- 
ment changes: 

1. Disconnect the 50 Q termination from the vertical in- 
put of the test oscilloscope. 

2. Remove the Type W Plug-In Unit from the test oscillo- 
scope and insert the Type lAl or Type 1A2 Plug-In Unit. 

3. Allow several minutes for the plug-in to warm-up 
before continuing with the procedure. 



Control Settings (Partial List) 

Type R116 

TRIGGER SOURCE INTERNAL 

PERIOD RANGE 1 ms 

WIDTH RANGE ]0 ij.s 

RISETIME FALLTIME RANGE 1 /rs 



Test Oscilloscope 



Time/Cm 

Triggering 

Vertical Display 

Input Attenuation 

Millivolts/Cm 

Input Coupling (Ch A) 

Comparison Voltage 



20 /xs 

Trig, ±, AC, Ext 
A-Vc 
10 

20 (Calibrated) 
DC 
0.000 



14. Check Offset Accuracy 

a. Set the Type R116 and the test oscilloscope controls 
as shown in the Initial Control Settings list with changes 
as shown in the preceding partial list. 

b. Set the Type R116 DC OFFSET control, the POLARITY 
switch and the test oscilloscope Vc Range switch as given in 
Table 6-3. 

c. For each check, position the trace to the center hori- 
zontal graticule line with the test oscilloscope Vc Range 
switch set to 0 and the Input Coupling switch at Gnd, then set 
the Input Coupling switch to DC and the Vc Range switch as 
indicated in the table. 
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d. CHECK FOR — Test oscilloscope display of the pulse 
baseline at the center horizontal graticule line ± the toler- 
ances indicated in the Offset column of Table 6-3. 

e. If the offset is outside the required tolerance limits in 
any of the preceding checks, readjust R32, R466, or R476 
as indicated in steps 7, 10 and 12 to bring all offset levels 
within tolerance. 

f. Set the POLARITY switch to + and the DC OFISET 
control to 0. 

15. Cfieck Amplitude Accuracy 

a. Set the Type R116 AMPLITUDE RANGE and AMPLI- 
TUDE MULTIPLIER, and the test oscilloscope comparison volt- 
age and deflection factor as given in Table 6-4. 

b. For each check, position the pulse baseline to the liori- 



zontal centerline of the test oscilloscope CRT screen while 
the Vc Range switch is set to 0, then set the switch to -(-1.1. 

c. CHECK FOR— Test oscilloscope display of the pulse 
tops with the flattest portion of the tops at the horizontal 
centerline, with the Vc Range switch at -(-1.1. 

d. If the pulse amplitude is not within the required tol- 
erance in any of the preceding checks, readjust R85, or R532, 
R42 and R34 in steps 11 and 12 as necessary to bring the 
amplitude within tolerance on all ranges. 

e. Disconnect the 50 0 termination from the vertical input 
of the test oscilloscope. 

f. Remove the Type W Plug-In Unit from the test oscillo- 
scope and insert the Type lAl or 1A2 Plug-In Unit. 

g. Allow several minutes for the plug-in unit to warm up 
before continuing with the procedure. 



TABLE 6-3 



Offset Accuracy Check 









Offset 


DC OFFSET 


POLARITY 


V< 

Range 


Voltage 


Displacement 
from Centerline 


-5 


+ 


-1.1 


— 5 V ±450 mV 


±2.25 cm 


-5 


— 


-1.1 


-5V ±450 mV 


±2.25 cm 


0 


— 


0 


OV ±200 mV 


±1 cm 


0 


+ 


0 


OV ±200 mV 


.±1 cm 


+ 5 


+ 


+ 1.1 


+ 5 V ±450 mV 


±2.25 cm 


+ 5 


— 


+ 1.1 


+5 V ±450 mV 


±2,25 cm 



TABLE 6-4 



Amplitude Accuracy Check 



AMPLITUDE 

RANGE 


AMPLITUDE 

MULTIPLIER 


Input 

Atten. 


mV/Cm 


Comp. 

Voltage 


Amplitude 


Voltage 


Displacement 
from Centerline 


1 V 


10 


10 


20 


10.000 


10 V ±3% 
±50 mV 


±1 .75 cm 


,5 V 


10 


10 


10 


5.000 


5V ±3% 
±25 mV 


±1 .75 cm 


,2 V 


10 


10 


5 


2.000 


2V ±3% 
± 1 5 mV 


± 1 .50 cm 


,2 V 


2 


1 


10 


4.000 


400 mV ±3% 
±15mV 


±2.70 cm 


,5 V 


2 


10 


2 


1.000 


1 V ±3% 
±25 mV 


±2.75 cm 


1 V 


2 


10 


5 


2.000 


2V ±3% 
±50 mV 


±2.20 cm 
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Control Settings 


(Partial List) 
Type R116 


TRIGGER SOURCE 


INTERNAL 


PERIOD RANGE 


1 ms 


MULTIPLIER 


5 


DELAY OR BURST 


TIME 


RANGE 


10 /IS 


MULTIPLIER 


5 


WIDTH RANGE 


10 /IS 


MULTIPLIER 


50 


RISETIME FALLTIME 


RANGE 1 /IS 


RISETIME MULT 


10 


FALLTIME MULT 


10 


Test Oscilloscope 


Time/Cm 


20 /IS 


Triggering 


Trig, ±, AC, Int 


Vertical Mode 


Channel 2 


Volts/Cm Channel 


1 2 


Volts/Cm Channel 
Input Coupling 


2 1 


(Both Channels) 


DC 



Slow Risetime and Falltime 

16. Adjust Slow Risetime and Falltime O 

a. Set the Type R1I6 and test oscilloscope controls as 
shown in the Initial Control Settings list on page 6-6 with 
changes as shown in the partial list preceding this step. 

b. Connect the terminated Type R116 output pulse to the 
test oscilloscope Channel 1 vertical input. 

c. Connect the time-mark generator marker output through 
a coaxial cable and a 50 f2 termination to the test oscillo- 
scope Channel 2 vertical input. 

d. Set the time-mark generator for a 10 /is marker output. 

e. Trigger the test oscilloscope display. 

f. If the test oscilloscope display does not contain exactly 
2 markers/cm over the center 8 cm, adjust the variable sweep 
rate control to provide correct timing, (see Fig. 6-1 OA). 

g. Set the test oscilloscope Vertical Mode switch to Chan- 
nel 1 . 

h. Set the RISETIME MULT and FALLTIME MULT controls 
exactly to the 10 position. 

i. If the display amplitude is not exactly 5 cm, adjust the 
test oscilloscope Variable Volts/Cm control to provide the 
correct amplitude for measuring risetime and falltime. 

j. Trigger the test oscilloscope display to observe the rise 
of the Type R116 output pulse, as shown in Fig. 6-lOB. 

k. CHECK FOR — Test oscilloscope display of the pulse 
rise with a risetime of 100 /is ±5% (5 cm ±2.5 mm). 




Fig. 6-10. Typical test oscilloscope displays for checking risetime 
and falltime of the output pulse. 

l. ADJUST — R64, the Tr TIMING adjustment on the Pulse 
Shape Generator circuit card (see Fig. 6-11), if the display 
IS not correct. 

m. Set the test oscilloscope trigger slope switch to — . 

n. Trigger the test oscilloscope on the negative-going 
slope of the waveform (see Fig. 6-1 OC). 

o. CHECK FOR — Test oscilloscope display of the pulse 
fall with a falltime of 100 /is +5% (5 cm ±2.5 mm). 

p. ADJUST R54, the T; TIMING adjustment, on the Pulse 
Shape Generator circuit card (see Fig. 6-11), if the falltime 
is not correct. 



0 
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T, TIMING 



R564 

RISETIME 
MULT CAI 



Pulse Shape 
Generator 
Circuit Card 



Output Amplifier 
Circuit Card 



C82 



C50 



I R5S4 
FALLTIME 
MULT CAL 



fig. 6-11, lo<3ilon el lUetlme end fallllmc, end puUo ihope ed|utlment» on Pulte Shape Oeneraler <lr<ul) cird and Type RII6 chattit. 



q. Set t)ie Type RI16 RISETIME MULT and FALLTIME MULT 
controls to the 1 position. 

r. Reset the following test oscilloscope controls: 

Sweep Role 2 /is/cm 

Trigger Slope -F 

Verticol Mode Channel 2 

s. Set the lime-mark generator (or a 1-/is marker output. 

t. Check the test oscilloscope display (or exoctly 2 
markers/cm over the center 8 cm and adjust the test oscillo- 
scope variable sweep rate control if necessory. 

u. Set the test oscilloscope Verticol Mode switch to Chan- 
nel 1. 

V. Trigger the lest oscilloscope on the pulse rise. 

w. CHECK FOR — Test oscilloscope display of the pulse rise 
with o risetime of 10 /<s ±5% (5 cm i2.5 mm). 

X. ADJUST-R564, the RISETIME MULT CAL adjustment 
on the Type R116 chassis (see Fig. 6-11), if the risetime is not 
correct, 

y. Set the test oscilloscope trigger slope switch to — . 

z. Adjust the test oscilloscope triggering to display the 
negative-going portion of the waveform. 



aa. CHECK FOR — Test oscilloscope display of the pulse 
foil with a folliime of 10 /is ±5% (5cm -f-2.5mm), 

ob. ADJUST — R554, the FALLTIME MULT CAL odjustment 
on the Type R116 chassis (see Fig. 6-11), if the (alltime is not 
correct. 

ac. If R564 and/or R554 are adjusted, recheck the adjust- 
ment of R64 and R54 in steps a through p. 

17. Check Slow Risetimo and Falltime Accuracy 

a. Set the Type R1I6 and test oscilloscope controls os 
shown in the Initial Control Settings list on page 6-6 with 
changes as shown in the partial list preceding step 16. 

b. For each check, set the Type RI16 controls, the time- 
mark generator and the test oscilloscope controls as given 
in Table 6-5. On each sweep rate, check the display timing 
by observing the time-mark signal (Channel 2) and adjusting 
the variable sweep rate control if necessary, then display 
the Type R1I6 output pulse. 

c. CHECK FOR — Test oscilloscope displays of the pulse 
rise or foil with risetimes and folltimes as indicated in Table 
6-5. 

d. If the risetime and/or falltime ore out of tolerance in 
any of the preceding checks, readjust R64, R54, R564 or R554 
(step 16) as required to bring the timing within tolerance over 
the 1-/IS to 110-/IS range. 
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TABLE 6-5 



Slow Risetime and I'alltime Accuracy Check 



RISETIME 

FALLTIME 

RANGE 


RISETIME MULT 
and 

FALLTIME MULT 


Time 

Markers 


Oscilloscope 


Risetime or Falltime 


Sweep 

Rate 


Trig 

Slope 


Time 


Display 


1 /.s 


10 

10 


10 IIS 


20 iis/cm 


+ 


100 /IS ±1 ns +5% 
1 00 /IS -1- 1 ns -b5% 




'100 ns 


10 

10 


1 ii.S 


2 /is/cm 


+ 


10 /IS ±1 ns :±:5% 
1 0 /IS it 1 ns ±5% 


5 cm it 2.5 mm 
5 cm ±2.5 mm 


'1 /IS 


1 

1 


1 /(.S 


2 /is/cm 


+ 


1 0 /IS ±1 ns it 5% 
10 /IS itl ns ti5% 




'100 ns 


1 

1 


0.1 /LS ' 

■ 1 


0.2 ,ns/cm 


+ 







^Set PERIOD RANGE switch to 100 ^s position and the WiDTH MULTIPLIER to the 5 position for these settings of the risetime and faiitime 
controls. 



Control Settings (Partial List) 



Pulse Shape, Fast Risetime and Falltime 



Type R116 



18. Adjust Pulse for Minimum Aberrations O 



TRIGGER SOURCE INTERNAL 

PERIOD RANGE 1 /is 

DELAY OR BURST TIME 
RANGE 10 /IS 

WIDTH RANGE 10 ns 



Sampling Oscilloscope 



Type 

Calibrator 

CRT Cathode Selector 

Type 3S6 

Mode 

DC Offset (A and B) 
Millivolts/Div (A and B) 
Invert Pull 



568 

Off 

Chopped Blanking 

(or 355) 

Channel A 

Pulse Vertically Centered 
200 

Not pulled 



a. Set the Type R116 controls as shown in the Initial Con- 
trol Settings list on page 6-6 with changes shown in the partial 
list preceding this step. Set the sampling oscilloscope con- 
trols as shown in the preceding partial list. 

b. Disconnect the Type R116 output pulse and pretrigger 
from the test oscilloscope. 

c. Connect the Type RE16 output pulse signal through a 
5ns coaxial cable and a lOX attenuator to the Channel 
A Type SI Sampling Head which has been installed in the 
Type 3S6) Programmable Sampling Unit. (50 D Termination 
is not required because the input to the Type SI is 50-U.) 

d. Connect the Type R116 pretrigger pulse through a 50 0 
coaxial cable terminated by a 50 0 lOX attenuator to the 
External Trigger Input connector on the Type 3T6 Sampling 
Sweep Unit. 

e. Trigger the sampling oscilloscope display. 

f. Reset the Type 3T6 (3T5) Time/Div switch to 10 ns. 



Type 3T6 

Time/Div 

Horizontal Position 

Samples/Sweep 

Delay 

Trigger Sensitivity 
Recovery Time 
Trigger Mode 
Program Selector 



(or 3T5) 

20 ns 
Centered 
1000 

Pulse Horizontally Centered 
Stable Display 
Stable Display 
+ , Ext 

Internal or External 



g. Position the pulse on the CRT graticule with the Type 
3T6 decade Delay control. 

h. Reset the Type 3S6 Millivolts/Div switch to 10. 

i. Vertically position the pulse baseline immediately fol- 
lowing the pulse fall onto the CRT with the Type 3S6 DC 
Offset control (see Fig. 61 2A), 

j. CHECK FOR — Sampling oscilloscope display of the 
pulse fall and baseline with no more than 3 cm (3%) of 
overshoot, short-time rounding, tilt or droop and with total 
aberrations of no more than 3 cm (3%) peak-to-peak. 
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k. ADJUST— C50, the PULSE OVERSHOOT adjustment 
on the Output Amplifier circuit card (see Eig, 6-1 Ij, for the 
fastest falltime with minimum aberrations. Adjust C82 (Pulse 
Tilt) for the flattest possible baseline. 

l. Vertically position the pulse top on the CRT with the 
Type 3S6 DC Offset control (see Eig. 6-1 2B). 

m. CHECK EOR — Sampling oscilloscope display of the 
pulse rise and pulse top with no more than 3 cm (3%) of 
overshoot, short-time rounding, tilt or droop and with total 
aberrations of no more than 3 cm (3%) peak-to-peak. 

n. ADJUST — C50 and C82 for the fastest possible risetime 
with minimum aberrations. (Adjustments should be a com- 
promise between parts j and m). 

19. Check Pulse Aberrations 

(If step 18 has just been completed, go to part m of this 
step.) 

a. Set the Type R116 controls as shown in the Initial Con- 
trol Settings list on page 6-6 with changes shown in the 
partial list preceding step 18. Set the sampling oscilloscope 
controls as shown in the partial list. 

b. Disconnect the Type R116 output pulse and pretrigger 
from the test oscilloscope. 

c. Connect the Type R116 output pulse signal through 
a 5 ns coaxial cable and a lOX attenuator to the Channel 
A Type SI Sampling Head which has been installed in the 
Type 3S6. Programmable Sampling Unit. (50 0 termination 
is not required because the input to the Type SI is 50-fJ ) 

d. Connect the Type R116 pretrigger pulse through a 50-0 
lOX attenuator to the External Trigger Input connector on 
the Type 3T6 Sampling Sweep Unit. 

e. Trigger the sampling oscilloscope. 

f. Reset the Type 3T6 Time/Div switch to 10 ns. 

g. Position the pulse onto the CRT with the Type 3T6 dec- 
ade Delay control. 

h. Reset the Type 3S6 Millivolts/Div switch to 10. 

i. Vertically position the pulse baseline immediately lol- 
lowing the pulse fall on the CRT with the Type 356 DC C)ff- 
set control (see Fig. 6-1 2A). 

j. CHECK FOR — Sampling oscilloscope display of the 

pulse fall and baseline with no more than 3 cm (3%) of 
overshoot, short-time rounding, tilt or droop and with tctal 
aberrations of no more than 3 cm (3%) peak-to-peak. 

k. Vertically position the pulse top onto the CRT with the 
Type 3S6 DC Offset control (see Fig. 6-1 28). 

l. CHECK FOR — Sampling oscilloscope display of the 

pulse rise and pulse top with no more than 3 cm (3%) of 
overshoot, short-time rounding, tilt or droop and with tctal 
aberrations of no more than 3 cm (3%) peak-to-peak. 




Fig. 6-12. Typical sampling oscilloscope displays for checking and 
adjusting pulse aberrations. 

m. Set the Type R116 POLARITY switch to — . 

n. Repeat parts i through I for the negative-going pulse. 

o. If the pulse aberrations are out of tolerance in any 
of the preceding checks, adjust C50 and C82 as described 
in Step 18 to bring the pulse aberrations within tolerance. 

p. Set the Type R116 POLARITY switch to +. 

20. Adjust Fast Risetime and Falltime O 

a. Reset the Type R116 PERIOD MULTIPLIER to 5 and the 
POLARITY switch to +. 

b. Connect the time-mark generator marker output to the 
Channel B Type SI Sampling Head through a 50-fi coaxial 
cable and a 5X attenuator. 

c. Set the time-mark generator for a 2-ns sinewave output. 
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d. Reset- the indicated sampling oscilloscope controls as 
follows: 

Vertical Mode Channel B 

Time/Div 2 ns 

Millivolts/Div (Channel A) 200 

e. Trigger the sampling oscilloscope. 

f. Check the sampling oscilloscope display for 1 cycle/cm. 
If the timing is not correct, either adjust the Type 3T6 Hori- 
zontal Gain adjustment (screwdriver adjustment) or note the 
error for use in part I. 

g. Reset the sampling oscilloscope Vertical Mode switch 
to Channel A. 

h. Trigger the sampling oscilloscope display, 

i. Check that the display amplitude is exactly 5 cm and 
adjust the Millivolts/Div Variable, if necessary, for correct 
deflection to measure risetime. 

j. Position the display with the Type 3T6 decade Delay 
control to observe the pulse rise. 

k. CHECK FOR — Sampling oscilloscope display of the 

pulse rise with a risetime of 10 ns rtI0% (5 cm ±0.5 cm). 

l. ADJUST — C72 on the Pulse Shape Generator circuit 
card (see Fig, 6-11) if the risetime is not correct. Remove 
the adjustment tool while observing the risetime. 

m. Time-position the display with the Type 3T6 decade 
Delay control to observe the falling edge of the pulse. 

n. CHECK FOR — Sampling oscilloscope display of the 

pulse fall with a falltime of 10 ns ±10% (5 cm ±0.5 cm). 

o. If the falltime is not correct, readjust C72 for a com- 
promise setting so that both the risetime and falltime are 
within specification. 



p. If doing Adjust steps only, make the following equip- 
ment changes: 

1. Disconnect the Type R116 output pulse and the time- 
mark generator output from the sampling oscilloscope. 

2. Reconnect the Type R116 output pulse through a 50-fi 
termination to the Channel 1 input of the test oscilloscope. 

3. Reconnect the time-mark generator marker output 
through a 50-D coaxial cable terminated in 50 T2 to the Chan- 
nel 2 input of the test oscilloscope. 

21. Check Fast Risetime and Falltime Accuracy 

a. Connect the time-mark generator marker output to the 
Channel B Type SI Sampling Head which has been installed 
in the Type 3S5 (3S6) through a 50-Q coaxial cable and a 
5X attenuator. 

b. Reset the Type R116 controls listed as follows: 



PERIOD RANGE 


1 /IS 


MULTIPLIER 


1 


WIDTH RANGE 


1 00 ns 


MULTIPLIER 


5 



c. Set the Type R116, the sampling oscilloscope and 
time-mark generator as shown in Table 6-6. On each sweep 
rate, check the display timing, by observing the time-mark 
signal (Channel 2) and adjusting the Type 3T6 Horizontal 
Gain screwdriver adjustment control or noting the error if 
necessary, then display the Type R116 output pulse. Use 
the sampling oscilloscope decade Delay control to position 
the pulse rise or fall onto the CRT. 

d. CHECK FOR — Test oscilloscope displays of the pulse 
rise or pulse fall with risetimes and falltimes as indicated in 
the table. 



TABLE 6-6 



Fast Risetime and falltime Accuracy Check 



RISETIME 

FALLTIME 

RANGE 




Time 

Markers 


Oscilloscope 


Risetime or Falltime 


Sweep 

Rate 


Trig 

Slope 


Time 


Display 


1 ns 


1 




2 ns/cm 






5 cm ±2.5 mm 
5 cm ±2.5 mm 


1 0 ns 


1 




20 ns/ cm 


+ 


100 ns ±1 ns ±5% 
100 ns ±1 ns ±5% 




1 ns 


10 


10 ns“ 


20 ns/cm 


+ 






10ns-‘ 


10 


1 /xS“ 


200 ns/ cm 


+ 







'Check sweep rate with 1 marker/cm. 

'Check sweep rate with 2 markers/cm. 

Set PERIOD RANGE switch to 10 /is and WIDTH RANGE switch to 1 /xs for this setting of the risetime and falltime controls. 
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e. If the risetime and/or falltime are out of toleranci' in 
any of the preceding checks, readjust C72 in step 20 as re- 
quired to bring the timing within tolerance over the 10 ns 
to 1.1 /IS range. 

f. Disconnect the Type R116 output pulse and the time- 
mark generator output from the sampling oscilloscope. 

g. Reconnect the Type R116 output pulse through a 50-0 
coaxial cable terminated with a 50-0 termination to the Clion- 
nel 1 input of the test oscilloscope. 

h. Reconnect the time-mark generator marker output 



through a 50-0 coaxial cable 


1 terminated in 50 0 to the 


Channel 2 input of the test oscilloscope. 


Control Settings (Partial 


List) 


Type R116 


TRIGGER SOURCE 


INTERNAL 


PERIOD RANGE 


1 ms 


DELAY OR BURST TIME 


10 /IS 


RANGE 




MULTIPLIER 


50 


WIDTH RANGE 


10 /IS 


MULTIPLIER 


50 


Test Oscilloscope 


Time/Cm 


0.1 ms (Unmagnifiedj 


Triggering 


Trig, -F, AC, Int 


Vertical Mode 


Alternate 


Volts/Cm (Channel 1) 


2 


Volts/Cm (Channel 2) 


1 


Input Coupling 


DC 


(Both Channels) 




Width Generator 





22. Adjust Width Timing O 

a. Set the Type R116 and the test oscilloscope controls 
as shown in the Initial Control Settings list on page 6-6 with 
changes as shown in the partial list preceding this step. 

b. Set the time-mark generator for a 50-/i,s marker output. 

c. Trigger the test oscilloscope display. 

d. Center the two alternately displayed waveforms ver- 
tically and position the pulse rise to the 1-cm graticule line 
(see Fig. 6-1 3A). 

e. CHECK FOR Test oscilloscope display of a 500-/i.s 
pulse width (at the 50% amplitude level) within 37o of the 
time mark waveform (±1.5 mm over 5 cm). 

f. ADJUST — R41, the WIDTH TIMING adjustment on the 
Width Generator circuit card (see Fig. 6-14), if the display 
is not correct. 

g. Set the WIDTH MULTIPLIER control to 5. 




Fig. 6-13. Typical test oscilloscope displays for checking pulse width: 
lAI 500-/CS pulse width; IB) 50-ns pulse width. 

h. Set the test oscilloscope sweep rate to 10/is/cm. 

i. Set the time-mark generator for a 5-/is marker output. 

j. Trigger the test oscilloscope display. 

k. CHECK FOR — Test oscilloscope display of a 50-/i.s pulse 
width (at the 50% amplitude level) within 3% of the time 
mark waveform (±1.5 mm over 5 cm). 

l. ADJUST— R522, the WIDTH MULT CAL adjustment on 
the Type R116 chassis (see Fig. 6-14), if the display Is not 
correct. 

m. If R522 is adjusted, recheck the adjustments in steps 
a through I. 

n. Reset the following Type R116 controls: 



PERIOD RANGE 


1 /:.S 


WIDTH RANGE 


1 0 ns 


MULTIPLIER 


50 



o. Set the test oscilloscope sweep rate to 0.1 /rs/cm. 

p. Set the time-mark generator for a 50-ns sine wave 
output. 

q. CHECK FOR — Test oscilloscope display of a 500-ns 
pulse width, at the 50% amplitude level, within 5%, of the 
reference waveform (-1-2.5 mm over 5 cm). 
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Fig. 6«H Locollon of width, dtlay ond porlod liming odioitmonti on Width Oonorolor, Doloy Oonorotor ond Porlod Oonorotor drcull cordt 
and on Iho Typo IM16 cheitlt. 



r. ADJUST- C32 on rhe Width Generator circuit cord 
(see Fig. 6-14), if the disploy is not correct. 

s. Set the Type RI16 WIDTH MULTIPLIER control to 5. 

t. Reset the following test oscilloscope controls; 

Sweep Role 10 ns/cm (0.1 rii/ctn 

magnified by 10) 

Deflection Factor 0.5V/cm 

(CH 2) 

u. Set the time-mark generator for o 10-ns sine wove out- 
put. 

V. CHECK FOR — Test oscilloscope display of 50-ns pulse 
width, at the 50% amplitude level, within 5% of the reference 
woveform |±;2.5mm over 5 cm). 

w. ADJUST - R523, the 50-nSEC WIDTH adjustment on the 
Type R116 chossis (see Fig. 6-14), if the display is not correct. 



X. If R523 required readjustment check adjustment of C32 
in steps n through r. 

23. Check Width Accuracy 

a. Set the Type R1I6 and the lest oscilloscope controls 
os shown in rhe Initial Control settings list with changes as 
shown in the partital list of control settings preceding step 22. 

b. Set the Type RII6 controls, the time-mork generator 
output and the test oscilloscope sweep rate as indicated in 
Table 6-7. 

c. CHECK FOR — Test oscilloscope displays of the pulse 
width, at the 50% amplitude level, with respect to the time 
mark waveform as indicated in the last column of Table 6-7. 

d. If the width timing is out of tolerance in any of the pre- 
ceding checks readjust R522, R4I, C32, and/or R523 in step 
22 as required to bring the width timing within tolerance on 
all ronges. 



(£ 



6-23 







Performance Check/Calibration — Type R116 (SN T084-up) 



TABLE 6-7 

Width Timing Accuracy Check 



PERIOD RANGE 


WIDTH RANGE 


MULTIPLIER 

WIDTH 


Time 

Markers 


Oscilloscope 

Sweep 

Rate 


Pulse Width 


Time 


Difference from 
Reference 


1 ms 


10 /IS 


5 


5 /is 


10 /is/cm 




±1.5 mm over 5 cm 


100 /IS 


1 /IS 


5 


0.5 /IS 


1 /is/cm 


5 /IS ±3% 


± 1 .5 mm over 5 cm 


1 0 /IS 


100 ns 


5 


50 ns 


0.1 /is/cm 


500 ns ±3% 


± 1 .5 mm over 5 cm 


1 /IS 


1 0 ns 


5 


10 ns 


1 0 ns/cm 


50 ns ±5% 


±2.5 mm over 5 cm 


1 /IS 


1 0 ns 


50 


50 ns 


0.1 /is/cm 


500 ns ±5% 


±2.5 mm over 5 cm 


1 00 /IS 


100 ns 


50 


0.5 /IS 


1 /is/cm 


5 /is ±3% 


±1.5 mm over 5 cm 


1 ms 


1 /IS 


50 


5 /IS 


10 /is/cm 


50 /ls ±3% 


± 1 .5 mm over 5 cm 


1 ms 


1 0 /IS 


50 


50 /IS 


0.1 /is/cm 


500 /IS ±3% 


± 1 .5 mm over 5 cm 



Delay Generator 

24. Adjust Delay Timing O 

a. Reset the below listed Type R116 controls os follows: 



MODE 


DOUBLE 


PERIOD RANGE 


1 ms 


MULTIPLIER 


10 


WIDTH RANGE 


1 /IS 


MULTIPLIER 


25 



b. Set the test oscilloscope sweep rate to 0.1 ms/cm (un- 
magnified). 

c. Set the time-mark generator for a 50-/is marker output. 

d. Trigger the test oscilloscope display. 

e. CHECK FOR — Test oscilloscope display of the double 
pulse waveform with a delay period of 500 /.is between cor- 
responding points on the two pulses (see Fig. 6-15), with 3% 
+ 10 ns of the reference waveform (;tl.5mm over 5cm). 

f. ADJUST — R41, the DELAY TIMING adjustment on the 
Delay Generator circuit card (see Fig. 6-14), if the delay 
interval is not correct. 

g. Set the DELAY OR BURST TIME MULTIPLIER control 
to 5. 

h. Set the test oscilloscope sweep rate to 10/is/cm. 

i. Set the time-mark generator for a 5-/is marker output. 

j. Trigger the test oscilloscope display. 

k. CHECK FOR — Test Oscilloscope display of the double 
pulse waveform with a delay period of 50 /is between cor- 
responding points on the two pulses, within 3% +10 ns of 
the reference waveform (±1.5 mm over 5 cm). 

l. ADJUST— R51 2, the DELAY OR BURST TIME MULT CAL 
adjustment on the Type R116 chassis (see Fig. 6-14), if the 
delay interval is not correct. 
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Fig. 6-15. Typical test oscilloscope cJisplay for checking cJelay tim- 
ing ocJjustments; 500 fit cJelay time. 

m. If R512 requires adjustment, recheck the adjustments 
in parts a through I. 

n. Set the test oscilloscope sweep rate to 0.1 /is/cm. 

o. Reset the indicated Type R116 controls as listed below: 



PERIOD RANGE 


10 /iS 


MULTIPLIER 


1 


DELAY OR BURST TIME 
RANGE 


1 0 ns 


MULTIPLIER 


50 


WIDTH RANGE 


10 nS 


MULTIPLIER 


5 



p. Set the time-mark generator for a 50-ns marker output. 

q. CHECK FOR — Test oscilloscope display of the double 
pulse with a delay time of 500 ns, within 3% +10 ns of the 
reference waveform (5 cm ±1.6 mm). 

r. ADJUST — C32 on the Delay Generator circuit card 
(see Fig. 6-14) if the delay time interval is not correct. 
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s. Connect the Type R116 + PRETRIGGER OUT pulse 
to the test oscilloscope External Trigger Input connectoi 
through a 50-U coaxial cable. 

t. Reset the Type R116 MODE switch to SINGLE and th(- 
DELAY OR BURST TIME MULTIPLIER to 5. 

u. Reset the listed test oscilloscope controls as follows.- 

Sweep Rate 10 ns/cm (0.1 ii,s/cm 

magnified by 10) 

Vertical Mode Channel 2 

Volts/Cm (Channel 2) .2 

V. Set the time-mark generator for a 10-ns marker output 

w. Trigger the test oscilloscope display and check tht 
test oscilloscope sweep timing. Adjust the variable sweep- 
rate control if required. 

X. Set the test oscilloscope Trigger Source switch to Exi 
and the Vertical Mode switch to Channel 1. 

y. Trigger the test oscilloscope display of the undelayed 
output pulse. 

z. Position a reference point on the rise of the pulse to 
the 1-cm vertical line of the CRT graticule (see Eig. 6-16A) 

aa. Set the Type R116 MODE switch to DLY'D SINGLE. 

ab. CHECK FOR — Test oscilloscope display of the delayed 
pulse with the corresponding point on the delayed pulse rise 
(corresponding to the reference point used in part z) at the 
6-cm vertical line of the CRT graticule t- 0.15cm -|- 1 cm (see 
Fig. 6-16B). This display indicates a delay time of 50 n: 

t- 3% -E 10 ns. 

ac. ADJUST -R513, 50 nSEC DELAY adjustment on the 
Type R116 chassis (see Fig. 6-14) if the delay time interval 
is not correct. 

ad. If R513 required adjustment, reset the Type R1 16 MODE 
switch to DOUBLE and the DELAY OR BURST TIME MULTI- 
PLIER to 50. 

ae. Reset the below listed test oscilloscope controls as 
follows: 



Sweep Rate 
Trigger Source 
Vertical Mode 
Volts/Cm (Channel 2) 



0.1 ,"S/cm (unmagnified) 
Int 

Alternate 

.5 



af. Recheck the adjustments in parts p through ac. 



25. Check Delay Accuracy 

(If step 24 has just been completed go to part j of this 
step.) 




Fig. 6-16. Test oscilloscope dispoys for checking the 50-ns deloy 
time adjustment. 



a. Set the below listed. Type R116 controls as follows: 



MODE 

PERIOD RANGE 
MULTIPLIER 

DELAY OR BURST TIME 
RANGE 
MULTIPLIER 

WIDTH RANGE 
MULTIPLIER 

b. Reset the following test 
cated. 

Sweep Rate 

Trigger Source 
Vertical Mode 
Volts/Cm 



SINGLE 

10 /IS 

1 

1 0 ns 
5 

10 ns 
5 

oscilloscope controls as indi- 

1 0 ns/cm (0.1 /i.s/cm 
magnified by 10) 

Ext 

Channel 2 

.2 



c. Set the time-mark generator for a 10-ns marker output. 

d. Trigger the test oscilloscope display and check the 
test oscilloscope sweep timing. Adjust the variable sweep 
rate control if required. 
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TABLE 6-8 

DELAY OR BURST TIME ACCURACY CHECK 



PERIOD 

RANGE 


DELAY OR 
BURST TIME 
RANGE 


DELAY OR 
BURST TIME 
MULTIPLIER 


1 

WIDTH 

RANGE 


Time 

Markers 


Oscill- 

oscope 

Sweep 

Rate 






Delay 


Interval 




Time 


Difference from 
Reference Waveform 


1 /IS 


1 OO ns 


5 


1 0 ns 




0.1 /is/cm 


500 ns 


-1:3% 


1 1 0 ns 


1-2.5 mm 


over 5 cm 


1 0 /IS 


1 /IS 


5 


100 ns 




1 /i.s/cm 


5 ffs 


4 3% 


' 1 0 ns 


1 . 1 .6 mm 


over 5 cm 


o 

o 


10 /IS 


5 


1 /.,S 




10 /is/cm 


50 /IS 


-:*:3% 


‘10 ns 


1 1 .5 mm 


over 5 cm 


1 ms 


1 0 /IS 


50 


10 /IS 


50 /rs 


0.1 ms/cm 


500 /IS 


'-3% 


t; 1 0 ns 


• 1 .5 mm 


over 5 cm 


100 /IS 


1 /IS 


50 


1 /(.S 




10 , ns/cm 


50 /IS 


' 3% 


; 1- 10 ns 


' 1 .5 mm 


over 5 cm 


10 /xs 


100 ns 


50 






1 /I.s/cm 


5 /IS 


--^-3% 


t 1 0 ns 


:t: 1 .6 mm 


over 5 cm 


1 /IS 


10ns 


50 


1 1 0 ns 


1 50 ns 


0.1 /is/cm 


500 ns 


'-3% 


.1 1 0 ns 


. ' -2.5 mm 


over 5 cm 



e. Set the test oscilloscope Vertical Mode switch to Chan- 
nel 1 . 

f. Trigger the test oscilloscope display of the undelayed 
output pulse. 

g. Position a reference point on the rise of the pulse to 
the 1-cm vertical line of the CRT graticule (see Fig. 6-16A). 

h. Set the Type R116 MODE switch to DLV'D SINGLE. 

i. CHECK EOR — Test oscilloscope display of the delayed 
pulse with the corresponding point on the delayed pulse lise 
(corresponding to the reference point used in part g) at the 
6-cm vertical line of the CRT graticule rhO.lScm -F 1 cm 
(see Eig. 6-1 6B). This display indicates a delay time of 50 ns 
±3% -plO ns. 

j. Reset the following Type R116 controls: 

MODE DOUBLE 

PERIOD MULTIPLIER 10 

k. Reset the following test oscilloscope controls; 

Vertical Mode Alternate 

Trigger Source Trig, +, AC, Int 

l. Set the Type R116 controls, the time-mark generator 
output and the test oscilloscope sweep rate as given in Table 
6 - 8 . 

m. CHECK FOR — Test oscilloscope displays with a delay 
period between corresponding points on the two pulses (see 
Fig. 6-15), as indicated in the last column of Table 6-8. 

n. If the delay time is out of tolerance in any of the f)re- 
ceding checks, readjust R512, R513, R41, and/or C32 in step 
25 as necessary to bring the delay time within tolerance on 
all ranges. 



Period Generator 

26. Adjust Period Timing O 

a. Reset the following Type R116 controls: 

MODE SINGLE 

PERIOD RANGE 1 ms 

MULTIPLIER 10 

WIDTH RANGE 10 /.s 

b. Reset the following test oscilloscope controls: 

Sweep Rate lOms/cm (unmagnified) 

Triggering Trig, -F, AC, Int 

Vertical Mode Alternate 

Volts/Cm (Channel 2) 1 

c. Set the time-mark generator for a 10-ms marker output. 

d. Trigger the test oscilloscope display. 

e. CHECK FOR — Test oscilloscope display with equal 
time intervals between the Type R116 pulses and the refer- 
ence time-mark signals, U-2.7 mm over the first 9 cm of the 
test oscilloscope graticule (90 ms .U3%). 

f. ADJUST — R34, the PERIOD TIMING adjustment on the 
Period Generator circuit card (see Fig. 6-14) if the display is 
not correct. 

g. Set the PERiOD MULTIPLIER control to 1. 

h. Set the test oscilloscope sweep rate to 1 ms/cm. 

i. Set the time-mark generator for a 1-ms marker output. 

j. CHECK FOR — Test oscilloscope display of equal time 
intervals between the Type R116 and the reference wave- 
forms, .1-2.7 mm over the first 9 cm (9 ms :±;3%). 

k. ADJUST — R502, the PERIOD MULT CAL adjustment on 
the Type R116 chassis (see Fig. 6-14) if the display is not 
correct. 
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TABLE 6-9 

PERIOD ACCURACY CHECK 



PERIOD RANGE 


PERIOD 

MULTIPLIER 


! 

WIDTH 

RANGE 


Time 

Markers 


Oscilloscope 

Sweep 

Rate 


Period 


Time 


Difference from 
Reference Waveform 


100 ns 


1 


1 0 ns 


0.1 /is 


0.1 /i.s/cm 


100 ns ±5% 


zt4.5 mm over 9 cm 


1 IIS 


1 


10 ns 


1 ,US 


1 /is/cm 


1 /IS ±3% 


±2.7 mm over 9 cm 


10 /IS 


1 


1 0 ns 


10 /IS 


1 0 /is/cm 


o 

in 

It 

CO 

0 ^ 


±2.7 mm over 9 cm 


O 

O 


1 


100 ns 


0.1 ri)s 


0.1 ms/cm 


100 /is ±3% 


+ 2.7 mm over 9 cm 


1 ms 


1 


1 /IS 


1 ms 


1 ms/cm 


1 ms ±3% 


±2.7 mm over 9 cm 


100 ns 


10 


10 ns 


0.1 /IS 


0.2 /is/cm 


1 /IS ±5% 


±2.5 mm over 5 cm 


1 /IS 


10 


10ns 


1 ;IS 


2 /is/cm 


10 /IS ±3% 


±1 .5 mm over 5 cm 


10 /IS 


10 


100 ns 


10 /IS 


20 /ts/cm 


100 /IS ±3% 


±1 .5 mm over 5 cm 


o 

o 


10 


1 /IS 


0.1 ms 


0.2 ms/cm 


1 ms ±3% 


±1 .5 mm over 5 cm 


1 ms 


10 


10 /rs 


1 ms 


2 ms/cm 


1 0 ms ±3% 


±1 .5 mm over 5 cm 



l. If R502 is adjusted, reset the period multiplier and 
oscilloscope sweep rate controls as given in parts a and b 
and recheck the period timing adjustments as in steps c 
through k. 

m. Reset the follov/ing Type R116 controls: 



b. Set the Type R116 controls, the time-mark generator 
marker output and the test oscilloscope sweep rate as given 
in Table 6-9. 

c. Trigger the test oscilloscope display and position both 
waveforms near the center of the CRT screen. 



PERIOD RANGE 100 ns 

MULTIPLIER 1 

WIDTH RANGE 10 ns 

n. Set the test oscilloscope sweep rate to 0.1 /'s/cm. 

o. Set the time-mark generator for a 0.1 /’S marker output. 

q. ADJUST — C52 on the Period Generator (circuit) card 
vals between the Type R116 and the reference waveforms 
-i.-4.5mm over the first 9 cm (900 ns -±5%). 

q. ADJUST — C52 on the Period Generator circuit card 
(see Fig. 6-14) if the display is not correct. Remove the 
adjusting tool from the capacitor while checking the display. 

r. Set the PERIOD RANGE switch to 1 /is. 

s. Set the test oscilloscope sweep rate to 1 /is/cm. 

t. Set the time-mark generator for a 1 /is marker output. 

u. CHECK FOR -Test oscilloscope display of equal time 
intervals between the two waveforms, ±2.7 mm over the first 
9 cm (9 /is rt-3%). 

V. ADJUST — C55 on the Period Generator circuit card 
(see Fig. 6-14) if the display is not correct. 

27. Check Period Accuracy 

a. Set the Type R116 WIDTH MULTIPLIER control to 5. 



d. CHECK FOR — Test oscilloscope display with equal time 
intervals between the pulses in the Type R116 waveform and 
those in the reference time-mark signal (over the first 9 cm) 
for the 1 position of the PERIOD MULTIPLIER (see Fig. 6-1 7A), 
and displays with the second Type R116 pulse at the 12th 
marker for the 11 position of the MULTIPLIER (see Fig. 6-17B). 

e. If the period timing is out of tolerance in any of the 
preceding checks, readjust R34, R502, C52, and/or C55 in 
step 26 as necessary to bring the timing within tolerance on 
all ranges. 



Control Settings (Partial List) 

Type R116 



TRIGGER SOURCE 

Test 

Time/Cm 
Triggering 
Vertical Mode 
Volts/Cm (Channel 1) 
Volts/Cm (Channel 2) 
Input Selector 
Amplitude Calibrator 



INTERNAL 

Oscilloscope 

0.1 /IS 

Trig, ±, AC, Ext 
Alternate 
2 V 
2 V 
DC 
Off 
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Fig. 6-17. Typical test oscilloscope displays for checking period 
timing; (Al PERIOD MULTIPLIER control set to 10; IBI PERIOD 
MULTIPLIER control set to 1. 

Modes of Operation, Triggers and Triggering 

28. Check Pretrigger and Delayed Trigger 

a. Set the Type R116 and the test oscilloscope conirols 
as shown in the Initial Control Settings list on page 6 
with changes as shown in the partial list preceding this step. 

b. Disconnect the terminated coaxial cable from the Clian- 
nel 1 input of the test oscilloscope and connect it to the 
Trigger Input connector. 

c. Connect a 50-L2 coaxial cable between the Type R116 
+ PRETRIGGER OUT connector and the test oscilloscope 
Channel 1 input. 

d. Connect a 50-il coaxial cable between the Type R116 
+ DELAYED TRIGGER OUT connector and the test oscillo- 
scope Channel 2 Input. 

e. Trigger the test oscilloscope. 

f. Position the pulses on the CRT so that they do not over- 
lap (see Fig. 6-18). 

g. CHECK FOR — Test oscilloscope display of the two 
pulses, each with an amplitude of at least 2 volts. 

h. Turn the DELAY OR BURST TIME MULTIPLIER slowly 
to the fully clockwise position. 
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Fig. 6>18. Test oscilloscope display for checking pretrigger and 
delayed trigger output pulses. 

i. CHECK FOR — Test oscilloscope display with the de- 
layed trigger moving at least 5.5 cm (550 ns) to the right of 
the pretrigger. 

29. Check Single, Delayed Single and Double Pulse 
Modes 

a. Disconnect all the 50 U coaxial cables from the test 
oscilloscope vertical inputs. 

b. Reconnect the 50 Q coaxial cable, terminated in 50 Lf, 
5 watts, between the Type R116 OUTPUT connector and the 
Channel 1 input, 

c. Reconnect the 50 12 coaxial cable between the Type 
R116 -h PRETRIGGER OUT connector and the Trigger Input 
connector on the test oscilloscope. 

d. Reset the following Type R116 controls to: 

PERIOD RANGE 1 mS 

DELAY OR BURST TIME 10 /rS 

RANGE 

MULTIPLIER 5 

WIDTH 10, mS 

RISETIME, FALLTIME 1 nS 

RANGE 

e. Reset the following test oscilloscope controls: 

Time/Cm 0.2 ms 

Vertical Mode Channel 1 

f. Trigger the test oscilloscope display. 

g. CHECK FOR — Test oscilloscope display of an unde- 
layed (single) output pulse with an approximate period of 
1 ms (see Fig. 6-1 9A). 

h. Set the Type R116 MODE switch to DLY’D SINGLE. 

i. Turn the DELAY OR BURST TIME MULTIPLIER control 
slowly clockwise while observing the test oscilloscope display. 

j. CHECK FOR — Test oscilloscope display of the delayed 
pulse with the delay time controlled by the DELAY OR BURST 
TIME MULTIPLIER control. 
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Fig. 6-19. Test oscilloscope dispays for checking first three modes 
of operation: (A) Single pulse; (B) Delayed Single pulse; (C) 

Double pulse. 



b. Disconnect the 50-il coaxial cable from the Type R116 
+ PRETRIGGER OUT connector and reconnect it to one 
arm of the T-connector. 

c. Connect another 50-Q coaxial cable between the other 
arm of the T-connector and the Type R116 -p TRIGGER IN- 
PUT connector. 

d. Set the Type R116 TRIGGER SOURCE switch to EX- 
TERNAL OR MANUAL. 

e. Set the test oscilloscope Amplitude Calibrator for 20 
volts. 

f. CHECK EOR — Test oscilloscope display of the exter- 
nally triggered Type R116 waveform. 

g. Set the test oscilloscope Amplitude Calibrator for 2 
volts. 

h. CHECK FOR — Test oscilloscope display of the ex- 
ternally triggered Type R116 waveform as observed in part f. 

i. Disconnect the 50-0 coaxial cable connected between 
the Amplitude Calibrator Output connector and External 
Trigger Input of the test oscilloscope from the Amplitude 
Calibrator Output and reconnect it to the -|- PRETRIGGER 
OUTPUT connector on the Type R116. 

j. Reset the below listed Type R116 controls as follows; 



MODE SINGLE 

TRIGGER INTERNAL 

WIDTH MULTIPLIER 50 

k. Reset the following test oscilloscope controls as listed. 
Amplitude Calibrator Off 

Triggering Mode Triggered 



l. Trigger the test oscilloscope. 

m. Set the Type R116 TRIGGER SOURCE switch to EX- 
TERNAL OR MANUAL. 

n. Press the Type R116 MANUAL TRIG button. 

o. CHECK FOR — Test oscilloscope display of manually 
triggered output pulse. 



k. Set the DELAY OR BURST TIME MULTIPLIER control so 
that the rise of the delayed pulse is about 1.5 cm from the 
beginning of the sweep (see Fig. 6-1 9B). 

l. Set the Type R116 MODE switch to DOUBLE. 

m. CHECK FOR — Test oscilloscope display of pairs of 
pulses with the second pulse of each pair delayed with 
respect to the first by an amount controlled by the DELAY 
OR BURST TIME MULTIPLIER control (see Fig. 6-1 9C). 

30. Check External and Manual Triggering 

a. Connect the BNC-T connector to the test oscilloscope 
Amplitude Calibrator Output connector. 



31. Check Burst Mode 

a. Disconnect the 50-Q coaxial cable from the Type R116 
-E PRETRIGGER OUTPUT connector and reconnect it to the 
vacant arm of the T-connector on the test oscilloscope Am- 
plitude Calibrator Output. 

b. Reset the following Type R116 controls to: 



MODE BURST 

PERIOD RANGE 100/rS 

DELAY OR BURST 50 

TIME MULTIPLIER 
WIDTH MULTIPLIER 5 
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c. Set the test oscilloscope Amplitude calibrator to 20 
volts. 

d. Trigger the test oscilloscope display. 

e. CHECK FOR — Test oscilloscope display of burst of 
output pulses, with the burst duration set by the DELAY OR 
BURST TIME VARIABLE controls and the burst period set by 
the test oscilloscope Amplitude Calibrator signal. The charac- 
teristics of each individual pulse within a burst are drrter- 
mined by the other Type R116 front-panel controls (see Fig. 
6-20A). 

f. Turn the DELAY OR BURST TIME MULTIPLIER through- 
out its range while observing the change in burst duration. 



32. Cfieck Gated Output Mode 

a. Disconnect the 50-f2 coaxial cable from the Type R116 
-(- TRIGGER INPUT connector and reconnect it to the -E 
GATE IN connector. 

b. Set the Type R116 MODE switch to GATED OUTPUT. 

c. CHECK FOR — Test oscilloscope display of the gated 
burst of output pulses, with the burst duration and the burst 
period set by the test oscilloscope Amplitude Calibrator sig- 
nal. The characteristics of each pulse within a burst are 
determined by the other Type R116 controls (see Fig 6-20B). 

d. Decrease the test oscilloscope Amplitude Calibrator 
output to 2 volts. 

e. CHECK FOR — Test oscilloscope display of the gated 
burst outputs, as observed in part c of this step. 



0.2 ms/cm 





Fig. 6-20. Test oscilloscope ciisplay for checking burst; (A) Ex- 
ternally triggered burst; IB) Gated burst. 

This completes the calibration and performance check 
procedure of the Type R116. Test equipment may be dis- 
connected and turned off. 
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SECTION 7 
RACKMOUNTING 



General Information 

The Type R116 is designed to be mounted on slideout 
tracks in any 19-inch wide rack that has both front and rear 
rails and conforms to standard EIA universal rack dimen- 
sions. A complete dimensional drawing of the Type R116 
is provided on a separate foldout page of this section. If 
a rack with alternate hole spacing is used, 2 mounting 
holes will have to be drilled in each rail. 

Minimum width of the opening between the left and right 
front rails (see Fig. 7-1) is either 17% inches or 17V4 inches 
depending on the mounting position to be used, as described 
later in this section. At least 5V2 inches'of vertical space is 
required for the front panel of the instrument and a total 
depth of at least 20 inches is needed — 17 inches for the Type 
R116 and 3 inches or more for power and program cables 
and for the circulation of air. Refer to the Operating Instruc- 
tions section of this manual for cooling requirements. 

Slideout Tracks 

Fig. 7-1 shows the Type R116 installed in a cabinet-type 
rack with the side panels removed. The slideout tracks pro- 
vided with the Type R116 permit it to be extended for main- 
tenance and calibration without removing the instrument 
from the rack. At the fully extended position, the Type R116 
can be tilted and locked in any one of seven position — 
horizontal or 45°, 90° or 105° above or below the hori- 
zontal position. If the Type R116 is expected to be operated 
in an extended position, it should be installed with power 
and program cables that are long enough for that purpose. 
When not extended, the instrument is held into the rack with 
four securing screws that screw into the front rails of the 
rack (see Fig. 7-1 B). 

The slideout tracks consist of two assemblies — one for the 
left side of the instrument and one for the right side. Fig. 
7-2 shows the parts of the slideout track assemblies. The 
stationary section of each assembly attaches to the front 
and rear rails of the rack and the chassis section is attached 
to the instrument. The intermediate section slides between 
the stationary and chassis sections and allows the Type 
R116 to be extended fully out of the rack. When the 
instrument is shipped, the stationary and intermediate sec- 
tions of the tracks are packaged as matched sets and should 
not be separated. The right and left tracks can be identified 
by noting the position of the automatic stop flanges (see Fig. 
7-2). The automatic stop on each track should be at the 
top when mounted in the rack. The chassis sections of both 
assemblies are installed on the instrument and adjusted at 
the factory prior to shipment. 

The small hardware components provided for mounting 
the stationary sections to the rack are shown in Fig. 7-3, 
Since this hardware is intended to make the tracks corn- 
partible with a variety of racks, not all of it will be needed 
for this installation and some parts will be left over. Use 
jnly the hardware that is required for the particular method 
of mounting. 



Mounting Positions 

The front flanges of the stationary stations may be 
mounted in front of or behind the front rails of the rack. The 
mounting position to be used is selected on the basis of the 
desired effective panel thickness from the surface of the 
panel to the front rails, on the width of the opening between 
the rails of the rack and on the depth of the rack between 
rails. 

Minimum Panel Thickness. By countersinking the mount- 
ing screws in the front rails and mounting the front flanges 
of the tracks behind the front rails as shown in Fig. 7-4A 
the minimum effective panel thickness of approximately '/g 
inch may be obtained. In this case, the effective thickness is 
the actual thickness of the Type R116 front panel. (Do not 
countersink the holes if the rails are made of thin metal.) 
If BFIS screws are used instead of countersunk flathead 
scews, the effective panel thickness will be approximately 
732 inch. In either case, with the front flanges mounted 
behind the front rails and the rear bracket flanges mounted 
in front of the rear rails, the minimum distance required 
between the two front rails is 17% inches and the minimum 
distance required from the front rails to the back rails is 
17Vg inches (maximum depth between rails is about 26 
inches). This mounting position is the normal position if the 
mounting holes are not tapped for 10-32 screws, or if the 
spacing between the front rails is less than I7V4 inches. 
If this mounting position is desired but the holes are tapped 
for 10-32, the threads may be drilled out with a Vv^-inch 
bit. 

Maximum Panel Thickness. When the flanges of the 
stationary sections are mounted in front of the rails with 
BFIS screws as shown in Fig. 7-5, the maximum effective 
panel thickness of approximately V4 inch is obtained. If the 
tracks are it be mounted in this position, the minimum width 
of the opening between the two front rails is I7V4 inches. 

This is the normal mounting position if the mounting holes 

in the front rails are tapped for 10-32 screws. If the width 

of the opening between the rear rails is also I7V4 inches, 

or more, depth of the rack between front and rear rails may 
be from 10'/2 to 26 inches. 

NOTE 

The mounting position shown in Fig. 7-5 for use 
with tapped mounting holes may also be used with 
untapped holes by placing bar nuts behind the 
front rails in a manner similar to the method 
shown in Fig. 7-4. 

Instrument Installation 

Use the following procedure to install the Type R116 in a 
rack; 

1. Select the proper front-rail mounting holes for the 
stationary sections using the measurements shown in Fig. 
7-6. 
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2a. If the front flanges of the stationary section are to 
be mounted behind the front rails, mount each stationary 
section os shown in Fig. 7-4 for the left track. 

2b. If the front flonges of the stationary sections are to 
be mounted in front of the front rails, mount each section 
as shown in Fig. 7-5 for the left track. 

3. Visually check that the left and right stationary sections 
are parallel with eoch other. 

4. Referring to Fig. 7-9, insert the instrument into the 
rock but do not connect the power or program cables and 
do not install the securing screws until the following adjust- 
ments hove been made. 

Track Adjustments 

To provide the best possible operation, adjust the slide- 
out tracks as follows; 

1 . Position instrument as shown in Fig. 7-7, 

2. Adjust the front ends of the stationary sections accord- 
ing to the procedure outlined in Fig. 7-7. 

3. After adjusting the front ends of the tracks, slide the 
instrument all the woy into the rack. If the trocks do not 
slide smoothly, loosen the screws that hold the rear brackets 



to the rear rails, then push the instrument all the way into 
the rock onl tighten the screws. The front panel of the Type 
RI16 should now be porallel with the front rails. If the instru- 
ment still does not slide easily in the rack or if the front 
panel does not fit correctly, one or both of the chassis sec- 
tions of the tracks may require reodjustment as shown in 
Fig. 7-8. 

4. When the odjustments have been completed and the 
slideout tracks operate smoothly, connect the power and 
program cables to the connectors on the rear panel and 
secure the instrument into the rack with the securing screws 
and washers as shown in Fig. 7-9. 

Removing or Inserting the Type R1 16 

After the slideout tracks have initially been installed and 
adjusted in the rack, the Type Rl 16 can be removed or 
reinserted at ony time by following the procedures given 
in Fig. 7-9. No further odjustments are normally requited. 

Maintenance 

The slideout tracks require no lubrication. The special 
finish on the sliding surfoces provides permanent lubrication. 
If the tracks tend to become harder to operate after a period 
of use, a thin cooling of paraffin moy be rubbed onto the 
sliding surfaces for additional lubrication. 




Minimum lnild« dimtntlon 
ralli muit b* 
17 5/S Inch** or 17 3/4 
Inchot. doponding on 
mounting mofhod. 







Stoiionory 

MCtlon 



Chotilt 

•oefien 



knob Ipull 
to roloot# 
for liltingl 



Securing 

holot 

tiappod 

#10-331 



Fig. 7-1. Tho Type R116 Inslollod In a cabinet-type rack with the sides removed: lAJ Extended on the slideout tracks; (B1 held into the 
rock with securing screws. 
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Fig. 7*3. Small hordwar* components provided for attaching the stationary sections of the slideout troclcs to the cobineNrack rolls. 



IS 
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Fig. 7 - 4 . Normal mounting position of the left stationary section Fig. 7-5. Normal maunting position of the left stationary section 
for the minimum panel thickness. if the mounting holes are tapped for 10-32 screws. 
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Fig. 7*7 Stationary toction front-ond odiuttmentt 



To adjust the front-end alignment; 



1. Volition tho initrvmont with tho pivot tcrowt 
opproiimotoly ovon with tho front rollt. 



3. Allow tho two tiidot to looh thoir nermol 
width potitiont with tho Inttrumont contorod 
In tho rock. 



4. Tighton tho mounting tcrowt. 



5. Puth tho Inttrumont oil tho woy Into tho 
rock. 



6. Chock tho vorticol petitioning of tho Typo 
P1 16 front ponol with rotpoct to odjocont 
Inttrumontt or ponolt. If tho petition It not 
correct, rood|utt tho mounting tcrowt at 
nocottory. 



2. leeton tho mounting tcrowt of tho front 
end of both itotlonory toefiont (only tho 
loft tide it thownK 



Adfocont 

ponol 



Loft 

itotienory 



3 5/8 inchot 
minimum 



Securing 



#10-331 



2 Vt inchot 



1 Vt Inchot 



Mounting 



5/8 inch 



7/8 inch 
minimum 



Ad|ocont 
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To adjust a cliassis section: 

1. R«mov« th« bottom dust covor from in»tru* 
moot. 

7 . Loosen the eccentric pivot screw nut (located 
inside the instrvmenti so the screw con 
be fumed. 

3. Adjust the pivot screw to olign the slide 
with the bottom of the Instrument. (This 
odjustment moy olso be mode to position 
the front panel verticolly or to obtoin od* 
ditionol odjustment of the stationary sec- 
tions. ) 

4. Hold the pivot screw in position otkI re- 
tighten the nut. 

5. Repeat stops 3« 3 ond 4 for the chossis 
section on the other side of the Instru- 
ment If necessary. 



6. Reinstall the bottom dust cover. 



fig. 7-6. Chossis section adjustments (if required). Perform only If proper positioning is not obtolned with stotionary section adjustments. 



Fig. 7-9. Procedures for inserting the instrument ond for removing It from the rack after the slideout tracks have been Installed. 
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Tef on wash# 



Finishing wosher 



^10-32 BHS screw 



To intert tlie Type R116: 



1, Puli the intermediate sec- 
tion of eoch slideout trock 
out to its fully extended 
position. 



7 . Insert the chossis sections 
(fostened to the Instru- 
ment) Into the Intermedl- 
ote sections. 



3. Press both stop lotches ond 
push the Instrument Into 
the rock until the lotches 
snap into their holes. 



S. Agoin press the stop latches 
or>d push the Instrument oil 
the woy Into the rock. The 
outomotic step letches will 
disengage when the Instru- 
ment is pushed in. 



6. To secure (he Type R116 
into the rock, insert the 4 
securing screws (with fin- 
ishing woshers ond teflon 
washers) through the slots 
In the Instrument front 
ponel ond screw them into 
the front roils of the rock. 



1 . Remove the securing screws 
ond woshers. 



2. Pull the instrument outword 
until the outomotic slops 
cotch ond the stop lotches 
snap Into their holes. 



3. Disconnect the power cord 
ond progrom coble from 
the instrument. 



4. Press both stop latches ond 
pull the instrument out of 
the rock. 



5. Press the outomotic stop 
lotches ond push the inter- 
mediate sections Into the 
rock. 



4. Connect the power cord ond 
progrom coble to the con- 
necters on the rear panel 
of the Instrument. 



To removo 
R116: 



l)t« Typo 
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PARTS LIST ABBREVIATIONS 



BHB 


binding head brass 


int 


internal 


BHS 


binding head steel 


ig 


length or long 


cap. 


capacitor 


met. 


metal 


cer 


ceramic 


mtg hdw 


mounting hardware 


comp 

conn 

CRT 

csk 

DE 

dia 

div 


composition 

connector 

cathode-ray tube 

countersunk 

double end 

diameter 

division 


OD 

OHB 

OHS 

P/O 

PHB 

PHS 

piste 

PMC 


outside diameter 
oval head brass 
oval head steel 
part of 

pan head brass 
pan head steel 
plastic 

paper, metal cased 


elect. 


electrolytic 


poly 


polystyrene 


EMC 


electrolytic, metal cased 


prec 


precision 


EMT 


electrolytic, metal tubular 


PT 


paper, tubular 


ext 


external 


PTM 


paper or plastic, tubular, molded 


F & 1 


focus and intensity 


RHB 


round head brass 


FHB 


flat head brass 


RHS 


round head steel 


FHS 


flat head steel 


SE 


single end 


Fil HB 


fillister head brass 


SN or S/N 


serial number 


Fil HS 


fillister head steel 


S or SW 


switch 


h 


height or high 


TC 


temperature compensated 


hex. 


hexagonal 


THB 


truss head brass 


HHB 


hex head brass 


thk 


thick 


HHS 


hex head steel 


THS 


truss head steel 


HSB 


hex socket brass 


tub. 


tubular 


HSS 


hex socket steel 


var 


variable 


ID 


inside diameter 


w 


wide or width 


inc 


incandescent 


WW 


wire-wound 




PARTS ORDERING INFORMATION 

Replacement parts are available from or through your local Tektronix, Inc. Field 
Office or representative. 

Changes to Tektronix instruments are sometimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department. It is therefore important, when 
ordering parts, to include the following information in your order: Part number, instrument 
type or number, serial or model number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc, Field Office or repri.'sentative will contact you concerning any change 
in part number. 



SPECIAL NOTES AND SYMBOLS 

•"000 Part first added at this serial number 



00 X 

* 000 - 0000-00 
Use 000-0000-00 



Part removed after this serial number 

Asterisk preceding Tektronix Part Number indicates manufactured by 
or for Tektronix, Inc., or reworked or checked components. 

Part number indicated is direct replacement. 
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INDEX OF ELECTRICAL PARTS LIST 



Title Page No. 

CHASSIS 8-1 

FUNCTION PROGRAM #2 CARD— Series K 8-4 

PERIOD GENERATOR CARD— Series B 8-6 

PERIOD GENERATOR CARD — Series Q 8-9 

DELAY GENERATOR CARD— Series C 8-12 

DELAY GENERATOR CARD— Series O 8-14 

FUNCTION PROGRAM #1 CARD— Series L 8-17 

WIDTH GENERATOR CARD— Series E 8-20 

WIDTH GENERATOR CARD— Series P 8-22 

WIDTH GENERATOR CARD— Series R 8-24 

PULSE SHAPE GENERATOR CARD— Series F 8-26 

OUTPUT AMPLIFIER CARD — Series M 8-28 

AHENUATOR CARD— Series N 8-31 

POWER SUPPLY CARD— Series I 8-32 
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ELECTRICAL PARTS LIST 

Values are fixed unless marked Variable. 

Tektronix 

Ckt. No. Part No. Description 

CHASSIS 

Bulb 

B403 150-0019-00 Neon, w/translucent lens in holder 



S/N Range 



Capacitors 



Tolerance ±20% unless otherwise indicated. 



C2 


283-0111-00 


0.1 plF 


Cer 


50 V 


XI 240-up 


Clio 


290-0137-00 


lOQfjLF 


EMT 


30 V 


-f75%-15% 


C405 


290-0310-00 


2000 fjiF 


EMC 


75 V 


-f75%-10% 


C410 


290-0086-00 


2000 uF 


EMC 


30 V 


C413 


283-0059-00 


ImF 


Cer 


25 V 


-f80%-20% 


C417A,B,C 


290-0068-00 


3x75fj.F 


EMC 


150 V 




C420 


290-0310-00 


2000 /xF 


EMC 


75 V 


+75%-10% 


C437 


283-0000-00 


0.001 fiF 


Cer 


500 V 


C460 


283-0059-00 


1 fiF 


Cer 


25 V 


+80%-20% 


C464 


283-0000-00 


0.001 nF 


Cer 


500 V 








Diodes 






D405A,B,C,D{4) 


152-0066-00 


Silicon 


1N3194 






D407 


152-0089-00 


Zener 


10M12.6Z5 low, 12.6V, 5% 




D410A,B,C,D{4) 


152-0066-00 


Silicon 


1N3194 






D413 


152-0055-00 


Zener 


1N962B 0.4W, IIV, 5% 




D420A,B,C,D{4) 


152-0066-00 


Silicon 


1N3194 






D426 


152-0066-00 


Silicon 


1N3194 






D430 


152-0236-00 


Zener 


1N963B 0.4 W, 12.5 V, 4% 




D432 


152-0119-00 


Zener 


1N969A 0.4W, 22 V, 10% 


1084-1269 


D432 


152-0281-00 


Zener 


1N969B 0.4W, 22 V, 5% 


1270-up 


D460 


152-0166-00 


Zener 


1N753A 0.4W, 6.2 V, 5% 


D482 


♦152-0185-00 


Silicon 


Replaceable by 


1N4152 




D484 


*152-0185-00 


Silicon 


Replaceable by 


1N4152 




D570 


*152-0185-00 


Silicon 


Replaceable by 


1N4152 




D572 


*152-0185-00 


Silicon 


Replaceable by 


1N4152 










Fuses 






F401 


159-0043-00 


0.6 A, SAG, 


Slo-Blo 






F402 


159-0043-00 


0.6 A, SAG, 


Slo-Blo 






F403 


159-0053-00 


5 A, Fast-Blo w/Pig Tail 




X1159-1499X 


F404 


159-0053-00 


5 A, Fast-Blo w/Pig Tail 




X1159-1499X 
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Electrical Parti List — Type R116 (SN 1084-up) 



CHASSIS (cont) 



Ckt. No. 


Tektronix 
Part No. 






Description 


S/N Range 










Filter 




FL401 

FL401 


119-0028-00 

119-0028-04 


Line filter 
Line filter 


250 V 
250 V 


AC 

AC 


1084-1499 

1500-up 



Connectors 



J1 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J1 


131-0292-01 


56 pin, for circuit card 


1140-up 


J2 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J2 


131-0292-01 


56 pin, for circuit card 


1140-up 


J3 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J3 


131-0292-01 


56 pin, for circuit card 


1140-up 


J4 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J4 


131-0292-01 


56 pin, for circuit card 


1 1 40-up 


J5 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J5 


131-0292-01 


56 pin, for circuit card 


1140-up 


J6 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J6 


131-0292-01 


56 pin, for circuit card 


1 1 40-up 


J7 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J7 


131-0292-01 


56 pin, for circuit card 


1 1 40-up 


J8 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J8 


131-0292-01 


56 pin, for circuit card 


1140-up 


J9 


131-0292-00 


56 pin, for circuit card 


1084-1139 


J9 


131-0292-01 


56 pin, for circuit card 


11 40- up 


JIO 


131-0294-00 


36 pin, female 




J15 


131-0352-00 


BNC 




J20 


131-0352-00 


BNC 




J28 


131-0352-00 


BNC 




J80 


131-0352-00 


BNC 




J90 


131-0352-00 


BNC 




J401 


*131-0430-01 


Motor Base Assembly 


1084-1199 


J401 


*131-0430-02 


Motor Base Assembly 


1200-up 






Inductors 




L432 


*108-0355-00 


Coil, Reed Drive 




L437 


276-0507-00 


Core, Ferramic Suppressor 


XI 208-up 


L480 


*108-0355-00 


Coil, Reed Drive 




L484A 


108-0344-00 


8.6 mH 




L484B 


*108-0354-00 


5 mH 




L484C 


*108-0353-00 


1.3 mH 








Plug 




PI 8 


131-0375-00 


Connector, coaxial, right angle, female 








Transistors 




Q407 


151-0165-00 


2N3614 




Q413 


*151-0195-00 


Replaceable by MPS-6515 




Q417 


151-0165-00 


2N3614 




Q423 


151-0149-00 


2N3441 




Q427 


*151-0148-00 


Selected (RCA 40250) 
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Electrical Parts List — Type R116 (SN 1084-up) 



CHASSIS (cont) 





Tektronix 


Ckt. No. 


Part No. 



Q437 


151-0165-00 


2N3614 


Q444 


151-0227-00 


2N3741 


Q464 


151-0226-00 


2N3767 


Q474 


151-0190-00 


2N3904 



Description 
Transistors ( cont ) 



S/N Range 



Resistors 



Resistors 


are fixed, composition, : 


±=10% unless otherwise 


indicated. 








R403 


301 -0104-00 


lOOkn 


VjW 






5% 


R405 


308-01 65-00 


0.5 n 


5W 




WW 


5% 


R410 


307-0093-00 


1.2 a 


’AW 






5% 


R413 


302-0152-00 


1.5 ka 


’AW 






R420 


308-0165-00 


0.5 0 


5W 




WW 


5% 


R431 


301-0221-00 


220 0 


’AW 






5% 


R432 


301 -0622-00 


6.2 kO 


’AW 






5% 


R440 


*310-0628-00 


85 0 


3 W 




Free 


1% 


R442 


*310-0526-00 


102.9 0 


2 W 




Free 


0.2% 


R444 


315-0470-00 


47 0 


’AW 






5% 


R460 


303-0102-00 


1 kO 


1 W 






5% 


R464 


315-0470-00 


47 0 


’AW 






5% 


R466 


31 1 -0262-00 


50 0 




Var 


WW 


R468 


306-0330-00 


33 0 


2 W 








R476 


311-0238-00 


30 0 




Var 


WW 


5% 


R478 


304-01 80-00 


180 


1 W 








R478 


308-0344-00 


18.2 0 


3W 




WW 


1% 


R480 


301-0221-00 


220 0 


’AW 






5% 


R482 


301-0822-00 


8.2 kO 


’AW 






5% 


R484 


315-0222-00 


2.2 kO 


'AW 






5% 


R485 


315-0682-00 


6.8 kO 


’AW 






5% 


R486 


301-0153-00 


15 kO 


'AW 






5% 


R488 


315-0182-00 


1.8 kO 


'AW 






5% 


R502 


31 1 -0006-00 


1 kO 




Var 




R504 


31 1 -0537-01 


20 kO 




Var 


WW 


1% 


R512 


311-0006-00 


1 ko 




Var 






R513 


311-0598-00 


500 0 




Var 






R514 


311-0536-01 


10 ko 




Var 


WW 


1% 


R522 


311-0006-00 


1 ko 




Var 




R523 


311-0598-00 


500 0 




Var 







R524 


311 


-0536-01 


10 ko 


Var 


WW 


1% 


R530 


321 


-0162-00 


475 0 


Selected (nominal 


value) 


R532 


311 


-0006-00 


1 ko 


Var 






R534 


311 


-0536-01 


10 ko 


Var 


WW 


1% 
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Electrical Parts List— Type R116 (SN 1084-up) 



CHASSIS (cont) 



Tektronix 



Ckt. No. 


Port No. 




Description 




S/N Range 








Resistors (cont) 






R536 


315-0122-00 


1.2 kn 


'AW 


5% 


1 084-1 239X 


R540 


321-0197-00 


1.1 kn 


Selected (nominal value) 




R542 


311-0536-01 


10 kn 


Var 


WW 1 % 




R544 


311-0006-00 


1 kn 


Var 






R552 


31 1 -0543-01 


4 kn 


Var 


WW 1 % 




R554 


311-0521-00 


250 n 


Var 






R562 


311-0543-01 


4 kn 


Var 


WW 1 % 




R564 


31 1 -0521 -00 


250 n 


Var 












Switches 








Unwired 


Wired 








SWl 


260-0705-00 


1084 


1 429 Rotary 


PERIOD 




SWl 


260-0705-01 


1430 


Rotary 


PERIOD 




SW2 


260-0706-00 


1084 


1429 Rotary 


DELAY OR BURST TIME 


SW2 


260-0706-01 


1430 


Rotary 


DELAY OR BURST TIME 


SW3 


260-0706-00 


1084 


1429 Rotary 


WIDTH 




SW3 


260-0706-01 


1430 


Rotary 


WIDTH 




SW4 


260-0707-00 


1084 


1429 Rotary 


AMPLITUDE 




SW4 


260-0707-01 


1430 


Rotary 


AMPLITUDE 




SW5 


260-0708-00 




Rotary 


MODE 




SW6 


260-0490-00 




Lever 


TRIGGER SOURCE 




SW7 


260-0709-00 




Rotary 


POLARITY 




SW8 


260-0710-00 




Rotary 


RISETIME FALLTIME 


RANGE 


SW9 


260-071 1 -00 




Lever 


PROGRAM 




SWIO 


260-0247-00 




Push-Button 


TRIG 




SW401 


260-0199-00 




Toggle 


POWER ON 




SW402 


260-0675-00 




Slide 






SW432 


260-0552-00 




Reed 






SW480 


260-0552-00 




Reed 












Thermal Cutout 






TK402 


260-0618-00 




Thermal Cutout 140°F ±5' 










Transformer 






T401 


*120-0457-00 


Power 












FUNCTION PROGRAM #2 CARD- 


—Series K 






Tektronix 










Ckt. No. 


Part No. 




Description 




Model No. 




♦670-0213-01 


Complete Cord 














Diodes 






D3 


*152-0185-00 


Silicon 


Replaceable by 


1N4152 




D4 


*152-0185-00 


Silicon 


Replaceable by 


1N4152 




D13 


*152-0185-00 


Silicon 


Replaceable by 


1N4152 




D14 


*152-0185-00 


Silicon 


Replaceable by 


1N4152 




D23 


*152-0185-00 


Silicon 


Replaceable by 


1N4152 
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Electrical Parts List — Type R116 (SN 1084-up) 



FUNCTION PROGRAM #2 CARD— Series K (cont) 

Tektronix 

Ckt. No. Port No. Description Model No. 



Diodes (cont) 



D24 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D33 


*152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D34 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D43 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D44 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D53 


♦152-0185-00 


Silicon 


Replaceable 


by 


1 N41 52 


D73 


*152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D74 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D75 


*152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D76 


*152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D78 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D83 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D84 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D86 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D93 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D94 


♦1 52-01 85-OC 


Silicon 


Replaceable 


by 


1N4152 


D95 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


DlOO 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 


D103 


♦152-0185-00 


Silicon 


Replaceable 


by 


1 N41 52 


D104 


♦152-0185-00 


Silicon 


Replaceable 


by 


1N4152 













Inductors 


L75 


♦108-0355-00 


Coil, 


Reed 


Drive 




L78 


♦108-0355-00 


Coil, 


Reed 


Drive 





Transistors 



Q3 


151-0164-00 


Silicon 


2N3702 


Q13 


151-0164-00 


Silicon 


2N3702 


Q23 


151-0164-00 


Silicon 


2N3702 


Q33 


151-0164-00 


Silicon 


2N3702 


Q43 


151-0164-00 


Silicon 


2N3702 



Q53 


151-0164-00 


Silicon 


2N3702 


Q63 


151-0164-00 


Silicon 


2N3702 


Q73 


151-0164-00 


Silicon 


2N3702 


Q76 


151-0190-00 


Silicon 


2N3904 


Q83 


151-0164-00 


Silicon 


2N3702 



Q93 


151-0164-00 


Silicon 


2N3702 


Q103 


151-0164-00 


Silicon 


2N:i702 
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Electrical Parts List — Type R116 (SN 1084-up) 



FUNCTION PROGRAM #2 CARD— Series K (cont) 

Tektronix 

Ckt. No. Part No. Description Model No. 

Resistors 



Resistors ore fixed, composition, ±107o unless otherwise indicated. 



Rl 


315-0123-00 


12 kn 


'AW 


5% 


R3 


315-0333-00 


33 kn 


'AW 


5% 


RIO 


315-0123-00 


12 kn 


'AW 


5% 


R13 


315-0333-00 


33 kn 


'AW 


5% 


R20 


315-0123-00 


I 2 kn 


'AW 


5% 


R23 


315-0333-00 


33 kn 


'AW 


5% 


R30 


315-0152-00 


1.5 kn 


'AW 


5% 


R33 


315-0333-00 


33 kn 


'AW 


5% 


R40 


315-0152-00 


1.5 kn 


'AW 


5% 


R43 


315-0333-00 


33 kn 


'AW 


5% 


R50 


315-0222-00 


2.2 kn 


'AW 


5% 


R53 


31 5-0333-00 


33 kn 


'AW 


5% 


R60 


315-0123-00 


i 2 kn 


'AW 


5% 


R63 


315-0333-00 


33 kn 


'AW 


5% 


R70 


315-0222-00 


2.2 kn 


'AW 


5% 


R73 


315-0333-00 


33 kn 


'AW 


5% 


R75 


303-0221 -00 


220 n 


1 w 


5% 


R75 


304-01 21 -00 


120 n 


1 w 


R76 


315-0472-00 


4.7 kn 


'AW 


5% 


R77 


315-0102-00 


1 kn 


'AW 


5% 


R78 


301-0221-00 


220 n 


'AW 


5% 


R80 


315-0152-00 


1.5 kn 


'AW 


5% 


R83 


315-0333-00 


33 kn 


'AW 


5% 


R90 


315-0392-00 


3.9 kn 


'AW 


5% 


R93 


315-0333-00 


33 kn 


'AW 


5% 


R95 


315-0123-00 


I 2 kn 


'AW 


5% 


RlOO 


315-0123-00 


12 kn 


'AW 


5% 


R103 


315-0333-00 


33 kn 


'AW 


5% 



Switches 

Unwired Wired 

SW75 260-0552-00 Reed 

SW78 260-0552-00 Reed 



PERIOD GENERATOR CARD— Series B 

*670-0214-00 Complete Cord (Used on Instrument S/N 1084-1359) 

Capacitors 



Tolerance ±20% unless otherwise indicated. 



C5 


281-0516-00 


39 pF 


Cer 


500 V 


10% 


Cl 4 


281-0509-00 


15 pF 


Cer 


500 V 


10% 


C34 


283-0059-00 


1 ;UF 


Cer 


500 V 


-f80%-20% 


C36 


283-0004-00 


0.02 ;UF 


Cer 


150V 




C41 


283-0059-00 


1 ;uF 


Cer 


500 V 


-f80%-20% 
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Electrical Parts List — Type R116 (SN 1084-up) 



PERIOD GENERATOR CARD— Series B (cont) 



Tektronix 

Ckt. No. Part No. 



Description 
Capacitors (cont) 



Model No. 



C42 


283-0059-00 


1 (uF 


Cer 




500 V 


+80% 


C44 


283-0059-00 


1 (uF 


Cer 




500 V 


+80% 


C52 


281-0096-00 


5.5-1 8 pF 


Air 


Var 




C53 


281-0512-00 


27 pF 


Cer 




500 V 


10% 


C55 


281-0097-00 


9-35 pF 


Cer 


Var 




C56 


283-0628-00 


410pF 


Mica 




500 V 


1% 


C58 1 




0.005 11? 








C59 ^ 


*295-0091 -00 


0.05 (uF 




(matched set) 






C60 1 




0.5 (uF 










C74 


283-0003-00 


0.01 Ilf 


Cer 




150 V 




C82 


281-0511-00 


22 pF 


Cer 




500 V 


10% 


C90 


283-0003-00 


0.01 Ilf 


Cer 




150 V 


C94 


281 -0543-00 


270 pF 


Cer 




500 V 


10% 


C95 


290-0162-00 


22 Ilf 


6MT 




35 V 


C96 


290-0135-00 


]5iif 


6MT 




20 V 




C97 


283-0080-00 


0.022 Ilf 


Cer 




25 V 


+80% 


C98 


290-0135-00 


]5iif 


EMT 




20 V 


C99 


290-0162-00 


72 Ilf 


EMT 




35 V 





Diodes 



D16 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D22 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D34 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D35 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D44 


152-0071-00 


Germanium 


ED-2007 




D50 


152-0034-00 


Zener 


1N753 0.4 W, 6.2 V, 10% 


2,3,4 


D50 


152-0280-00 


Zener 


1N753A 0.4W, 6.2 V, 5% 


5-up 



Inductors 



L61 


*108-0355-00 


Coil, Reed Drive 


L62 


*108-0355-00 


Coil, Reed Drive 


L63 


*108-0355-00 


Coil, Reed Drive 


L64 


*108-0355-00 


Coil, Reed Drive 


L78 


276-0541 -00 


Core, Ferrite 



Transistors 



Q4 


*151-0108-00 


Replaceable by 2N2501 


Q14 


*151-0133-00 


Selected from 2N3251 


G24 


*151-0127-00 


Selected from 2N2369 


Q38 


*151-0103-00 


Replaceable by 2N22I9 


Q43 


*151-0127-00 


Selected from 2N2369 
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Electrical Parts List — Type R116 (SN 1084-up) 



PERIOD GENERATOR CARD— Series B (cont) 



Tektronix 

Ckt. No. Part No. Description Model No. 

Transistors (cont) 



Q55 


*151-0127-00 


Selected from 2N2369 


2 


Q55 


*151-0108-00 


Replaceable by 2N2501 


3-up 


Q65 


*151-0127-00 


Selected from 2N2369 


Q74 


151-0221-00 


2N4258 


2 


Q74 


*151-0133-00 


Selected from 2N3251 


3-up 



Q84 


*151-0127-00 


Selected from 2N2369 


Q93 


*151-0108-00 


Replaceable by 2N2501 


Q94 


*151-0133-00 


Selected from 2N3251 



Resistors 



Resistors are fixed, composition, ±10% unless otherwise indicated. 



R1 


301 -01 02-00 


1 ka 


R3 


301-0512-00 


5.1 ka 


R5 


301-0153-00 


15 ka 


R6 


301 -0471 -00 


470 a 


R8 


301-0102-00 


1 ka 



R14 


301 -01 03-00 


10 ka 


R16 


301 -0223-00 


22 ka 


R18 


301 -0202-00 


2 ka 


R20 


301-0101-00 


100 a 


R22 


301-0203-00 


20 ka 



R24 


301-0561-00 


560 a 


R32 


315-0302-00 


3 ka 


R34 


311-0496-00 


2.5 ka 


R36 


321 -0204-00 


1.3 ka 


R38 


307-0108-00 


6.8 a 



R40 


301-0471-00 


470 a 


R41 


301-0391-00 


390 a 


R42 


301-0162-00 


1.6 ka 


R44 


301 -0682-00 


6.8 ka 


R46 


315-0820-00 


82 a 



R50 


301-0751-00 


750 0 


R52 


307-0108-00 


6.8 a 


R61 


301 -0271 -00 


270 0 


R62 


301 -0271 -00 


270 0 


R63 


301-0271-00 


270 0 



R64 


301-0271-00 


270 0 


R67 


315-0123-00 


12 kO 


R74 


315-0302-00 


3 kO 


R78 


31 5-091 0-00 


91 0 


R82 


301 -0102-00 


1 kO 



'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 


Var 




5% 


'A M' 




Prec 


1% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 
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Electrical Parts List — Type R116 (SN 1084-up) 



PERIOD GENERATOR CARD— Series B (cont) 



Tektronix 

Ckt. No. Part No. 



Description 
Resistors ( cont ) 



Model No. 



R86 


301-0102-00 


1 kn 


V2 w 


5% 




R90 


31 5-0471 -00 


470 n 


V4 w 


5% 




R92 


301-0471-00 


470 n 


', '2 w 




2,3 


R92 


301-0182-00 


1.8 kn 


’AW 


5% 


4-up 


R94 


301-0102-00 


1 kn 


’, '2 W 




2,3 


R94 


301 -0471 -00 


470 n 


’AW 


5% 


4-up 


R95 


307-0053-00 


3.3 0 


'AW 


5% 


R96 


307-0053-00 


3.3 0 


'AW 


5% 




R98 


307-0053-00 


3.3 0 


'AW 


5% 




R99 


301 -0100-00 


lOO 


'AW 


5% 











Switches 




Unwired 


Wired 




SW61 


260-0552-00 




Reed 


SW62 


260-0552-00 




Reed 


SW63 


260-0552-00 




Reed 


SW64 


260-0552-00 




Reed 



Transformer 



T 70 



*120-0417-00 Toroid, 6 turns, bifilor 



PERIOD GENERATOR CARD— Series Q 



*670-0214-01 Complete Card (Used on Instrument S/N 1360-up) 



Capacitors 



Tolerance zb20% unless otherwise indicated. 



C5 


281-0516-00 


39 pF 


Cer 




500 V 


10% 


C14 


281-0509-00 


15 pF 


Cer 




500 V 


10% 


C34 


283-0059-00 


1 /iF 


Cer 




500 V 


+80% -20% 


C36 


283-0004-00 


0.02 fiF 


Cer 




150 V 




C41 


283-0059-00 


1 /iF 


Cer 




500 V 


+80% -20% 


C42 


283-0059-00 


1 /iF 


Cer 




500 V 


+80% -20% 


C44 


283-0059-00 


1 /iF 


Cer 




500 V 


+80% -20% 


C52 


281-0096-00 


5.5-18 pF 


Air 


Var 






C53 


281-0512-00 


27 pF 


Cer 




500 V 


10% 


C55 


281 -0097-00 


9-35 pF 


Cer 


Var 






C56 


283-0628-00 


410 pF 


Mica 




500 V 


1% 


C58 ) 




0.005 ilF 








C59 \ 


*295-0091-00 


0.05 fiF 




(matched set) 






C60 ) 




0.5 /iF 










C74 


283-0003-00 


0.01 liF 


Cer 




150V 
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Electrical Parts List — Type R116 (SN 1084-up) 



PERIOD GENERATOR CARD — Series Q (cont) 



Tektronix 

Ckt. No. Port No. 



Description 



Model No. 



Capacitors (cont) 



C82 


281-0511-00 


22 pF 


Cer 


500 V 


C90 


283-0003-00 


0.01 


Cer 


150 V 


C94 


281-0543-00 


270 pF 


Cer 


500 V 


C95 


290-0162-00 


22 /.(.F 


EMT 


35 V 


C96 


290-0135-00 


15,xF 


EMT 


20 V 


C97 


283-0080-00 


0.022 ^iF 


Cer 


25 V 


C98 


290-0135-00 


15/+ 


EMT 


20 V 


C99 


290-0162-00 


22 /xF 


EMT 


35 V 








Diodes 




D16 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D22 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D34 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D35 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D44 


152-0071-00 


Germanium 


ED-2007 




D50 


152-0280-00 


Zener 


1N753A 0.4W, 6.2 V, : 


5% 


D83 


*152-0185-00 


Silicon 


Replaceable by 1N4152 










Inductors 




L61 


*108-0355-00 


Coil, Reed Drive 






L62 


*108-0355-00 


Coil, Reed Drive 






L63 


*108-0355-00 


Coil, Reed Drive 






L64 


*108-0355-00 


Coil, Reed Drive 






L78 


276-0541-00 


Core, Ferrite 







10 % 

10 % 



+80% -20% 



Transistors 



Q4 


*151-0108-00 


Replaceable by 2N2501 


Q14 


*151-0133-00 


Selected from 2N3251 


Q24 


*151-0127-00 


Selected from 2N2369 


Q38 


*151-0103-00 


Replaceable by 2N2219 


Q43 


*151-0127-00 


Selected from 2N2369 


Q55 


*151-0108-00 


Replaceable by 2N2501 


Q65 


*151-0127-00 


Selected from 2N2369 


Q74 


*151-0133-00 


Selected from 2N3251 


Q84 


*151-0127-00 


Selected from 2N2369 


Q93 


*151-0108-00 


Replaceable by 2N2501 


Q94 


*151-0133-00 


Selected from 2N3251 



Resistors 

Resistors are fixed, composition, ±10% unless otherwise indicated. 



R1 


301-0102-00 


1 kn 


R3 


301-0512-00 


5.1 kn 


R5 


301-0153-00 


1 5 kn 


R6 


301-0471-00 


470 n 


R8 


301 -01 02-00 


1 kn 



’AW 


5% 


’AW 


5% 


’AW 


5% 


’AW 


5% 


’AW 


5% 
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Electrical Parts List — Type R116 (SN 1084-up) 



PERIOD GENERATOR CARD— Series Q (cont) 

Tektronix 

Ckt. No. Port No. Description Model No. 

Resistors (cont) 



R14 


301-0103-00 


10 kn 


VjW 


5% 


R16 


301-0223-00 


22 kn 


’AW 


5% 


R18 


301 -0202-00 


2 kn 


’AW 


5% 


R20 


301-0101-00 


100 n 


’AW 


5% 


R22 


301-0203-00 


20 kn 


’AW 


5% 



R24 


301-0561-00 


560 n 


’AW 






5% 


R32 


315-0302-00 


3 kn 


’4 W 






5% 


R34 


311-0496-00 


2.5 kn 




Var 




R36 


321-0204-00 


1.3 kn 


’4 w 




Prec 


1% 


R38 


307-0108-00 


6.8 n 


’4 W 






5% 



R40 


301-0471-00 


470 n 


’AW 


5% 


R41 


301-0391-00 


390 n 


'AW 


5% 


R42 


301-0162-00 


1.6 kn 


’AW 


5% 


R44 


301-0682-00 


6.8 kn 


’AW 


5% 


R46 


315-0820-00 


82 n 


’4 w 


5% 



R50 


301-0751-00 


750 n 


'AW 


5% 


R52 


307-0108-00 


6.8 n 


'4 w 


5% 


R61 


301-0271-00 


270 n 


’AW 


5% 


R62 


301-0271-00 


270 n 


’AW 


5% 


R63 


301-0271-00 


270 n 


’AW 


5% 



R64 


301-0271-00 


270 n 


’AW 


5% 


R67 


315-0123-00 


12 kn 


'4 w 


5% 


R74 


315-0302-00 


3 kn 


'4 w 


5% 


R78 


315-0910-00 


91 n 


'4 w 


5% 


R82 


301-0182-00 


1 kn 


’AW 


5% 



R83 


315-0123-00 


12 kn 


’4 w 


5% 


R86 


301 -0102-00 


1 kn 


'AW 


5% 


R90 


315-0471-00 


470 n 


'4W 


5% 


R92 


301-0182-00 


1.8 kn 


'AW 


5% 


R94 


301-0471-00 


470 n 


’AW 


5% 



R95 


307-0053-00 


3.3 n 


’AW 


5% 


R96 


307-0053-00 


3.3 n 


’AW 


5% 


R98 


307-0053-00 


3.3 n 


'AW 


5% 


R99 


301-0100-00 


ion 


’AW 


5% 









Switches 




Unwired 


Wired 




SW61 


260-0552-00 




Reed 


SW62 


260-0552-00 




Reed 


SW63 


260-0552-00 




Reed 


SW64 


260-0552-00 




Reed 



0 
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Electrical Parts List — Type R116 (SN 1084-up) 



PERIOD GENERATOR CARD— Series Q (cont) 



Tektronix Description Model No. 

Ckt. No. Port No. 



Transformer 



T70 *120-0417-00 Toroid, 6 turns, bifilor 



DELAY GENERATOR CARD— Series C 



*670-0215-00 Complete Card (Used on Instrument S/N 1084-1207) 



Capacitors 

Tolerance ±20% unless otherwise indicated. 



Cl 


290-0162-00 


22 /xF 


EMT 


35 V 




C2 


283-0080-00 


0.22 /xF 


Cer 


25 V 


-f80%— 20% 


C3 


290-0135-00 


15/xF 


EMT 


20 V 


C4 


283-0059-00 


l/xF 


Cer 


25 V 


-f80%— 20% 


C5 


290-0135-00 


15 /xF 


EMT 


20 V 




C7 


290-0162-00 


22 /xF 


EMT 


35 V 




Cl 4 


281-0504-00 


10 pF 


Cer 


500 V 


10% 


C28 


281-0592-00 


4.7 pF 


Cer 




±0.5 pF 


C30 


281-0558-00 


18 pF 


Cer 


500 V 


C32 


281-0096-00 


5.5-18 pF 


Air 


Var 




C33 


283-0113-00 


56 pF 


Cer 


500 V 


1% 


C34 ) 




925 pF 






C35 > 


*295-0092-00 


0.01 ,xF 




(matched set) 




C36 ) 




0.1 /xF 








C41 


283-0059-00 


1 ^xF 


Cer 


25 V 


-f80%-20% 


C45 


283-0004-00 


0.02 ,xF 


Cer 


150 V 




C53 


281-0540-00 


51 pF 


Cer 




5% 


C62 


283-0059-00 


1 /xF 


Cer 


25 V 


-f80%— 20% 


C85 


281-0523-00 


100 pF 


Cer 


500 V 




C92 


283-0059-00 


1 /xF 


Cer 


25 V 


-f80%-20% 


C95 


281-0523-00 


100 pF 


Cer 


500 V 










Diodes 






D26 


152-0149-00 


Zener 


1N961B 


0.4 W, lOV, 5% 




D27 


152-0149-00 


Zener 


1N961B 


0.4 W, 10 V, 5% 




D50 


*152-0322-00 


Silicon 


Tek Spec 




D68 


152-0071-00 


Germanium 


ED-2007 






D92 


*152-0185-00 


Silicon 


Replaceable by 1N4152 





L26 


*108-0170-01 


Inductors 

0.5 /xH 


L55 


*108-0355-00 


Coil, Reed Drive 


L56 


*108-0355-00 


Coil, Reed Drive 


L57 


*108-0355-00 


Coil, Reed Drive 


L58 


*108-0355-00 


Coil, Reed Drive 


L68 


276-0557-00 


Core, Toroid Ferrite 
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Electrical Parts List — Type R116 (SN 1084-up) 



DELAY GENERATOR CARD— Series C (cont) 



Tektronix 

Ckt No. Part No. 



Description 



Model No. 



Transistors 



Q14 


♦151-0108-00 


Replaceable by 2N2501 


Q15 


*151-0127-00 


Selected from 2N2369 


Q24 


♦151-0127-00 


Selected from 2N2369 


Q25 


♦151-0127-00 


Selected from 2N2369 


Q38 


♦151-0103-00 


Replaceable by 2N22I9 


Q53 


♦151-0108-00 


Replaceable by 2N2501 


Q64 


♦151-0127-00 


Selected from 2N2369 


Q73 


151-0221-00 


2N4258 


Q83 


♦151-0127-00 


Selected from 2N2369 


Q94 


♦151-0127-00 


Selected from 2N2369 



Resistors 

Resistors ore fixed, composition, ±10% unless otherwise indicated. 



R1 


307-0053-00 


3.3 n 


y, w 






5% 


R3 


307-0053-00 


3.3 fl 


y, w 






5% 


R5 


307-0053-00 


3.3 a 


y, w 






5% 


R7 


307-0053-00 


3.3 a 


y w 






5% 


R14 


301-0391-00 


390 n 


y. w 






5% 


R16 


301-0391-00 


390 n 


y, w 






5% 


R18 


301-0472-00 


4.7 kn 


y. w 






5% 


R20 


301-0162-00 


1.6 ka 


V: w 






5% 


R22 


311-0496-00 


2.5 kn 




Var 




R24 


301-0241-00 


240 n 


y w 






5% 


R25 


307-0060-00 


6.8 n 


y w 






5% 


R26 


301-0331-00 


330 n 


y w 






5% 


R28 


315-0362-00 


3.6 kn 


% w 






5% 


R29 


301-0510-00 


51 n 


y w 






5% 


R30 


301-0681-00 


680 n 


y w 






5% 


R33 


307-0110-00 


3n 


y w 






5% 


R34 


315-0220-00 


22 n 


y w 






5% 


R38 


301-0510-00 


51 n 


y w 






5% 


R40 


301-0242-00 


2.4 kn 


y w 






5% 


R41 


311-0462-00 


1 kn 




Var 




R42 


301-0202-00 


2 kn 


y w 






5% 


R45 


322-0151-00 


365 n 


y w 




Prec 


R50 


301-0101-00 


100 n 


y w 






5% 


R53 


321-0165-00 


511 n 


’AW 




Prec 


R54 


321-0209-00 


1 .47 kn 


'/eW 




Prec 




R55 


301-0271-00 


270 n 


y w 






5% 


R56 


301-0271-00 


270 n 


y w 






5% 


R57 


301-0271-00 


270 n 


y w 






5% 


R58 


301-0271-00 


270 n 


y w 






5% 


R60 


321-0163-00 


487 n 


yw 




Prec 
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Electrical Parts List — Type R116 (SN 1084-up) 



DELAY GENERATOR CARD— Series C (cont) 



Tektronix 

Ckt. No. Port No. Description Model No. 

Resistors (cont) 



R62 


321-0165-00 


511 n 


VeW 


Free 


1% 


R65 


301-0821-00 


820 n 


’AW 




5% 


R70 


301-0820-00 


82 D 


’AW 




5% 


R73 


301-0432-00 


4.3 kn 


’AW 




5% 


R80 


301-0101-00 


100 n 


’AW 




5% 


R83 


301-0470-00 


47 n 


’AW 




5% 


R85 


301-0202-00 


2kn 


’AW 




5% 


R90 


301-0511-00 


510 n 


’AW 




5% 


R92 


301-0123-00 


12kfl 


’AW 




5% 









Switches 




Unwired 


Wired 




SW55 


260-0552-00 




Reed 


SW56 


260-0552-00 




Reed 


SW57 


260-0552-00 




Reed 


SW58 


260-0552-00 




Reed 



DELAY GENERATOR CARD— Series O 

*670-0215-01 Complete Cord (Used on Instrument S/N 1208-up) 



Capacitors 



Tolerance ±20% unless otherwise indicated. 



Cl 


290-0162-00 


22 


EMT 




35 V 




C2 


283-0080-00 


0.22 fiF 


Cer 




25 V 


+80%-20% 


C3 


290-0135-00 


15/tF 


EMT 




20 V 




C4 


283-0059-00 


1 fiF 


Cer 




25 V 


+80%— 20% 


C5 


290-0135-00 


15 ^F 


EMT 




20 V 


C7 


290-0162-00 


22 juF 


EMT 




35 V 




Cl 4 


281-0504-00 


lOpF 


Cer 




500 V 


10% 


C28 


281-0592-00 


4.7 pF 


Cer 






±0.5 pF 


C30 


281-0558-00 


18 pF 


Cer 




500 V 


C32 


281-0096-00 


5.5-18 pF 


Air 


Var 






C33 


283-0113-00 


56 pF 


Cer 




500 V 


1% 


C34 1 


1 


925 pF 










C35 


^ *295-0092-00 


0.01 ;.F 




(matched set) 






C36 1 


1 


0.1 fiF 










C34 i 


1 


905 pF 










C35 


^ *295-0092-00 


0.0099 ;.F 




(matched set) 






C36 ' 


1 


0.1 ;.F 












Electrical Parts List — Type R116 (SN 1084-up) 



DELAY GENERATOR CARD— Series O (cont) 



Tektronix 

Ckt. No. Part No. 



Description 



Model No. 



Capacitors (cont) 



C41 


283-0059-00 


1 mF 


C45 


283-0004-00 


0.02 fj.F 


C53 


281-0540-00 


51 pF 


C62 


283-0059-00 


1 fiF 


CBS 


281-0523-00 


lOOpF 


C92 


283-0059-00 


1 fiF 


C95 


281-0519-00 


47 pF 



D26 


152-0149-00 


Zener 


D27 


152-0149-00 


Zener 


D50 


*152-0322-00 


Silicon 


D68 


1 52-0071 -00 


Germanium 


D92 


*152-0185-00 


Silicon 



Cer 


25 V 


-f80%— 20% 


Cer 


150 V 




Cer 




5% 


Cer 


25 V 


+80% -20% 


Cer 


500 V 




Cer 


25 V 


+80%— 20% 


Cer 


350 V 


10% 


Diodes 







1N961B 0.4 W, lOV, 5% 

1N961B 0.4 W, lOV, 5% 

Tek Spec 
ED-2007 

Replaceable by 1N4152 



Inductors 



L26 


*108-0170-01 


0.5 


L55 


*108-0355-00 


Coil, Reed Drive 


L56 


*108-0355-00 


Coil, Reed Drive 


L57 


*108-0355-00 


Coil, Reed Drive 


L58 


*108-0355-00 


Coil, Reed Drive 


L68 


276-0557-00 


Core, Toroid Ferrite 



Transistors 



Q14 


*151-0108-00 


Replaceable by 2N2501 


Q15 


*151-0127-00 


Selected from 2N2369 


Q24 


*151-0127-00 


Selected from 2N2369 


Q25 


*151-0127-00 


Selected from 2N2369 


Q38 


*151-0103-00 


Replaceable by 2N22I9 


Q53 


*151-0108-00 


Replaceable by 2N2501 


Q64 


*151-0127-00 


Selected from 2N2369 


Q73 


151-0221-00 


2N4258 


Q83 


*151-0127-00 


Selected from 2N2369 


Q94 


*151-0127-00 


Selected from 2N2369 



Resistors 



Resistors are fixed, composition, ±10% unless otherwise indicated. 



R1 


307-0053-00 


3.3 n 


y.w 


R3 


307-0053-00 


3.3 n 


y.w 


R5 


307-0053-00 


3.3 n 


y. w 


R7 


307-0053-00 


3.3 n 


y, w 


R14 


301 -0391-00 


390 n 


y, w 
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Electrical Parts List — Type R116 



DELAY GENERATOR CARD— Series O (cont) 



Tektronix 

Ckt. No. Part No. Description Model No. 

Resistors ( cont ) 



R16 


301-0391-00 


390 n 


'AW 






5% 


R18 


301 -0472-00 


4.7 kn 


'AW 






5% 


R20 


301 -01 62-00 


1.6 kn 


'AW 






5% 


R22 


311-0496-00 


2.5 kn 




Var 






R24 


301 -0241 -00 


240 n 


'AW 






5% 


R25 


307-0060-00 


6.8 n 


'AW 






5% 


R26 


301 -0331 -00 


330 n 


'AW 






5% 


R28 


31 5-0362-00 


3.6 kn 


'AW 






5% 


R29 


301-0510-00 


51 n 


'AW 






5% 


R30 


301-0681-00 


680 n 


'AW 






5% 


R33 


307-0110-00 


3 n 


'AW 






5% 


R34 


31 5-0220-00 


22 n 


'AW 






5% 


R38 


301-0510-00 


51 n 


'AW 






5% 


R40 


301 -0242-00 


2.4 kn 


'AW 






5% 


R41 


31 1 -0462-00 


1 kn 




Var 






R42 


301 -0202-00 


2kn 


'AW 






5% 


R45 


322-01 51 -00 


365 n 


'AW 




Free 


1% 


R50 


301-0101-00 


100 n 


'AW 






5% 


R53 


321-0165-00 


511 n 


'AW 




Prec 


1% 


R54 


321-0209-00 


1 .47 kn 


'AW 




Free 


1% 


R55 


301 -0271 -00 


270 n 


'AW 






5% 


R56 


301 -0271 -00 


270 n 


'AW 






5% 


R57 


301 -0271 -00 


270 n 


'AW 






5% 


R58 


301 -0271 -00 


270 n 


'AW 






5% 


R60 


321-0163-00 


487 n 


'AW 




Prec 


1% 


R62 


321-0165-00 


511 n 


'AW 




Prec 


1% 


R65 


301-0821-00 


820 n 


'AW 






5% 


R70 


301 -0820-00 


82 n 


'AW 






5% 


R73 


301 -0432-00 


4.3 kn 


'AW 






5% 


R80 


301-0101-00 


100 n 


'AW 






5% 


R83 


301 -0470-00 


47 n 


'AW 






5% 


R85 


301-0202-00 


2 kn 


'AW 






5% 


R90 


301 -051 1 -00 


51 on 


'AW 






57c, 


R92 


301-0123-00 


I2kn 


'AW 






57o 


R95 


315-0391-00 


390 n 


'AW 






5% 



Switches 



Unwired 

SW55 260-0552-00 

SW56 260-0552-00 

SW57 2^0-0552-00 

SW58 260-0552-00 



Wired 

Reed 

Reed 

Reed 

Reed 
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Electrical Parts List — Type R116 (SN 1084-up) 



Ckt. No. 



Tolerance 

Cl 
C5 
C15 
Cl 5 
C19 



C24 

C29 

C29 

C33 

C50 

C50 



D1 

D8 

D14 

D21 

D25 



D28 

D33 

D36 

D41 

D42 



D45 

D46 

D48 

D49 

D53 



D54 

D56 

D63 

D64 

D66 



D73 

D74 

D76 

D83 

D84 



D86 

D93 

D94 

D96 

D103 



FUNCTION PROGRAM #1 CARD— Series L 



Tektronix 

Part No. Description 



Model No. 



*670-0216-02 Complete Card 



Capacitors 

±20% unless otherwise indicated. 



281-0511-00 


22 pF 


Cer 


200 V 


10% 


281 -051 1 -00 


22 pF 


Cer 


200 V 


10% 


290-0267-00 


1 mF 


EMT 


35 V 


+80% -20% 


290-0175-00 


10 /xF 


EMT 


35 V 


281-0526-00 


1.5 pF 


Cer 


500 V 


±0.5 pF 


283-0059-00 


1 /xF 


Cer 


25 V 


+80% -20% 


283-0004-00 


0.02 /xF 


Cer 


150 V 


283-0111-00 


0.1 /xF 


Cer 


50 V 




281 -0638-00 


240 pF 


Cer 


500 V 


5% 


283-0004-00 


0.02 /xF 


Cer 


150 V 


290-01 35-00 


15 /xF 


EMT 


20 V 








Diodes 







♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0075-00 


Germanium 


Tek Spec 


1 52-0093-00 


Tunnel 


1N3716 4.7 mA 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0075-00 


Germanium 


Tek Spec 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0075-00 


Germanium 


Tek Spec 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0075-00 


Germanium 


Tek Spec 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


+152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 



IX 

1 



2-up 

X2-up 



1 

2-up 

1 

2-up 
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Electrical Parts List — Type R116 (SN 1084-up) 



FUNCTION PROGRAM #1 CARD— Series L (cont) 

Tektronix 

Ckt. No. Part No. Description Model No. 

Diodes (cont) 



D104 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


D106 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


D113 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


D114 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


D123 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


D124 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


D133 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


D134 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


D143 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 


Dl>t4 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 



Inductors 



L20 


♦108-0148-00 


2.5 uH 




L38 


♦108-0355-00 


Coil, 


Reed 


Drive 


L44 


♦108-0355-00 


Coil, 


Reed 


Drive 


L48 


♦108-0355-00 


Coil, 


Reed 


Drive 


L79 


♦108-0355-00 


Coil, 


Reed Drive 


LI 09 


♦108-0355-00 


Coil, 


Reed 


Drive 



Transistors 



Q4 


♦151-0108-00 


Replaceoble by 2N2501 


Q14 


151-0221-00 


2N4258 


Q23 


♦151-0108-00 


Reploceoble by 2N2501 


Q24 


♦151-0127-00 


Selected from 2N2369 


Q33 


151-0221-00 


2N4258 



Q53 


151-0164-00 


Silicon 2N3702 


Q63 


151-0164-00 


Silicon 2N3702 


Q73 


151-0164-00 


Silicon 2N3702 


Q83 


151-0164-00 


Silicon 2N3702 


Q93 


151-0164-00 


Silicon 2N3702 



0103 


151-0164-00 


Silicon 2N3702 


0113 


151-0164-00 


Silicon 2N3702 


0123 


151-0164-00 


Silicon 2N3702 


0133 


151-0164-00 


Silicon 2N3702 


0143 


151-0164-00 


Silicon 2N3702 



Resistors 



Resistors ore fixed, composition, ±10% unless otherwise indicated. 



R1 


315-0222-00 


2.2 kn 


’/.W 


5% 


R2 


315-0103-00 


10 kn 


’/.W 


5% 


R5 


315-0152-00 


1.5 kn 


’AW 


5% 


R8 


315-0332-00 


3.3 kn 


’AW 


5% 


R14 


315-0272-00 


2.7 kn 


’AW 


5% 
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Electrical Parts List — Type R116 (SN 1084-up) 



FUNCTION PROGRAM #1 CARD— Series L (cont) 



Tektronix 

Ckt. No. Part No. 



Description 



Model No. 



Resistors (cont) 



R15 


315-0301-00 


300 n 


' w 


5% 




R16 


315-0152-00 


1.5 ka 


w 


5% 


1 


R16 


315-0392-00 


3.9 kn 


V4 w 


5% 


2-up 


R20 


301 -0332-00 


3.3 kn 


w 


5% 




R21 


315-0360-00 


36 n 


'AW 


5% 





R23 


31 5-0330-00 


33 n 


'AW 


5% 


R25 


315-0100-00 


ion 


’AW 


5% 


R28 


315-0102-00 


1 kn 


'A W 


5% 


R29 


315-0100-00 


ion 


’AW 


5% 


R30 


301-0152-00 


1.5 kn 


'AW 


5% 



R33 


315-0242-00 


2.4 kn 


'A W 


5% 


R36 


315-0101-00 


100 n 


'A W 


5% 


R39 


301 -0221 -00 


220 n 


'AW 


5% 


R42 


315-0101-00 


100 n 


'A w 


5% 


R44 


303-0221-00 


220 n 


1 w 


5% 



R46 


315-0101-00 


100 n 


■'A w 


5% 


R48 


303-0221-00 


220 n 


1 w 


5% 


R50 


315-0123-00 


12 kn 


'A W 


5% 


R51 


315-0100-00 


ion 


'A W 


5% 


R53 


315-0333-00 


33 kn 


'AW 


5% 



R60 


315-0123-00 


12 kn 


'A w 


5% 




R63 


315-0333-00 


33 kn 


'A w 


5% 




R70 


315-0123-03 


12 kn 


'AW 


5% 




R73 


315-0333-00 


33 kn 


'A w 


5% 




R79 


301-0271-03 


270 n 


'A w 


5% 


1, 2 


R79 


301 -01 1 1 -00 


non 


AW 


5% 


3-up 


R80 


315-0123-00 


12 kn 


'AW 


5% 




R83 


315-0333-00 


33 kn 


'AW 


5% 




R90 


315-0123-00 


12 kn 


'A w 


5% 




R93 


31 5-0333-00 


33 kn 


'A w 


5% 




RlOO 


315-0123-00 


12 kn 


'A w 


5% 




R103 


31 5-0333-00 


33 kn 


'A w 


5% 




R109 


301 -0271 -00 


270 n 


'A w 


5% 


1, 2 


R109 


301-0111-00 


non 


'AW 


5% 


3-up 


RllO 


315-0123-00 


12 kn 


'A w 


5% 




R113 


315-0333-00 


33 kn 


'AW 


5% 




R120 


315-0123-00 


I2kn 


'A w 


5% 




R123 


315-0333-00 


33 kn 


'A W 


5% 




R130 


315-0123 01 


12 kn 


'A w 


5% 




R133 


31 5-0333-00 


33 kn 


AW 


5% 




R140 


315-0123-00 


12 kn 


'AW 


5% 




R143 


315-0333-00 


33 kn 


'AW 


5% 
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Electrical Parts List — Type R116 (SN’ 1084-up) 



FUNCTION PROGRAM #1 CARD— Series L (cont) 



Tektronix 

Ckt. No. Part No. 



Description 



Model No. 



Switches 



Unwired Wired 

SW38 260-0552-00 

SW44 260-0552-00 

SW48 260-0552-00 

SW79 260-0721-00 

SW109 260-0552-00 



Reed 

Reed 

Reed 

Reed, Double 
Reed 



WIDTH GENERATOR CARD— Series E 

*670-0217-00 Complete Card (Used on Instrument S/N 1084-1207) 



Tolerance ±20% 


unless otherwise 


indicated. 


Cl 


290-0162-00 


22 mF 


C3 


290-0135-00 


15aiF 


C4 


283-0059-00 


1 mF 


C5 


290-0135-00 


15 mF 


C7 


290-0162-00 


22 mF 


Cl 2 


281-0504-00 


10 pF 


Cl 6 


281-0509-00 


15 pF 


C26 


281-0592-00 


4.7 pF 


C32 


281-0096-00 


5.5-18 pF 


C33 


283-0629-00 


62 pF 


C34 ) 




925 pF 


C35 ^ 


*295-0092-00 


0.01 ^F 


C36 ) 




0.1 ^F 


C41 


283-0059-00 


1 ^F 


C45 


283-0004-00 


0.02 ^F 


C62 


283-0059-00 


1 ^F 


C65 


283-0059-00 


l^F 



D26 


152-0149-00 


Zener 


D27 


152-0149-00 


Zener 


D50 


152-0141-00 


Silicon 



L30 


*108-0170-01 


0.5 /xH 


L56 


*108-0355-00 


Coil, Reed Drive 


L57 


*108-0355-00 


Coil, Reed Drive 


L58 


*108-0355-00 


Coil, Reed Drive 



Capacitors 



EMT 




35 V 




EMT 




20 V 




Cer 




25 V 


-f80%— 20% 


EMT 




20 V 




EMT 




35 V 




Cer 




500 V 


10% 


Cer 




500 V 


10% 


Cer 






±0.5 pF 


Air 


Var 






Mica 




500 V 







[matched set) 




Cer 


25 V 


-f80%— 20% 


Cer 


150 V 




Cer 


25 V 


-1-80% -20% 


Cer 


25 V 


-1-80% -20% 



Diodes 






1N961B 


0.4 W, 


lOV, 5% 


1N961B 


0.4 W, 


lOV, 5% 


1N4152 







Inductors 
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Electrical Parts List — Type R116 (SN 1084-up) 



WIDTH GENERATOR CARD— Series E (cont) 



Ckt No. 


Tektronix 
Port No. 


Q14 


♦151-0108-00 


Q15 


♦151-0127-00 


Q24 


♦151-0127-00 


Q25 


♦151-0127-00 


Q38 


♦151-0103-00 



Q53 


♦151-0108-00 


Q63 


♦151-0127-00 



Description 

Transistors 



Replaceable by 2N2501 
Selected from 2N2369 
Selected from 2N2369 
Selected from 2N236V 
Replaceable by 2N2219 



Replaceable by 2N2501 
Selected from 2N2369 



Model No. 



Resistors 



Resistors ore fixed, composition, ±10% unless otherwise indicated. 



R1 


307-0053-00 


3.3 n 


R3 


307-0053-00 


3.3 n 


R5 


307-0053-00 


3.3 n 


R7 


307-0053-00 


3.3 0 


R12 


301-0391-00 


390 0 



R14 


301-0391-00 


390 0 


R16 


301-0681-00 


680 0 


R18 


301-0472-00 


4.7 kO 


R20 


315-0132-00 


1.3 kO 


R22 


311-0496-00 


2.5 kO 



R24 


301-0241-00 


240 0 


R25 


307-0108-00 


6.8 0 


R26 


301-0362-00 


3.6 kO 


R28 


307-0113-00 


5.1 0 


R30 


301-0331-00 


330 0 



R33 


315-0510-00 


51 0 


R34 


315-0100-00 


lOO 


R38 


301-0510-00 


51 0 


R40 


301-0123-00 


12 kO 


R41 


311-0463-00 


5 kO 



R42 


301-0822-00 


8.2 kn 


R45 


322-0612-00 


500 n 


R50 


315-0271-00 


270 n 


R54 


301-0751-00 


750 n 


R56 


301-0271-00 


270 n 



R57 


301-0271-00 


270 n 


R58 


301-0271-00 


270 n 


R60 


321-0163-00 


487 n 


R62 


321-0165-00 


511 n 


R65 


301-0182-00 


1.8 kn 


HI 







VjW 






5% 


VaW 






5% 


VrW 






5% 


ViW 






5% 


VrW 






5% 


VrW 






5% 


VrW 






5% 


VrW 






5% 


V.W 


Var 




5% 


VrW 






5% 


'/4W 






5% 


VzW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'/.w 






5% 


'AW 






5% 


'AW 


Var 




5% 


'AW 






5% 


'AW 




Prec 


1 % 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'AW 






5% 


'/..w 




Free 


1 % 


y»w 




Prec 


1 % 


'AW 






5% 
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Electrical Parts List — Type R116 (SN 1084-up) 



WIDTH GENERATOR CARD— Series E (cont) 



Ckt. No. 


Tektronix 
Part No. 


Description 


Model No. 


SW56 


Unwired 

260-0552-00 


Switches 

Wired 

Reed 




SW57 


260-0552-00 


Reed 




SW58 


260-0552-00 


Reed 






*670-0217-01 


WIDTH GENERATOR CARD— Series P 

Complete Card (Used on Instrument S/N 1208-1359) 





Capacitors 

Tolerance ±20% unless otherwise indicated. 



Cl 


290-0162-00 


22 jaF 


EMT 


35 V 






C3 


290-0135-00 


15,aF 


EMT 


20 V 






C4 


283-0059-00 


1 jaF 


Cer 


25 V 


+80% -20% 




C5 


290-0135-00 


15jaF 


EMT 


20 V 






C7 


290-0162-00 


22 ^F 


EMT 


35 V 






C12 


281-0504-00 


lOpF 


Cer 


500 V 


10% 




C16 


281-0509-00 


15 pF 


Cer 


500 V 


10% 




C26 


281-0592-00 


4.7 pF 


Cer 




±0.5 pF 




C32 


281-0096-00 


5.5-18 pF 


Air 


Var 




C33 


283-0629-00 


62 pF 


Mica 


500 V 






C34 ] 




925 pF 










C35 [ 


*295-0092-00 


0.01 /iF 




(matched set) 




1,2 


C36 ) 




0.1 fX? 










C34 




905 pF 










C35 \ 


*295-0092-00 


0.0099 ,xF 




(matched set) 




3-up 


C36 ) 




0.1 juF 










C41 


283-0059-00 


1 juF 


Cer 


25 V 


+80%— 20% 




C45 


283-0004-00 


0.02 p.F 


Cer 


150 V 






C62 


283-0059-00 


1 IX? 


Cer 


25 V 


+80%— 20% 




C65 


283-0059-00 


1 /xF 


Cer 


25 V 


+80%— 20% 










Diodes 








D15 


*152-0185-00 


Silicon 


Replaceable by 1N4152 






D26 


152-0149-00 


Zener 


1N961B 


0.4 W, lOV, 5% 






D27 


152-0149-00 


Zener 


1N961B 


0.4 W, lOV, 5% 






D50 


152-0141-00 


Silicon 


1N4152 






1 


D50 


152-0141-02 


Silicon 


1N4152 






2-up 








Inductors 








LI 3 


*108-0215-00 


1.1 ixU 










LI 5 


*108-0215-00 


1.1 /xH 










L30 


*108-0170-01 


0.5 ixH 










L56 


*108-0355-00 


Coil, Reed Drive 










L57 


*108-0355-00 


Coil, Reed Drive 










L58 


*108-0355-00 


Coil, Reed Drive 











\E\ 
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Electrical Parts List — Type R116 (SN 1084-up) 



WIDTH GENERATOR CARD— Series P (cont) 



Tektronix 

Ckt No. Part No. Description Model No. 



Transistors 



Q14 


151-0225-00 


Silicon 


2N3563 


Q15 


151-0225-00 


Silicon 


2N3563 


Q24 


151-0225-00 


Silicon 


2N3563 


Q25 


151-0225-00 


Silicon 


2N3563 


Q38 


*151-0103-00 


Silicon 


Replaceable by 2N2219 


Q53 


151-0225-00 


Silicon 


2N3563 


Q63 


151-0225-00 


Silicon 


2N3563 



Resistors 



Resistors are fixed, composition, ±10% unless otherwise indicated. 



R1 


307-0053-00 


3.3 D 


%w 






5% 


R3 


307-0053-00 


3.3 n 


'AW 






5% 


R5 


307-0053-00 


3.3 a 


'AW 






5% 


R7 


307-0053-00 


3.3 D 


'A w 






5% 


R12 


315-0201-00 


200 D 


'AW 






5% 


R14 


301 -0391 -00 


390 n 


'AW 






5% 


R16 


301-0681-00 


680 n 


'AW 






5% 


R18 


301 -0472-00 


4.7 kn 


'AW 






5% 


R20 


315-0132-00 


1.3 kn 


'A w 






5% 


R22 


31 1 -0496-00 


2.5 kn 




Var 




R24 


301-0241-00 


240 n 


'A w 






5% 


R25 


307-01 08-00 


6.8 n 


'AW 






5% 


R26 


301 -0362-00 


3.6 kn 


'A w 






5% 


R28 


307-0113-00 


5.1 n 


'AW 






5% 


R30 


301 -0331 -00 


330 n 


'AW 






5% 


R33 


315-0510-00 


51 n 


'AW 






5% 


R34 


315-0100-00 


ion 


'AW 






5% 


R38 


301-0510-00 


51 n 


'A w 






5% 


R40 


301-0123-00 


12 kn 


'AW 






5% 


R41 


311-0463-00 


5kn 




Var 




R42 


301 -0822-00 


8.2 kn 


'AW 






5% 


R45 


322-0612-00 


500 n 


'AW 




Free 


1% 


R50 


315-0271-00 


270 n 


'A w 






5% 


R54 


301 -0751 -00 


750 n 


',A w 






5% 


R56 


301 -0271 -00 


270 n 


'A w 






5% 


R57 


301 -0271 -00 


270 n 


'AW 






5% 


R58 


301 -0271 -00 


270 n 


'AW 






5% 


R60 


321-0163-00 


487 n 


'AW 




Free 


1% 


R62 


321-0165-00 


511 n 


'AW 




Prec 


1% 


R65 


301-0182-00 


1.8 kn 


'A w 






5% 



Switches 

Unwired Wired 

SW56 260-0552-00 Reed 

SW57 260-0552-00 Reed 

SW58 260-0552-00 Reed 




Electrical Parts List — Type R116 (SN 1084-up) 



WIDTH GENERATOR CARD— Series R 



Ckt No. 



Tektronix 

Port No. Description 

*670-0217-02 Complete Card (Used on Instrument S/N 1360-up) 



Model No. 



Capacitors 



Tolerance ±20% unless otherwise indicated. 



Cl 


290-0162-00 


Li- 

CN 

CN 


EMT 




35 V 




C3 


290-0135-00 


15/xF 


EMT 




20 V 




C4 


283-0059-00 


1 /xF 


Cer 




25 V 


±80%— 20% 


C5 


290-0135-00 


15 /xF 


EMT 




20 V 




C7 


290-0162-00 


22 /xF 


EMT 




35 V 




Cl 2 


281-0504-00 


lOpF 


Cer 




500 V 


10% 


C16 


281-0509-00 


15 pF 


Cer 




500 V 


10% 


C26 


281 -0592-00 


4.7 pF 


Cer 


Var 




C32 


281 -0096-00 


5.5-1 8 pF 


Air 






±0.5 pF 


C33 


283-0629-00 


62 pF 


Mica 




500 V 


C34 ] 




905 pF 










C35 \ 


*295-0092-00 


0.0099 ^xF 




(matched set) 






C36 \ 




0.1 ^F 










C41 


283-0059-00 


1 /xF 


Cer 




25 V 


±80% -20%, 


C45 


283-0004-00 


0.02 /xF 


Cer 




150V 




C62 


283-0059-00 


1 /.xF 


Cer 




25 V 


±80%, -20% 


C65 


283-0059-00 


1 ,xF 


Cer 




25 V 


±80% -20% 



Diodes 



D26 


152-0149-00 


Zener 


1N961B 


0.4 W, lOV, 5% 


D27 


152-0149-00 


Zener 


1 N961 B 


0.4 W, lOV, 5% 


D50 


152-0141-02 


Silicon 


1N4152 





Inductors 



L30 


*108-0170-01 


0.5 fx 


H 


L56 


*108-0355-00 


Coil, 


Reed 


L57 


*108-0355-00 


Coil, 


Reed 


L58 


*108-0355-00 


Coil, 


Reed 



Drive 

Drive 

Drive 



Transistors 



Q14 


151-0225-00 


Silicon 


2N3563 


Q15 


151-0225-00 


Silicon 


2N3563 


Q24 


151-0225-00 


Silicon 


2N3563 


Q25 


151-0225-00 


Silicon 


2N3563 


Q38 


*151-0103-00 


Silicon 


Replaceable by 2N2219 


Q53 


151-0225-00 


Silicon 


2N3563 


Q63 


151-0225-00 


Silicon 


2N3563 




Electrical Parts List — Type R116 (SN 1084-up) 



WIDTH GENERATOR CARD— Series R (cont) 
Resistors 



Tektronix 

Ckt. No. Part No. Description Model No. 

Resistors are fixed, composition, ±10% unless otherwise indicated. 



R1 


307-0053-00 


3.3 n 


V,w 


5% 


R3 


307-0053-00 


3.3 Q 


VrW 


5% 


R5 


307-0053-00 


3.3 Q 


V2W 


5% 


R7 


307-0053-00 


3.3 Q 


VrW 


5% 


R12 


301-0391-00 


390 n 


VrW 


5% 



R14 


301-0391-00 


390 n 


'/, w 


5% 


R16 


301-0681-00 


680 a 




5% 


R18 


301-0472-00 


4.7 kn 


y. w 


5% 


R20 


315-0132-00 


1.3 kn 


V.w 


5% 


R22 


311-0496-00 


2.5 kn 




Var 



R24 


301-0241-00 


240 n 


y, w 


5% 


R25 


307-0108-00 


6.8 n 


'AW 


5% 


R26 


301-0362-00 


3.6 kn 


y, w 


5% 


R28 


307-0113-00 


5.1 n 


'AW 


5% 


R30 


301-0331-00 


330 n 


'AW 


5% 


R33 


315-0510-00 


51 n 


'AW 


5% 


R34 


315-0100-00 


ion 


'AW 


5% 


R38 


301-0510-00 


51 n 


y, w 


5% 


R40 


301-0123-00 


12 kn 


'AW 


5% 


R41 


311-0463-00 


5kn 


Var 



R42 


301-0822-00 


8.2 kn 


y, w 




5% 


R45 


322-0612-00 


500 n 


'AW 


Prec 


1% 


R50 


315-0271-00 


270 n 


'AW 




5% 


R54 


301-0751-00 


750 n 


'AW 




5% 


R56 


301-0271-00 


270 n 


'AW 




5% 


R57 


301-0271-00 


270 n 


'/• w 




5% 


R58 


301-0271-00 


270 n 


'AW 




5% 


R60 


321-0163-00 


487 n 


'AW 


Prec 


1% 


R62 


321-0165-00 


511 n 


'AW 


Prec 


1% 


R65 


301-0182-00 


1.8 kn 


'AW 




5% 



Switches 



SW56 

SW57 

SW58 



Unwired Wired 

260-0552-00 

260-0552-00 

260-0552-00 



Reed 

Reed 

Reed 



8-25 




Electrical Parts List — Type R116 (SN 1084-up) 



PULSE SHAPE GENERATOR CARD— Series F 



Tektronix 

Ckt. No. Part No. 



Description 



♦670-0218-00 



Complete Cord 



Model No. 



Capacitors 



Tolerance ±20% unless otherwise indicated. 



Cl 


290-0162-00 


22 jmF 


EMT 


35 V 


C3 


290-0135-00 


15uF 


EMT 


20 V 


C5 


283-0059-00 


1 mF 


Cer 


25 V 


C12 


283-0003-00 


0.01 IX? 


Cer 


150 V 


C22 


283-0003-00 


0.01 IX? 


Cer 


150 V 


C36 


283-0003-00 


0.01 IX? 


Cer 


150 V 


C46 


283-0003-00 


0.01 IX? 


Cer 


150 V 


C55 


283-0003-00 


0.01 IX? 


Cer 


150 V 


C58 


283-0003-00 


0.01 IX? 


Cer 


150 V 


C65 


283-0003-00 


0.01 IX? 


Cer 


150 V 


C68 


283-0003-00 


0.01 IX? 


Cer 


150 V 


C72 


281-0097-00 


9-35 pF 


Cer 


Var 


C75 


Use 283-0622-00 


450 pF 


Mi CO 


300 V 


C76 ) 
C77 1 


*295-0093-00 


0.005 IX? 
0.05 IX? 




(matched set) 


C90 


283-0000-00 


0.001 IX? 


Cer 


500 V 


Cl 22 


283-0059-00 


1 IX? 


Cer 


25 V 



-f-80% —20% 



1 % 



-)-80%-20% 



Diodes 



D12 


152-0127-00 


Zener 


1N755A, 0.4W, 7.5 V, 5% 




D22 


152-0149-00 


Zener 


1N961B 0.4 W, lOV, 5% 




D72 


152-0141-00 


Silicon 


1N4152 


3 


D72 


152-0141-02 


Silicon 


1N4152 


4-up 


D90 


♦152-0185-00 


Silicon 


Replaceable by 1N4152 




D120 


*152-0185-00 


Silicon 


Replaceable by 1N4152 




D122 


*152-0161-00 


GaAs 


Tek Made 


1, 2, 3, 4 


D122 


*152-0322-00 


Silicon 


Tek Spec 


5-up 



Inductors 



LI 4 


276-0528-00 


Core, Ferramic Suppressor 


L24 


276-0528-00 


Core, Ferramic Suppressor 


L44 


276-0528-00 


Core, Ferramic Suppressor 


L58 


276-0528-00 


Core, Ferramic Suppressor 


L68 


276-0528-00 


Core, Ferramic Suppressor 
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Electrical Parts List — Type R116 (SN 1084-up) 



PULSE SHAPE GENERATOR CARD— Series F (cont) 



Tektronix 

Ckt. No. Part No. Description 

Inductors (cont) 



L80 


*108-0355-00 


Coil, 


Reed 


Drive 


L81 


*108-0355-00 


Coil, 


Reed 


Drive 


L82 


*108-0355-00 


Coil, 


Reed 


Drive 



Model No. 



Transistors 



Q14 


*151-0133-00 


Selected from 2N325I 


Q24 


*151-0127-00 


Selected from 2N2369 


Q34 


*151-0133-00 


Selected from 2N325I 


Q44 


*151-0127-00 


Selected from 2N2369 


Q58 


*151-0127-00 


Selected from 2N2369 


Q68 


*151-0133-00 


Selected from 2N325I 


Q88 


151-0164-00 


2N3702 


Q94 


151-0164-00 


2N3702 


Q104 


*151-0153-00 


Replaceable by 2N3923 


Q114 


151-0164-00 


2N3702 


Q123 


*151-0133-00 


Selected from 2N325I 


Q124 


*151-0136-00 


Replaceable by 2N3053 



Resistors 



Resistors ore fixed, composition, ±10% unless otherwise indicated. 



R1 


307-0104-00 


3.3 Q 


Vt w 


R3 


307-0104-00 


3.3 n 


'/.W 


R5 


307-0104-00 


3.3 n 


'AW 


RIO 


315-0220-00 


72 n 


'AW 


R12 


315-0152-00 


1.5 kfi 


'AW 



R14 


315-0101-00 


100 D 


'A 


w 


R22 


301 -0202-00 


2kn 


'A 


w 


R24 


315-0101-00 


100 n 


'A 


w 


R30 


315-0332-00 


3.3 kn 


'A 


w 


R32 


311-0462-00 


1 kn 




R33 


315-0222-00 


2.2 kn 


V 4 


w 


R36 


315-0470-00 


47 n 


'A 


w 


R38 


315-0180-00 


i8n 


'A 


w 


R40 


315-0221-00 


220 n 


'A 


w 


R42 


311-0462-00 


1 kn 




R43 


315-0222-00 


2.2 kn 


'A 


w 


R46 


315-0470-00 


47 n 


'A 


w 


R48 


315-0180-00 


i8n 


'A 


w 


R52 


315-0302-00 


3kn 


'A 


w 


R54 


31 1 -0462-00 


1 kn 





Vor 



Vor 



Vor 



5% 

5% 

5% 

5% 

5% 



5% 

5% 

5% 

5% 



5% 

5% 

5% 

5% 



5% 

5% 

5% 

5% 
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Electrical Parts List — Type R116 (SN 1084-up) 

PULSE SHAPE GENERATOR CARD— Series F (cont) 

Tektronix 

Ckt. No. Part No. Description Model No. 



Resistors (cont) 



R55 


315-0751-00 


750 n 


'AW 






5% 


R56 


315-0330-00 


33 n 


'AW 






5% 


R58 


322-0136-00 


255 n 


'AW 




Prec 


1% 


R62 


315-0751-00 


750 n 


'AW 






5% 


R64 


311-0462-00 


1 kn 




Var 






R65 


315-0302-00 


3 kn 


'AW 






5% 


R66 


315-0330-00 


33 n 


'AW 






5% 


R68 


322-0133-00 


237 n 


'AW 




Prec 


1% 


R72 


307-0113-00 


5.1 n 


'AW 






5% 


R75 


315-0220-00 


22 n 


'AW 






5% 


R80 


301 -0271 -00 


270 n 


'AW 






5% 


R81 


301 -0271 -00 


270 n 


'AW 






5% 


R82 


301 -0271 -00 


270 n 


'AW 






5% 


R84 


315-0102-00 


1 kn 


'AW 






5% 


R85 


311-0462-00 


1 kn 




Var 






R86 


315-0302-00 


3 kn 


'AW 






5% 


R88 


315-0153-00 


15kn 


'AW 






5% 


R90 


321-0217-00 


1 .78 kn 


'AW 




Prec 


1% 


R92 


315-0153-00 


15kn 


'AW 






5% 


R94 


315-0103-00 


lOkn 


'AW 






5% 


R96 


31 5-0222-00 


2.2 kn 


'AW 






5% 


R104 


315-0223-00 


22 kn 


'AW 






5% 


R120 


315-0103-00 


lOkn 


'AW 






5% 


R122 


315-0472-00 


4.7 kn 


'AW 






5% 


R125 


31 5-0271 -00 


270 n 


'AW 






5% 



Switches 



Unwired Wired 

SW80 260-0552-00 Reed 

SW81 260-0552-00 Reed 

SW82 260-0552-00 Reed 



OUTPUT AMPLIFIER CARD— Series M 

*670-0219-01 Complete Card 



Capacitors 



Cl 


283-0059-00 


1 /iF 


Cer 


25 V 




C6 


290-0267-00 


1 ixf 


EMT 


35 V 




CIO 


283-0059-00 


1 IX? 


Cer 


25 V 


-f80%-20% 


C12 


283-0080-00 


0.022 IX? 


Cer 


25 V 


-f807o-20% 


Cl 3 


290-0267-00 


1 IX? 


EMT 


35 V 
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Electrical Parts List — Type R116 (SN 1084-up) 



OUTPUT AMPLIFIER CARD— Series M (cont) 



Tektronix 



Ckt. No. 


Part No. 




Description 










Capacitors (cont) 




C18 


283-0059-00 


1 /xF 


Cer 


25 V 


C31 


283-0080-00 


0.022 /xF 


Cer 


25 V 


C48 


283-0059-00 


1 /xF 


Cer 


25 V 


C50 


281 -0089-00 


2-8 pF 


Cer Var 




C68 


283-0080-00 


0.022 /xF 


Cer 


25 V 


C70 


290-0134-00 


22 /xF 


EMT 


15 V 


C82 


281-0096-00 


5.5-18 pF 


Air Var 




Cl 08 


283-0059-00 


1 /xF 


Cer 


25 V 








Diodes 




DIO 


*152-0322-00 


Silicon 


Tek Spec 




D22 


*152-0322-00 


Silicon 


Tek Spec 




D25 


152-0141-00 


Silicon 


1N4152 




D25 


152-0141-02 


Silicon 


1N4152 




D48 


152-0212-00 


Zener 


1N936 9V, 5%TC 




D84 


*152-0185-00 


Silicon 


Replaceable by 1N4152 










Inductors 




L27 


*108-0357-00 


Coil, Reed 


Drive 




L28 


*108-0357-00 


Coil, Reed 


Drive 




L40 


*108-0215-00 


1.1 juH 






LI 06 


*108-0417-00 


llOjaH 







Model No. 



+80%— 20% 
+ 80%-20% 



+80%-20% 



+80%— 20% 



1,2 

3-up 



Transistors 



Q13 


*151-0221-00 


2N4258 


Q23 


*151-0198-00 


Replaceable by MPS-'?18 


Q24 


*151-0221-00 


2N4258 


Q33 


*151-0188-00 


2N3906 


Q34 


*151-0198-00 


Replaceable by MPS-918 


Q43 


*151-0198-00 


Replaceable by MPS-'^18 


Q44 


*151-0198-00 


Replaceable by MPS-'^18 


Q53 


*151-0167-00 


Selected from XF737 


Q54 


*151-0211-00 


Selected from 2N386o 


Q64 


*151-0211-00 


Selected from 2N386o 


Q74 


*151-0211-00 


Selected from 2N386(, 


Q84 


*151-0235-00 


Tek Spec 


Q94 


*151-0235-00 


Tek Spec 


Q104 


*151-0235-00 


Tek Spec 



Resistors 



Resistors ore fixed, composition, ±10% unless otherwise indicated. 



R1 


307-0106-00 


4.7 Q 


V,w 


5% 


R6 


315-0100-00 


ion 


V,w 


5% 


RIO 


303-0182-00 


1.8 kn 


1 w 


5% 


R11 


307-0113-00 


5.1 n 


Vx w 


5% 


R12 


315-0101-00 


100 n 


VxW 


5% 
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Electrical Parts List — Type R116 (SN 1084-up) 



OUTPUT AMPLIFIER CARD— Series M (cont) 



Tektronix 

Ckt. No. Port No. 



Description 



Model No. 



Resistors (cont) 



R13 


315-0100-00 


ion 


'4 


w 






5% 


R14 


315-0244-00 


240 kn 


’4 


w 






5% 


R14 


315-0124-00 


120 kn 


'4 


w 






5% 


R16 


315-0101-00 


100 n 


’4 


w 






5% 


R17 


307-0113-00 


5.1 n 


’4 


w 






5% 


R18 


315-0330-00 


33 n 


’4 


w 






5% 


R20 


315-0510-00 


51 n 


’4 


w 






5% 


R22 


303-0242-00 


2.4 kn 


1 


w 






5% 


R23 


305-0122-00 


1.2 k 


2 


w 






5% 


R24 


303-0392-00 


3.9 kn 


1 


w 






5% 


R25 


311-0433-00 


lOon 






Var 






R25 


311-0442-00 


250 n 






Var 






R26 


315-0270-00 


27 n 


'4 


w 






5% 


R27 


315-0151-00 


150 n 


’4 


w 






5% 


R28 


315-0181-00 


180 n 


'4 


w 






5% 


R30 


315-0152-00 


1.5 kn 


'4 


w 






5% 


R31 


315-0220-00 


22 n 


’4 


w 






5% 


R32 


315-0221-00 


220 n 


’4 


w 






5% 


R33 


315-0220-00 


22 n 


’4 


w 






5% 


R34 


311-0480-00 


500 n 






Var 




R35 


303-0182-00 


1.8 kn 


1 


w 






5% 


R36 


315-0221-00 


220 n 


'4 


w 






5% 


R40 


301-0561-00 


560 n 


V, 


w 






5% 


R41 


315-0274-00 


270 kn 


'4 


w 






5% 


R42 


311-0480-00 


500 n 






Var 




R43 


315-0153-00 


15 kn 


■4 


w 






5% 


R44 


301 -0752-00 


7.5 kn 


’4 


w 






5% 


R45 


301-0821-00 


820 n 


’4 


w 






5% 


R46 


315-0390-00 


39 n 


'4 


w 






5% 


R47 


315-0620-00 


62 n 


’4 


w 






5% 


R48 


303-0302-00 


3 kn 


1 


w 






5% 


R49 


315-0181-00 


180 n 


’4 


w 






5% 


R50 


315-0181-00 


180 n 


% 


w 






5% 


R51 


307-0113-00 


5.1 n 


'4 


w 






57o 


R53 


305-0112-00 


1.1 kn 


2 


w 






5% 


R54 


315-0330-00 


33 n 


’4 


w 






5% 


R64 


315-0330-00 


33 n 


'4 


w 






5% 


R70 


307-0051-00 


2.7 n 


’4 


w 






5% 


R74 


315-0330-00 


33 n 


'4 


w 






5% 


R80 


315-0330-00 


33 n 


’4 


w 






5% 


R82 


315-0222-00 


2.2 k 


% 


w 






5% 


R84 


323-0085-00 


75 n 


’4 


w 




Prec 


1% 


R84 


303-0750-00 


75 n 


1 


w 






5% 


R90 


315-0330-00 


33 n 


’4 


w 






5% 


R94 


323-0085-00 


75 n 


'4 


w 




Prec 


1% 
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1 , 2 , 3, 4 

5-up 



1,2,3 

4-up 



1 

2-up 

1 







Electrical Parts List — Type R116 (SN 1084-up) 



OUTPUT AMPLIFIER CARD— Series M (cont) 



Tektronix 

Ckt. No. Part No. Description Model No. 



Resistors ( cont ) 



R94 


303-0750-00 


75 n 


1 W 


5% 


RlOO 


315-0330-00 


33 n 


V.W 


5% 


R104 


323-0085-00 


75 D 


V, W 


Free 1 % 


R104 


303-0750-00 


75 n 


1 W 


5% 



SW27 

SW28 



Unwired Wired 

260-0721 -00 
260-0721 -00 



Switches 



Reed, Double 
Reed, Double 



ATTENUATOR CARD— Series N 



*670-0220-01 Complete Card 



Capacitors 



Tolerance ±20% unless otherwise indicated. 



Cl 4 


281-0512-00 


27 pF 


Cer 


500 V 


C32 


283-0003-00 


0.01 ixF 


Cer 


150 V 


C40 


283-0000-00 


0.001 ixf 


Cer 


500 V 


C74 


290-0121-00 


2ixf 


mj 


25 V 



Diodes 



D40 *152-0185-00 Silicon 

D70 *152-0185-00 Silicon 



Replaceable by 1N4152 
Replaceable by 1N4152 



Connector 



J18 



131-0391-00 50 n, coaxial, male 



Relays 

K1 
K4 



1 48-0025-00 Armature Relay 6 V DC 

1 48-0025-00 Armature Relay 6 V DC 
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Electrical Parts List — Type R116 (SN 1084-up) 



ATTENUATOR CARD— Series N (cont) 



Tektronix 



Ckt. No. 


Part No. 




Description 












Transistors 






Q38 


151-0164-00 


2N3702 








Q44 


151-0164-00 


2N3702 








Q54 


♦151-0153-00 


Replaceable 


by 2N2923 






Q64 


151-0164-00 


2N3702 








Q74 


♦151-0136-00 


Replaceable 


by 2N3053 












Resistors 






Resistors are 


fixed, composition, 


± 107 o unless otherwise indicated. 






R1 


303-0680-00 


68 n 


1 W 




5% 


R1 


303-0510-00 


51 n 


1 W 




5% 


R4 


303-0680-00 


68 n 


1 w 




5% 


R4 


303-0510-00 


51 n 


1 w 




5% 


R6 


305-0510-00 


51 n 


2 W 




5% 


R7 


305-0510-00 


51 n 


2 W 




5% 


R9 


324-0097-00 


lOOn 


1 W 


Prec 


1% 


RIO 


324-0097-00 


lOOn 


1 W 


Free 


1% 


R12 


305-0101-00 


lOon 


2 W 




5% 


R13 


305-0101-00 


100 n 


2 W 




5% 


R14 


305-0101-00 


100 n 


2W 




5% 


R16 


323-0606-00 


60 n 


■AW 


Prec 


1% 


R17 


323-0606-00 


60 n 


■AW 


Prec 


1% 


R18 


323-0606-00 


60 n 


'AW 


Prec 


1% 


R20 


323-0047-00 


30.1 n 


'AW 


Prec 


1% 


R30 


315-0202-00 


2 kn 


'AW 




5% 


R32 


311-0462-00 


1 kn 


Var 






R35 


315-0272-00 


2.7 kn 


'AW 




5% 


R38 


315-0103-00 


10 kn 


'AW 




5% 


R42 


301-0103-00 


10 kn 


'AW 




5% 


R44 


301-0103-00 


10 kn 


'AW 




5% 


R46 


301 -0222-00 


2.2 kn 


'AW 




5% 


R54 


311-0496-00 


2.5 kn 


Vor 






R56 


315-0221-00 


220 n 


'AW 




5% 


R64 


315-0273-00 


27 kn 


'AW 




5% 


R74 


301 -0222-00 


2.2 kn 


'AW 




5% 



Model No. 



1 

2-up 

1 

2-up 



POWER SUPPLY CARD— Series I 

*670-0221-00 Complete Card 



Capacitors 



Tolerance ±20% unless otherwise indicated. 



C2 


283-0081 -00 


0.1 /iF 


Cer 


25 V 


+80%— 20% 


C14 


283-0059-00 


1 /xF 


Cer 


25 V 


+80%— 20% 


C23 


290-0117-00 


50 fif 


EMT 


50 V 




C30 


283-0059-00 


1 /xF 


Cer 


25 V 


+80%-20% 


C36 


290-0158-00 


50 /xF 


EMT 


25 V 


+75% -15% 
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POWER SUPPLY CARD— Series I (cont) 

Tektronix 

Ckt. No. Part No. Description Model No. 



Capacitors (contj 



C76 


283-0081-00 


Li- 

O 


Cer 


25 V 


+80%- 


-20% 


C92 


283-0059-00 


1 fiF 


Cer 


25 V 


+80%- 


-20% 


C113 


283-0059-00 


1 fiF 


Cer 


25 V 


+80%- 


-20% 



Diodes 



D2 


152-0105-00 


Zener 


1N2620 TC 


D30 


152-0127-00 


Zener 


1N755A, 0.4 W, 7.5 V, 


D103 


*152-0185-00 


Silicon 


Replaceable by 1N4152 


D108 


*152-0185-00 


Silicon 


Replaceable by 1N4152 



Transistors 



Q6 


151-0164-00 


2N3702 


Q16 


151-0164-00 


2N3702 


Q23 


*151-0134-00 


Replaceable by 2N2905 


Q33 


*151-0136-00 


Replaceable by 2N3i)53 


Q46 


151-0164-00 


2N3702 


Q53 


*151-0134-00 


Replaceable by 2N2'^05 


Q56 


151-0164-00 


2N3702 


Q66 


*151-0153-00 


Replaceable by 2N2'^23 


Q76 


♦151-0153-00 


Replaceable by 2N2'^23 


Q83 


*151-0136-00 


Replaceable by 2N3053 


Q96 


151-0164-00 


2N3702 


Q103 


151-0164-00 


2N3702 


Q106 


151-0164-00 


2N3702 


Q113 


*151-0136-00 


Replaceable by 2N3(>53 



Resistors 



Resistors are fixed, composition, ±10% unless otherwise indicated. 



R2 


315-0152-00 


1.5 kn 


V '4 W 




5% 


R 6 


315-0242-00 


2.4 kn 


''4 w 




5% 


RIO 


315-0432-00 


4.3 kn 


' , '4 w 




5% 


R12 


315-0682-00 


6.8 kn 


’4 w 




5% 


R14 


311-0462-00 


1 kn 




Var 


R16 


315-0392-00 


3.9 kn 


''4 w 




5% 


R20 


315-0563-00 


56 kn 


’'4 vv 




5% 


R23 


315-0472-00 


4.7 kn 


’'4 w 




5% 


R30 


315-0182-00 


1.8 kn 


''4 w 




5% 


R33 


306-0121-00 


120 n 


2 W 
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Electrical Parts List — Type R116 (SN 1084-up) 



POWER SUPPLY CARD— Series I (cont) 



Tektronix 

Ckt. No. Part No. Description Model No. 

Resistors ( cont ) 



R36 


315-0751-00 


750 n 


'/.w 




5% 


R42 


322-0258-00 


4.75 kn 


’/4 w 


Free 


1% 


R44 


322-0261-00 


5,11 kn 


'AW 


Free 


1% 


R46 


315-0752-00 


7.5 kn 


'AW 




5% 


R50 


315-0103-00 


10 kn 


'AW 




5% 


R53 


315-0682-00 


6.8 kn 


'AW 




5% 


R56 


321-0631-00 


12.5 kn 


'AW 


Free 


1% 


R57 


321 -0239-00 


3.01 kn 


'AW 


Free 


1% 


R62 


315-0302-00 


3kn 


'AW 




5% 


R64 


315-0123-00 


12 kn 


'AW 




5% 


R70 


315-0622-00 


6.2 kn 


'AW 




5% 


R74 


315-0472-00 


4.7 kn 


'AW 




5% 


R76 


321-0258-00 


4.75 kn 


'AW 


Free 


1% 


R78 


321 -0261 -00 


5.11 kn 


'AW 


Free 


1% 


R80 


31 5-0751 -00 


750 n 


'AW 




5% 


R83 


315-0221-00 


220 n 


'AW 




5% 


R85 


315-0152-00 


1.5 kn 


'AW 




5% 


R87 


315-0101-00 


100 n 


'AW 




5% 


R92 


315-0511-00 


5ion 


'AW 




5% 


R96 


315-0822-00 


8.2 kn 


'AW 




5% 


R102 


315-0511-00 


5ion 


'AW 




5% 


R103 


315-0682-00 


6.8 kn 


'AW 




5% 


R104 


315-0510-00 


51 n 


'AW 




5% 


R105 


315-0511-00 


5ion 


'AW 




5% 


R106 


315-0103-00 


10 kn 


'AW 




5% 


R108 


315-0510-00 


51 n 


'AW 




5% 
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Type R116 (SN 1084-up) 



SECTION 9 
DIAGRAMS and 

MECHANICAL PARTS ILLUSTRATIONS 

Change information, if any, affecting this section will be found at the 
rear of the manual. 



General Information 

The following section contains circuit diagrams of all the 
circuits in the Type R116. These diagrams show the location 
of each electrical part in the circuit. A block diagram is 
provided to show the relationship of each major circuit to 
the total instrument circuitry. Reference standard for the 
diagrams is Graphic Symbol standard USAS 32.2-1967. The 
following special symbols are also used: 



Screwdriver adjustment. 

Front-, side- or rear-panel control 
or connector. 



Clockwise control in direction of 
arrow. 



Refers to the indicated diagram. 
Connection soldered to circuit board. 



Blue line encloses components lo- 
cated on circuit board. 



Test point. 

Chassis ground. 

Signal ground. 

Electrical components shown on the diagrams are in the 
following units unless noted otherwise: 

Capacitors Values one or greater are in pico- 

farads (pF). 

Values less than one are in micro- 
farads (/iF). 

Resistors Ohms (U). 



TABLE 9-1 

Location of Chassis Mounted 



Components 


in tfie Diagrams 


Circuit Numbers 


Diagram 


430 to 499 


Attenuator & Offset Current 




Gen 


400 to 439 


Power Supply & Chassis 


500 to 599 


Switch Details & Remote Pro- 
gram Connector 



Circuit Diagrams and the Electrical Parts List. To lo- 
cate a component in the electrical parts list from a circuit 
number on a circuit diagram, or vice versa, note the series 
letter (if the component is located on a circuit card) or the 
instrument serial number (if on the instrument chassis). Table 
9-1 shows the diagrams on which the chassis mounted com- 
ponents are located. 

Electrical components are identified in the circuit diagrams 
by their circuit numbers and electrical values (only circuit 
numbers are given for active components). For more com- 
plete information about an electrical component or for parts 
ordering information, see the Electrical Parts List, Section 8. 

Circuit Diagrams and the Circuit Card Pictures. To lo- 
cate a component (physically) In the instrument from a circuit 
number from a circuit diagram, or vice versa, refer to the 
circuit pictures at the end of Section 5, Maintenance. Cir- 
cuit cards may be located within the instrument by their 
series letters which are printed both on the cards and on the 
chassis next to the connectors into which the cards are in- 
serted. These series letters are also printed on the pullout 
tabs on the circuit diagrams. (See the Troubleshooting Aids in 
the Maintenance section, for information on the significance 
of the series letters.) Most chassis mounted components have 
their circuit numbers silk screened near them on the chassis. 



Voltages and Waveforms 

Typical voltage measurements and waveform photographs 
are shown in blue on the diagrams. These voltages and 
waveforms are not absolute and may vary between instru- 
ments because of differing component tolerances, internal 
calibration or front-panel settings. 

The typical voltage measurements and waveform photo- 
graphs were obtained under the following conditions unless 
noted otherwise on the individual diagrams: 
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Type R116 (SN 1084-up) 



Test Oscilloscope, with lOX 


Probe: 


Bandwidth 


DC to 50 MHz 


Probe Input Impedance 


10 Megohms, 7 picofarads 


Probe Ground 


Clipped to Type R116 chas- 
sis ground. 


Triggering 


External from point indi- 
cated on diagram (to show 
time relationship between 
signals) 


DC Voltmeter 


Type 


Volt-Ohmmeter 


Sensitivity 


20,000 ohms/volt 


Reference Voltage 


Signal ground 


Type R116 Conditions: 


PULSE OUTPUT Connector 


Terminated in 50 ohms 


Other Connectors 


No connections 


Circuit Card Installation 


Each card extended on plug- 
in card extender while tak- 
ing voltages and waveforms 


Type R116 Control Settings: 


MODE 


DOUBLE 


TRIGGER SOURCE 


INTERNAL 


PERIOD RANGE 


100 /xS 



MULTIPLIER 


1 


DELAY OR BURST TIME 
RANGE 


1 IJ.S 


MULTIPLIER 


15 


WIDTH RANGE 


1 /iS 


MULTIPLIER 


5 


AMPLITUDE RANGE 


1 V 


MULTIPLIER 


10 


POLARITY 


+ 


PROGRAM 


INT 


DC OFFSET 


0 


RISETIME FALLTIME RANGE 


100 nS 


RISETIME MULT 


1 


FALLTIME MULT 


1 



Voltages are given in volts DC, measured with respect to 
SIGNAL GROUND. (The +9.5 V Relay Supply is referenced 
to chassis ground.) Voltage measurements taken in any par- 
ticular Type R116 may vary somewhat from those given, due 
to normal differences in component characteristics. 

Waveform photographs were taken with a Tektronix Oscill- 
oscope Camera System and Projected Graticule. DC voltage 
levels, where shown on waveforms, are measured with re- 
spect to chassis ground. 
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TYPE Rllb PROG,RAnriABLE PULSE QENERATOR 



0 










|Rft,V10,t.| — 



O I 



Inounput-Rl 



f 



i 7 >OUA.R\TV| 



I 

I 

^tV^OTt O I 

•XV oj-o 



~r 

RtVlOTt ^ I 
RROG.RMA I 

o 4 -q 



•SV 

\v 



o 

o 



PUL.SC. 


SHAPE 




OUTPUT 


GiEMERATOR 




AnPUF^ER 


QVA 


Q^A 




Q\a Q^^ 


Q14 


Q3A 


QAA 




033 Q34 


QA3 


QBB 


Obe 




Q4A 


Q53 


QBB 


Q9A 




QSA 


QbA i 


Q\OA 


QWA 




Q^A 


06A 


q\^3 


Q\^A 




09A 


QVOA 




RISETJHE MULT 



0<-0 



I 



[FALLTtME MULT| q | 

— — 04-i 



T 



VT\s 04-0- 

I 

\Ot>S O I 

\00t\S O *\ 

\ 

O 



iPRO^RAnl 



REMOTE 



INT 



R\S»tT\nt FfrL\_T\r\t 



PULSt 

OUTPUT 







5 \&V 4 K\. 

GiROUVIO 



( RRF&PtMC.R\ 
POR AUU \ 
lNTER^iAU I 
C\RCU\TR^/ 



lorrsET 






* — — cW- 0 -*J 



OFFSET 

CUV<REV 4 T 

GtRLRATORS 



Q 38 

05 A 

Ql4 

QA 64 



QAA 

QtoA 

QAA4 

QATA 



- VAR\ABLt 
VOLTAOt SUPPLY 

Q^(e Q\OS 

QVO<» QW'S 

Q 437 



ll(o <3 

BLOCK DIACRAn 

&N\OBA -UP 








FROM JIO -30 6 



<IC 



FROM JIO -Z9 7 



FROM JIO-2S 8 

<g> 




FROM JIO-Z4 lO 



FROM JIO -25 n 
<@> 



FROM JIO - 18 R 






RISETIME FAI-LTIMC 
RAMCE 






R50 



AMPUITUD£ 

RAMCE. 



<p0 



(P\) 




POL.ARITY- 



R63^ 

33K3 






C?53 






'D53 



REMOTE EMABLE 
£ FROM 3W9 
(PROCRAM) 






I XJi^ EKIABUE 
TO P6» -U 



FROM JIO- 21 V 



<s> 



100 nS tNAALt FROM JIO-ZO W 
L TO^fe-R ^ 







I0n» tkJA6l.V prom JIO -22 12 
< TO Pfe - M ^ 



R80 
1^ l-SK 
1^ wv- 






FROM JlO-23 I 3 



R70 
2 . 2 < 
K 



REMOTE EMABLE 
5 FROM SW-4 

(amplitude RAWCE) 

4^ 



,5V EVJABLE 



TO pe-fo 






IV EMABLE 



TO PS-13 



<s> 



REMOTE PROGRAM 
** ENABLE 
FROM SW7 
(POLARITY) 



<%> 






< 5 > 



- polarity 



TO P7-23 



from JIO-19 14 

4q> 



r 



R^O 

N>vV- 



(Pl) 



ALL VOLTAftV% EXCEPT +9.5V RELAY SUPPLY 
APE REFERENCED TO EI&MAL &VJD 






-f9.5V RELAY SUPPLY IE REPERENCEO TO 
CWASStS ftND 



SEE PARTS LIST FOR 
3EMICOWDUCTOR TYPES 



Net all diagrams in this manual apply to your instrument: 

Refer to diagrams with Serial Number ranges corresponding to 
your instrument Serial Number. 



Refer to circuit card diagrams with Series letters corresponding to 
fhose of cards in your instrument. (Series letters ore located on 
corner of each card and on card holder support bar.) 



REF 




<s> 

o 



TYPE Rllfe programmable PULSE GENERATOR 

+ 



0 





kpply to your initrument: 

^mber ranges corresponding to 



b Series letters corresponding to 
t. (Series letters ore located on 
holder support bar.) 



t PELRtOD CEMG-RACrOR 
DELAV GEWERATOR 

S FUUCTIOM PROGRAM 

PULSE SHAPE GENERATOR 

OUTPUT AMPUtPtER 

ATTEWUATOR t OFFSET 
^ CURRENT GEMERATOR 




SEE PAttTS UST FOR EARLIER 
VALUES AND SERIAL NUMBER 
RANGES OF PARTS MARKED 
Wim BLUE OUTLINE. 



0 



^ IMTE.RCOWK1ECTIMQ DIA.GRAM 



FUNCTION PROGRAM 

SERIES K MODELS \, 2^3 

£>N tOS4-UP 



<l> 




(«=■*•) 



SU PkMT% UST ron SIH>C/0UDUCT0« 



TYPE Rlie PROGRAMMABLE PULSE GEWERATOR 



0 






+ 




I0>l8/CM 



1 



-AAAr- 



_C<iS 

Srx'lyF 



V 



T 









CM 

.OIX 



^TV «4- 



3.^ 

--W»^ 



-C9b 



I 









<H-^ 






Q93 

5.3 

-AW- 






■ C98 

vr '*>*’■ 



V 



“X 



R99 

«o 

-AV^ 






-C99 



P&RIOD GENERATOR CARO 



OJ>l5/CM 



EE 



Zio 



Atl 



A\.\. V0LTA£iE5 tXClRT 5,%V RfeLAt %U?Rty 
AMR R&FIRRVI&RO TO 5\GMAX. Q,VtO 






■¥9.5V RtLAV bl‘Pr>LY 15 RtFERtWClD TO 
CHKSSSS CUD I 



RRrLRRNiCl. OtAGBATiS 

FUMOT^OW PRO&ttAM 

DtUW &L\4tUATOR 

F'JViCT^OM PROGRAM 

SWITCH DETA\V.S AVJO RRMOTl 
^ program COHVi ECTOR 

^U> \VlTER.COV»UECT»V4G DIGRAM 



Not all diagrams In this manual apply to your instrument; 

Refer to diagrams with Serial Number ranges corresponding to 
your instrument Serial Number. 

Refer to circuit card diagrams with Series letters corresponding to 
those of cards in your instrument. (Series letters are located on 
corner of each card and on card holder support bar.) 



(m.) 



frOR TYPES 



SEE PARTS UST FOR EAJH.IER 
VALUES AND SRIAL NUMUR 
RANGES OF PARTS MARKED 
WITH BLUE OUniNE. 



0 






PERIOD GiEMERATOR 
SERIES B MODELS 
^N)08A -13^8 





(PT.) 

Sll. \.^iT FOtt &l.ti^COV)DUCTOn TYPl.% 



TYPE Rllfe PROGRAMMABLE PULSE GEWERATOR 



0 











ca 83 

>iaK C8X 

1 





O.I^5/CM 



-V 

OUT 

1.V \WTO \NCa 



PERIOD TRISGER 






tO>iS/CM 

















-li- 












_ 




























1 




























J 








-C‘»5 


-3 

(I 


7 

, ^ 


M 


ic57 




5"“" 




R9b 






J 


-C9b 


3 


7 




Q9S 




.V. X 


■ -J 


- C96 




■is>*p 


V 


B99 







A.VV V0LTAk&E8> except h. R6.LAY ^UPPUY 

ARE RXPE^EViCE^ TO VWA.V G,VJP ^ 

T ^.5V RELAY SUPPLY IS REFEREV4CEO TO 
CHKSENE CUP I 



REfEREUCE PlACPA^S 

f PUUCTlOU PROGRAM 

PtL^fl' &EV1ERATOR 

yUUCTlOM PROG.RAM 

SWITCH DETAILS AUO REMOTE 
^ PROCRAY^ OOHUECTOR 

lUTERCOHUEOTIViGi OIACRAM 

Not all diagrams in this manual apply to your instrument: 

Refer to diagrams with Serial Number ranges corresponding to 
your instrument Serial Number. 

Refer to circuit cord diagrams with Series letters corresponding to 
those of cords in your instrument. (Series letters are located on 
corner of each card ond on cord holder support bar.) 



PERIOD GEWERATOR CARD 



PERIOD G.EMERATOR 

StRltS Q MODEL I 





TYPE Rllfe PRO&RAnriABLE PULSE GEkJERATOR 



+ 



DELAYED TRI606R 
^ TO P4-J2 




FROM SWS(mOD^ 
i PI -u<^ ALSO SEE^ 



^ ^ FROM SW Z (delay or 
AA v BURST timerange)<^ 



PT 49.5V R5VAY SUPPLY 
LD TO SNGViAL C»MD 



PPWY IS RtF»RSV»C1.0 

ND 






St'S. PARTS LIST POP 
St’nNCOViOUCTOP TYPtS 



WAVEFORMS and VOLTAGE READINGS on this 
diagram obtained under test conditions given at the 
beginning of this section. 

Test oscilloscope externally triggered through a 
coaxial cable from the Type R116 +PRETRIGGER 
OUT connector. 



B 



\\(e^ 

DELAY GEMERATOR 

SERIES 0 MODELS \ ^Z 

S*NIZ.O®-\iP> 






TYPE. Rllfo PROGiRAnnABLE. PULSE. GEiJERATOR 



+ 



B 






■•■2SV 



PROM J lO 



+TRI<iGtR 
IMPUT 
ZV TO ZOV 



ATU- 4 -A V 



I +7V 

- ^D8 



R» I 

2.2K 

> lOK 



MANUAL 
TRIGGER 
FROM SWIO 
(TRIG) 
THRU RS96» 



I ^l.5K 

O-UP O ^ 






<Rao 

foTI " >I.5K Q.P-3 



•-+ 9 . 5 V 

RLUAY ^lUPPUY 



240 D36 



DELAY TRIGGER 
TO P3 - L 



A K“{> 



Z.&UH 



Rza 0^4 



FROM JJO- 



FF — ll« (-variable) 365 



FROM JIO- 



FROM SV/5 

(MODE) E ■ 
i FROM Pl-U 



<J><!^<n> 



PERIOD 
TRIGGER e • 
FROM PZ- 5 

<l> 



Not all diagrams in this manual apply to your instrument: 



FROM t>WS 
(MODE) 
THRU D57Z 
^ FROM Pl-Y 



DLV'D 
- &IMGLE 



Refer to diagroms with Serial Number ranges corresponding to 
your instrument Serial Number. 



Refer to circuit cord diagroms with Series letters corresponding to 
those of cards in your instrument. (Series letters ore located on 
corner of eoch card ar>d on card holder support bor.) 



ALL VOLTAGE'S E'KCEPT 7.S’ 
SUPPLY ARE REFE-RtNCE 
SIGNAL GWD ^ 

9.5V RELAY SUPPLY IS 
RtFERfcNCtD TO CHA5 
GND J_ 



V/IDTH TRIGGER 
TO PS-L 



FROM SW5 (mode) 
IN DOUBLE MODE, 
THRU D570, D57Z 
IN DLY'D SINGLE 
MODE ^ FROM PHX 

H- 



REFERENCE DIAGRAMS 



<0 FUNCTION PROGRAM Z 



DLY'D SINGLE 
. « DOUBLE 



^PERIOD GENERATOR 



DLY'D TRIGGER, 



> DELAY GENERATOR 



FROM P 5 -P/ 



>V^IDTW GENERATOR 



► SWITCH DETAILS AND REMOTE 
PROGRAM CONNECTOR 



SEE PARTS UST FOR EARLIR 
VALUES AND SERIAL NUMUR 
RANGES OF PARTS MARKED 
WITH BLUE OUTLINE. 



^IMTERCOMNtCTING DIAORAM 



PROGRAMMABLE PULSE GENERATOR 






PROM J to - I 2 20 



PROM J 10-11 ai 






FROM JIO-IO 22 



- DEL/kV TRIGGER 
^ TO P3 “ U 



<!> 



FROM 010-16 VW 



FROM JIO- »« )4.| 

<g> 



FROMOtO-14 IS|< kAAr 



/kLL VOUTAGE3 EXCEPT 9.5V RELAY 
5UPPUV ARE REFERENCED TO 
SIGNAL GWD ^ 

9.5V RELAY SUPPLY »S 
REFERENCED TO CHAS51E 
GNO ^ 

FROM JIO - 6 24- 



I WIDTH TRIGGER 

TO P5-L 

* FROM JIO -7 25 






*^2 



D REMOTE 
OR 



blAGRAM 



FROM J 10-6 17|^ VW 

<s> 



FROM JIO- 5 16 




25 FROM SW2 

(DELAY OR BURST 
TIME RANGE 




<oon S 
BB TO P3- AA 
-- FROM RS15 
(SOt^S DELAY) 

26TOP3-J <t^ 



18 FROM SW3 <$> 
(WIDTN range) 



^T %*P 5 -CC 



TO PB-BB 



lOOnfe y. 

V TO PS- AA W 
. FROM R523 y\ 
27 fSOnS* WIDTH ^ 
EE TO 0 5 -J 



<S>^ 



^ tVJAftUt ^ 
^19 FROM SWl ^ 

' (PERIOD RANGE) 



I ms - 

X TO P2-21 



lOOyS 

Y TO P2-Y 



10 /V 

TO P2 - X ^ 



S TO P2-W 



FUNCTION PROGRAM «»\ CARD 



E 



FUMCTION PROGRAM 

SERIES L MODELS 1,2^3 

&Mtoe 4 • UP 







(p») 



Au\. VOUTAfeE^ tyCtPT-VS.BV RE-UAV 

ARIL RLFCA04&EP TO %l4tOA\. WO 



RRLAV %UPPUV R£r£RCMC>C.D 
TO CHA%«S GMD 






» 



TYPE RII6 PROGiRAnriABLE PULSE QEMERATOR 



0 




4-\V 





5V/CM 




iO I* S/CM 



RSO 

VIO 

-V'/v- 







WIDTH &ATE 
TO Pfi*-V^ 




V 

WIDTH GENERATOR CARO 



^^o 



VIO 



XIO 









FROM SW3 J 
(WIDTH RANGE) ^ 






FROM SW3 
^P4-U<^ 






FROM ^3<fi> 

4 P-t-T ^ 



(PS) 



Not ail diagrams in this manual apply to your instrument: 

Refer to diogroms with Serial Number ronges corresponding to 
your instrument Seriol Number. 

Refer to circuit card diogroms with Series letters corresponding to 
those of cards in your instrument. (Series letters ore located on 
corner of each cord and on cord holder support bar.) 




< 8 > 



FUVJCTtOVJ PROGRAM 

PULSE SHAPE GEHERATOR 

SNITCH DETA\LS A3ND REMOTE 
PROGPA.M COHHECTOR 



WAVEFORMS and VOLTAGE READINGS on this 
diagram obtained under test conditions given at the 
beginning of this section. 

Test oscilloscope externallv triggered through a 
coaxial cable from the Type R116 +PRETRIGGER 
OUT connector. 



jbuppiy 

C|V1D 






SEE PARTS L\ST FOR 
SIMVCOMDUCTOR TVPtS 



WIDTH GENERATOR <§> 

SLRI&S E. MODEL 3 

&Hioe4-\ZoT 



0 






VIOTH 

FROM 



TR\GiGLR 



WIDTH ANALOG 
FROM 

(^OtiS w\dth) 

OR FROM P4-EE 







''K 



- 



>bftO 'J"\? 

* -TTV 

-^-w 



(P6) 



ALL VOLTAGtt. tXCEPT RtLAT &UPPCT 

ARE RtFERCMCLD TO EIQMAL GND 



RELAY SVJPPLY IS 
TO CMASS\S GAID 



REFLRCJNCEO 

± 



\ 



TYPE Rllb PRD&RAnMABLE PULSE GEMERATOR 









+-IV 




t 





5V/CM 





XT 


TT 


TT 


TTT 


5: 






— 


— 




""" 


— L 


— 








j 










j 









lO p.5/Ch1 



160 



~bV 






V 



WIDTH G-ATE 
TO 




ftSb 

^^o 









TiSI 

xno 

-w^ 

xno 



10 



c»c» 



FROM 
(WIDTH 
^ PA- V 



<$> 



FROM &W3 
CPA-U^ 



FROM 5W3W 
f P4-T ^ 



(P5) 



Not oil diagrams in this manuol apply to your Instrument: 

Refer to diagrams with Serial Number ranges corresponding to 
your instrument Seriol Number. 

Refer to circuit card diagrams with Series letters corresponding to 
those of cards in your instrument. (Series letters are located on 
corner of each card and on card holder support bar.) 




FOViOTIOVJ PROCaRAW 
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beginning of this section. 

Test oscilloscope externally triggered through a 
coaxial cable from the Type R116 +PRETRIGGER 
OUT connector. 
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diagram obtained under test conditions given at the 
beginning of this section. 

Test oscilloscope externally triggered through a 
coaxial cable from the Type R116 +PRETRIGGER 
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Not all diagrams in this manual apply to your instrument: 

Refer to diagrams with Serial Number ranges corresponding to 
your instrument Serial Number. 

Refer to circuit card diagrams with Series letters corresponding to 
those of cards in your instrument. (Series letters are located on 
corner of each card and on card holder support bar.) 
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Not all diagroms in this manual apply to your instrument: 

Refer to diagrams with Serial Number ranges corresponding to 
your instrument Serial Number. 

Refer to circuit card diagrams with Series letters corresponding to 
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corner of each card and on cord holder support bar.) 



OFFSET CURRENT 
FROM L484C 



<i> 



OUTPUT AMPLIFIER 

SERIES M MODELS 1 , 2 , S 

SNI 084 ‘UP 



0 



l\GS 




UU VO\_TAQKt'» fc.XC-t.PT Rfc.\_AT fc>UPP\JY 

Rfc. Rfc.Pfc.R.fc.NCfc.D TO fc>\O.NAU C^ND I 



9.^V Rfc.\_AY fc>UPP\_Y \fc» P.fc.Ffc.P.fc.NC,fc.D TO 
HAfclfc»^fcl Ca^MOJ^ 



rmO^CATfc.^ TP.ANfc»\STOR. 
W\TH Hfc.AT 



-r P.fc.Ffc.P.fc.V4C.fc. D\ACk^ 

fc-fc. PAPTfc» \_\fc>T FOR <J>FUNC-TION PROCaR.^ 

fc.M\OONDUC-TOR XYPfe.^ X 

(^OUTPUT AMPU^F\fc 

rmO^CATfc.^ TRANfc\STOR /ftv ^ 

W\TH Hfc.AT <^POWfc.R 3UPPUY 

<fesW^TC,V\ Ofc.TAU.fc* A 
^ PROCXRAM C.OMHfc.< 
iNTfc.RC,ONHfc.C.TmC 

iATOR. «Dfc.R\fc.fc> N MOOtUS 1 t 2. XS 

CURR^V\T CUt.Nt.RATO^ fc.M\oB4-up^ 









<=> < i > <$>0 



OUTPUT AMP 

ATTtKUATO^ 
C-UP-P-t-NT 
SWITCUH OtT 
PB.OC».P.AM C 
\NTtPC.ONN% 










J\ 

^UViCTVOVi 



OX 



03 



9 C.R\ 0 O 

GC.VtE.RA.TOR 



CCVCRATOR. 



JA 

V\AICT\0H 
9ROWAM ^ \ 



OS 



WVOTW 

&IV1EPATOR 



❖ 



<s> <s> <s> 

SE.RVU « SERIES O 0 C, SUAES l_ 







TYPE RI16 PROGRAMMABLE. PULSE GEMERATOR 



0 



J5 



W\OTH 

oeviuvoon. 



Ob 

GE.ViE.^M'OR 



O'V 

OUTPUT 

AMPL\F\tR 



06 

ATTtV4Ue>T0R ^ OFP«.T 
CURRt>»T C*^tS»ATOR 



09 

poyvLR 

SUPPUT 



<$> “$> 






<s> 




+ 




Fig. & Q 



Index 

No. 


Tektronix 
Port No. 


Serial/Model No. 
Eff Disc 


t 

y 


Description 

1 2 3 4 5 


4-1 


161-0024-00 


1084 


1099 


1 


CORD, power, 3-conductor, 8-foot, right angle, female 




161-0024-01 


1100 


1299 


1 


CORD, power, 3-conductor, 8-foot, right angle, female 




161-0024-03 


1300 




1 


CORD, power, 3-conductor, 8-foot, right angle, female 


-2 


011-0099-00 






1 


TERMINATION, 50 Q, in-line, w/BNC connectors 


-3 


012-0057-01 






1 


ASSEMBLY, cable, 50 Q coaxial, 42 inches, w/BNC connectors 


-4 


351-0084-00 






1 


TRACK, slide, ISxSVs inches, left & right, w/2 brackets 


-5 


016-0052-00 






1 


KIT, cabinet feet 


-6 


212-0512-00 






4 


SCREW, 10-32x1/2 inch, OHS 


-7 


210-0833-00 






4 


WASHER, finishing, plated, #10 


-8 


210-0917-00 






4 


WASHER, plastic, 0.191 IDx Vs inch OD 


-9 


131-0293-00 






1 


CONNECTOR, 36 terminal, cable end, male 




070-1042-00 






1 


MANUAL, instruction (not shown) 



TYPE R116 PROGRAMMABLE PULSE GENERATOR— (SN 1084-up) E 



FIGURE AND INDEX NUMBERS 



Items in this section are referenced by figure and index numbers to the illustrations which 
appear either on the back of the diagrams or on pullout pages immediately following the 
diagrams of the instruction manual. 



INDENTATION SYSTEM 

This mechanical parts list is indented to indicate item relationships. Following is on 
example of the indentation system used in the Description column. 

Assembly and/or Component 

Detail Part of Assembly ond/or Component 
mounting hardware for Detail Part 
Parts of Detail Part 

mounting hardware for Parts of Detail Part 
mounting hardware for Assembly and/or Component 

Mounting hardware always appears in the same indentation as the item it mounts, 
while the detail parts are indented to the right. Indented items are part of, and included 
with, the next higher indentation. 

Mounting hardware must be purchased separately, unless otherwise specified. 



PARTS ORDERING INFORMATION 



Replacement parts are available from or tiirough your local Tektronix, Inc. Field Office 
or representative. 

Changes to Tektronix instruments are sr'metimes made to accommodate improved 
components as they become available, and to give you the benefit of the latest circuit 
improvements developed in our engineering department, it is therefore important, when 
ordering parts, to include the following infcrmation in your order: Part number, instru- 
ment type or number, serial or model number, and modification number if applicable. 

If a part you have ordered has been replaced with a new or improved part, your 
local Tektronix, Inc. Field Office or representative will contact you concerning any change 
in part number. 

Change information, if any, is located at Ihe rear of this manual. 



ABBREVIATIONS AND SYMBOLS 

For an explanation of the abbreviations and symbols used in this section, please refer 
to the page immediately preceding the Electrical Parts List in this instruction manual. 




Type R116 (SN 1084-up) 



INDEX OF MECHANICAL PARTS ILLUSTRATIONS 

Title Location (reverse side of) 

FIG. 1 FRONT & FRAME AHENUATOR SERIES H & OFFSET CURRENT GEN 

FIG. 2 BRACKETS & CHASSIS POWER SUPPLY & CHASSIS 

FIG. 3 CIRCUIT CARDS . . . SWITCH DETAIL & REMOTE PROGRAM CONNECTOR 
FIG. 4 ACCESSORIES INTERCONNECTING DIAGRAM 




Type R116 (SN 1084-up) 



SECTION 10 

MECHANICAL PARTS LIST 

FIG. 1 FRONT & FRAME 

Fig. & Q 



Index 

No. 


Tektronix 
Part No. 


Serial/Model No. 
Eff Disc 


t 

y 


Description 

1 2 3 4 5 


1-1 


333-0890-00 




1 


PANEL, front 








- 


mounting hardware: (not included w/panel) 


-2 


212-0068-00 




4 


SCREW, 8-32 X Vu inch, THS 


-3 


367-0032-00 




2 


HANDLE, chrome 








- 


mounting hardware for each: (not included w/handle) 


-4 


213-0090-00 




2 


SCREW, 10-32 X 'A inch, HHS 




210 - 0010-00 




2 


WASHER, lock, internal, #10 


-5 


131-0352-00 




2 


CONNECTOR, coaxial, 1 contact, BNC 


-6 


131-0352-00 




3 


CONNECTOR, coaxial, 1 contact, BNC 








- 


mounting hardware for each: (not included w/connector) 


-7 


210-0255-00 




1 


LUG, solder. Vs inch 




210 - 1000-00 




1 


WASHER, BNC connector 



-8 


366-0334-00 






1 


KNOB, charcoal— WIDTH-MULTIPLIER 










- 


knob includes: 




213-0075-00 






1 


SETSCREW, 4-40 x V 32 inch, HSS 


-9 


358-0269-00 






4 


BUSHING, index mount, dial 


-10 


366-0335-00 






1 


KNOB, charcoal— WIDTH-RANGE 










- 


knob includes: 




213-0004-00 






2 


SETSCREW, 6-32 x Vu inch, HSS 


-11 


260-0706-00 


1084 


1429 


1 


SWITCH, unwired— WIDTH 




260-0706-01 


1430 




1 


SWITCH, unwired— WIDTH 










- 


mounting hardware: (not included w/switch) 




210-0049-00 






1 


WASHER, lock, internal. Vs ID x 0.867 inch OD 




210-0579-00 






1 


NUT, hex., %-24 x V 4 inch 


-12 








1 


RESISTOR, variable 










- 


resistor includes: 




213-0022-00 






1 


SETSCREW, 4-40 x V„i inch, HSS 










- 


mounting hardware: (not included w/resistor) 




210 - 0012-00 






1 


WASHER, lock, internal, Ve ID x 'A inch OD 




210-0413-00 


1084 


1429 


2 


NUT, hex., Vs-32 x 'A inch 




210-0413-00 


1430 




1 


NUT, hex., V8-32 x ’A inch 




210-0801-00 


XI 430 




2 


WASHER, flat, 0.14 ID x 0.281 inch OD 




211-0008-00 


XI 430 




2 


SCREW, 4-40 X ’A inch, PHS 




426-0289-00 


XI 430 




1 


MOUNT, plastic 


-13 


366-0334-00 






1 


KNOB, charcoal— DELAY OR BURST TIME-MULTIPLIER 










- 


knob includes: 




213-0075-00 






1 


SETSCREW, 4-40 x V 32 inch, HSS 


-14 


366-0335-00 






1 


KNOB, charcoal— DELAY OR BURST TIME-RANGE 










- 


knob includes: 




213-0004-00 






2 


SETSCREW, 6-32 x V^ inch, HSS 
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Mechanical Parts List — Type R116 (SN 1084-up) 



FIG. 1 FRONT & FRAME (Cont) 



Fig. & Q 



Index 

No. 


Tektronix 
Part No. 


Serial/Model No. 
Eff Disc 


t 

y 


Description 

12 3 4 5 


1-15 


260-0706-00 


1034 


1429 


1 


SWITCH, unwired— DELAY OR BURST TIME 




260-0706-01 


1430 




1 


SWITCH, unwired— DELAY OR BURST TIME 










- 


mounting hardware: (not included w/switch) 




210-0049-00 






1 


WASHER, lock, internal. Ye ID x 0.867 inch OD 




210-0579-00 






1 


NUT, hex., Ys-24 x V 4 inch 


-16 








1 


RESISTOR, variable 










- 


resistor includes: 




213-0022-00 






1 


SETSCREW, 4-40 x Y,a inch, HSS 










- 


mounting hardware: (not included w/resistor) 




210 - 0012-00 






1 


WASHER, lock, internal. Ye ID x V 2 inch OD 




210-0413-00 


1034 


1429 


2 


NUT, hex., Ye-32 x '/, inch 




210-0413-00 


1430 




1 


NUT, hex., Ye-32 x 'A inch 




210-0801-00 


XI 430 




2 


WASHER, flat, 0.14 ID x 0.281 inch OD 




21 1 -0008-00 


XI 430 




2 


SCREW, 4-40x1/4 inch, PHS 




426-0289-00 


XI 430 




1 


MOUNT, plastic 


-17 


366-0334-01 






1 


KNOB, charcoal— PERIOD-MULTIPLIER 










- 


knob includes: 




213-0075-00 






1 


SETSCREW, 4-40 xYs 2 inch, HSS 


-18 


366-0335-02 






1 


KNOB, charcoal— PERIOD-RANGE 










- 


knob includes; 




213-0004-00 






2 


SETSCREW, 6-32 x Yie inch, HSS 


-19 


260-0705-00 


1034 


1429 


1 


SWITCH, unwired— PERIOD 




260-0705-01 


1430 




1 


SWITCH, unwired— PERIOD 











- 


mounting hardware; (not included w/switch) 




210-0049-00 






1 


WASHER, lock, internal. Ye ID x 0.867 inch OD 




210-0579-00 






1 


NUT, hex., Ye-24 x Ye inch 


-20 








1 


RESISTOR, variable 











- 


resistor includes: 




213-0022-00 






1 


SETSCREW, 4-40 X Y,e inch, HSS 










- 


mounting hardware; (not included w/resistor) 




210 - 0012-00 






1 


WASHER, lock, internal. Ye ID x 'A inch OD 




210-0413-00 


1034 


1429 


2 


NUT, hex., Ye-32 x 'A inch 




210-0413-00 


1430 




1 


NUT, hex, Ye-32 X ’A inch 




210-0801-00 


XI 430 




2 


WASHER, flat, 0.14 ID x 0.28 inch OD 




21 1 -0008-00 


XI 430 




2 


SCREW, 4-40 X 'A inch, PHS 




426-0289-00 


XI 430 




1 


MOUNT, plastic 


-21 


366-0334-02 






1 


KNOB, charcoal— AMPLITUDE-MULTIPLIER 










- 


knob includes: 




213-0075-00 






1 


SETSCREW, 4-40 x Y 32 inch, HSS 


-22 


366-0335-01 






1 


KNOB, charcoal— AMPLITUDE-RANGE 










- 


knob includes; 




21 3-0004-00 






1 


SETSCREW, 6-32 x Y,e inch, HSS 


-23 


260-0707-00 


1034 


1429 


1 


SWITCH, unwired— AMPLITUDE 




260-0707-01 


1430 




1 


SWITCH, unwired— AMPLITUDE 



mounting hardware; (not included w/switch) 

1 WASHER, lock, internal, Ve ID x 0.867 inch OD 
1 NUT, hex., ya-24 x V 4 inch 



210-0049-00 

210-0579-00 




Mechanical Parts List — Type R116 (SN 1084-up) 



FIG. 1 FRONT & FRAME (Cont) 

Fig. & O 



Index Tektronix Serial/Model No. t 



No. 


Part No. 


Eff 


Disc 


y 


1-24 









1 




213-0022-00 






1 




210-0012-00 






1 




210-0413-00 






1 




210-0801-00 


XI 430 




2 




21 1 -0008-00 


XI 430 




2 




426-0289-00 


XI 430 




1 


-25 


366-0173-00 






1 




213-0004-00 






1 


-26 


260-0709-00 






1 




210-0840-00 






1 




210-0413-00 






1 


-27 


366-0173-00 






1 




213-0004-00 






1 


-28 








3 




210-0840-00 






1 




210-0413-00 






2 




210-0012-00 






1 


-29 


366-0173-00 






1 




213-0004-00 






1 


-30 


366-0173-00 






1 




213-0004-00 






1 


-31 


260-0710-00 






1 




210-0840-00 






1 




210-0413-00 






1 


-32 


366-0173-00 






1 




213-0004-00 






1 


-33 


366-0173-00 






1 




213-0004-00 






1 


-34 


260-0708-00 






1 




210-0840-00 






1 




210-0413-00 






1 


-35 


366-021 5-01 






1 


-36 


260-0711-00 






1 




220-0413-00 






2 


-37 


366-0215-01 






1 


-38 


260-0490-00 






1 




220-0413-00 






2 



Description 

1 2 3 4 5 

RESISTOR, variable 
resistor includes; 

SETSCREW, 4-40xV,.j inch, HSS 
mounting hardware: (not included w/resistor) 

WASHER, lock, internal. Vs ID x ’/2 inch OD 
NUT, hex., Vs-32 x 'A inch 
WASHER, flat, 0.14 ID x 0.281 inch OD 
SCREW, 4-40 X '/, inch, PHS 
MOUNT, plastic 

KNOB, charcoal— POLARITY 
knob includes: 

SETSCREW, 6-32 x inch, HSS 
SWITCH, unwired— POLARITY 
mounting hardware: (not included w/switch) 

WASHER, flat, 0.390 ID x y,s inch OD 
NUT, hex., ys-32 x 'A inch 

KNOB, charcoal— FALLTIME MULT 
knob includes: 

SETSCREW, 6-32x7,4 inch, HSS 
RESISTOR, variable 

mounting hardware for each: (not included w/resistor) 

WASHER, flat, 0.390 ID x Vu inch OD 

NUT, hex., 78-32 x V 2 inch 

WASHER, lock, infernal, 7s ID x V 2 inch OD 

KNOB, charcoal- -RISETIME MULT 
knob includes- 

SETSCREW, 6-32 x 7i4 inch, HSS 
KNOB, charcoal— RISETIME FALLTIME RANGE 
knob includes: 

SETSCREW, 6-32 X 7,4 inch, HSS 
•SWITCH, unwired— RISETIME FALLTIME RANGE 
mounting hardware: (not included w/switch) 

WASHER, flat, 0.390 ID x y,^ inch OD 
NUT, hex., 7e-32 x Vj inch 

KNOB, charcoal— DC OFFSET 
knob includes; 

SETSCREW, 6-32x7,4 inch, HSS 
KNOB, charcoal — MODE 
knob, includes: 

SETSCREW, 6-32x7,4 inch, HSS 
SWITCH, unwired— MODE 
mounting hardware: (not included w/switch) 

WASHER, flat, 0.390 ID x 7,4 inch OD 
NUT, hex., 7 b-32 x 'A inch 

KNOB, charcoal— PROGRAM 

SWITCH, lever— PROGRAM 

mounting hardware: (not included w/switch) 

NUT, hex., 4-40 x 0.187 x 0.562 inch long 

KNOB, charcoal— TRIGGER SOURCE 
SWITCH, lever— TRIGGER SOURCE 
mounting hardware: (not included w/switch) 

NUT, hex., 4-40 x 0.187 x 0.562 inch long 
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Mechanical Parts List — Type R116 (SN 1084-up) 



Fig. & 
Index 
No. 


Tektronix 
Port No. 


FIG. 1 

Serial/Model No. 
Eff Disc 


FRONT 

Q 

t 

y 


& FRAME (Cont) 

Description 

1 2 3 4 5 


1-39 


260-0247-00 




1 


SWITCH, unwired— TRIG 








- 


mounting hardware; (not included w/switch) 




210-0940-00 




1 


WASHER, flat, 'A ID x Vs inch OD 




210-0583-00 




1 


NUT, hex., V 4-32 X V),s inch 




210-0046-00 




1 


WASHER, lock, internal, ’A ID x 0.400 inch OD 


-40 


260-0199-00 




1 


SWITCH, toggle— POWER 








- 


mounting hardware: (not included w/switch) 




354-0055-00 




1 


RING, locking switch 




210-0902-00 




1 


WASHER, flat, 0.470 ID x inch OD 




210-0473-00 




1 


NUT, 12 sided, ’V32-32 x Vs 4 inch 




210-0414-00 




1 


NUT, hex., 'V 32-32 X 7,4 inch 


-41 






1 


LIGHT, pilot 








- 


mounting hardware; (not included w/light) 




210-0978-00 




1 


WASHER, flat, V 14 ID x 'A inch OD 




210-0590-00 




1 


NUT, hex., Vs-32 x 7,4 inch 




352-0002-00 




2 


ASSEMBLY, fuse holder 








- 


each assembly includes; 


-42 


352-0010-00 




1 


HOLDER, fuse 




21 0-0873-00 




1 


WASHER, rubber, 'A ID x "A 4 inch OD 








1 


NUT 


-43 


200-0582-00 




2 


CAP, fuse 



-44 


200-0237-00 






2 


COVER, insulation, fuse holder 


-45 


260-0675-00 


1084 


1249 


1 


SWITCH, slide 




260-0675-01 


1250 




1 


SWITCH, slide 










- 


switch includes; 




260-0675-00 






1 


SWITCH, slide 




337-1036-00 






1 


SHIELD, solder 










- 


mounting hardware: (not included w/switch) 




210-0406-00 






2 


NUT, hex., 4-40 x V 16 inch 




211-0008-00 






2 


SCREW, 4-40 X 'A inch, PHS 


-46 


386-0223-00 






1 


PLATE, subpanel, front 


-47 


122-0131-01 






1 


ANGLE, right rail 










- 


mounting hardware; (not included w/angle) 


-48 


212-0023-00 






4 


SCREW, 8-32 X Vb inch, PHS 


-49 


351 -0027-00 






1 


TRACK, slideout, chassis (pair) 










- 


mounting hardware; (not included w/track) 




212-0518-00 






6 


SCREW, 10-32 X 7,4 inch, PHB 


-50 


122-0131-00 






1 


ANGLE, left rail 










- 


mounting hardware; (not included w/angle) 




212-0023-00 






4 


SCREW, 8-32 X Vs inch, PHS 




Mechanical Parts List — Type R116 (SN 1084-up) 
FIG. 1 FRONT & FRAME (Cont) 



Fig. & Q 



Index 

No. 


Tektronix 
Part No. 




Serial/Model No. 
Eff Disc 


t 

y 


Description 

1 2 3 4 5 


1-51 


122-0114-00 








2 


ANGLE, top rail 












- 


mounting hardware for each: (not included w/angle) 




212-0040-00 








4 


SCREW, 8-32 X Vs inch, 1 00° csk, FHS 




210-0458-00 








4 


NUT, keps, 8-32 x ’’A, inch 


-52 


343-0005-00 








1 


CLAMP, cable, pastic, inch 












- 


mounting hardware; (not included w/clamp) 




211-0014-00 








1 


SCREW, 4-40 X 'A inch, PHS 


-53 


210-0863-00 








1 


WASHER, D shape, 0.191 IDx”A„x”A„ inch long 




210-0457-00 








1 


NUT, keps, 6-32 x Vu inch 


-54 


200-0542-00 








1 


COVER, dust, bottom 












- 


cover includes; 




214-0389-00 








4 


FASTENER, retainer, split ring 




214-0390-00 








4 


FASTENER, stud 


-55 


200-0540-01 








1 


COVER, dust, top 












- 


cover includes: 


-56 


214-0389-00 








4 


FASTENER, retainer, split ring 


-57 


214-0390-00 








4 


FASTENER, stud 


-58 


200-0541-01 








1 


COVER, filter 












- 


mounting hardware; (not included w/cover) 


-59 


211-0516-00 








4 


SCREW, 6-32 x 7s inch, PHS 




210-0407-00 








4 


NUT, hex., 6-32 x 'A inch 


-60 


210-0401-00 








4 


NUT, cap, hex., 6-32 x V,< inch 


-61 


131-0294-00 








1 


CONNECTOR, 36 pin 




210-0001-00 








2 


WASHER, lock, internal, #2 




210-0405-00 








2 


NUT, hex., 2-56 x inch 




211-0001-00 








2 


SCREW, 2-56 X ’A inch, RHS 


-62 


386-0221-00 








1 


PLATE, connector 












- 


mounting hardware; (not included w/plate) 


-63 


211-0504-00 








4 


SCREW, 6-32 X 'A inch, PHS 


-64 


378-0029-00 








1 


FILTER, air foam 


-65 


119-0031-00 


1084 




1419 


1 


FAN 




119-0331-01 


1420 






1 


FAN 












- 


mounting hardware: (not included w/fan) 


-66 


211-0511-00 


1084 




1419 


4 


SCREW, 6-32 X ’A inch, PHS 




211-0513-00 


1420 






4 


SCREW, 6-32 X Yb inch, PHS 




210-0457-00 








4 


NUT, keps, 6-32 x V,b inch 
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Mechanical Parts List — Type R116 (SN 1084-up) 



FIG. 1 FRONT & FRAME (Cent) 



Fig. & Q 



Index 

No. 


Tektronix 
Part No. 




Serial/Model No. 
Eff Disc 


t 

y 


Description 

12 3 4 5 


1-67 


175-0360-00 








1 


ASSEMBLY, 50 n cable 


-68 


343-0006-00 








1 


CLAMP, cable, plastic, '/j inch 


-69 


386-0222-00 








1 


PLATE, frame, rear 


-70 


384-0380-00 


1084 




1319 


4 


ROD, extension 




384-0237-00 


1320 






4 


ROD, extension 





131-0430-01 


1084 


1199 


1 


ASSEMBLY, connector, motor base 




131-0430-02 


1200 




1 


ASSEMBLY, connector, motor base 










- 


assembly includes: 




213-0088-00 


1084 


1199 


1 


SCREW, thread forming, 4-40 x V 4 inch, PHS 




213-0146-00 


1200 




1 


SCREW, thread forming, #6 x 0.313 inch, PHS 




129-0041-01 


1084 


1199 


1 


POST, ground 




200-0185-01 


1084 


1199 


1 


COVER, motor base, black 


-71 


204-0335-00 


1200 




1 


BODY-CONTACT ASSEMBLY 


-72 


214-0078-00 






2 


PIN, brass, connecting 


-73 


377-0051-00 


1084 


1199 


1 


INSERT, black 




214-1016-00 


1200 




1 


INSULATOR, connector 




211-0132-00 


1084 


1199 


1 


SCREW, sems, 4-40 x ’/2 inch, PHS 




21 1 -0534-00 


1200 


1369 


1 


SCREW, sems, 6-32 x Vu inch, PHS 




211-0614-00 


1370 




1 


SCREW, sems, 6-32 x 'A inch, PHS 


-74 


386-1044-00 


1084 


1199 


1 


PLATE 




386-1357-01 


1200 




1 


PLATE 










- 


mounting hardware: (not included w/assembly) 


-75 


211-0507-00 


1084 


1179 


2 


SCREW, 6-32 xV , 4 inch, PHS 




211-0514-00 


1180 




2 


SCREW, 6-32 X % inch, PHS 


-76 


337-0955-00 


XI 180 




1 


SHIELD 


-77 


131-0023-00 


XI 159 




1 


CONNECTOR, 2 -point 
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Mechanical Parts List — Type R116 (SN 1084-up) 
FIG. 2 BRACKETS & CHASSIS 



Fig. & 
Index 
No. 


Tektronix 
Part No. 




Serial/Model No. 
Eff Disc 


Q 

t 

y 


Description 

12 3 4 5 


2-1 


407-0414-00 






1 


BRACKET 










- 


mounting hardware; (not included w/bracket) 




211-0510-00 






4 


SCREW, 6-32 X Vs inch, PHS 


-2 


210-0457-00 






4 


NUT, keps, 6-32 x Vis inch 


-3 


343-0088-00 






1 


CLAMP, small, snap-in 


-4 








7 


RESISTOR, variable 










- 


mounting hardware for each: (not included w/resistor) 


-5 


210-0840-00 






1 


WASHER, flat, 0.390 IDx%s inch OD 


-6 


210-0413-00 






1 


NUT, hex., Vb-32 x 'A inch 


-7 








2 


RESISTOR, variable 










- 


mounting hardware for each: (not included w/resistor) 




210-0583-00 






1 


NUT, hex., V 4-32 X Vu inch 




210-0940-00 






1 


WASHER, flat, 'A ID x Vs inch OD 


-8 


214-0210-00 






1 


ASSEMBLY, solder spool 










- 


assembly includes: 




214-0209-00 






1 


SPOOL, solder 










- 


mounting hardware: (not included w/assembly) 




361 -0007-00 






1 


SPACER, plastic, 0.188 inch long 


-9 


343-0001-00 






1 


CLAMP, coble, plastic. Vs inch 










- 


mounting hardware; (not included w/clamp) 


-10 


210-0863-00 






1 


WASHER, D shape, 0.191 IDx^V« 4 x ^%4 inch long 


-11 


211-0014-00 






1 


SCREW, 4-40 X Vj inch, PHS 


-12 


131-0292-00 


1084 


1139 


6 


CONNECTOR, 56 pin 




131-0292-01 


1140 




6 


CONNECTOR, 56 pin 










- 


mounting hardware for each: (not included w/connector) 


-13 


211-0014-00 






2 


SCREW, 4-40 X Vj inch, PHS 


-14 


131-0292-00 


1084 


1139 


3 


CONNECTOR, 56 pin 




131-0292-01 


1140 




3 


CONNECTOR, 56 pin 










- 


mounting hardware for each: (not included w/connector) 


-15 


129-0079-00 






2 


POST, cover support 


-16 


343-0003-00 






2 


CLAMP, cable, plastic, 'A inch 










- 


mounting hardware for each; (not included w/clamp) 




210-0863-00 






1 


WASHER, D shape, 0.191 IDx^V 64 X^V «4 inch long 




211-0014-00 






1 


SCREW, 4-40 X V 2 inch, PHS 


-17 


343-0005-00 






2 


CLAMP, coble, plastic, Vi< inch 










- 


mounting hardware for each: (not included w/clamp) 




210-0863-00 






1 


WASHER, D shape, 0.191 IDx^V 64 X^V 64 inch long 




211-0014-00 






1 


SCREW, 4-40 X 'A inch, PHS 
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Mechanical Parts List — Type R116 (SN 1084-up) 



FIG. 2 BRACKETS & CHASSIS (Cont) 



Fig. & O 

Index Tektronix Serial/Model No. t 

No. Part No. Eff Disc y 



Description 



2-18 


351 -0059-00 






18 


-19 


211-0511-00 






1 


-20 


381-0244-02 


1084 


1207 


2 




381 -0244-03 


1208 


1359 


2 




381 -0244-04 


1360 




2 




212-0040-00 






2 


-21 


381-0245-00 






1 


-22 


21 0 - 0202-00 






1 




211-0514-00 






2 


-23 


211-0510-00 






2 



-24 


348-0063-00 


1 


-25 





1 


-26 


385-0146-00 


2 


-27 


432-0048-00 


1 




211-0514-00 


2 


-28 


211-0507-00 


2 


-29 


386-0255-00 


1 



-30 




2 


-31 


432-0048-01 


1 


-32 


386-0254-00 


1 




21 1 -0507-00 


2 


-33 


385-0168-00 


2 


-34 


211-0514-00 


2 



-35 


200-0538-00 


2 


-36 




'1 


-37 


385-0146-00 


2 


-38 


432-0047-00 


1 


-39 


386-0252-00 


1 


-40 


211-0514-00 


2 




211-0507-00 


2 



GUIDE, circuit cord 

mounting hardware for each; (not included w/guide) 
SCREW, 6-32 X 'A inch, PHS 

BAR, guide, board support 
BAR, guide, board support 
BAR, guide, board support 

mounting hardware for each: (not included w/bar) 
SCREW, 8-32 X Yg inch, 100° csk, FHS 



BAR, support 

mounting hardware: (not included w/bar) 
LUG, solder, SE #6 
SCREW, 6-32 X Y, inch, PHS 
SCREW, 6-32 X Ys inch, PHS 



GROMMET, plastic, 'A inch diameter 
CAPACITOR 

mounting hardware: (not included w/capacitor) 

ROD, hex., 'A OD x inch long 

BASE, large capacitor mounting 

SCREW, 6-32 X Y 4 inch, PHS 

SCREW, 6-32 X Yu inch, PHS 

PLATE, metal, flange 



CAPACITOR 

mounting hardware for each: (not included w/capacitor) 

BASE, large capacitor mounting 

PLATE, fiber, flange 

SCREW, 6-32 X Yu inch, PHS 

ROD, spacer, 'A hex., 1.168 inch long 

SCREW, 6-32 X Y 4 inch, PHS 



COVER, capacitor, plastic 
CAPACITOR 

mounting hardware: (not included w/capacitor) 

ROD, hex., 'A OD x ’'Ag inch long 

BASE, small capacitor mounting 

PLATE, fiber, flange 

SCREW, 6-32 X Y 4 inch, PHS 

SCREW, 6-32 X Yu inch, PHS 
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Mechanical Parts List — Type R116 (SN 1084-up) 



Fig. & 

Index Tektronix 
No. Port No. 



FIG. 2 BRACKETS & CHASSIS (Cont) 



Q 

Serial/Model No. t 

Eff Disc y 12 3 4 5 



Description 



2-41 200-0256-00 i 

-42 1 



21 1 -0507-00 1 

-43 210-1007-00 1 

-44 200-0659-00 1 

-45 211-0553-00 1 

-46 1 



210-0206-00 1 

210-0909-00 2 

210-0910-00 1 

-47 220-0410-00 1 

210-0805-00 2 

-48 3 



-49 211-0510-00 2 

-50 386-0978-00 1 

210-0811-00 2 

210-0802-00 2 

210-0006-00 1 

210 - 0202-00 1 

-51 210-0407-00 2 

-52 2 



-53 211-0510-00 2 

-54 386-0143-00 1 

210-0811-00 2 

210-0802-00 2 

210-0006-00 2 

210 - 0202-00 1 

-55 210-0407-00 2 



COVER, capacitor, plastic 
COIL 

mounting hardware: (not included w/coil) 

SCREW, 6-32 X y,,s inch, PHS 
WASHER, non-metallic 
COVER, inductor 
SCREW, 6-32 X 1 '/2 inches, RHS 



DIODE 

mounting hardware: (not included w/diode) 

LUG, solder, SE #10 long 

WASHER, mica, 0.196 ID x 0.625 inch OD 

WASHER, plastic, ID x inch OD 

NUT, keps, 10-32 x 3/^ inch 

WASHER, flat, 0.204 ID x 0.438 inch OD 



TRANSISTOR 

mounting hardware for each: (not included w/transistor) 

SCREW, 6-32 X inch, PHS 

PLATE, mica, insulator 

WASHER, fiber, shouldered 

WASHER, flat, 0.150 ID x Vu inch OD 

WASHER, lock, internal, #6 

LUG, solder, SE #6 

NUT, hex., 6-32 x V 4 inch 



TRANSISTOR 

mounting hardware for each: (not included w/transistor) 

SCREW, 6-32 X 3/g inch, PHS 

PLATE, mica, insulator 

WASHER, fiber, shouldered 

WASHER, flat, 0.150 ID x inch OD 

WASHER, lock, internal, #6 

LUG, solder, SE #6 

NUT, hex., 6-32 x V 4 inch 
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Mechanical Parts List — Type R116 (SN 1084-up) 



Fig. & 

Index Tektronix 
No. Port No. 



2-56 



213-0044-00 



-58 212-0004-00 

210-0458-00 



-59 385-0134-00 



213-0041-00 



-60 210-0201-00 



-61 213-0044-00 



-63 212-0515-00 

220-081 2-00 
220-0410-00 



-65 441-0637-00 



211- 0510-00 

21 2- 0023-00 
210-0457-00 
210-0458-00 



-66 407-0395-00 



212-0023-00 
-67 210-0458-00 



-69 386-0143-00 

-70 211-0510-00 

210-0802-00 
210-0006-00 
210 - 0202-00 
210-0811-00 
-71 210-0407-00 



FIG. 2 BRACKETS & CHASSIS (Cent) 



Q 

Serial/Model No. t 

Iff Disc y 1 2 3 4 5 



Description 



1 SWITCH, thermal cutout 

mounting hardware: (not included w/switch) 

2 SCREW, thread forming, 5-32 x V14 inch, PHS 



1 FILTER, line 

mounting hardware: (not included w/filter) 

2 SCREW, 8-32 x V14 inch, PHS 
2 NUT, keps, 8-32 x 'Vii inch 



2 ROD, plastic, Vw OD x Vg inch long 

mounting hardware for each: (not included w/rod) 
1 SCREW, thread cutting, #6 x Vg inch, THS 



6 LUG, solder, SE #4 

mounting hardware for each: (not included w/lug) 
1 SCREW, thread forming, 5-32 x V,g inch, PHS 



1 TRANSFORMER 

mounting hardware: (not included w/transformer) 
4 SCREW, 10-32 x 2V4 inches, HHS 
4 WASHER, fiber, #10 
4 NUT, keps, 10-32 x Ve inch 



1 CHASSIS, power 

mounting hardware: (not included w/chossis) 

2 SCREW, 6-32 x Ve inch, PHS 
8 SCREW, 8-32 x Ve inch, PHS 
2 NUT, keps, 6-32 x Vig inch 

8 NUT, keps, 8-32 x 'V32 inch 



1 BRACKET, transistor 

mounting hardware: (not included w/tronsistor) 

2 SCREW, 8-32 x Ve, PHS 

2 NUT, keps, 8-32 x '732 inch 



2 TRANSISTOR 

mounting hardware for each: (not included w/transistor) 

1 PLATE, mica, insulating 

2 SCREW, 6-32 x Ve inch, PHS 

2 WASHER, flat, 0.150 ID X y,g inch OD 
1 WASHER, lock, internal, #6 

1 LUG, solder, SE #6 

2 WASHER, fiber, shouldered, #6 

2 NUT, hex., 6-32 x V4 inch 
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Mechanical Parts List — Type R116 (SN 1084-up) 



FIG. 2 BRACKETS & CHASSIS (Cont) 
Fig. & Q 



Index 

No. 


Tektronix 
Part No. 


Serial/Model No. 
Eft Disc 


t 

y 


Description 

1 2 3 4 5 


2-72 


136-0218-00 




1 


SOCKET, 3 pin transistor 








- 


mounting hardware: (not included w/socket) 




354-0285-00 




1 


RING, transistor socket mounting 


-73 


343-0031-00 




1 


GROMMET 


-74 


179-1013-01 




1 


CABLE HARNESS, connector 


-75 


179-1010-01 


1084 1309 


1 


CABLE HARNESS, switch 




179-1010-02 


1310 


1 


CABLE HARNESS, switch 


-76 


179-1320-01 


X1310 


1 


CABLE HARNESS, coaxial connectors 


-77 


179-1011-02 




1 


CABLE HARNESS, power #1 


-78 


179-1012-01 




1 


CABLE HARNESS, power #2 


-79 


124-0091-00 




2 


STRIP, ceramic, V 4 inch H, w/11 notches 









- 


each strip includes: 




355-0046-00 




2 


STUD, plastic 








- 


mounting hardware for each: (not included w/strip) 




361-0009-00 




2 


SPACER, plastic, 0.406 inch long 


-80 


1 24-0090-00 




2 


STRIP, ceramic V 4 inch h, w/9 notches 








- 


each strip includes: 




355-0046-00 




2 


STUD, plastic 








- 


mounting hardware for each: (not included w/strip) 




361-0009-00 




2 


SPACER, plastic, 0.406 inch long 


-81 


124-0145-00 




2 


STRIP, ceramic, inch h, w/20 notches 








- 


each strip includes: 




355-0046-00 




2 


STUD, plastic 








- 


mounting hardware for each: (not included w/strip) 




361 -0009-00 




2 


SPACER, plastic, 0.406 inch long 


-82 


124-0147-00 




2 


STRIP, ceramic, inch h, w/13 notches 








- 


each strip includes: 




355-0046-00 




2 


STUD, plastic 








- 


mounting hardware for each: (not included w/strip) 




361-0009-00 




2 


SPACER, plastic, 0.406 inch long 


-83 


124-0149-00 




1 


STRIP, ceramic, inch h, w/7 notches 








- 


strip includes: 




355-0046-00 




2 


STUD, plastic 








- 


mounting hardware: (not included w/strip) 




361-0009-00 




2 


SPACER, plastic, 0.406 inch long 


-84 


214-0506-00 




1 


PIN, connector 
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Mechanical Parts List — Type R116 (SN 1084-up) 

FIG. 3 CIRCUIT CARDS 

Fig. & Q 

Index Tektronix Serial/Model No. t 

No. Part No. Eff Disc y 12345 Description 



3-1 


670-0213-01 






1 




388-0663-01 






1 


-2 


136-0220-00 






12 


-3 


131-0579-00 






4 


-4 


670-0214-00 


MODEL 1 


MODEL 5 


1 




670-0214-01 


MODEL 1 




1 




388-0664-00 


MODEL 1 


MODEL 3 


1 




388-0664-01 


MODEL 4 




1 


-5 


136-0183-00 






VI 


-6 


352-0086-00 






1 


-7 


670-0215-00 


MODEL 1 


MODEL 1 


1 




670-0215-01 


MODEL 1 




1 




388-0665-00 






1 


-8 


136-0183-00 






10 


-9 


352-0086-00 








-10 


670-0216-02 






1 




388-0666-02 






1 


-11 


136-0220-00 






1 ;. 


-12 


131-0579-00 






10 


-13 


670-0217-01 


MODEL 1 


MODEL 3 


1 




670-0217-02 


MODEL 1 




1 




388-0667-00 






1 


-14 


136-0183-00 






7 


-15 


352-0086-00 






2 


-16 


670-0218-00 






1 




388-0668-00 






1 


-17 


136-0183-00 






12 


-18 


352-0086-00 








-19 


670-0219-01 






1 




388-0669-02 






1 


-20 


136-0183-00 






6 


-21 


136-0220-00 






8 


-22 


214-0668-00 






6 


-23 


214-0667-00 






1 


-24 


131-0579-00 






1 


-25 


352-0086-00 






2 



ASSEMBLY, circuit card, FUNCTION PROGRAM #2 
assembly includes: 

CARD, circuit 
SOCKET, transistor, 3 pin 
TERMINAL, test point 

ASSEMBLY, circuit card— PERIOD GENERATOR (Series B) 

ASSEMBLY, circuit card— PERIOD GENERATOR (Series Q) 
assembly includes; 

CARD, circuit 
CARD, circuit 
SOCKET, transistor, 3 pin 
toroid 

ASSEMBLY, circuit card— DELAY GENERATOR (Series C) 

AboLMbLY, circuit card — DELAY GENERATOR (Series O) 
assembly includes: 

CARD, circuit 
SOCKET, transistor, 3 pin 
HOLDER, toroid 

ASSEMBLY, circuit card— FUNCTION PROGRAM #1 
assembly includes: 

CARD, circuit 
SOCKET, transistor, 3 pin 
TERMINAL, test point 

ASSEMBLY, circuit card— WIDTH GENERATOR (Series P) 

ASSEMBLY, circuit card— WIDTH GENERATOR (Series R) 
assembly includes; 

CARD, circuit 
SOCKET, transistor, 3 pin 
HOLDER, toroid 

ASSEMBLY, circuit card— PULSE SHAPE GENERATOR 
assembly includes; 

CARD, circuit 
SOCKET, transistor, 3 pin 
HOLDER, toroid 

ASSEMBLY, circuit card— OUTPUT AMPLIFIER 
assembly includes: 

CARD, circuit 

SOCKET, transistor, 3 pin 

SOCKET, transistor, 3 pin, square 

HEAT SINK 

HEAT SINK 

TERMINAL, test point 

HOLDER, toroid 
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670-0220-01 
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ASSEMBLY, circuit card— AHENUATOR 








- 


assembly includes: 




388-0670-01 




1 


CARD, circuit 


-27 


131-0391-00 




1 


CONNECTOR, coaxial, 50 fi male 


-28 


136-0183-00 




5 


SOCKET, transistor, 3 pin 


-29 


352-0086-00 




2 


HOLDER, toroid 
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670-0221-00 
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ASSEMBLY, circuit card— POWER SUPPLY 








- 


assembly includes: 




388-0671-01 




1 


CARD, circuit 
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136-0183-00 
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SOCKET, transistor, 3 pin 
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214-0668-00 




2 


HEAT SINK 
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352-0086-00 




1 


HOLDER, toroid 




MANUAL CHANGE INFORMATION 

At Tektronix, we continually strive to keep up with latest 
electronic developments by adding circuit and component 
improvements to our instruments as soon as they are devel- 
oped and tested. 

Sometimes, due to printing and shipping requirements, we 
can't get these changes immediately into printed manuals. 
Hence, your manual may contain new change information on 
following pages. 

A single change may affect several sections. Sections of 
the manual are often printed at different times, so some of 
the information on the change pages may already be in 
your manual. Since the change information sheets are carried 
in the manual until ALL changes are permanently entered, 
some duplication may occur. If no such change pages appear 
in this section, your manual is correct as printed. 




